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Title 402 WAC 
RADIATION CONTROL AGENCY 


Chapters 

402-10 Statement of philosophy. 

402-12 General provisions. 

402-16 Registration of radiation sources. 

402-20 Licensing of radiation sources. 

402-24 Standards for protection against radiation. 

402-28 Use of x-rays in the healing arts. 

402-32 Use of sealed radioactive sources in the 
healing arts. 

402-36 Special requirements for industrial radio- 
graphic operations. 

402-40 Radiation safety requirements for analyti- 
cal X-ray equipment. 

402-44 Radiation safety requirements for particle 
accelerators. 

402-48 Notices, instructions and reports to work- 
ers by licensees or registrants—— 
Inspections. 

402-52 Stabilization of uranium and/or thorium 
mill tailing piles. 

402-990 Forms—-Applications for radioactive mate- 


rial license. 


Reviser's note: Some of these rules were previously filed by the then 
department of health on October 26, 1966. The department of social 
and health services is designated as the state radiation control agency 
by RCW 70.98.050. 


Chapter 402-10 WAC 
STATEMENT OF PHILOSOPHY 


WAC 
402-10-010 Statement of philosophy. 

WAC 402-10-010 Statement of philosophy. In ac- 
cordance with the recommendations of the Environmen- 
tal Protection Agency, formerly the Federal Radiation 
Council, approved by the President of the United States 
of America, persons engaged in activities under licenses 
issued by the Washington State Department of Social 
and Health Services pursuant to the Atomic Energy Act 
of 1954, as amended, should, in addition to complying 
with the requirements set forth in chapter 402-24 WAC, 
make every reasonable effort to maintain radiation ex- 
posures, and releases of radioactive materials in effluents 
to unrestricted areas, as far below the limits specified in 
chapter 402-24 WAC as practicable. Such persons 
should make particular efforts to keep the radiation ex- 
posure of an embryo or fetus to the very lowest practi- 
cable level during the entire gestation period as 
recommended by the National Council on Radiation 
Protection and Measurements. The terms "as far below 
the limits specified in this part. as practicable" and "very 


lowest practicable level" mean as low as is readily 
achievable taking into account the state of technology, 
and the economics of improvements in relation to bene- 
fits to the public health and safety and in relation to the 
utilization of nuclear energy, ionizing radiation, and ra- 
dioactive materials in the public interest. [Order 1095, 8 
402-10-010, filed 2/6/76.] 


Chapter 402-12 WAC 
GENERAL PROVISIONS 


WAC 

402-12-010 Authority. 

402-12-030 Purpose. 

402-12-040 Scope. 

402-12-050 Definitions. 

402-12-080 Records. 

402-12-090 Inspections. 

402-12-100 Tests and surveys. 

402-12-125 Exemptions. 

402-12-130 Violations. 

402-12-140 — Impounding. 

402-12-150 Prohibited uses. 

402-12-160 Communications. 

402-12-170 Additional requirements. 

402-12-200 Appendix A——~Information on transportation. 
402-12-210 ^ Appendix B——Information on transportation special 


form licensed material. 


DISPOSITION OF SECTIONS FORMERLY CODIFIED IN THIS 
CHAPTER 


402-12-020 Effective date. [Order 1, § 402-12-020, filed 1/8/69; 
Rules (part), filed 10/26/66.] Repealed by Order 
1095, filed 2/6/76. 

402-12-060 Units of radiation dose. [Order 1, 5 402-12-060, filed 
1/8/69; Rules (part), filed 10/26/66.] Repealed by 
Order 1095, filed 2/6/76. 

402-12-070 Units of radioactivity. [Order 1, § 402-12-070, filed 
1/8/69; Rules (part), filed 10/26/66.] Repealed by 
Order 1095, filed 2/6/76. 

402-12-110 Exemptions from registration and licensing. [Order 1, 
§ 402-12-110, filed 1/8/69; Rules (part), filed 
10/26/66.] Repealed by Order 1095, filed 2/6/76. 
Later promulgation, see WAC 402-12-125 (part). 

402-12-120 Exemptions from requirements. of these regulations. 
[Order 1, § 402-12-120, filed 1/8/69; Rules (part), 
filed 10/26/66.] Repealed by Order 1095, filed 
2/6/76. Later promulgation, see WAC 402-12-125 © 
(part). 


WAC 402-12-010 Authority. Rules and regulations 
set forth herein are adopted pursuant to the provisions of 
chapter 70.98 RCW. [Order 1095, $ 402-12—010, filed 
2/6/76; Order 1, § 402-12-010, filed 1/8/69; Rules 
(part), filed 10/26/66.] 


WAC 402-12-030 Purpose. It is the purpose of 
these regulations to state such requirements as shall be 
applied in the use of all radiation, radiation machines, 
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and radioactive materials to ensure the maximum pro- 
tection of the public health and the maximum safety to 


all persons at, or in the vicinity of, the place of use, -- 
storage, or disposal thereof. These regulations are in- 
tended to be consistent with the best use of radiation | 


machines and radioactive materials. [Order 1095, $ 
402-12-030, filed 2/6/76; Order 1, § 402-12-030, filed 
1/8/69; Rules (part), filed 10/26/66.] 


WAC 402-12-040 Scope. Except as otherwise spe- 
cifically provided, these regulations apply to all persons 
who receive, possess, use, transfer, own or acquire any 
source of radiation, provided, however, that nothing in 
these regulations shall apply to any person to the extent 
such person is subject to regulation by the U.S. Nuclear 
Regulatory Commission.* 


NOTE: 


*Attention is directed to the fact that regulation by the State of 
source material, byproduct material, and special nuclear material in 
quantities not sufficient to form'a critical mass is subject to the provi- 
sions of the agreement between the State and the U.S. Nuclear Regu- 
latory Commission and to Part 150 of the Commission's regulations 
(10 CFR Part 150). 


[Order 1095, 5 402-12-040, filed 2/6/76; Order 1, 5 
402-12-040, filed 1/8/69; Rules (part), filed 
10/26/66.] 


WAC 402-12-050 Definitions. As used in these 
regulations, these terms have the definitions set forth 
below. Additional definitions used only іл а certain part 
will be found in that part. 

(1) "Accelerator produced material" means any ma- 
terial made radioactive by exposing it in a particle 
accelerator. 

(2) "Act" means Nuclear Energy and Radiation Leg- 
islation. chapter 70.98 RCW. 

(3) "Agreement State" means any State with which 
the United States Nuclear Regulatory Commission has 
entered into an effective agreement under section 274 b. 
of the Atomic Energy Act of 1954, as amended (73 Stat. 
689). 

(4) "Airborne radioactive material" means any radio- 
active material dispersed in the air in the form of dusts, 
fumes, mists, vapors, or gases. 

(5) "Airborne radioactivity area" means (1) any 
room, enclosure, or operating area in which airborne ra- 
dioactive material exists in concentrations in excess of 
the amounts specified in Appendix A, Table 1, Column 1 
of chapter 402-24 WAC Part D; or (2) any room, en- 
closure, or operating area in which airborne radioactive 
materjal exists in concentrations which, averaged over 
the number of hours in any week during which individu- 
als are in the area, exceed 25 percent of the amounts 
specified in WAC 402-24-220, Зрели А, ТаЫе І, 
Column 1. 

(6) "Byproduct material" means any radioactive та- 
terial (except special nuclear material) yielded in or 
made radioactive by exposure to the radiation incident 
to the process of Product or utilizing special nuclear 
material. 

(7) "Calendar quarter" means not less than. 12 con- 
secutive weeks nor more than 14 consecutive weeks. The 
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first calendar quarter of each year shall begin in Janu- 
ary and subsequent calendar quarters shall be so ar- 


ranged such that no day is included in more than one 


calendar quarter and no day in any one year is omitted 
from inclusion within a calendar quarter. No licensee or 
registrant shall change the method observed by him of 
determining calendar quarters for purposes of these reg- 
ulations except at the beginning of a calendar year. 

(8) "Controlled area." See "Restricted area." 

(9) "Curie" means a unit of measurement of radioac- 
tivity. One curie (Ci) is that quantity of radioactive ma- 
terial’ which decays at the rate of 3.7 x 10” 
disintegrations per second (dps). Commonly used sub- 
multiples of the curie are the millicurie and the micro- 
curie, One millicurie (mCi) = 0.001 curie = 3.7 x 107 
dps. One microcurie (uCi) = 7000001 curie = 3.7 x 
10^ dps. One picocurie (pCi) = 1012 Ci. One nanocurie 
(nCi) = 10° Ci. 

(10) "Department" means the Department of Social 
and Health Services which. has been designated as the 
State. Radiation Control Agency. 

(11) "Dose" as used in these regulations shall mean 
absorbed dose or dose equivalent as appropriate. 

" Absorbed dose" is the energy imparted to matter by 
ionizing radiation per unit mass of irradiated material at 
the place of interest. The special unit of absorbed dose is 
the rad. (See rad.) 

"Dose equivalent" is a quantity that expresses on a 
common scale for all radiation a measure of the postu- 
lated effect on a given organ. It is defined as the ab- 
sorbed dose in rads times certain modifying factors. The 
unit of dose equivalent is the rem. (See rem.) 

(12) "Exposure" means the quotient of dQ by dm 
where "dQ" is the absolute value of the total charge of 
the ions of one sign produced in air when all the elec- 
trons (negatrons and positrons) liberated by photons in a 
volume element of air having "dm" are completely 
stopped in air. (The special unit .of exposure is the 
roentgen (R).)* 


NOTE: 


*When not underlined [italicized] as above the term 'exposure' has a 
more general meaning in these regulations. 


(13) "Exposure rate" means the exposure per unit of 
time, such as R/min., mR/h, etc. 

(14) "Healing arts" means the disciplines of medicine, 
dentistry, osteopathy, chiropractic, podiatry, and veteri- 
nary medicine. 

(15) "High radiation area" means any area, accessible 
to individuals, in which there exists radiation at such 
levels that a major portion of the body could receive іп 
any one hour a dose in excess of 100 millirems. 

(16) "Human use" means the intentional, internal or 
external administration of radiation or radioactive mate- 
rial to human beings. 

(17) "Individual" means any human being. 

(18) "Inspection" means an official examination or 
observation by the department including but not limited 
to, tests, surveys, and monitoring to determine compli- 
ance with rules, regulations, orders, requirements and 
conditions of the Department. 


General Provisions 


(19) "License" means a license issued by the Depart- 
ment in accordance with the regulations adopted by the 
Department. 

(20) "Licensee" means any person who is licensed by 
the Department in accordance with these regulations 
and the Act. 

(21) "Natural radioactivity" means radioactivity of 
naturally occurring nuclides. 

(22) "Occupational dose" means exposure of an indi- 
vidual to radiation in a restricted area; or in the course 
of employment in which the individual's duties involve 
exposure to radiation; provided, that occupational dose 
shall not be deemed to include any exposure of an indi- 
vidual to radiation for the purpose of diagnosis or 
therapy of such individual. 

(23) "Particle accelerator" means any machine capa- 
ble of accelerating electrons, protons, deuterons, or other 
charged particles in a vacuum and of discharging the 
resultant particulate or other radiation into a medium at 
energies usually in excess of 1 MeV. 

(24) "Person" means any individual, corporation, 
partnership, firm, association, trust, estate, public or 
private institution, group, agency, political subdivision of 
this State, any other state or political subdivision or 
agency thereof, and any legal successor, representative, 
agent or agency of the foregoing. 

(25) "Personnel monitoring equipment" means devices 
(e.g, film badges, pocket dosimeters, апа 
thermoluminescent dosimeters) designed to be worn. or 
carried by an individual for the purpose of estimating 
the dose received by the individual. 

(26) "Pharmacist" means an individual licensed by 
this State to compound and dispense drugs, and poisons. 

(27) "Physician" means an individual licensed by this 
state to dispense drugs in the practice of medicine. 

(28) "Rad" means the special unit of absorbed dose. 
One rad equals one hundredth of a joule per kilogram of 
material; for example, if tissue is the material of inter- 
est, then 1 rad equals 100 ergs per gram of tissue. 

(29) "Radiation" means ionizing radiation, 1.е., gam- 
ma rays and X-rays, alpha and beta particles, high 
speed electrons, and other nuclear particles. 

(30) "Radiation area" means any area, accessible to 
individuals, in which there exists radiation at such levels 
that a major portion of the body could receive in any one 
hour a dose in excess of 5 millirems, or in any 5 consec- 
utive days a dose in excess of 100 millirems. 

(31) "Radiation machine" means any device capable 
of producing radiation except those which produce radi- 
ation only from radioactive material. 

(32) "Radiation safety officer" means one who has 
the knowledge and responsibility to apply appropriate 
radiation protection regulations. 

(33) "Radiation source." See "Source of radiation." 

.(34) "Radioactive material" means any material (sol- 
id, liquid, or gas) which emits radiation spontaneously. 

(35) "Radioactivity" means the disintegration of un- 
stable atomic nuclei by the emission of radiation. 

(36) "Registrable item" means any radiation machine 
except those exempted by RCW 70.98.180 or exempted 
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by the Department pursuant to the authority of RCW 
70.98.080. 

(37) "Registrant" means any person who is Беа онай 
with the Department and is legally obligated to register 
with the Department pursuant to these жинин and 
the Act. 

(38) " Registration" means registration with the De- 
partment in accordance with the regulations adopted by 
the Department. 

(39) "Regulations of the U.S. Department of Trans- 
portation" means the regulations in 49 CFR Parts 170- 
189, 14 CFR Part 103, and 46 CFR Part 146. 

(40) "Rem" means a measure of the dose of any ra- 
diation to body tissue in terms of its estimated biological 
effect relative to a dose received from an exposure to one 
roentgen (R) of X-rays. (One millirem (mrem) = 0.001 
rem.) For the purpose of these regulations, any of the 
following is considered to be equivalent to a dose of one 
rem: 

(а) An exposure of 1 В of x, or gamma radiation; 

(b) A dose of 1 rad due to x, gamma, or beta 
radiation; | 

(c) А dose of 0.05 rad due to particles heavier than 
protons and with sufficient energy to reach the lens of 
the eye. 

(d) A dose of 0.1 rad due to neutrons or high energy 
protons.* 


NOTE: 


*If it is more convenient to measure the neutron flux, or equivalent, 
than to determine the neutron absorbed dose in rads, one rem of neu- 
tron radiation may, for purposes of these regulations, be assumed to be 
equivalent to 14 million neutrons per square. centimeter incident upon 
the body; or, if there exists sufficient information to estimate with.rea- 
sonable accuracy the approximate distribution in energy of the neu- 
trons, the incident number of neutrons per square centimeter 
equivalent to one rem may be estimated from the following table: 


Neutron Flux Dose Equivalents 


` Average flux 
density to 


Number of neutrons deliver 100 


Neutron per square centi- millirems in 
energy meter for a dose 40 hours 
(MeV) equivalent of 1 (neutrons /cm? 
rem (neutrons/cm^) per second) 
Thermal 970 x 10° 670 
0.0001 720 x 10° 500 
0.005 820 x 10° 570 
0.02 400 x 10° 280 
0.1 120 x 10° 80 
0.5 43 x 10° 30 
1.0 26 x 10° 18 
2.5 29 x 10° 20 
5.0 26 x 10° 18 
7.5 24 x 10° 17 
10.0 24 x 10° 17 
10 to 30 14 x 10° 10 


(41) "Research and development" means: (1) theoret- 
ical analysis, exploration, or experimentation; or (2) the 
extension of investigative findings and theories of-a sci- 
entific or technical nature into practical application for 
experimental and demonstration purposes, including the 
experimental production and testing of models, devices, 
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equipment, materials, and processes. Research апа de- 
velopment does not include the internal or external ad- 
ministration of radiation or radioactive material to 
human beings. 

(42) "Restricted area" (controlled area) means any 
area the access to which is controlled by the licensee or 
registrant for purposes of protection of individuals from 
exposure to radiation and radioactive material. "Re- 
stricted area" shall not include any areas used for resi- 
dential quarters, although a separate room or rooms in a 
residential building may be set apart as a restricted area. 

(43) "Roentgen" (R) means the special unit of expo- 
sure. One roentgen equals 2.58 x 10 
coulombs/kilogram of air (see "Exposure"). 

(44) "Sealed source" means radioactive material that 
is permanently bonded or fixed in a capsule or matrix 
designed to prevent release and dispersal of the radioac- 
tive material under the most severe conditions which are 
likely to be encountered in normal use and handling. 

(45) "Source material" means: (1) uranium or thori- 
um, or any combination thereof, in any physical or 
chemical form, or (2) ores which contain by weight опе- 
twentieth of one percent (0.05 percent) or more of (i) 
uranium, (ii) thorium, or (iii) any combination thereof. 
Source material does not include special nuclear 
material. 

(46) "Source of radiation" means any radioactive ma- 
. terial, or any device or equipment emitting or capable of 
producing radiation. 

(47) "Special form." See WAC 402-12-210. 

(48) "Special nuclear material in quantities not suffi- 
cient to form a critical mass" means uranium enriched 
in the isotope U-235 in quantities not exceeding 350 
grams of contained U-235; uranium-233 in quantities 
not exceeding 200 grams; or any combination of them in 
accordance with the following formula: For each kind of 
special nuclear material, determine the ratio between the 
quantity of that special nuclear material and the quanti- 
ty specified above for the same kind of special nuclear 
material. The sum of such ratios for all of the kinds of 
special nuclear material in combination shall not exceed 
"1" (ie., unity). For example, the following quantities in 
combination would not exceed the limitation and are 
within the formula: 


175(grams contained U—235) 


T 
350 
50(grams U-233) 
+ 
200 
50(grams Ри) 
< 1 


200 


(49) "Source container" means a device in which 
sealed sources are transported or stored. 

(50) "Survey" means an evaluation of the production, 
use, release, disposal, and/or presence of sources of ra- 
diation under a specific set of conditions to determine 
actual or potential radiation hazards. When appropriate, 
such evaluation includes, but is not limited to, tests, 
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physical examinations and measurements of levels of ra- 
diation or concentration of radioactive material present. 

(51) "Test" means a method for determining the 
Characteristics or condition of sources of radiation or 
components thereof. 

(52) "These regulations" mean all parts of "Rules and 
Regulations for Radiation Protection" of the State of 
Washington. 5 

(53) "Transport group." See WAC 402-12-200(2). 

(54) "Uncontrolled area." See "unrestricted area." 

(55) "Unrefined and unprocessed ore" means ore in 
its natural form prior to any processing, such as grind- 
ing, roasting, beneficiating, or refining. 

(56) "Unrestricted area" (uncontrolled area) means 
any area access to which is not controlled by the licensee 
or registrant for purposes of protection of individuals 
from exposure to radiation and radioactive material, and 
any area used for residential quarters. 

(57) "Worker" means an individual engaged in work 
under a license or registration issued by the Department 
and controlled by a licensee or registrant, but does not 
include the licensee or registrant. If students of age 18 
years or older are subjected routinely to work involving 
radiation, then the students are considered to be occu- 
pational workers. Individuals of less than 18 years of age 
shall meet the requirements of WAC 402-24-035. [Or- 
der 1095, 8 402-12-050, filed 2/6/76; Order 708, 8 
402-12-050, filed 8/24/72; Order 1, % 402-12-050, 
filed 7/2/71; Order 1, 8 402-12-050, filed 1/8/69; 
Rules (part), filed 10/26/66.] 


WAC 402-12-080 Records. Each licensee or regis- 
trant shall maintain records relating to the receipt, use, 
storage, transfer, or disposal of radiation sources, and 
such other records as the Department may require which 
will permit the determination of the extent of occupa- 
tional and public exposure from such radiation sources. 
Copies of these records shall be submitted to the De- 
partment on request. These requirements are subject to 
such exemptions as may be provided by Department 
rules. [Order 1095, § 402-12-080, filed 2/6/76; Order 
1, 8 402-12-080, filed 1/8/69; Rules (part), filed 
10/26/66.] 


WAC 402-12-090 Inspections. (1) Each licensee 
and/or registrant shall afford the Department at all rea- 
sonable times opportunity to inspect sources of radiation 
and the premises and facilities wherein such sources of 
radiation are used or stored. 

(2) Each licensee and/or registrant shall make avail- 
able to the Department for inspection, upon reasonable 
notice, records maintained pursuant to these regulations. 
[Order 1095, 8 402-12-090, filed 2/6/76; Order 1, 8 
402-12-090, filed 1/8/69; Rules (part), filed 
10/26/66.] 


WAC 402-12-100 Tests and surveys. Each licensee 
and registrant shall perform upon instructions from the 
Department or shall permit the Department to perform 
such reasonable tests and surveys as the Department 
deems appropriate or necessary including, but not limit- 
ed to, tests and surveys of: 


General Provisions 


(1) Sources of radiation; 

(2) Facilities wherein sources of radiation are used or 
stored; 

(3) Radiation detection and monitoring instruments; 
and 

(4) Other equipment and devices used in connection 
with utilization or storage of licensed or registered 
sources of radiation. [Order 1095, 8 402-12-100, filed 
2/6/76; Order 1, 5 402-12-100, filed 1/8/69; Rules 
(part), filed 10/26/66.] 


WAC 402-12-125 Exemptions. The Department 
may, upon application therefor or upon its own initiative, 
grant such exemptions or exceptions from the require- 
ments of these regulations as it determines are author- 
ized by law and will not result in undue hazard to public 
health and safety or property. 

(1) Common and contract carriers, freight forwarders, 
and warehousemen, who are subject to the rules and 
regulations of the U.S. Department of Transportation or 
the U.S. Postal Service (39 CFR Parts 14 and 15), are 
exempt from these regulations to the extent that they 
transport or store sources of radiation in the regular 
course of their carriage for another or storage incident 
thereto. Private carriers who are subject to the rules and 
regulations of the U.S. Department of Transportation 
(U.S.D.O.T.) are exempted from these regulations to the 
extent that they transport sources of radiation. Common, 
contract, and private carriers who are not subject to the 
rules and regulations of the U.S.D.O.T. or the US. 
Postal Service are subject to the provisions of WAC 
402-24-180 and WAC 402-24-190. 
` (2) Any U.S. Energy Research and Development Ad- 
ministration contractor or subcontractor and any U.S. 
Nuclear Regulatory Commission contractor or subcon- 
tractor of the following categories operating within this 


‘State is exempt from these regulations to the extent that 


such contractor or subcontractor under his contract re- 
ceives, possesses, uses, transfers or acquires sources of 
radiation: 

(a) Prime contractors performing work for the Energy 
Research and Development Administration at U.S. Gov- 
ernment-owned or controlled sites, including the trans- 
portation of sources of radiation to or from such sites 
and the performance of contract services during tempo- 
rary interruptions of such transportation; 

(b) Prime contractors of the Energy Research and 
Development Administration performing research in, or 
development, manufacture, storage, testing or transpor- 
tation of, atomic weapons or components thereof; 

(c) Prime contractors of the Energy Research and 
Development Administration using or operating nuclear 
reactors or other nuclear devices in a United States 
Government-owned vehicle or vessel; and 

(d) Any other prime contractor or subcontractor of 
the Energy Research and Development Administration 
or of the Nuclear Regulatory Commission when the 
State and the Nuclear Regulatory Commission jointly 
determine (i) that the exemption of the prime contractor 
or subcontractor is authorized by law, and (ii) that un- 
der the terms of the contract or subcontract, there is ad- 
equate assurance that the work thereunder can be 


402-12-200 


accomplished without undue risk to the public health 
and safety. [Order 1095, 8 402-12-125, filed 2/6/76.] 


WAC 402-12-130 "Violations. An injunction or oth- 
er court order may be obtained prohibiting any violation 
of any provision of the Act or any regulation or order 
issued thereunder. Any person who violates any provi- 
sion of the Act or any regulation or order issued there- 
under may be guilty of a gross misdemeanor and upon 
conviction, may be punished by fine or imprisonment or 
both, as provided by law. [Order 1095, 8 402-12-130, 
filed 2/6/76; Order 1, 8 402-12-130, filed 1/8/69; 
Rules (part), filed 10/26/66.] 


WAC 402-12-140 Impounding. Sources of radiation 
shall be subject to impounding pursuant to RCW 70.98- 
.160. [Order 1095, $ 402-12-140, filed 2/6/76; Order 1, 
4 402-12-140, filed 1/8/69; Rules (part), filed 
10/26/66.] 


WAC 402-12-150 Prohibited uses. (1) Hand-held 
fluoroscopic screens shall not be used. 

(2) Shoe-fitting fluoroscopic devices shall not be used. 
[Order 1095, 5 402-12-150, filed 2/6/76.] 


WAC 402-12-160 Communications. All communi- 
cations and reports concerning these regulations, and 
applications filed thereunder, should be addressed to the 
Department of Social and Health Services, Radiation 
Control Unit, Mail Stop 4-2, Olympia, Washington 
98504. [Order 1095, 8 402-12-160, filed 2/6/76.] 


WAC 402-12-170 Additional requirements. The 
Department may, by rule, regulation, or order, impose 
upon any licensee or registrant such requirements in ad- 
dition to those established in these regulations as it 
deems appropriate or necessary to minimize danger in 
public health and safety or property. [Order 1095, 8 
402-12-170, filed 2/6/76.] 


WAC 402-12-200 Appendix A. Information on 
transportation (1) Transport Grouping of Radionuclides. 


Element! Radionuclide? Group 
Actinium (89) Ас-277 I 
Ac-228 ` I 
Americium (95) Am-241 I 
Am-243 I 
Antimony (51) Sb-122 IV 
Sb-124 : ПІ 
56-125 HI 
Argon (18) Аг-37 12! 
Ат-41 П 
Ат-41 
(uncompressed)? V 
Arsenic (33) А8-73 IV 
. As—74 IV 
А8-76 ТУ 
А5-77 IV 
Astatine (85) At-211 ІШ 
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Element! Radionuclide? Group Element! Radionuclide? Group 
Barium (56) Ba-131 IV Gold (79) Au-193 IH 
Ba-133 H Au-194 ПІ 
Ва-140 IH Au-195 IH 
Berkelium (97) Вк-249 1 Au-196 IV 
Beryllium (4) Be-7 IV Au-198 IV 
Bismuth (83) Bi-206 IV Au-199 IV 
Bi-207 Ш Hafnium (72) Hf-181 IV 
Bi-210 H Holmiun (67) Ho-166 IV 
Bi-212 IH Hydrogen (1) H-3 (see tritium) 
Bromine (35) Br-82 IV Indium (49) In-113m ПІ 
Сайтішті (48) Са-109 IV In-114m ш 
Cd-115m ПІ In-115m IV - 
Cd-115 IV In-115 IV 
Calcium (20) Ca-45 IV Iodine (53) 1-124 ПІ 
Са-47 IV I-125 Ш 
Californium (98) Cf-249 I 1-126 Ш 
Cf-250 I I-129 ПІ 
Cf-252 I I-131 Ш 
Carbon (6) C-14 IV 1-132 IV 
Cerium (58) Ce-141 IV I-133 Ш 
Ce-143 IV I-134 IV 
Ce-144 ПІ 1135 ГУ 
Cesium (55) Cs-131 IV Iridium (77) 17—190 ГУ 
Cs-134m ПІ 12—192 ПІ 
Cs-134 Ш Ir-194 IV 
Cs-135 IV Iron (26) Ее—55 IV 
Cs-136 IV Fe—59 IV 
Cs-137 Ш Krypton (36) Kr-85m HI 
Chlorine (17) СІ-36 IH Kr-85m 
СІ-38 ІУ (uncompressed)? V 
Chromium (24) Cr-51 IV Кг-85 Ш 
Cobalt (27) Co-56 IH Kr-85 
Co-57 IV (uncompressed)? VI 
Co-58m IV Kr-87 П 
Со-58 IV Кг-87 
Со-60 ПІ (uncompressed)? V 
Copper (29) Cu-64 IV Lanthanum (57) La-140 IV 
Curium (96) Cm-242 I Lead (32) Рь-203 ІУ 
Cm-243 I Pb-210 П 
Cm-244 I Pb-212 П 
Cm-245 1 Lutetium (71) Іл-172 IH 
Cm-246 I Lu-177 IV 
Dysprosium (66) Dy-154 ШІ Magnesium (12) Mg-28 ПІ 
Dy-165 IV Manganese (25) Мп-52 IV 
Dy-166 IV Mn-54 IV 
Erbium (68) Er-169 IV Mn-56 IV 
Er-171 IV Mercury (80) Hg-197m IV 
Europium (63) Eu-150 Ul Hg-197 IV 
Eu-152m IV Hg-203 IV 
Eu-152 Ш 
Eu-154 H Mixed fission products (MFP) I 
Eu-155 IV Molybdenum (42) Mo-99 IV 
Fluorine (9) Е-18 IV Neodymium (60) Nd-147 IV 
Gadolinium (64) Gd-153 IV Nd-149 IV 
Gd-159 IV Neptunium (93) Np-237 I 
Gallium (31) Ga-67 HI Np-239 I 
Ga-72 IV Nickel (28) Ni—56 IH 
Germanium (32) Ge-71 IV Мі-59 IV 
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Element’ Radionuclide? Group Element! Radionuclide” Group 
Ni-63 IV ӛс-48 IV 
Мі-65 IV Selenium (34) Se-75 IV 
Niobium (41) Nb-93m IV Silicon (14) 51—31 IV 
Nb-95 IV Silver (47) Ag-105 IV 
Nb-97 IV Ag-110m IH 
Osmium (76) Os-185 IV Ag-111 IV 
Os-191m IV Sodium (11) Na-22 Ш 
Os-191 IV Na-24 IV 
Os-193 IV Strontium (38) Sr-85m IV 
Palladium (46) Pd-103 IV 5г-85 IV 
Pd-109 IV 5г-89 Ш 
Phosphorus (15) Р-32 IV 5г-90 П 
Platinum (78) Pt-191 IV Sr-91 IH 
Pt-193 IV 5г-92 IV 
Pt-193m IV Sulfur (16) 5-35 IV 
Pt-197m IV Tantalum (73) Ta-182 Ш 
Pt-197 IV Technetium (43) Tc-96m IV 
Plutonium (94) Ри-238 (F) I Тс-96 IV 
| Ри—239 (Е) 1 Tc-97 IV 
Pu-240 I Tc-97m IV 
Pu-241 (F) I Тс-99т IV 
Pu-242 I Tc-99 IV 
Polonium (84) Po-210 I Tellurium (52) Te-125m IV 
Potassium (19) K-42 IV Te-127m IV 
K-43 HI Te-127 IV 
Praseodymium (59) Pr-142 IV Te-129m Ш 
1 Рг-143 IV Te-129 IV 
Promethium (61) Pm-147 IV Te-131m ПІ 
Pm-149 IV Te-132 IV 
Protactinium (91) Pa-230 I Terbium (65) Tb-160 IH 
Ра-231 I Thallium (81) ТІ-200 IV 
Ра-233 П ТІ-201 IV 
Radium (88) Ra-223 П ТІ-202 IV 
Ra-224 П ТІ-204 Ш 
Ва-226 Ї Thorium (90) Th-227 П 
Ra-228 I Th-228 I 
Radon (86) Rn-220 IV 'Th-230 I 
Rn-222 II Th-231 I 
Rhenium (75) Re-183 IV Th-232 Ill 
Re-186 IV Th-234 II 
Re-187 IV Th-Natural Ш 
Re-188 IV Thulium (69) Tm-168 Ш 
Re-Natural IV Tm-170 Ш 
Rhodium (45) Rh-103m IV Tm-171 IV 
Rh-105 IV Tin (50) 5п-113 IV 
Rubidium (37) Rb-86 IV Sn-117m Ш 
Rb-87 IV Sn-121 IH 
Rb-Natural IV Sn-125 IV 
Ruthenium (44) Ru-97 IV Tritium (1) H-3 IV 
Ru-103 IV H-3(as a 
Ru-105 IV gas, as ҮП 
Ru-106 HI luminous paint, 
Samarium (62) Sm-145 Ш or absorbed on 
Sm-147 Ш solid material) 
Sm-151 IV Tungsten (74) W-181 IV 
Sm-153 IV W-185 IV 
Scandium (21) Sc-46 IH W-187 IV 
5с-47 IV Uranium (92) U-230 П 
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Element! Radionuclide? Group 
U-232 I 
U-233 (F) П 
U-234 II 
U-235 (F) ІШ 
U-236 II 
0-238 HI 
U-Natural ПІ 
U--Enriched (F) Ш 
U-Depleted III 
Vanadium (23) V—48 IV 
V—49 Ш 
Xenon (54) Хе-125 ПІ 
Xe-131m HI 
Xe-131m 
(uncompressed)? ІШ 
Хе-133 Ш 
Xe-133 
(uncompressed)? VI 
Xe-135 П 
Xe-135 
(uncompressed)? V 
Ytterbium (70) Yb-175 IV 
Yttrium (39) Ү-88 ПІ 
Ү-90 IV 
Y-91m IIT 
Y-91 ПІ 
Y-92 IV 
Ү-93 IV 
Zinc (30) Zn-65 IV 
Zn-69m IV 
Zn-69 IV 
Zirconium (40) Zr-93 IV 
Zr-95 ІШ 
Zr-97 IV 


NOTES: 


‘Atomic number shown in parentheses. 

Atomic mass number shown after the element symbol. 
3Uncompressed means at a pressure not exceeding one atmosphere. 
m Metastable state. 

(F)Fissile material. 


(2) "Transport group" means any one of seven groups 
into which radionuclides in normal form are classified, 
according to their radiotoxicity and their relative poten- 
tial hazard in transport, іп WAC 402-12-200, Appendix 
A above. 

(a) Any radionuclide not specifically listed in one of 
the groups in WAC 402-12-200, Appendix A above 
shall be assigned to one of the groups in accordance with 
the following table: 
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Radioactive Half-life 


Radionuclide 0 to 1000 
1000 days to Over 106 
day 10° years years 
Atomic No. 1-81 Group ІШ Group II Group ІП 
Atomic No. 82 & ) 
оуег Group I Group I Group IH 


(b) For mixtures of radionuclides the following shall 
apply: 

(i) If the identity and respective activity of each radi- 
onuclide are known, the permissible activity of each ra- 
dionuclide shall be such that the sum, for all groups 
present, of the ratio between the total activity for each 
group to the permissible activity for each group will not 
be greater than unity. 

(ii) If the groups of the radionuclides are known but 
the amount in each group cannot be reasonably deter- 
mined, the mixture shall be assigned to the most restric- 
tive group present. 

(iii) If the identity of all or some of the radionuclides 
cannot be reasonably determined, each of those uniden- 
tified radionuclides shall be considered as belonging to 
the most restrictive group which cannot be positively 
excluded. 

(iv) Mixtures consisting of a single radioactive decay 
chain where the radionuclides are in the naturally oc- 
curring proportions shall be considered as consisting of a 
single radionuclide. The group and activity shall be that 
of the first member present in the chain, except that if a 
radionuclide "X" has a half-life longer than that of that 
first member and an activity greater than that of any 
other member, including the first, at any time during 
transportation, the transport group of the nuclide "X" 
and the activity of the mixture shall be the maximum 
activity of that nuclide "X" during transportation. [Or- 
der 1095, $ 402-12-200, filed 2/6/76.] 


WAC 402-12-210 Appendix B. Information on 
transportation special form licensed material. (1) "Spe- 
cial form" means any of the following physical forms of 
licensed material of any transport group: 

(а) The material is in solid form having no dimension 
less than 0.5 millimeter or at least one dimension greater 
than five millimeters; does not melt, sublime, or ignite in 
air at a temperature of 1,000 degrees Fahrenheit; will 
not shatter or crumble if subjected to the percussion test 
described in WAC 402-12-210, Appendix B of this 
part; and is not dissolved or converted into dispersible 
form to the extent of more than 0.005 percent by weight 
by immersion for one week in water at 68 degrees Fahr- 
enheit or in air at 86 degrees Fahrenheit; or 

(b) The material is securely contained in a capsule 
having no dimension less than 0.5 millimeter or at least 
one dimension greater than five millimeters, which will 
retain its contents if subjected to the tests prescribed in 
УУАС 402-12-210 Appendix B of this part; and which is 
constructed of materials which do not melt, sublime, or 
ignite in air at 1,475 degrees Fahrenheit, and do not 
dissolve, or convert into dispersible form, to the extent of 
more than 0.005 percent by weight by immersion for one 
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week in water at 68 degrees Fahrenheit or in air at 86 
degrees Fahrenheit. 

(2) Tests for Special Form Licensed Material. 

(a) Free Drop - А free drop through a distance of 30 
feet onto a flat essentially unyielding horizontal surface, 
striking the surface in such a position as to suffer maxi- 
mum damage. 

(b) Percussion — Impact of the flat circular end of a 1 
inch diameter steel rod weighing 3 pounds, dropped 
through a distance of 40 inches. The capsule or material 
shall be placed on a sheet of lead, of hardness number 
3.5 to 4.5 on the Vickers scale, and not more than 1 inch 
thick, supported by a smooth essentially unyielding 
surface. 

(c) Heating — Heating in air to a temperature of 
1,475 degrees Fahrenheit and remaining at that temper- 
ature for a period of 10 minutes. | 

(d) Immersion — Immersion for 24 hours in water at 
room temperature. The water shall be at pH 6—pH 8, 
with a maximum conductivity of 10 microohms per cen- 
timeter. [Order 1095, 5 402-12-210, filed 2/6/76.] 


Chapter 402-16 WAC 
REGISTRATION OF RADIATION SOURCES 


WAC 

402-16-210 Purpose and scope. 

402-16-220 Exemptions. 

402-16-230 Application for registration of radiation machine 
facilities. 

402-16-240 Separate locations. 

402-16-250 Report of changes. 

402-16-260 Approval not implied. 

402-16-270 Transferor, assembler, or installer obligation. 

402-16-280 Out-of-state radiation machines. 


DISPOSITION OF SECTIONS FORMERLY CODIFIED IN THIS 
CHAPTER 


402-16-010 Purpose. [Order 1, 8 402-16-010, filed 1/8/69; Rules 
(part), filed 10/26/66.] Repealed by Order 1084, filed 
1/14/76. Later promulgation, see WAC 402-16-210. 

402-16-020 ` Registration. [Order 1, $ 402-16-020, filed 1/8/69; 
Rules (part), filed 10/26/66.] Repealed by Order 
1084, filed 1/14/76. Later promulgation, see WAC 
402-16-230 (part). | 

402-16-030 Renewal of registration. [Order 1, $ 402—16—030, filed 
1/8/69; Rules (part), filed 10/26/66.] Repealed by 
Order 1084, filed 1/14/76. 

402-16-040 Registration form. [Order 1, § 402-16-040, filed 
1/8/69; Rules (part), filed 10/26/66.] Repealed by 
Order 1084, filed 1/14/76. Later promulgation, see 
WAC 402-16-230 (part). 

402-16-050 Separate locations. [Order 1, 8 402-16-050, filed 
1/8/69; Rules (part), filed 10/26/66.] Repealed by 
Order 1084, filed 1/14/76. Later promulgation, see 
WAC 402-16-240. 

402-16-060 Report of change—— Theft, loss, accident, or disposal. 
[Order 1, $ 402-16-060, filed 1/8/69; Rules (part), 
filed 10/26/66.] Repealed by Order 1084, filed 
1/14/76. Later promulgation, see WAC 402-16-250. 

402-16-070 Registration shall not imply approval. [Order 1, $ 402- 
16-070, filed 1/8/69; Rules (part), filed 10/26/66.] 
Repealed by Order 1084, filed 1/14/76. Later promul- 
gation, see WAC 402-16-260. 

402-16-080 Registration information confidential. [Order 1, § 402— 
16—080, filed 1/8/69; Rules (part), filed 10/26/66.] 
Repealed by Order 1084, filed 1/14/76. 

402-16-090 Vendor obligation. [Order 1, 8 402-16-090, filed 
1/8/69; Rules (part), filed 10/26/66.] Repealed by 


402-16-240 


Order 1084, filed 1/14/76. Later promulgation, see 
WAC 402-16-270. 

402-16-100 Exemptions from registration. [Order 1, § 402-16-100, 
filed 1/8/69; Rules (part), filed 10/26/66.] Repealed 
by Order 1084, filed 1/14/76. Later promulgation, see 
WAC 402-16-220. 

402-16-110 Persons with out—of-state registrable items. [Order 1, $ 
402-16-110, filed 1/8/69; Rules (part), filed 
10/26/66.] Repealed by Order 1084, filed 1/14/76. 
Later promulgation, see WAC 402-16-280. 


WAC 402-16-210 Purpose and scope. (1) This 
chapter provides for the registration of radiation ma- 
chine facilities. 

(2) For purposes of chapter 402-16 of these regula- 
tions, "facility" means the location at which one or more 
devices are installed and/or located within one building, 
vehicle, or under one roof and are under the same ad- 
ministrative control. 

(3) In addition to the requirements of this chapter, all 
registrants are subject to the applicable provisions of 
other parts of these regulations. [Order 1084, 8 402-16- 
210, filed 1/14/76. Formerly WAC 402—16—010.] 


WAC 402-16-220 Exemptions. (1) Electronic 
equipment that produces radiation incidental to its oper- 
ation for other purposes is exempt from the registration 
and notification requirements of this part, providing the 
dose equivalent rate averaged over an area of 10 square 
centimeters does not exceed 0.5 mrem per hour at 5 cm 
from any accessible surface of such equipment. 

(2) Radiation machines while in transit or storage in- 
cident thereto are exempt from the requirements of this 
part. 

(3) Domestic television receivers are exempt from the 
requirements of this chapter. [Order 1084, 8 402-16- 
220, filed 1/14/76. Formerly WAC 402—16—100.] 


WAC 402-16-230 Application for registration of 
radiation machine facilities. Each person having a radia- 
tion machine facility shall apply for registration of such 
facility with the department within 30 days following the 
effective date of these regulations or thereafter prior to 
the operation of a radiation machine facility. Applica- 
tion for registration shall be completed on forms fur- 
nished by the Department or on similar forms and shall 
contain all the information required by the Department 
form and accompanying instructions. [Order 1084, 8 
402-16-230, filed 1/14/76. Formerly WAC 402-16- 
020 and 402-16—040.] 


WAC 402-16-240 Separate locations. А single reg- 
istration form may be used to include several locations 
provided such locations are under the ownership or ad- 
ministrative control of the registrant. Where, as a rou- 
tine part of the normal conduct of business, registrable 
items are moved between or among such locations, the 
registrant will so indicate at the time of registration. 
Each registrant shall name one or more designated per- 
sons, preferably one for each location where the regis- 
trant is not normally present, who may be contacted by 
the Department with respect to the requirements for 
registration. [Order 1084, 5 402-16-240, filed 1/14/76. 
Formerly WAC 402-16-050.) 
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WAC 402-16-250 Report of changes. Тһе regis- 
trant shall notify the Department in writing before mak- 
ing any change which would render the information 
contained in the Application for Registration and/or 
Notice of Registration no longer accurate. [Order 1084, 
5 402-16-250, filed 1/14/76. Formerly WAC 402-16- 
060.] 


WAC 402-16-260 Approval not implied. No person 
shall refer, in any advertisement, to the fact that a facil- 
ity is registered with the Department pursuant to the 
provisions of WAC 402-16-230 and so as to imply that 
any activity under such registration has been approved 
by the Department. [Order 1084, $ 402-16-260, filed 
1/14/76. Formerly WAC 402-16-070.] 


WAC 402-16-270  Transferor, assembler, or instal- 
ler obligation. Any person who sells, leases, transfers, 
lends disposes, assembles, or installs radiation machines 
in this State shall notify the department within 15 days 
of: 

(1) The name and address of persons who have re- 
ceived these machines; 

(2) The manufacturer, model, and serial number of 
each radiation machine transferred; and 

(3) The date of transfer of each radiation machine. 

(4) No person shall make, sell, lease, transfer, lend or 
install X-ray or fluoroscopic equipment or the accesso- 
ries used in connection with such equipment unless such 
accessories and equipment, when properly placed in op- 
eration and properly used, will meet the requirements of 
these regulations. [Order 1084, 8 402-16-270, filed 
1/14/76. Formerly WAC 402-16-090.] 


WAC 402-16-280 Out-of-state radiation machines. 
(1) Whenever any radiation machine is to be brought 
into the State, for any temporary use, the person pro- 
posing to bring such machine into the State shall give 
written notice to the department at least three (3) work- 
ing days before such machine is to be used in the State. 
The notice shall include the type of radiation machine; 
the nature, duration, and scope of use; and the exact 
location(s) where the radiation machine is to be used. If 
for a specific case the three working-day period would 
impose an undue hardship, the person may, upon appli- 
cation to the Department, obtain permission to proceed 
sooner. 

(2) In addition the out-of-state person shall: 

(a) Comply with all applicable regulations of the 
Department. 

(b) Supply the Department such other information as 
the Department may reasonably request. [Order 1084, § 
402-16-280, filed 1/14/76. Formerly WAC 402-16- 
110.] 


Chapter 402-20 WAC 
LICENSING OF RADIATION SOURCES 


WAC 

402-20-010 Purpose and scope. 

402-20-020 Types of licenses. 

402-20-030 General licenses Source material. 
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402-20-040 General licenses Radioactive material other than 
source material. | 

402-20-050 Filing application for specific licenses. 

402—20-060 ^ General requirements for the issuance of specific 
licenses. : 

402-20-070 Special requirements for issuance of certain specific 
licenses for radioactive material. 

402-20-073 Special requirements for specific licenses of broad 
Scope. 

402—20-076 ^ Special requirements for a specific license to manu- 
facture, assemble, repair, or distribute commodities, 
products, or devices which contain radioactive 
material. 

402-20-080 Issuance of specific licenses. 

402-20-090 ^ Specific terms and conditions of licenses. 

402-20-100 Expiration of licenses. 

402-20-110 Renewal of license. 

402-20-120 | Amendment of licenses at request of licensee. 

402-20-130 Agency action on applications to renew or amend. 

402—20-170 Transfer of material. 

402-20-180 Modification, révocation, and termination of licenses. 

402—20-190 Exemptions. | 

402-20-200 Pre-licensing inspection. 

402-20-210 Reciprocal recognition of licenses. 

402-20-220 Preparation of radioactive material for transport. 

402—20-240 ^ Schedule B, exempt quantities of radioactive 
materials. | 

402-20-250 Schedule C, exempt concentrations. 

402-20-260 ^ Schedule D, groups of medical uses of radioactive 
material. 

402-20-270 Schedule E, limits for broad licenses. 


DISPOSITION OF SECTIONS FORMERLY CODIFIED IN THIS 
CHAPTER 


Inalienability of licenses. [Order 1, § 402-20-140, filed 
1/8/69; Rules (part), filed 10/26/66.] Repealed by 
Order 1084, filed 1/14/76. 

Persons possessing a license for source, byproduct, or 
special nuclear material in quantities not sufficient to 
form a critical mass on effective date of these regula- 
tions. [Order 1, § 402-20-150, filed 1/8/69; Rules 
(part), filed 10/26/66.] Repealed by Order 1084, filed 
1/14/76. 

Persons possessing other radioactive materials on effec- 
tive date of these regulations. [Order 1, $ 402-20-160, 
filed 1/8/69; Rules (part), filed 10/26/66.] Repealed 
by Order 1084, filed 1/14/76. 

Schedule A. Generally licensed equipment when manu- 
factured in accordance with the specifications con- 
tained in a specific license. [Order 1, § 402-20-230, 
filed 1/8/69; Rules (part), filed 10/26/66.] Repealed 
by Order 1, filed 7/2/71; Order 708, filed 8/24/72. 


402-20-140 


402-20-150 


402-20-160 


402-20-230 


WAC 402-20-010 Purpose and scope. (1) This 
chapter provides for the licensing of radioactive materi- 
al. No person shall receive, possess, use, transfer, own or 
acquire radioactive material except as authorized in a 
specific or general license issued pursuant to this chapter 
or as otherwise provided in this chapter. 

(2) In addition to the requirements of this chapter, all 
licensees are subject to the requirements of chapters 
402-12, 402-24, and 402-48 WAC. Licensees engaged 
in industrial radiographic operations are subject to the 
requirements of chapter 402-36 WAC, and licensees us- 
ing sealed sources in the healing arts are subject to the 
requirements of chapter 402-32 WAC. [Order 1084, 8 
402-20-010, filed 1/14/76; Order 1, 8 402-20-010, 
filed 1/8/69; Rules (part), filed 10/26/66.] 


WAC 402-20-020 Types of licenses. Licenses for 
radioactive materials are of two types: general and 
specific. 
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(1) General licenses provided in this part are effective 
without the filing of applications with the Department or 
the issuance of licensing documents to the particular 
persons, although the filing of a certificate with the De- 
partment may be required by the particular general li- 
cense. The general licensee is subject to all other 
applicable portions of these regulations and any limita- 
tions of the general license. 

(2) Specific licenses require the submission of an ap- 
plication to the Department and the issuance of a li- 
censing document by the Department. The licensee is 
subject to all applicable portions of these regulations as 
well as any limitations specified in the licensing docu- 
ment. [Order 1084, 5 402-20-020, filed 1/14/76; Order 
1, 8 402-20-020, filed 1/8/69; Rules (part), filed 
10/26/66.] 


WAC 402-20-030 General licenses Source ma- 
terial. (1) A general license is hereby issued authorizing 
use, possession, and transfer of not more than fifteen 
(15) pounds of source material at any one time by per- 
sons in the following categories: 

(a) Pharmacists using the source material solely for 
the compounding of medicinals; 

(b) Physicians using the source material for medicinal 
purposes; 

(c) Persons receiving possession of source material 
from pharmacists and physicians in the form of medi- 
cinals or drugs; 

(d) Commercial and industrial firms, and research, 
educational, and medical institutions for research, devel- 
opment, educational, or commercial purposes; 

And provided, that no such person shall, pursuant to 
this general license, receive more than a total of 150 
pounds of source material in any one calendar year. 

(2) Persons who receive, possess, use, or transfer 
source material pursuant to the general license issued in 
WAC 402-20-030(1) are exempt from the provisions of 
chapters 402-24 and 402-48 WAC to the extent that 
such receipt, possession, use, or transfer is within the 
terms of such general license; provided, however, That 
this exemption shall not be deemed to apply to any such 
person who is also in possession of source material under 
a specific license issued pursuant to this chapter. 

(3) A general license is hereby issued authorizing the 
receipt of title to source material without regard to 
quantity. This general license does not authorize any 
person to receive, possess, use, or transfer source materi- 
al. [Order 1095, 5 402-20-030, filed 2/6/76; Order 1, 8 
402-20-030, filed 1/8/69; Rules (part), filed 
10/26/66.] 


WAC 402-20-040 General licenses* 
tive material other than source material. 


NOTE: 


*Different general licenses are issued in this section, each of which 
has its own specific conditions and requirements. 


Radioac- 


(1) Certain Devices and Equipment. A general license 
is hereby issued to transfer, receive, acquire, own, pos- 
sess, and use radioactive material incorporated in the 


402-20-040 


following devices or equipment which have been manu- 
factured, tested and labeled by the manufacturer in ac- 
cordance with a specific license issued to the 
manufacturer pursuant to WAC 402-20-076(6) or its 
equivalent by the Department, the U.S. Nuclear Regu- 
latory Commission, or any Agreement State, and autho- 
rizing distribution under this general license or its 
equivalent. This general license is subject to the provi- 
sions of WAC 402-12-080 through 402-12-100, WAC 
402-12-130, WAC 402-12-140, WAC 402-12-170, 
WAC 402-20-090, WAC 402-20-170, WAC 402-20- 
180, WAC 402-20-190(2)(a)(ii, WAC 402-20-220, 
chapter 402-24 WACF*, and chapter 402-48 WAC. 


NOTE: 


* Attention is directed particularly to the provisions of chapter 402- 
24 WAC of these regulations which relate to the labeling of 
containers. 


(a) Static Blimination Devices. Devices designed for 
use as static eliminators which contain, as a sealed 
source or sources, radioactive material consisting of a 
total of not more than five hundred (500) microcuries of 
polonium-210 per device. 

(b) Ion Generating Tubes. Devices designed for ion- 
ization of air which contain, as a sealed source or sourc- 
es, radioactive material consisting of a total of not more 
than five hundred (500) microcuries of polonium-210 
per device or a total of not more than fifty (50) milli- 
curies of hydrogen-3 (tritium) per device. 

(2) Certain Measuring, Gauging or Controlling 
Devices.* 

(a) A general license is hereby issued to commercial 
and industrial firms and research, educational and med- 
ical institutions, individuals in the conduct of their busi- 
ness, and State or local government agencies to acquire, 
receive, possess, use or transfer, in accordance with the 
provisions of paragraphs (b), (c), (d) of this section, ra- 
dioactive material excluding special nuclear and source 
material contained in devices designed and manufac- 
tured for the purpose of detecting, measuring, gauging 
or controlling thickness, density, level, interface location, 
radiation, leakage, or qualitative or quantitative chemi- 
cal composition, or for producing light or an ionized 
atmosphere. 

(b) The general license in paragraph (a) of this sec- 
tion applies only to radioactive material excluding spe- 
cial nuclear and source material contained in devices 
which have been manufactured or imported and labeled 
in accordance with the specifications contained in a spe- 
cific license issued pursuant to WAC 402-20-076 or in 
accordance with the specifications contained in a specific 
license issued by the NRC or an Agreement State which 
authorizes distribution of the devices to persons general- 
ly licensed by the Agreement State. 


NOTE: 


*Persons possessing radioactive material excluding special nuclear 
and source material in devices under the general license in WAC 402- 
20—040(2) before January 1, 1976 may continue to possess, use or 
transfer that material in accordance with the requirements of WAC 
402-20-040(2) in effect on December 31, 1975. 
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(c) Any person who acquires, receives, possesses, uses 
or transfers radioactive material excluding special nucle- 
ar and source material in a device pursuant to the gen- 
eral license in paragraph (a) of this section: 

(i) Shall assure that all labels affixed to the device at 
the time of receipt and bearing a statement that removal 
of the label is prohibited are maintained thereon and 
shall comply with all instructions and precautions pro- 
vided by such labels; 

(п) Shall assure that the device is tested for leakage 
of radioactive material and proper operation of the оп- 
off mechanism and indicator, if any, at no longer than 
six-month intervals or at such other intervals as are 
specified in the label; however; 

(A) devices containing only krypton need not be tested 
for leakage of radioactive material, and 

(B) devices containing only tritium or not more than 
100 microcuries of other beta and/or gamma emitting 
material or 10 microcuries of alpha emitting material 
and devices held in storage in the original shipping con- 
tainer prior to initial installation need not be tested for 
any purpose; 

(iii) Shall assure that the tests required by paragraph 
(c)(ii) of this section and other testing, installation, ser- 
vicing, and removal from installation involving the ra- 
dioactive materials, its shielding or containment, are 
performed: 

(A) in accordance with the instructions provided by 
the labels; or 

(B) by a person holding a specific license pursuant to 
WAC 402-20-076 or from the N.R.C. or from any 
Agreement State to perform such activities; 

(iv) Shall maintain records showing compliance with 
the requirements of paragraphs (c)(ii) and (c)(iii) of this 
section. The records shall show the results of tests. The 
records also shall show the dates of performance of, and 
the names of persons performing, testing, installation, 
servicing, and removal from installation concerning the 
radioactive material, its shielding or containment; 

(v) Upon the occurrence of a failure of or damage to, 
or any indication of a possible failure of or damage to, 
the shielding of the radioactive material or the on-off 
mechanism or indicator, or upon the detection of 0.005 
microcuries or more removable radioactive material, 
shall immediately suspend operation of the device until it 
has been repaired by the manufacturer or other person 
holding a specific license pursuant to WAC 402-20-076, 
the N.R.C., or from an Agreement State to repair such 
devices, or disposed of by transfer to a person authorized 
by a specific license to receive the radioactive material 
excluding special nuclear and source material contained 
in the device and, within 30 days furnish to the Depart- 
ment a report containing a brief description of the event 
and the remedial action taken; 

(vi) Shall not abandon the device containing radioac- 
tive material excluding special nuclear and source 
material. 

(vii) Except as provided in paragraph (c)(viii) of this 
section, shall transfer or dispose of the device containing 
radioactive material excluding special nuclear and 
source material only by transfer to a person holding a 
specific license pursuant to WAC 402-20-070 402 
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20-073 or 402-20-076, or from the N.R.C. or from an 
Agreement State, to receive the device and within 30 
days after transfer of a device to a specific licensee shall 
furnish to the Department a report containing identifi- 
cation of the device by manufacturer's name and model 
number and the name and address of the person receiv- 
ing the device. No report is required if the device is 
transferred to the specific licensee in order to obtain a 
replacement device; 

(viii) Shall transfer the device to another general li- 
censee only: | 

(A) Where the device remains in use at a particular 
location. In such case, the transferor shall give the 
transferee a copy of this section and any safety docu- 
ments identified in the label of the device and within 30 
days of the transfer, report to the Department the man- 
ufacturer's name and model number of device trans- 
ferred, the name and address of the transferee, and the 
name and/or position of an individual who may consti- 
tute a point of contact between the Department and the 
transferee; or 

(B) Where the device is held in storage in the original 
shipping container at its intended location of use prior to 
initial use by a general licensee. 

(ix) Shall comply with the provisions of WAC 402- 
24-180 and WAC 402-24-190 for reporting radiation 
incidents, theft or loss of licensed material, but shall be 
exempt from the other requirements of chapters 402-24 
and 402-48 WAC. 

(d) The general license in paragraph (a) of this sec- 
tion does not authorize the manufacture, import or ex- 
port of devices containing radioactive material excluding 
special nuclear and source material. 

(e) The general license provided in WAC 402-20- 
040(2) is subject to the provisions of WAC 402-12-080 
through 402-12-100, WAC 402-12--130, WAC 402- 
12-140, WAC 402-12-170, WAC 402-20-090, WAC 
402-20-170, WAC 402-20-180, and WAC 402-20- 
220. 

(f) The general license provided in WAC 402-20- 
040(2) is subject to the provisions of WAC 402-12-080 
through 402-12-100, WAC 402-12-130, WAC 402- 
12-140, WAC 402-12-170, WAC 402-20-090, WAC 
402-20-170, WAC 402-20-180, and WAC 402-20- 
220. 

(3) Luminous Safety Devices for Aircraft. 

(a) A general license is hereby issued to own, receive, 
acquire, possess, and use tritium or promethium-147 
contained in luminous safety devices for use in aircraft, 
provided: 

(i) each device contains not more than 10 curies of 
tritium or 300 millicuries of promethium-147; and 

(ii) each device has been manufactured, assembled or 
imported in accordance with a specific license issued by 
the U.S. Nuclear Regulatory Commission (N.R.C.), or 
each device has been manufactured or assembled in ac- 
cordance with the specifications contained in a specific 
license issued by the Department or any Agreement 
State to the manufacturer or assembler of such device 
pursuant to licensing requirements equivalent to those in 
Section 32.53 of 10 CFR Part 32 of the regulations of 
the N.R.C. 
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(b) Persons who own, receive, acquire, possess, or use 
luminous safety devices pursuant to the general license 
in WAC 402-20-040(3)(a) are exempt from the re- 
quirements of chapter 402-24 and chapter 402-48 
WAC except that they shall comply with the provisions 
of WAC 402-24-180 and WAC 402-24-190. 

(c) This general license does not authorize the manu- 
facture, assembly, or repair of luminous safety. devices 
containing tritium or promethium-147. 

(d) This general license does not authorize the owner- 
ship, receipt, acquisition, possession or use of prome- 
thium—147 contained in instrument dials. 

(e) This general license is subject to the provisions of 
WAC 402-12-080 through WAC 402-12-100, WAC 
402-12-130, WAC 402-12-140, WAC 402-12-170, 
WAC 402-20-090, WAC 402-20-170, WAC 402-20- 
180 and WAC 402-20-220. 

(4) Ownership of Radioactive Material. A general li- 
cense.is hereby issued to own radioactive material with- 
out regard to quantity. Notwithstanding any other 
provisions of this Chapter, this general license does not 
authorize the manufacture, production, transfer, receipt, 
possession or use of radioactive material. 

(5) Calibration and Reference Sources. 

(a) A general license is hereby issued to those persons 
listed below to own, receive, acquire, possess, use, and 
transfer, in accordance with the provisions of WAC 
402-20-040(5)(с) and WAC 402-20—040(5) (d), ameri- 
cium-241 in the form of calibration or reference sources: 

(i) Any person who holds a specific license issued by 
the Department which authorizes that person to receive, 
possess, use, and transfer radioactive material; and 

(ii) Any person who holds a specific license issued by 
the N.R.C. which authorizes that person to receive, pos- 
sess, use, and transfer special nuclear material. 

(b) А general license is hereby issued to own, receive, 
possess, use, and transfer plutonium in the form of cali- 
bration or reference sources in accordance with the pro- 
visions. of WAC 402-20-040(5)(c) and WAC 402-20- 
040(5)(d) to any person who holds a specific license is- 
sued by the Department which authorizes that person to 
receive, possess, use, and transfer radioactive material. 

(c) The general licenses in WAC 402-20-040(5)(a) 
and WAC 402-20-040(5)(b) apply only to calibration 
or reference sources which have been manufactured in 
accordance with the specifications contained in a specific 
license issued to the manufacturer or importer of the 
sources by the N.R.C. pursuant to Section 32.57 of 10 
CFR Part 32 or Section 70.39 of 10 CFR Part 70 or 
which have been manufactured in accordance with the 
specifications contained in a specific license issued to the 
manufacturer by the Department or any Agreement 
State pursuant to licensing requirements equivalent to 
those contained in Section 32.57 of 10 CFR Part 32 or 
Section 70.39 of 10 CFR Part 70 of the regulations of 
the М.К.С. 

(d) The general licenses provided in WAC 402-20- 
040(5)(a) and WAC 402-20-040(5)(b) are subject to 
the provisions of WAC 402-12-080 through WAC 402- 
12-100, WAC 402-12-130, WAC 402-12-140, WAC 
402-12-170, WAC 402-20-090, WAC 402-20-170, 
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WAC 402-20-180, WAC 402-20-220, chapter 402-24 
WAC, and chapter 402-48 WAC. 

In addition, persons who own, receive, acquire, pos- 
sess, use, or transfer one or more calibration or reference 
sources pursuant to these general licenses: 

(i) shall not possess at any one time, at any one loca- 
tion of storage or use, more than 5 microcuries of amer- 
icium-241 and 5 microcuries of plutonium in such 
sources and 5 microcuries of Ra-226; 

(ii) shall not receive, possess, use, or transfer such 
source unless the source, or the storage container, bears 
a label which includes the following statement or a sub- 
stantially similar statement which contains the informa- 
tion called for in the following statement: 


The receipt, possession, use and transfer of this 
source, Model .......... , Serial Мо........... : 
are subject to a general license and the regulations 
of the U.S. Nuclear Regulatory Commission or of a 
State with which the Commission has entered into 
an agreement for the exercise of regulatory author- 
ity. Do not remove this label. 


CAUTION - RADIOACTIVE MATERIAL - 
THIS SOURCE CONTAINS (RADIUM) 
(AMERICIUM-241). (PLUTONIUM)*. DO 
NOT TOUCH RADIOACTIVE PORTION OF 
THIS SOURCE. 


Name of manufacturer or importer 
NOTE: 


*Showing only the name of the appropriate material. 


(iii) shall not transfer, abandon, or dispose of such 
source except by transfer to a person authorized by a li- 
cense from the Department, the U.S. N.R.C., or ап 
Agreement State to receive the source; 

(iv) shall store such source, except when the source is 
being used, in a closed container adequately designed 
and constructed to contain americium-241 or plutonium 
which might otherwise escape during storage; and 

(v) shall not use such source for any purpose other 
than the calibration of radiation detectors or the stan- 
dardization of other sources. 

(e) These general licenses do not authorize the manu-. 
facture of calibration or reference sources containing 
americium—241 or plutonium. | 

(6) General License for Use of Radioactive Material 
for Certain in vitro Clinical or Laboratory Testing* 


NOTE: 


*The New Drug provisions of the Federal Food, Drug, and Cosmetic 
Act also govern the availability and use of any specific diagnostic 
drugs in interstate commerce. 


(a) A general license is hereby issued to any physi- 
cian, clinical laboratory or hospital to receive, acquire, 
possess, transfer or use, for any of the following stated 
tests, in accordance with the provisions of subsections 
WAC 402-20-040(6)(b) through WAC 402-20- 
040(6)(f) the following radioactive materials in pre- 
packaged units: 

(i) Iodine-125, in units not exceeding 10 microcuries 
each for use in in vitro clinical or laboratory tests not 
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involving internal or external administration of radioac- 
tive material, or the radiation therefrom, to human 
beings or animals. 

(1) Iodine-131, in units not exceeding 10 microcuries 
each for use in in vitro clinical or laboratory tests not 
involving internal or external administration of radioac- 
tive material, or the radiation therefrom, to human 
beings or animals. 

(iii) Carbon-14, in units not exceeding 10 microcuries 
each for use in in vitro clinical or laboratory tests not 
involving internal or external administration of radioac- 
tive material, or the radiation therefrom, to human 
beings or animals. 

(iv) Hydrogen-3 (tritium), in units not exceeding 50 
microcuries each for use in in vitro clinical or laboratory 
tests not involving internal or external administration of 
radioactive material, or the radiation therefrom, to 
human beings or. animals. 

(v) Поп-59, іп units not exceeding 20 microcuries 
each for use in in vitro clinical or laboratory tests not 
involving internal or external administration of radioac- 
tive material, or the radiation therefrom, to human 
beings or animals. | 

(b) No person shall receive, acquire, possess, use or 
transfer radioactive material pursuant to the general li- 
cense established by WAC 402-20-040(6)(а) until that 
person has filed Department Form КНЕ-15, "Certifi- 
cate — in vitro Testing with Radioactive Material Under 
General License", with the Department and received 
from the Department a validated copy of Department 
Form КНЕ-15 with certification number assigned. The 
physician, clinical laboratory or hospital shall furnish on 
Department. Form ЕНЕ-15 the following information 
and such other information as may be required by that 
form: 

(i) Name and address. of the physician, clinical labo- 
ratory or hospital; 

(ii) The location of use; and 

(iii) А statement that the physician, clinical laborato- 
ry or hospital has appropriate radiation measuring in- 
struments to carry out in vitro clinical or laboratory tests 
with radioactive material as authorized under the gener- 
al license in WAC 402-20-040(6)(а) and that such tests 
will be performed only by personnel competent in the 
use of such instruments and in the handling of the ra- 
dioactive material. | 

(c) A person who receives, acquires, possesses or uses 
radioactive material pursuant to the general license es- 
tablished by WAC 402-20-040(6)(a) shall comply with 
the following: 

(i) The general licensee shall not possess at any one 
time, pursuant to the general license in WAC 402-20- 
040(6)(a) at any one location of storage or use a total 
amount. of iodine-125, iodine-131, and/or ігоп-59 in 
excess of 200 microcuries. | 

(ii) The general licensee shall store the radioactive 
material, until used, in the original shipping container or 
in a.container providing equivalent radiation protection. 

(iii) The general licensee shall use the radioactive 
material only for the uses authorized by WAC 402-20— 
040(6)(a). 
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(iv) The general licensee shall not transfer the radio- 
active material to a person who is not authorized to re- 
ceive it pursuant to a license issued by the Department, 
the U.S. Nuclear Regulatory Commission, or any 
Agreement State, nor transfer the radioactive material 
in any manner other than in the unopened, labeled ship- 
ping container as received from the supplier. 

(d) The general licensee shall not receive, acquire, 
possess, or use radioactive material pursuant to WAC 
402-20-040(6)(а): 

(i) Except as prepackaged units which are labeled in 
accordance with the provisions of a specific license is- 
sued by the N.R.C. or any Agreement State which au- 
thorizes the manufacture and distribution of iodine-125, 
iodine-131, carbon-14, hydrogen-3 (tritium), or iron-59 
for distribution to persons generally licensed under 
WAC 402-20-040(6) or its equivalent, and 

(ii) Unless the following statement, or a substantially 
similar statement which contains the information called 
for in the following statement, appears on а label affixed 
to each prepackaged unit or appears in a leaflet or bro- 
chure which accompanies the package: 


This radioactive material may be received,. ac- 
quired, possessed, and used only by physicians, 
clinical laboratories or hospitals and only for in 
vitro clinical or laboratory tests not involving inter- 
nal or external administration of the material, or 
the radiation therefrom, to human beings or ani- 
mals. Its receipt, acquisition, possession, use, and 
transfer are subject to the regulations and a general 
license of the United States Nuclear Regulatory 
Commission or of a State with which the Commis- 
sion has entered into an agreement for the exercise 
of regulatory authority. 


Name of manufacturer 


(e) The physician, clinical laboratory or hospital pos- 
sessing or using radioactive material under the general 
license of WAC 402-20-040(6)(а) shall report in writ- 
ing to the Department, and changes in the information 
furnished in the "Certificate — in vitro Testing with Ra- 
dioactive Material Under General License", Department 
Form RHE-15. The report shall be furnished within 30 
days after the effective date of such change. 

(f) Any person using radioactive material pursuant to 
the general license of WAC 402-20-040(6)(а) is exempt 
from the requirements of chapters 402—24 and 402-48 
WAC with respect to radioactive material covered by 
that general license. 

(7) Ice Detection Devices. 

(a) A general license is hereby issued to own, receive, 
acquire, possess, use, and transfer strontium-90 con- 
tained in ice detection devices, provided each device 
contains not more than 50 microcuries of strontium-90 
and each device has been manufactured or imported in 
accordance with a specific license issued by the N.R.C. 
or each device has been manufactured in accordance 
with the specifications contained in a specific license is- 
sued by the Department or any Agreement State to the 
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manufacturer of such device pursuant to licensing re- 
quirements equivalent to those in Section 32.61 of 10 
CFR Part 32 of the regulations of the N.R.C. 

(b) Persons who own, receive, acquire, possess, use, or 
transfer strontium—90 contained in ice detection devices 
pursuant to the general license in WAC 402-20- 
040(7)(a), 

(i) shall, upon occurrence of visually observable dam- 
age, such as a bend or crack or discoloration. from over- 
heating to the device, discontinue use of the device until 
it has been inspected, tested for leakage and repaired by 
a person holding a specific license from the N.R.C. or an 
Agreement State to manufacture or service such devices; 
or shall dispose of the device pursuant to the provisions 
of WAC 402-24-130. 

(ii) shall assure that all labels affixed to the device at 
the time of receipt, and which bear a statement which 
prohibits removal of the labels, are maintained thereon; 
and 

(11) are exempt from the requirements of chapters 
402-24 and 402-48 WAC except that such persons shall 
comply with the provisions of WAC 402-24-130, WAC 
402-24-180 and WAC 402-24-190. 

(c) This general license does not authorize the manu- 
facture, assembly, disassembly or repair of strontium—90 
in ice detection devices. 

(d) This general license is subject to the provisions of 
WAC 402-12-080 through WAC 402-12-100, WAC 
402-12-180, WAC 402-12-140, WAC 402-12-170, 
WAC 402-20-090, WAC 402-20-170, WAC 402-20- 
180, апа WAC 402-20-220. 

(8) General Licensed Quantities for Radium-226 

(a) A general license is hereby issued to commercial 
and industrial firms, and to research, educational, medi- 
cal and governmental institutions to own, receive, ac- 
quire, possess, use, and transfer radium—226 in units not 
exceeding 0.1 microcurie each in accordance with the 
provisions of Subsections WAC 402-20-040(8) (b) 
through WAC 402-20-040(8)(4). 

(b) No such person shall receive, acquire, possess, use 
or transfer radium—226 pursuant to the general license 
established by WAC 402-20-040(8)(а) until that person 
has filed Department Form RHF-17, "Certificate — Ra- 
dium-226 Under General License," with the Depart- 
ment and has received from the Department a validated 
copy of Department Form RHF-17 with certification 
number assigned. The person identified in WAC 402- 
20-040(8)(a) shall furnish in Department Form 
RHF-17 the following information and such other in- 
formation as may be required by that form: 

(i) Name and address of the person identified in 
WAC 402-20-040(8) (a), 

(ii) The location of use, and 

(iii) A statement that such person has appropriate ra- 
diation measuring instruments to carry out an adequate 


program of radiation protection and that the use of au-. 


thorized material will be performed only by personnel 
competent in the use of such instruments and in the 
handling of the radioactive material. 

(c) A person who receives, acquires, possesses or uses 
radium-226 pursuant to the general license established 
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by WAC 402-20-040(8)(а) shall comply with the 
following: 

(i) The general licensee shall not possess at any one 
time, pursuant to the general license in WAC 402-20- 
040(8)(a) at any one location of storage or use, a total 
amount of radium-226 in excess of 5 microcuries. 

(ii) The general licensee shall store the radium—226, 
until used, in the original shipping container or in a 
container providing equivalent radiation protection. 

(iii) The general licensee shall not transfer the radio- 
active material to a person who is not authorized to re- 
ceive it pursuant to a license issued by the Department, 
or any Agreement State, nor transfer the radioactive 
material in any manner other than in the unopened, la- 
beled shipping container as received from the shipper. | 

(iv) The person possessing or using the radioactive 
material under the general license of WAC 402-20- 
040(8)(a) shall report in writing to the Department, any 
changes in the information furnished in the "Certificate 
— Radium-226 Under General License," Department 
Form ЕНЕ-17. The report shall be furnished within 30 
days after the effective date of such change. 

(v) Any person using radium-226. pursuant.to the 
general license of WAC 402-20-040(8)(а). is exempt 
from the requirements. of chapters 402-24 and 402-48 
WAC with respect to the radioactive material covered 
by the general license. 

(d) This general license does not authorize the manu- 
facture, commercial distribution, or human use of radi- 
um-226. 

(9) Intrastate Transportation of Radioactive Material. 

(a) A general license is hereby issued to any common 
or contract carrier to transport and store radioactive 
material in the regular course of their carriage for an- 
other or storage incident thereto, provided the transpor- 
tation and storage is in accordance with the applicable 
requirements of the regulations, appropriate to the. mode 
of transport, of the U.S. Department of Transportation 
insofar as such regulations relate to the loading. and 
storage of packages, placarding of the transporting vehi- 
cle, and incident reporting.* Persons who transport and 
store radioactive material pursuant to the general license 
in this paragraph are exempt from the requirements of 
chapters 402-24 and 402-48 WAC. 

(b) A general license is hereby issued to any private 
carrier to transport radioactive material, provided the 
transportation is in accordance with the applicable re- 
quirements of the regulations appropriate to the mode of 
transport of the U.S. Department of Transportation in- 
sofar as such regulations relate to the loading and stor- 
age of packages, placarding of the transporting vehicle, 
and incident reporting.* 

(i) Persons who transport radioactive material pursu- 
ant to the general license in WAC 402-20-040(9)(b) 
are exempt from the requirements of chapters 402-24 
and 402-48 WAC to the extent that they transport ra- 
dioactive material. 

(ii) Physicians, as defined in WAC 402- 12-050(27) 
are exempt from the requirements of WAC 402-20- 
040(9)(b) to the extent that they transport radioactive 
material for use in the practice of medicine. 
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МОТЕ: 


*Any notification of incidents referred to in those requirements shall 
be filed with, or made to, the Department. 


[Order 1095, 5 402-20-040, filed 2/6/76; Order 708, 5 
402-20-040, filed 8/24/72; Order 1, § 402-20-040, 
filed 7/2/71; Order 1, % 402-20-040, filed 1/8/69; 
Rules (part), filed 10/26/66.] 


WAC 402-20-050 Filing application for specific li- 
censes. (1) Applications for specific licenses shall be 
filed in duplicate on Department Form RHF-1. 

(2) The Department may at any time after the filing 
of the original application, and before the expiration of 
the license, require further statements in order to enable 
the Department to determine whether the application 
should be granted or denied or whether a license should 
be modified or revoked. 

(3) Each application shall be signed by the applicant 
or licensee or a person duly authorized to act for and on 
the applicant's behalf. 

(4) An application for a license may include a request 
for a license authorizing one or more activities. 

(5) In the application, the applicant may incorporate 
by reference information contained in previous applica- 
tions, statements, or reports filed with the Department 
provided such references are clear and specific. 

(6) Applications and documents submitted to the De- 
partment may be made available for public inspection 
except that the Department may withhold any document 
or part thereof from public inspection if disclosure of its 
content is not required in the public interest and would 
adversely affect the interest of a person concerned. [Or- 
der 1084, § 402-20-050, filed 1/14/76; Order 1, $ 402- 
20-050, filed 1/8/69; Rules (part), filed 10/26/66.] 


WAC 402-20-060 General requirements for the is- 
suance of specific licenses. А license application will be 
approved if the Department determines that: 

(1) the applicant is qualified by reason of training and 
experience to use the material in question for the pur- 
pose requested in accordance with these regulations in 
such a manner as to minimize danger to public health 
and safety or property; - 

(2) the applicant's proposed equipment, facilities, and 
procedures are adequate to minimize danger to public 
health and safety or property; 

(3) the issuance of the license will not be inimical to 
the health and safety of the public; and 

(4) the applicant satisfies any applicable special re- 
quirements in WAC 402-20-070, WAC 402-20-073, 
and WAC 402-20-076. [Order 1084, § 402-20-060, 
filed 1/14/76; Order 1, § 402-20-060, filed 1/8/69; 
Rules (part), filed 10/26/66.] 


WAC 402-20-070 Special requirements for issuance 
of certain specific licenses for radioactive material. (1) 
Human Use of Radioactive Material in Institutions. In 
addition to the requirements set forth in WAC 402-20- 
060 a specific license for human use of radioactive ma- 
terial in institutions will be issued if: 
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(a) The applicant has appointed a medical isotopes 
committee of at least three members to evaluate all pro- 
posals for research, diagnostic, and therapeutic use of 
radioactive material within that institution. Membership 
of the committee should include physicians expert in in- 
ternal medicine, or nuclear medicine, hematology, thera- 
peutic radiology, and a person experienced in assay of 
radioactive material and protection against radiation; 

(b) The applicant possesses adequate facilities for the 
clinical care of patients; 

(c) The physician(s) designated on the application as 
the individual user(s) has (or have) substantial experi- 
ence in the handling and administration of radioactive 
material and, where applicable, the clinical management 
of radioactive patients; and 

(d) If the application is for a license to use unspecified 
quantities or multiple types of radioactive material, the 
applicant's staff has substantial experience in the use of 
a variety of radioactive materials for a variety of human 
uses. 

(2) Licensing of Individual Physicians for Human Use 
of Radioactive Material. In addition to the requirements 
set forth in WAC 402-20-060 a specific license for the 
human use of radioactive material will be issued to an 
individual physician if: 

(a) The applicant has access to a hospital possessing 
adequate facilities to hospitalize and monitor the appli- 
cant's radioactive patients whenever it is advisable; and 

(b) The applicant has extensive experience in the 
handling and administration of radioactive material and, 
where applicable, the clinical management of radioactive 
patients. 

(3) Specific Licenses for Certain Groups of Medical 
Uses of Radioactive Material. 

(a) Subject to the provisions of WAC 402-20- 
070(3)(b), (c), and (d), an application for a specific li- 
cense pursuant to WAC 402-20—070(1) or (2) for any 
medical use or uses of radioactive material specified in 
one or more of Groups I to VI, inclusive, of WAC 402- 
20-260, Schedule D, will be approved for all of the uses 
within the group or groups which include the use or uses 
specified in the application if: 

(i) The applicant satisfies the requirements of WAC 
402-20-070(1), (2), and (4). 

(ii) The applicant, or the physician designated in the 
application as the individual user, has adequate clinical 
experience in the types of uses included in the group or 
groups. 

(iii) The applicant or the physicians and all other per- 
sonnel who will be involved in the preparation and use of 
the radioactive material have adequate training and ex- 
perience in the handling of radioactive material appro- 
priate to their participation in the uses included in the 
group or groups; 

(iv) The applicant's radiation detection and measuring 
instrumentation is adequate for conducting the proce- 
dures involved in the uses included in the group or 
groups; 

(v) The applicant's radiation safety operating proce- 
dures are adequate for handling and disposal of the ra- 
dioactive material involved in the uses included in the 
group or groups. 
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(b) Any licensee or registrant who is authorized to use 
radioactive material pursuant to one or more groups in 
WAC 402-20-070(3)(а) and WAC 402-20-260 Sched- 
ule D is subject to the following conditions: 

(i) For Groups I, Ц, IV, and V, no licensee or regis- 
trant shall receive, possess, or use radioactive material 
except as a radiopharmaceutical manufactured or com- 
pounded in the form to be administered to the patient, 
labeled, packaged, and distributed in accordance with: 

(A) A specific license issued by the Department pur- 
suant to WAC 402-20-076(10) or an application filed 
with the Department pursuant to WAC 402-20-076(10) 
on or before March 1, 1976 for a license to manufacture 
and distribute a radiopharmaceutical that the applicant 
distributed commercially on or before January 1, 1976 
on which application the Department has not acted; or 

(B) A specific license issued by the N.R.C. pursuant 
to Section 32.72 of 10 CFR Part 32 or an application 
filed with the U.S. Atomic Energy Commission pursuant 
to Section 32.72 of 10 CFR Part 32 on or before Octo- 
ber 15, 1974 for a license to manufacture and distribute 
a radiopharmaceutical that the applicant distributed 
commercially on or before August 16, 1974 on which 
application the U.S. Nuclear Regulatory Commission 
has not acted; or 

(C) A specific license issued by an Agreement State 
pursuant to equivalent regulations or an application filed 
with an Agreement State pursuant to equivalent regula- 
tions on or before March 1, 1976 for a license to manu- 
facture and distribute a radiopharmaceutical that the 
applicant distributed commercially on or before January 
1, 1976 on which application the Agreement State has 
not acted. 

(ii) For Group III, no licensee or registrant shall re- 
ceive, possess, or use generators or reagent kits contain- 
ing radioactive material or shall use reagent kits that do 
not contain radioactive material to prepare radiopharm- 
aceuticals containing radioactive material, except: 

(A) Reagent kits not containing radioactive material 
that are approved by the Department[,] the U.S. Nucle- 
ar Regulatory Commission or an Agreement State for 
use by persons licensed pursuant to WAC 402-20- 
070(3) and WAC 402-20-260 Schedule D or equivalent 
regulations; or 

(B) Generators or reagent kits containing radioactive 
material that are manufactured, labeled, packaged, and 
distributed in accordance with a specific license issued 
by the Department pursuant to WAC 402-20-076(11) 
or equivalent regulations; or 

(C) Generators or reagent kits that a manufacturer 
distributed on or before January 1, 1976 for which an 
application for license or approval was filed with the 
Department pursuant to WAC 402-20-076(11) on or 
before March 1, 1976 on which application the Depart- 
ment has not acted; or 

(D) Generators or reagent kits that a manufacturer 
distributed on or before August 16, 1974 for which an 
application for license or approval was filed with the 
U.S. Atomic Energy Commission pursuant to Section 
32.73 of 10 CFR Part 32 on or before October 15, 1974 
on which application the U.S. Nuclear Regulatory 
Commission has not acted; or 
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(E) Generators or reagent kits that a manufacturer 
distributed on or before January 1, 1976 for which an 
application for license or approval was filed with an 
Agreement State pursuant to equivalent regulations on 
or before. March 1, 1976 on which application the 
Agreement State has not acted. 

(iii) For Group VI, no licensee or registrant shall re- 
ceive, possess, or use radioactive material except as con- 
tained in a source or device that has been manufactured, 
labeled, packaged, and distributed in accordance with: 

(А) А specific license issued by the Department pur- 
suant to WAC 402-20-076(12) or an application filed 
with the Department pursuant to WAC 402-20-076(12) 
on or before March 1, 1976 for a license to manufacture 
a source or device that the applicant distributed com- 
mercial on or before January 1, 1976 or [on] which 
application the Department was [has] not acted; 

(B) А specific license issued by the U.S. Nuclear 
Regulatory Commission pursuant to Section 32.74 of 10 
CFR Part 32 or an application filed with the U.S. 
Atomic Energy Commission pursuant to Section 32.74 
of 10 CFR Part 32 on or before October 15, 1974 for a 
license to manufacture a source or device that the appli- 
cant distributed commercially on or before August 16, 
1974 on which application the U.S. Nuclear Regulatory 
Commission has not acted; or 

(C) A specific license issued by an Agreement State 
pursuant to equivalent regulations or an application filed 
with an Agreement State pursuant to equivalent regula- 
tions on or before March 1, 1976 for a license to manu- 
facture a source or device that the applicant distributed 
commercially on or before January 1, 1976 on which 
application the Agreement State has not acted. 

(iv) For Group III, any licensee or registrant who uses 
generators or reagent kits shall elute the generator or 
process radioactive material with the reagent kit in ac- 
cordance with instructions which are approved by the 
Department, the U.S. Nuclear Regulatory Commission 
or an Agreement State and are furnished by the manu- 
facturer on the label attached to or in the leaflet or bro- 
chure which accompanies the generator or reagent kit. 

(v) For Group VI any licensee who possesses and uses 
sources or devices containing radioactive material shall: 

(A) Cause each source or device containing more than 
100 microcuries of radioactive material with a half-life 
greater than thirty days, except iridium-192 seeds en- 
cased in nylon ribbon, to be tested for contamination 
and/or leakage at intervals not to exceed six months or 
at such other intervals as are approved by the Depart- 
ment, the U.S. Nuclear Regulatory Commission or an 
Agreement State and described by the manufacturer on 
the label attached to the source, device, or permanent 
container thereof, or in the leaflet or brochure which ac- 
companies the source or device. Each source or device 
shall be so tested prior to its first use unless the supplier 
furnishes a certificate that the source or device has been 
so tested within six months prior to the transfer; 

(B) Assure that the test required by WAC 402-20- 
070(3)(b)(v)(A) shall be capable of detecting the pres- 
ence of 0.005 microcurie of radioactive material on the 
test sample. The test sample shall be taken from the 
source or from the surfaces of the device in which the 
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Source is permanently or semipermanently mounted or 
stored on which one might expect contamination to ac- 
cumulate. Records of leak test results shall be kept in 
units of microcuries and maintained for inspection by 
the Department. : 

(C) If the test required by WAC 402-20- 
070(3)(b)(v)(A) reveals the presence of 0.005 microcur- 
ies or more of removable contamination, immediately 
withdraw the source from use and cause it to be decon- 
taminated and repaired or to be disposed of in accord- 
ance with Department regulations. A report shall be 
filed within 5 days of the test with the Department de- 
scribing the equipment involved, the test results, and the 
corrective action taken; 

(D) Follow the radiation safety and handling instruc- 
tions approved by the Department, the U.S. Nuclear 
Regulatory Commission, or an Agreement State and 
furnished by the manufacturer on the label attached to 
the source, device or permanent container thereof, or in 
the leaflet or brochure which accompanies the source or 
device, and maintain such instruction in a legible and 
conveniently available form; 

(E) Conduct a quarterly physical inventory to account 
for all sources and devices received and possessed. Re- 
cords of the inventories shall be maintained for inspec- 
tion by the Department and shall include the quantities 
and kinds of radioactive material, location of sources 
and devices, and the date of the inventory; 

(F) Assure that needles or standard medical applica- 
tor cells containing cobalt-60 as wire are not opened 
while in the licensee's possession unless specifically au- 
thorized by a license issued by the Department. 

(б) Assure that patients containing cobalt—60, cesi- 
um-137 and/or iridium 192 implants shall remain hos- 
pitalized until the implants are removed. 

(c) Any licensee who is licensed pursuant to WAC 
402-20-070(3)(а) [for] one or more of the medical use 
groups in WAC 402-20-260 Schedule D also is author- 
ized to use radioactive material under the general license 
in WAC 402-20-040(6) for the specified in vitro uses 
without filing Form RHF-15 as required by WAC 402- 
20—040(6)(b); provided, that the licensee is subject to 
the other provisions of WAC 402-20-040(6). 

(d) Any licensee who is licensed pursuant to WAC 
402-20-070(3)(а) for one or more of the medical use 
groups in WAC 402-20—260 Schedule D also is author- 
ized, subject to the provisions of WAC 402-20- 
070(3)(d) and (e), to receive, possess, and use for cali- 
bration and reference standards: 

(i) Any radioactive material listed in Group I, Group 
II, or Group III of WAC 402-20-260 Schedule D with 
a half-life not longer than 100 days, in amounts not to 
exceed 15 millicuries total; 

(ii) Any radioactive material listed in Group I, Group 
II, or Group III of WAC 402-20-260 Schedule D with 
half-life greater than 100 days in amounts not to exceed 
200 microcuries total; 

(ii) Technetium 99m in amounts not to exceed 30 
millicuries; 

(iv) Any radioactive material, in amounts not to ex- 
ceed 3 millicuries per source, contained in calibration or 
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reference sources that have been manufactured, labeled, 
packaged, and distributed in accordance with: 

(A) A specific license issued by the Department pur- 
suant to WAC 402-20-076(12) or an application filed 
with the Department pursuant to WAC 402-20-076(12) 
on or before March 1, 1976 for a license to manufacture 
and distribute a source that the applicant distributed 
commercially on or before January 1, 1976 on which 
application the Department has not acted; or 

(B) A specific license issued by the Nuclear Regula- 
tory Commission pursuant to Section 32.74 of 10 CFR 
Part 32 or an application filed with the U.S. Atomic 
Energy Commission pursuant to Section 32.74 of 10 
CFR Part 32 on or before October 15, 1974 for a license 
to manufacture and distribute a source that the appli- 
cant distributed commercially on or before August 16, 
1974 on which application the U.S. Nuclear Regulatory 
Commission has not acted; or 

(C) A specific license issued by an Agreement State 
pursuant to equivalent regulations or an application filed 
with an Agreement State pursuant to equivalent regula- 
tions on or before March 1, 1976 for a license to manu- 
facture and distribute a source that the applicant 
distribute commercially on or before January 1, 1976 on 
which application the Agreement State has not acted. 

(e) Leak tests. 

(i) Any licensee or registrant who possesses sealed 
sources as calibration or reference sources pursuant to 
WAC 402-20-070(3)(d) shall cause each sealed source 
containing radioactive material, other than hydrogen-3, 
with a half-life greater than thirty days in any form 
other than gas to be tested for leakage and/or contami- 
nation at intervals not to exceed six months. In the ab- 
sence of a certificate from a transferor indicating that a 
test has been made within six months prior to the trans- 
fer, the sealed source should not be used until tested, 
provided, however, that no leak tests are required when: 

(A) The source contains 100 microcuries or less of 
beta and/or gamma emitting material or 10 microcuries 
or less of alpha emitting material, or 

(B) The sealed source is stored and is not being used; 
such sources shall, however, be tested for leakage prior 
to any use or transfer unless they have been leak tested 
within six months prior to the date of use or transfer. 

(ii) The leak test shall be capable of detecting the 
presence of 0.005 microcurie of radioactive material on 
the test sample. The test sample shall be taken from the 
sealed source or from the surfaces of the device in which 
the sealed source is mounted or stored on which con- 
tamination might be expected to accumulate. Records of 
leak test results shall be kept in units of microcuries and 
maintained for inspection by the Department. 

(iii) If the leak test reveals the presence of 0.005 mi- 
crocurie or more of removable contamination, the li- 
censee or registrant shall immediately withdraw the 
sealed source from use and shall cause it to be decon- 
taminated and repaired or to be disposed of in accord- 
ance with chapters 402—20 and 402-24 WAC. A report 
shall be filed within 5 days of the test with the Depart- 
ment describing the equipment involved, the test results, 
and the corrective action taken; 
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(f) Any licensee or registrant who possesses and uses 
calibration and reference sources pursuant to WAC 
402—20-070(3)(d)(iv) shall: 

(i) Follow the radiation safety and handling instruc- 
tions approved by the Department, the N.R.C. or an 
Agreement State, and furnished by the manufacturer on 
the label attached to the source, or permanent container 
thereof, or in the leaflet or brochure that accompanies 
the source, and maintain such instruction in a legible 
and conveniently available form: 

(ii) Conduct a quarterly physical inventory to account 
for all sources received and possessed. Records of the 
inventories shall be maintained for inspection by the 
Department and shall include the quantities and kinds of 
radioactive material, location of sources, and the date of 
the inventory. 

(4) Human Use of Sealed Sources. In addition to the 
requirements set forth in WAC 402-20-060, a specific 
license for human use of sealed sources will be issued 
only if the applicant or, if the application is made by an 
institution, the individual user: (a) has specialized train- 
ing in the diagnostic or therapeutic use of the sealed 
source considered, or has experience equivalent to such 
training, and (b) is a physician. 

(5) Use of Sealed Sources in Industrial Radiography. 
In addition to the requirements set forth in WAC 402- 
20—060, a specific license for use of sealed sources in in- 
dustrial radiography will be issued if: 

(a) The applicant will have an adequate program for 
training radiographers and radiographer's assistants and 
submits to the Department's schedule or description of 
such program which specifies the: 

(i) initial training, 

(ii) periodic training, 

(iii) on-the-job training, 

(iv) means to be used by the licensee to determine the 
radiographer's knowledge and understanding of and 
ability to comply with Department regulations and li- 
censing requirements and the operating and emergency 
procedures of the applicant, and 

(v) means to be used by the licensee to determine the 
radiographer's assistant's knowledge and understanding 
of and ability to comply with the operating and emer- 
gency procedures of the applicant; 

(b) The applicant has established, and submits to the 
Department, satisfactory written operating and emer- 
gency procedures as described in WAC 402-36-110. 

(c) The applicant will have an adequate internal in- 
spection system, or other management control, to assure 
that license provisions, regulations, and the applicant's 
operating and emergency procedures are followed by ra- 
diographers and radiographer's assistants; 

(d) The applicant submits to the Department a de- 
scription of his overall organizational structure pertain- 
ing to the industrial radiography program, including 
specified delegations of authority and responsibility for 
operation of the program; 

(e) An applicant who desires to conduct his own leak 
tests has established adequate procedures to be followed 
in leak testing sealed sources for possible leakage and 
contamination and submits to the Department a descrip- 
tion of such procedures including: 


402-20-073 


(i) instrumentation to be used, 

(ii) method of performing tests, e.g., points on equip- 
ment to be smeared and method of taking smear, and 

(iii) pertinent experience of the person who will per- 
form the test; and 

(f) The licensee shall conduct a program for inspec- 
tion and maintenance of radiographic exposure devices 
and storage containers to assure proper functioning of 
components important to safety. [Order 1084, $ 402- 
20-070, filed 1/14/76; Order 708, § 402-20-070, filed 
8/24/72; Order 1, $ 402-20-070, filed 7/2/71; Order 1, 
$ 402-20-070, filed 1/8/69; Rules (part), filed 
10/26/66.] 


WAC 402-20-073 Special requirements for specific 
licenses of broad scope. This section prescribes require- 
ments for the issuance of specific licenses of broad scope 
for radioactive material ("broad licenses") and certain 
regulations governing holders of such licenses.* 


NOTE: 


*Authority to transfer possession or control by the manufacturer, 
processor, or producer of any equipment, device, commodity, or other 
product containing source material or byproduct material whose sub- 
sequent possession, use, transfer, and disposal by all other persons who 
are exempted from regulatory requirements may be obtained only from 
the U.S. Nuclear Regulatory Commission, Washington, D.C. 20545. 


(1) The different types of broad licenses are set forth 
below: 

(a) A "Type A specific license of broad scope" is a 
specific license authorizing receipt, acquisition, owner- 
ship, possession, use and transfer of any chemical or 
physical form of the radioactive material specified in the 
license, but not exceeding quantities specified in the li- 
cense, for any authorized purpose. The quantities speci- 
fied are usually in the multicurie range. 

(b) A "Type B specific license of broad scope" is a 
specific license authorizing receipt, acquisition, owner- 
ship, possession, use and transfer of any chemical or 
physical form of radioactive material specified in WAC 
402-20-270 Schedule E, for any authorized purpose. 
The possession limit for a Type B broad license, if only 
one radionuclide is possessed thereunder, is the quantity 
specified for that radionuclide in WAC 402-20-270 
Schedule E, Column I. If two or more radionuclides are 
possessed thereunder, the possession limit for each is de- 
termined as follows: for each radionuclide, determine the 
ratio of the quantity possessed to the applicable quantity 
specified in WAC 402-20-270 Schedule E, Column I, 
for that radionuclide. The sum of the ratios for all radi- 
onuclides possessed under the license shall not exceed 
unity. 

(c) A "Type C specific license broad scope" is a spe- 
cific license authorizing receipt, acquisition, ownership, 
possession, use and transfer of any chemical of [or] 
physical form of radioactive material specified in WAC 
402-20-270 Schedule E for any authorized purpose. The 
possession limit for a Type C broad license, if only one 
radionuclide is possessed thereunder, is the quantity 
specified for that radionuclide in WAC 402-20-270 
Schedule E, Column II. If two or more radionuclides are 
possessed thereunder, the possession limit is determined 
for each as follows: for each radionuclide determine the 
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ratio of the quantity possessed to the applicable quantity 
specified in WAC 402-20-270 Schedule E Column 1l, 
for that radionuclide. The sum of the ratios for all radi- 
onuclides possessed under the license shall not exceed 
unity. : 

(2) An application for a Type A specific license o 
broad scope will be approved if: 

(a) The applicant satisfies the general requirements 
specified in WAC 402-20-060. 

(b) The applicant has engaged in a reasonable number 
of activities involving the use of radioactive material; 
and 

(c) The applicant has established administrative con- 
trols and provisions relating to organization and man- 
agement, procedures, record keeping, material control 
and accounting, and management review that are neces- 
sary to assure safe operations, including: 

(i) the establishment of a radiation safety committee 
composed of such persons as a radiation safety officer, a 
representative of management, and persons trained and 
experienced in the safe use of radioactive material; 

(ii) the appointment of a radiation safety officer who 
is qualified by training and experience in radiation pro- 
tection, and who is available for advice and assistance on 
radiation safety matters; and 

(ii) The establishment of appropriate administrative 
procedures to assure: 

(A) control of procurement and use of radioactive 
material; 

(B) completion of safety evaluation of proposed uses 
of radioactive material which take into consideration 
such matters as the adequacy of facilities and equip- 
ment, training and experience of the user, and the oper- 
ating or handling procedures; and 

(C) review, approval, and recording by the radiation 
safety committee of safety evaluation of proposed uses 
prepared in accordance with WAC 402-20- 
073(2)(c)(iii)(B) prior to use of the radioactive material. 

(3) An application for а Type B specific license of 
broad scope will be approved if: 

(a) The applicant satisfies the general requirements 
specified in WAC 402-20-060 and 

(b) The applicant has established administrative con- 
trols and provisions relating to organization and man- 
agement, procedures, record keeping, material control 
and accounting, and management review that are neces- 
sary to assure safe operations, including: 

(i) The appointment of a radiation safety officer who 
is qualified by training and experience in radiation pro- 
tection, and who is available for advice and assistance of 
radiation safety matters, and 

(ii) The establishment of appropriate administrative 
procedures to assure: 

(A) control of procurement and use of radioactive 
material, 

(B) completion of safety evaluations of proposed uses 
of radioactive material which take into consideration 
such matters as the adequacy of facilities and equip- 
ment, training and experience of the user, and the oper- 
ating or handling procedures, and 
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(C) review, approval, and recording by the radiation 
safety officer of safety evaluations of proposed uses pre- 
pared іп accordance with WAC 402-20- 
013(3)(b)(ii)(B) prior to use of the radioactive material. 

(4) An application for a Type C specific license of 
broad scope will be approved if: 

(a) The applicant satisfies the general requirements 
specified in WAC 402-20-060. 

(b) The applicant submits a statement that radioac- 
tive material will be used only by, or under the direct 
supervision of individuals who have received: 

(i) A college degree at the the bachelor level, or 
equivalent training and experience, in the physical or bi- 
ological sciences or in engineering, and 

(ii) At least 40 hours of training and experience in the 
safe handling of radioactive material, and in the charac- 
teristics of ionizing radiation, units of radiation dose and 
quantities, radiation detection instrumentation, and bio- 
logical hazards of exposure to radiation appropriate to 
the type and forms of radioactive material to be used; 
and 

(c) The applicant has established administrative con- 
trols and provisions relating to procurement of radioac- 
tive material, procedures, record keeping, material 
control and accounting, and management review neces- 
sary to assure safe operations. 

(5) Specific licenses of broad scope are subject to the 
following conditions: 

(a) Unless specifically authorized by the Department, 
persons licensed pursuant to WAC 402-20-073 shall 
not: 

(i) Conduct tracer studies in the environment involv- 
ing direct release of radioactive material; 

(ii) Receive, acquire, own, possess, use or transfer de- 
vices containing 100,000 curies or more of radioactive 
material in sealed sources used for irradiation of 
materials; 

(iii) Conduct activities for which a specific license is- 
sued by the Department under WAC 402-20-070 or 
WAC 402-20-076 is required; or 

(iv) Add or cause the addition of radioactive material 
to any food, beverage, cosmetic, drug, or other product 
designed for ingestion or inhalation by, or application to, 
a human being. 

(b) Each Type A specific license of broad scope issued 
under this part shall be subject to the condition that ra- 
dioactive material possessed under the license may only 
be used by, or under the direct supervision of, individu- 
als approved by the licensee's radiation safety 
committee. 

(c) Each Type B specific license of broad scope issued 
under this part shall be subject to the condition that ra- 
dioactive material possessed under the license may only 
be used by, or under the direct supervision of, individu- 
als approved by the licensee's radiation safety officer. 

(d) Each Type C specific license of broad scope issued 
under this part shall be subject to the condition that ra- 
dioactive material possessed under the license may only 
be used by, or under the direct supervision of, individu- 
als who satisfy the requirements of WAC 402-20- 
073(4). [Order 1084, 8 402-20-073, filed 1/14/76.] 
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WAC 402-20-076 Special requirements for a spe- 
cific license to manufacture, assemble, repair, or distrib- 
ute commodities, products, or devices which contain 
radioactive material. (1) Licensing the Introduction of 
Radioactive Material Into Products in Exempt Concen- 
trations. In addition to the requirements set forth in 
WAC 402-20-060, a specific license authorizing the in- 
troduction of radioactive material into a product or ma- 
terial owned by or in the possession of the licensee or 
another to be transferred to persons exempt under WAC 
402-20-190(2)(a) will be issued if: 

(a) The applicant submits a description of the product 
or material into which the radioactive material will be 
introduced, intended use of the radioactive material and 
the product or material into which it is introduced, 
method of introduction, initial concentration of the ra- 
dioactive material in the product or material, control 
methods to assure that no more than the specified con- 
centration is introduced into the product or material, es- 
timated time interval between introduction and transfer 
of the product or material, and estimated concentration 
of the radioactive material in the product or material at 
the time of transfer; and 

(b) The applicant provides reasonable assurance that 
the concentrations of radioactive material at the time of 
transfer will not exceed the concentrations in WAC 
402-20-250, Schedule C, that reconcentration of the ra- 
dioactive material in concentrations exceeding those in 
WAC 402-20-250, Schedule C, is not likely, that use of 
lower concentrations is not feasible, and that the product 
or material is not likely to be incorporated in any food, 
beverage, cosmetic, drug or other commodity or product 
designed for ingestion or inhalation by, or application to, 
a human being. 

(c) Each person licensed under WAC 402-20-076(1) 
shall file an annual report with the Department which 
shall identify the type and quantity of each product or 
material into which radioactive material has been intro- 
duced during the reporting period; name and address of 
the person who owned or possessed the product or mate- 
rial, into which radioactive material has been intro- 
duced, at the time of introduction; the type and quantity 
of radionuclide introduced into each such product or 
material; and the initial concentrations of the radionu- 
clide in the product or material at time of transfer of the 
radioactive material by the licensee. If no transfers of 
radioactive material have been made pursuant to WAC 
402-20-076(1) during the reporting period, the report 
shall so indicate. The report shall cover the year ending 
June 30, and shall be filed within 30 days thereafter. 

(2) Licensing the Distribution of Radioactive Material 
in Exempt Quantities.* 


NOTE: 


*Authority to transfer possession or control by the manufacturer, 
processor, or producer of any equipment, device, commodity, or other 
product containing source material or byproduct material whose sub- 
sequent possession, use, transfer, and disposal by all other persons who 
are exempted from regulatory requirements may be obtained only from 
the U.S. Nuclear Regulatory Commission, Washington, D.C. 20545. 
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(а) Ап application for a specific license to distribute 
radioactive material other than source or byproduct ma- 
terial to persons exempted from these regulations pursu- 
ant to WAC 402—20-190(2) (b) will be approved if: 

(i) The radioactive material is not contained in any 
food, beverage, cosmetic, drug, or other commodity de- 
signed for ingestion or inhalation by, or application to, a 
human being; 

(ii) The radioactive material is in the form of pro- 
cessed chemical elements, compounds, or mixtures, tis- 
sue samples, bioassay samples, counting standards, 
plated or encapsulated sources, or similar substances, 
identified as radioactive and to be used for its radioac- 
tive properties, but is not incorporated into any manu- 
factured or assembled commodity, product, or device 
intended for commercial distribution; and 

(iii) The applicant submits copies of prototype labels 
and brochures and the Department approves such labels 
and brochures. 


(b) The license issued under WAC 402-20-076(2)(а) ` 


is subject to the following conditions: 

(1) No more than 10 exempt quantities shall be sold or 
transferred in any single transaction. However, an ex- 
empt quantity may be composed of fractional parts of 
one or more of the exempt quantity provided the sum of 
the fractions shall not exceed unity. 

(ii) Each exempt quantity shall be separately and in- 
dividually packaged. No more than 10 such packaged 
exempt quantities shall be contained in any outer pack- 
age for transfer to persons exempt pursuant to WAC 
402-20-190(2). The outer package shall be such that 
the dose rate at the external surface of the package does 
not exceed 0.5 millirem per hour. 

(iii) The immediate container of each quantity or sep- 
arately packaged fractional quantity of radioactive ma- 
terial shall bear a durable, legible label which: (a) 
identifies the radionuclide and the quantity of radioac- 
tivity, and (b) bears the words "Radioactive Material." 

(iv) In addition to the labeling information required 
by WAC 402-20-076(2) (b) (iii), the label affixed to the 
immediate container, or an accompanying brochure, 
shall (a) state that the contents are exempt from U.S. 
Nuclear Regulatory Commission or Agreement State 
requirements; (b) bear the words "Radioactive Materi- 
al Not for Human Use Introduction into Foods, 
Beverages, Cosmetics, Drugs, or Medicinals, or into 
Products Manufactured for Commercial Distribution is 
Prohibited Exempt Quantities Should Not Be Com- 
bined"; and (c) set forth appropriate additional radiation 
safety precautions and instructions relating to the han- 
dling, use, storage, and disposal of the radioactive 
material. 

(c) Each person licensed under WAC 402-20-076(2) 
shall maintain records identifying, by name and address, 
each person to whom radioactive material is transferred 
for use under WAC 402-20-190(2) or the equivalent 
regulations of an Agreement State, and stating the kinds 
and quantities of radioactive material transferred. An 
annual summary report stating the total quantity of each 
radionuclide transferred under the specific license shall 
be filed with the Department. Each report shall cover 
the year ending June 30, and shall be filed within thirty 
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(30) days thereafter. If no transfers of radioactive mate- 
rial have been made pursuant to WAC 402-20-076(2) 
during the reporting period, the report shall so indicate. 

(3) Licensing the Incorporation of Radioactive Mate- 
rial other than Source or Byproduct Material into Gas 
and Aerosol Detectors. An application for a specific li- 
cense authorizing the incorporation of radioactive mate- 
rial other than the source or byproduct material into gas 
and aerosol detectors to be distributed to persons exempt 
under WAC 402-20-190(2)(c)(iii) will be approved if 
the application satisfies requirements equivalent to those 
contained in Section 32.26 of 10 CFR Part 32. 

(4) Distribution of Devices to Persons Generally Li- 
censed Under WAC 402-20-040(2). 

(a) An application for a specific license to distribute 
devices containing radioactive material other than source 
and special nuclear material to persons generally li- 
censed under WAC 402-20-040(2) or equivalent regu- 
lations of the N.R.C. or of an Agreement State will be 
approved if: 

(1) The applicant satisfies the general requirements of 
WAC 402-20-060. 

(ii) The applicant submits sufficient information re- 
lating to the design, manufacture, prototype testing, 
quality control, labels, proposed uses, installation, ser- 
vicing, leak testing, operating and safety instructions, 
and potential hazards of the device to provide reasonable 
assurance that: 

(A) the device can be safely operated by persons not 
having training in radiological protection; 

(B) under ordinary conditions of handling, storage 
and use of the device, the radioactive material contained 
in the device will not be released or inadvertently re- 
moved from the device, and it is unlikely that any person 
will receive in any period of one calendar quarter a dose 
in excess of 10 percent of the limits specified in the table 
in WAC 402-24-020(1); and 

(C) under accident conditions (such as fire and explo- 
sion) associated with handling, storage and use of the 
device, it is unlikely that any person would receive an 
external radiation dose or dose commitment in excess of 
the dose to the appropriate organ as specified in Column 
IV of the following table: 


Column Column Column Column 
Part of body I II III IV 
(rem) (rem) (rem) (rem) 
Whole body; head and 
trunk; active blood- 
forming organs; 
gonads; or lens of eye 0.001 0.01 0.5 15 
Hands and forearms; 
feet and ankles; local- 
ized areas of skin av- 
eraged over areas no 
larger than 1 square 
centimeter 0.015 0.15 7.5 200 
Other organs 0.003 0.03 1.5 50 


(iii) Each device bears a durable, legible, clearly visi- 
ble label or labels as approved by the N.R.C. which 
contain in a clearly identified and separate statement: 
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(A) instructions and precautions necessary to assure 
safe installation, operation, and servicing of the device 
(documents such as operating and service manuals may 
be identified in the label and used to provide this 
information); 

(B) the requirement, or lack of requirement, for leak 
testing, including the maximum interval for such testing, 
and the identification of radioactive material by isotope, 
quantity of radioactivity, and date of determination of 
the quantity; and 

(C) the information called for in the following state- 
ment in the same or substantially similar form: 


The receipt, possession, use, and transfer of 
this device Model .......... ,* Serial No. 
TERMS ,* are subject to a general license or the 
equivalent and the regulations of the U.S. N.R.C. 
or of a State with which the N.R.C. has entered 
into an agreement for the exercise of regulatory 
authority. This label shall be maintained on the de- 
vice in a legible condition. Removal of this label is 


prohibited. CAUTION - RADIOACTIVE 
MATERIAL. 
(Name of manufacturer, importer, or 
distributor)* 
NOTE: 


*The model, serial number, and name of the manufacturer, import- 
er, or distributor may be omitted from this label provided the informa- 
tion is elsewhere specified in labeling affixed to the device. 


(b) In the event the applicant desires that the device 
be required to be tested for leakage of radioactive mate- 
rial at intervals longer than six months, the application 
shall include sufficient information to demonstrate that 
such longer interval is justified by performance charac- 
teristics of the device or similar devices, and by design 
features which have a significant bearing on the proba- 
bility or consequences of leakage of radioactive material 
from the device. 

In determining the acceptable interval for test of 
leakage of radioactive material, the Department will 
consider information which includes, but is not limited 
to: 

(i) primary containment (source capsule); 

(ii) protection of primary containment; 

(їп) method of sealing containment; 

(iv) containment construction materials; 

(v) form of contained radioactive material; 

(vi) maximum temperature withstood during proto- 
type tests; 

(vii) maximum pressure withstood during prototype 
tests; 

(viii) maximum quantity of contained radioactive 
material; 

(ix) radiotoxicity of contained radioactive material; 
and 

(x) operating experience with identical devices or sim- 
ilarly designed and constructed devices. 

(c) In the event the applicant desires that the general 
licensee under WAC 402-20-040(2), or under equiva- 
lent regulations of the N.R.C. or an Agreement State, 
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be authorized to install the device, perform tests for 
leakage of radioactive material or other servicing of the 
device, or remove the device from installation, the appli- 
cation shall include sufficient information to demon- 
strate that such activity can be performed by persons 
untrained in radiological protection without exceeding 
the dose limits set forth in WAC 402-20- 
076(4)(a)(2)(b). The submitted information shall in- 
clude written instructions to be followed by such persons, 
estimated doses associated with each activity and the 
basis for such estimates, and the total quarterly dose 
which a person is likely to acquire from all such activi- 
ties and other handling, storage and use of devices under 
the general license in WAC 402-20-040(2). 

(d) Each person licensed under WAC 402-20-076(4) 
shall keep records showing the name, address, and regis- 
tration number of each person to whom byproduct ma- 
terial in devices for use pursuant to the general license 
provided in WAC 402-20-040(2) or equivalent regula- 
tions of the N.R.C. or of an Agreement State is trans- 
ferred. The records also shall show the date of each 
transfer and the isotope and quantity of radioactivity in 
each device transferred. 

(e) Each licensee authorized under WAC 402-20- 
076(4) to distribute devices to generally licensed persons 
shall report to the Department all transfers of such de- 
vices to persons generally licensed under WAC 402-20- 
040(2) made prior to January 1, 1976. Such report shall 
identify each general licensee by name and address, the 
type of device transferred, and the quantity and type of 
byproduct material contained in the device. The report 
shall be submitted within 30 days after the end of each 
calendar quarter in which such a device is transferred to 
generally licensed persons. Reports of transfers required 
by this section need not be submitted for transfers made 
on or subsequent to January 1, 1976. 

(5) Special Requirements for the Manufacture, As- 
sembly, or Repair of Luminous Safety Devices for Use 
in Aircraft. An application for a specific license to man- 
ufacture, assemble or repair luminous safety devices 
containing tritium or promethium-147 for use in air- 
craft, for distribution to persons generally licensed under 
WAC 402-20-040(3) will be approved subject to the 
following conditions: 

(a) The applicant satisfies the general requirements 
specified in WAC 402-20-060. 

(b) The applicant satisfies the requirements of Sec- 
tions 32.53, 32.54, 32.55, 32.56, 32.101 of 10 CFR Part 
32 or their equivalent. 

(6) Special Requirements for License to Manufacture 
Calibration Sources Containing Americium-241 or Plu- 
tonium for Distribution to Persons Generally Licensed 
Under WAC 402-20-040(5). An application for a spe- 
cific license to manufacture calibration sources contain- 
ing americium-241 or plutonium to persons generally 
licensed under WAC 402-20-040(5) will be approved 
subject to the following conditions: 

(a) The applicant satisfies the general requirement of 
WAC 402-20-060 and 

(b) The applicant satisfies the requirements of Sec- 
tions 32.57, 32.58, 32.59, 32.60, 32.102 of 10 CFR Part 
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32 and Section 70.39 of 10 CFR Part 70 or their 
equivalent. 

(7) Manufacture and Distribution of Radioactive 
Material for Medical Use Under General License. In 
addition to requirements set forth in WAC 402-20-060 
a specific license authorizing the distribution of radioac- 
tive material for use by physicians under a general li- 
cense will be issued if: 

(a) The applicant submits evidence that the radioac- 
tive material is to be manufactured, labeled, and pack- 
aged in accordance with a new drug application which 
the Commissioner of Food and Drugs, Food and Drug 
Administration, has approved, or in accordance with a 
license for a biologic product issued by the Secretary, 
Department of Health, Education, and Welfare, and 

(b) The following statement, or a substantially similar 
statement which contains the information called for in 
the following statement, appears on the label affixed to 
the container or appears in the leaflet or brochure which 
accompanies the package: 


This radioactive drug may be received, possessed, 
and used only by physicians licensed to dispense 
drugs in the practice of medicine. Its receipt, pos- 
session, use and transfer are subject to the regula- 
tions and a general license or its equivalent of the 
U.S. Nuclear Regulatory Commission or of a State 
with which the Commission has entered into an 
agreement for the exercise of the regulatory 
authority. 


Name of manufacturer 


(8) Manufacture and Distribution of Radioactive 
Material for Certain in vitro Clinical or Laboratory 
Testing Under General License. An application for a 
specific license to manufacture or distribute radioactive 
material for use under the general license WAC 402- 
20-040(6) will be approved if: 

(a) The applicant satisfies the general requirements 
specified in WAC 402-20-060. 

(b) The radioactive material is to be prepared for dis- 
tribution in prepackaged units of: 

(i) iodine-125 in units not exceeding 10 microcuries 
each, 

(ii) iodine-131 in units not exceeding 10 microcuries 
each, 

(iii) carbon-14 in units not exceeding 10 microcuries 
each, 

(iv) hydrogen-3 (tritium) in units not exceeding 50 
microcuries each and/or, 

(v) iron-59 in units not exceeding 20 microcuries 
each. 

(c) Each prepackaged unit bears a durable, clearly 
visible label: 

(i) Identifying the radioactive contents as to chemical 
form and radionuclide, and indicating that the amount 
of radioactivity does not exceed 10 microcuries of io- 
dine-125, iodine-131, or carbon-14; 50 microcuries of 
hydrogen-3 (tritium); or 20 microcuries of iron—59; and 
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(ii) Displaying the radiation caution symbol described 
in WAC 402-24-090(1)(a) and the words, "CAU- 
TION, RADIOACTIVE MATERIAL", and "Not for 
Internal or External Use in Humans or Animals". 

(d) The following statement, or a substantially similar 
statement which contains the information called for in 
the following statement, appears on a label affixed to 
each prepackaged unit or appears in a leaflet or bro- 
chure which accompanies the package: 


This radioactive material may be received, ac- 
quired, possessed, and used only by physicians, 
clinical laboratories or hospitals and only for in 
vitro clinical or laboratory tests not involving inter- 
nal.or external administration of the material, or 
the radiation therefrom, to human beings or ani- 
mals. Its receipt, acquisition, possession, use and 
transfer are subject to the regulations and a general 
license of the United States Nuclear Regulatory 
Commission or of a State with which the Commis- 
sion has entered into an agreement for the exercise 
of regulatory authority. 


Name of manufacturer 


(e) The label affixed to the unit, or the leaflet or bro- 
chure which accompanies the package, contains ade- 
quate information as to the precautions to be observed in 
handling and storing such radioactive material. 

(9) Licensing the Manufacture and Distribution of Ice 
Detection Devices. Ап application for a specific license 
to manufacture and distribute ice detection devices to 
persons generally licensed under WAC 402-20-040(8) 
[will be] approved subject to the following conditions: 
(a) the applicant satisfies the general requirements of 
WAC 402-20-060 and (b) the criteria of Sections 
32.61, 32.62, 32.63, 32.103 of 10 CFR Part 32 are met. 

(10) Manufacture and Distribution of Radiopharma- 
ceuticals Containing Radioactive Material for Medical 
Use Under Group Licenses. 

(a) An application for a specific license to manufac- 
ture and distribute radiopharmaceuticals containing ra- 
dioactive material for use by persons licensed pursuant 
to WAC 402-20-070(3) for the uses listed in Group I, 
Group П, IV, or V of WAC 402-20-260 Schedule D 
will be approved if: 

(i) The applicant satisfies the general requirements 
specified in WAC 402-20-060; 

(ii) The applicant submits evidence that: 

(A) The radiopharmaceutical containing radioactive 
material will be manufactured, labeled, and packed in 
accordance with the Federal Food, Drug and Cosmetic 
Act or the Public Health Service Act, such as a new 
drug application (NDA) approved by the Food and 
Drug Administration (FDA), a biologic product license 
issued by FDA or a "Notice of Claimed Investigational 
Exemption for a New Drug" (IND) that has been ac- 
cepted by the FDA; or 

(B) The manufacture and distribution of the 
radiopharmaceutical containing radioactive material is 
not subject to the Federal Food, Drug, and Cosmetic 
Act and the Public Health Service Act. 
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(iii) The applicant submits information on the radio- 
nuclide; chemical and physical form, packaging includ- 
ing maximum activity per package, and shielding 
provided by the packaging of the radioactive material 
which is appropriate for safe handling and storage of 
radiopharmaceuticals by group licensees; and 

(iv) Labelling. 

(A) The label affixed to each package of the 
radiopharmaceutical contains information on the radio- 
nuclide, quantity, and date of assay and the label affixed 
to each package, or the leaflet or brochure which ac- 
companies each package, contains a statement that the 
radiopharmaceutical is licensed by the Department for 
distribution to persons licensed pursuant to WAC 402- 
20-070(3) and WAC 402-20-260 Schedule D Group I, 
Group II, Group IV, and V, as appropriate, or under 
equivalent licenses of the U.S. Nuclear Regulatory 
Commission or an Agreement State or that an applica- 
tion for such license has been filed with the Department 
on or before April 5, 1976 and is still pending. 

(B) The labels, leaflets or brochures required by this 
paragraph are in addition to the labeling required by the 
Food and Drug Administration (FDA) and they may be 
separate from or, with the approval of FDA, may be 
combined with the labeling required by FDA. 

(b) If an application is filed pursuant to WAC 402- 
20—076(10)(a) on or before April 5, 1976 for a license to 
manufacture and distribute a radiopharmaceutical that 
was distributed commercially on or before February 5, 
1976, the applicant may continue the distribution of 
such radiopharmaceutical to group licensees until the 
Department issues the license or notifies the applicant 
otherwise. 

(11) Manufacture and Distribution of Generators or 
Reagent Kits for Preparation of Radiopharmaceuticals 
Containing Radioactive Material. 

(a) An application for a specific license to manufac- 
ture and distribute generators or reagent kits containing 
radioactive material for preparation of radiopharmaceu- 
ticals by persons licensed pursuant to WAC 402-20- 
070(3) for the uses listed in Group III of WAC 402-20- 
260 Schedule D will be approved if: 

(i) The applicant satisfies the general requirements 
specified in WAC 402-20-060; 

(ii) The applicant submits evidence that: 

(A) The generator or reagent kit is to be manufac- 
tured, labeled and packaged in accordance with the 
Federal Food, Drug, and Cosmetic Act or the Public 
Health Service Act, such as a new drug application 
(NDA) approved by the Food and Drug Administration 
(FDA), a biologic product license issued by FDA, or a 
"Notice of Claimed Investigational Exemption for a 
New Drug" (IND) that has been accepted by the FDA; 
ог 

(B) The manufacture and distribution of the genera- 
tor or reagent kit are not subject to the Federal Food, 
Drug, and Cosmetic Act and the Public Health Service 
Act. 

(iii) The applicant submits information on the radio- 
nuclide, chemical and physical form, packaging includ- 
ing maximum activity per package, and shielding 
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provided by the packaging of the radioactive material 
contained in the generator or reagent kit; 

(iv) The label affixed to the generator or reagent kit 
contains information on the radionuclide, quantity, and 
date of assay; and 

(v) The label affixed to the generator or reagent kit, 
or the leaflet or brochure which accompanies the gener- 
ator or reagent kit, contains: 

(A) Adequate information, from a radiation safety 
standpoint, on the procedures to be followed and the 
equipment and shielding to be used in eluting the gener- 
ator or processing radioactive material with the reagent 
kit, and 

(B) A statement that this generator or reagent kit (as 
appropriate) is approved for use by persons licensed by 
the Department pursuant to WAC 402-20-070(3) and 
WAC 402-20-260 Schedule D(3), Group ІП, or under 
equivalent licenses of the U.S. Nuclear Regulatory 
Commission or an Agreement State, or that an applica- 
tion for such license has been filed with the Department 
on or before April 5, 1976 and is still pending. The la- 
bels, leaflets or brochures required by the paragraph are 
in addition to the labeling required by FDA and they 
may be separate from or, with the approval of FDA, 
may be combined with the labeling required for FDA. 

(b) If an application is filed pursuant to WAC 402- 
20-076(11) on or before April 5, 1976 for a license to 
manufacture and distribute a generator or reagent kit 
that was distributed commercially on or before February 
5, 1976, the applicant may continue the distribution of 
such generator or reagent kit until the Department is- 
sues the license or notifies the applicant otherwise. * 


NOTE: 


*Although the Department does not regulate the manufacture and 
distribution of reagent kits that do not contain radioactive material, it 
does regulate the use of such reagent kits for the preparation of radio- 
pharmaceuticals containing radioactive material as part of its licensing 
and regulation of the users of radioactive material. Any manufacturer 
of reagent kits that do not contain radioactive material who desires to 
have his reagent kits approved by the Department for use by persons 
licensed pursuant to WAC 402-20-076(3) and Group ПІ of WAC 
402-20-260 Schedule D may submit the pertinent information speci- 
fied in WAC 402-20-076(11). 


(12) Manufacture and Distribution of Sources or De- 
vices Containing Radioactive Material for Medical Use. 

(a) An application for a specific license to manufac- 
ture and distribute sources and devices containing radio- 
active material to persons licensed pursuant to WAC 
402-20—070(3) for use as a calibration or reference 
source or for the uses listed in Group VI of WAC 402- 
20-260 Schedule D will be approved if: 

(i) The applicant satisfies the general requirements in 
WAC 402-20-060; 

(ii) The applicant submits sufficient information re- 
garding each type of source or device pertinent to an 
evaluation of its radiation safety, including; 

(A) the radioactive material contained, its chemical 
and physical form, and amount; 

(B) details of design and construction of the source or 
device; 

(C) procedures for, and results of, prototype tests to 
demonstrate that the source or device will maintain its 
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integrity under stresses likely to be encountered in nor- 
mal use and accidents; 

(D) for devices containing radioactive material, the 
radiation profile of a prototype device; 

(E) details of quality control procedures to assure that 
production sources and devices meet the standards of the 
design and prototype tests; 

(F) procedures and standards for calibrating sources 
and devices; 

(G) legend and methods for labeling sources and de- 
vices as to their radioactive content; 

(H) instruction for handling and storing the source or 
device from the radiation safety standpoint; these in- 
structions are to be included on a durable label attached 
to the source or device or attached to a permanent stor- 
age container for the source or device; provided that in- 
structions which are too lengthy for such label may be 
summarized on the label and printed in detail on a bro- 
chure which is referenced on the label; 

(iii) The label affixed to the source or device, or to the 
permanent storage container for the source or device, 
contains information on the radionuclide, quantity, and 
date of assay, and a statement that the name (of source 
or device) is licensed by the Department for distribution 
to persons licensed pursuant to WAC 402-20-070(с) 
and Group VI of WAC 402-20—260 Schedule D or un- 
der equivalent licenses of the N.R.C. or an Agreement 
State or that a pending application for such license has 
been filed with the Department on or before April 5, 
1976, provided that such labeling for sources which do 
not require long term storage (e.g., gold-198 seeds) may 
be on a leaflet or brochure which accompanies the 
source. 

(b) Leak testing. 

(i) In the event the applicant desires that the source 
or device be required to be tested for leakage of radio- 
active material at intervals longer than six months, the 
applicant shall include in the application sufficient in- 
formation to demonstrate that such longer interval is 
justified by performance characteristics of the source or 
device or similar sources or devices and by design fea- 
tures that have a significant bearing on the probability 
or consequences of leakage of radioactive material from 
the source. 

(ii) In determining the acceptable interval for test of 
leakage of radioactive material, the Department will 
consider information that includes, but is not limited to: 

(А) primary containment (source capsule); 

(B) protection of primary containment; 

(C) method of sealing containment; 

(D) containment construction materials; 

(E) form of contained radioactive material; 

(F) maximum temperature withstood during proto- 
type tests; 

(G) maximum pressure withstood during prototype 
tests; 

(H) maximum quantity of contained radioactive 
material; 

(I) radiotoxicity of contained radioactive material; 
and | 
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(J) operating experience with identical sources or de- 
vices or similarly designed and constructed sources or 
devices. 

(c) If an application is filed pursuant to WAC 402- 
20-076(12)(а) on or before April 5, 1976, for a license 
to manufacture and distribute a source or device that 
was distributed commercially on or before February 5, 
1976, the applicant may continue the distribution of 
such source or device to group licensees until the De- 
partment issues the license or notifies the applicant oth- 
erwise. [Order 1084, $8 402-20-076, filed 1/14/76.] 


WAC 402-20-080  Issuance of specific licenses. (1) 
Upon a determination that an application meets the re- 
quirements of the Act and the regulations of the De- 
partment the Department will issue a specific license 
authorizing the proposed activity in such form and con- 
taining such conditions and limitations as it deems ap- 
propriate or necessary. 

(2) The Department may incorporate in any license at 
the time of issuance, or thereafter by appropriate rule, 
regulation, or order, such additional requirements and 
conditions with respect to the licensee's receipt, posses- 
sion, use, and transfer of radioactive material subject to 
this part as it deems appropriate or necessary in order 
to: 

(a) Minimize danger to public health and safety or 
property; 

(b) Require such reports and the keeping of such re- 
cords, and to provide for such inspections of activities 
under the license as may be appropriate or necessary; 
and 

(c) Prevent loss or theft of material subject to this 
part. [Order 1084, 8 402-20-080, filed 1/14/76; Order 
1, $ 402-20-080, filed 1/8/69; Rules (part), filed 
10/26/66.] 


WAC 402-20-090 Specific terms and conditions of 
licenses. (1) Each license issued pursuant to this part 
shall be subject to all the provisions of the Act, now or 
hereafter in effect, and to all rules, regulations, and or- 
ders of the Department. 

(2) No license issued or granted under this part and 
no right to possess or utilize radioactive material granted 
by any license issued pursuant to this part shall be 
transferred, assigned, or in any manner disposed of, ei- 
ther voluntarily or involuntarily, directly or indirectly, 
through transfer of control of any license to any person 
unless the Department shall, after securing full informa- 
tion find that the transfer is in accordance with the pro- 
visions of the Act, and shall give its consent in writing. 

(3) Each person licensed by the Department pursuant 
to this part shall confine his use and possession of the 
material licensed to the locations and purposes author- 
ized in the license. [Order 1084, § 402-20-090, filed 
1/14/76; Order 1, $ 402-20-090, filed 1/8/69; Rules 
(part), filed 10/26/66.] 


WAC 402-20-100 Expiration of licenses. Except as 
provided in WAC 402-20-110(2), each specific license 
shall expire at.the end of the day, in the month and year 
stated therein. [Order 1084, 8 402-20-100, filed 
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1/14/76; Order 1, 8 402-20-100, filed 1/8/69; Rules 
(part), filed 10/26/66.] 


WAC 402-20-110 Renewal of license. (1) Applica- 
tions for renewal of specific licenses shall be filed in ac- 
cordance with WAC 402-20-050. 

(2) In any case in which a licensee, not less than thir- 
ty (30) days prior to expiration of the existing license, 
has filed an application in proper form for renewal or for 
a new license authorizing the same activities, such exist- 
ing license shall not expire until the application has been 
finally determined by the Department. [Order 1084, 8 
402-20-110, filed 1/14/76; Order 1, § 402-20-110, 
filed 1/8/69; Rules (part), filed 10/26/66.] 


. WAC 402-20-120 Amendment of licenses at request 
of licensee. Applications for amendment. of a license 
shall be filed in accordance with WAC 402-20-050 and 
shall specify the respects in which the licensee desires 
the license to be amended and the grounds for such 
amendment. [Order 1084, $ 402-20-120, filed 1/14/76; 
Order 1, § 402-20-120, filed 1/8/69; Rules (part), filed 
10/26/66.] 


WAC 402-20-130 Agency action on applications to 
renew or amend. In considering an application by a li- 
censee to renew or amend the license, the Department 
will apply the criteria set forth in WAC 402-20-060, 
WAC 402-20-070, WAC 402-20-073, or WAC 402- 
20-076 as applicable. [Order 1084, 8 402-20-130, filed 
1/14/76; Order 1, $ 402-20-130, filed 1/8/69; Rules 
(part), filed 10/26/66.] 


WAC 402-20-170 Transfer of material. (1) No li- 
censee shall transfer radioactive material except as au- 
thorized pursuant to this section. 

(2) Except as otherwise provided in the license and 
subject to the provisions of WAC 402-20-170(3) and 
WAC 402-20-170(4), and [any] licensee may transfer 
radioactive material: 

(a) To the Department* 


NOTE: 


ЖА licensee may transfer material to the Department only after re- 
ceiving prior approval from the Department. | 


(b) To the М.К.С.; 

(c) To any person exempt from the regulations in this 
part to the extent permitted under such exemption; 

(d) To any person authorized to receive such material 
under terms of a general license or its equivalent, or a 
specific license or equivalent licensing document, issued 
by the Department, the N.R.C., or any Agreement 
State, or to any person otherwise authorized to receive 
such material by the Federal Government or any agency 
thereof, the Department, or any Agreement State; or 

(e) As otherwise authorized by the Department in 
writing. : 

(3) Before transferring radioactive material to a spe- 
cific licensee of the Department, the N.R.C. or an 
Agreement State, or to a general licensee who is re- 
quired to register with the Department, the N.R.C., or 
an Agreement State prior to receipt of the radioactive 
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material, the licensee transferring the material shall ver- 
ify that the transferee's license authorizes the receipt of 
the type, form, and quantity of radioactive material to 
be transferred. 

(4) The following methods for the verification re- 
quired by WAC 402-20--170(3) are acceptable: 

(a) The transferor may possess, and read a current 
copy of the transferee's specific license or registration 
certificate; 

(b) The transferor may possess a written certification 
by the transferee that the transferee is authorized by li- 
cense or registration. certificate to receive the type, form, 
and quantity. of radioactive material to be transferred, 
specifying the license or registration certificate number, 
issuing agency, and expiration date; | 

(c) For emergency shipments the transferor may ac- 
cept oral certification by the transferee that the trans- 
feree is authorized by license or registration certificate 
to receive the type, form, and quantity of radioactive 
material to be transferred, specifying the license or reg- 
istration certificate number, issuing agency, and expira- 
tion date; provided, that the oral certification is 
confirmed in writing within ten (10) days; 

(d) The transferor may obtain other sources of infor- 
mation compiled by a reporting service from official re- 
cords of the Department, the N.R.C., or the licensing 
agency of an Agreement State as to the identity of li- 
censees and the scope and expiration dates of licenses 
and registration; or 

(e) When none of the methods of verification de- 
scribed in WAC.402-20-170(4)(a) through WAC 402- 
20-170(4)(4) are readily available or when a transferor 
desires to verify that information received by one of such 
methods is correct or up-to-date, the transferor may 
obtain and record confirmation from the Department, 
the N.R.C. or the licensing agency of an Agreement 
State that the transferee is licensed to receive the radio- 
active material. 

(5) Preparation for shipment and transport of radio- 
active material shall be in accordance with the provi- 
sions of WAC 402-20-220. [Order 1084, 8 402—20--170, 
filed 1/14/76; Order. 1, 5 402-20-170, filed цэх 
Rules (part), filed. 10/26/66. 


WAC 402-20-180 Modification, revocation, and 


termination of licenses. (1) The terms and conditions of 


all licenses shall be subject to amendment, revision, or 
módification, or the license may be suspended or revoked 
by reason of amendments to the Act, or by reason of 
rules, regulations, and orders issued by the Department. 
(2) Any license may be revoked; suspended, or modi- 
fied, in whole or in part, for any material false statement 
in the application or any statement of fact required un- 
der provisions of the Act, or because of conditions re- 
vealed by such application or statement of fact or any 
report, record, or inspection or other means which would 
warrant the Department to refuse to grant a license on 
an original application, or for violation of, or failure to 
observe any of the terms and conditions of the Act, or of 
the license, or of any rule, (онов or, order of the 
Department. 1 
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(3) Except in cases of willfulness or those in which the 
public health, interest or safety requires otherwise, no li- 
cense shall be modified, suspended, or revoked unless, 
prior to the institution of proceedings therefor, facts or 
conduct which may warrant such action shall have been 
called to the attention of the licensee in writing and the 
licensee shall have been accorded an opportunity to 
demonstrate or achieve шиг шин with all lawful 
requirements. 

(4) The Department may terminate a specific license 
upon request submitted by the licensee to the Depart- 
ment in writing. [Order 1084, 8 402-20-180, filed 
1/14/76; Order 1, § 402-20-180, filed 1/8/69; Rules 
(part), filed 10/26/66.) 


WAC 402-20-190  Exemptions. (1) Source material. 

(a) Any person is exempt from this part to the extent 
that such person receives, possesses, uses, owns, or 
transfers source material in any chemical mixture, com- 
pound, solution, or alloy in which the source material is 
by weight less than 1/20 of 1 percent (0.05 percent) of 
the mixture, compound, solution, or alloy. 

(b) Any person is exempt from this part to the extent 
that such person receives, possesses, uses, or transfers 
unrefined and unprocessed ore containing source materi- 
al; provided that, except as authorized in a specific li- 
cense, such: person shall not refine or process such ore. 

(c) Any person is exempt from this part to the extent 
that such person receives, possesses, uses, or transfers: 

(i) Any quantities of thorium contained in 

(A) incandescent gas mantles, 

(B) vacuum tubes, 

(C) welding rods, . 

(D) electric lamps for illuminating purposes provided 
that each lamp does not contain more than 50 milli- 
grams of thorium, 

(E) germicidal lamps, sunlamps, and lamps for out- 
door or industrial lighting provided that each lamp does 
not contain more than 2. grams of thorium, or 

(Е) rare earth metals and compounds, mixturés, and 
products containing .not. more than 0.25 percent by 
weight thorium, uranium, or any combination of thése;: 

(ii) ‘Source material contained. in the following 
products: 

(A) glazed ceramic tableware, provided that the glaze 
contains not more than 20 percent by weight source 
material; 

(B) glassware, glass enamel and glass Ей" frit 
containing not more than 10 percent by weight source 
material, but not including commercially manufactured 
glass brick, pane glass, ceramic tile or other glass, glass 
enamel or ceramic used in construction, or 


. (C) piezoelectric ceramic containing not more than 2 


percent by weight source:material; 

(ш) Photographic film, negatives, and prints contain- 
ing uranium or thorium; . 

(іу) Any finished product ог part fabricated of, ог 
containing, tungsten-thorium or magnesium-thorium al- 


‘loys, provided that the thorium content of the alloy does 


not exceed 4 percent by weight and that the exemption 
contained in this subparagraph shall not be deemed to 
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authorize the chemical, physical, ог metallurgical treat- 
ment or processing of any such product or part; 

(v) Uranium contained in counterweights installed in 
aircraft, rockets, projectiles, and missiles, or stored or 
handled in connection with installation or removal of 
such counterweights, provided that: 

(A) the counterweights are manufactured in accord- 
ance with a specific license issued by the Department, 
the N.R.C., or any Agreement State authorizing distri- 
bution by the licensee pursuant to this sub-paragraph or 
equivalent regulations of the N.R.C. or any Agreement 
State, 

.. (B) each counterweight has been impressed with the 
following legend clearly legible through any plating or 
other covering: "DEPLETED URANIUM',* 

(C) each counterweight is durably and legibly labeled 
or marked with the identification of the manufacturer 
and the statement: "UNAUTHORIZED ALTERA- 
TIONS PROHIBITED"* and 

(D) the exemption contained in this subparagraph 
shall not be deemed to authorize the chemical, physical, 
or metallurgical treatment or processing of any such 
counterweights other than repair or restoration of any 
plating or other covering; 


NOTE: 


«Тһе requirements specified in WAC 402-20-190(1)(с)(у)(В) and 
WAC 402-20-190(1)(c)(v)(C) need not be met by counterweights 
manufactured prior to December 31, 1960; provided, that such coun- 
terweights are impressed with the legend, "CAUTION - RADIOAC- 
TIVE MATERIAL - URANIUM", as previously required by the 
regulations, 


(vi) Uranium used as shielding constituting part of 
ány shipping container which is conspicuously and legi- 
bly impressed with the legend "CAUTION - RADIO- 
ACTIVE SHIELDING - URANIUM" and which 
meets the specifications for containers for radioactive 
material prescribed іп Section 178.250, Specifications 
55, Part 178, of the regulations published by the U.S. 
Department of Transportation (49 CFR 178.250); 

(vii) Thorium. contained іп finished optical- lenses, 
provided that each lens does not contain more than 30 
percent by weight of thorium, and that the exemption 
contained in this subparagraph shall not be deemed to 
authorize either: 

(A) the shaping, grinding, or polishing of such lens or 
manufacturing processes other than the assembly of such 
lens into optical systems and devices without alteration 
of the lens, or 

(B) the receipt, possession, use, or transfer of thorium 
contained in contact lenses, or in spectacles, or in 
eyepieces in binoculars or other optical instruments; 

(viii) Uranium contained in detector heads for use in 
fire detection units, provided that each detector head 
contains not more than 0.005 microcuries of uranium; or 

(ix) Thorium contained in any finished aircraft engine 
part containing nickel-thoria alloy, provided that 

(A) the thorium is dispersed in the nickel-thoria alloy 
in the form of finely divided thoria (thorium dioxide), 
and 

(B) the thorium content in the nickel-thoria alloy 
does not exceed 4 percent by weight. 
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(d) The exemptions in WAC 402-20-190(10)(c) do 
not authorize the manufacture of any of the products 
described. 

(2) Radioactive material other than source material. 

(a) Exempt Concentrations. 

(i) Except as provided in WAC 402-20—190(2)(a)(ii) 
any person is exempt from this chapter to the extent that 
such person receives, possesses, uses, transfers, owns or 
acquires products or materials containing radioactive 
material in concentrations not in excess of those listed in 
WAC 402-20-250 Schedule C, Exempt Concentrations. 

(ii) No person may introduce radioactive material into 
a product or material, knowing or having reason to be- 
lieve, that it will be transferred to persons exempt under 
WAC 402-20-190(2)(a)(i) or equivalent regulations of 
the N.R.C. or any Agreement State, except in accord- 
ance with a specific license issued pursuant to WAC 
402—-20-076(1) or the general license provided in WAC 
402-20-210. 

(b) Exempt Quantities. 

(i) Except as provided in WAC 402-20-190(2)(b) (iii) 
and WAC 402-20—-190(2)(b)(iv) any person is exempt 
from these regulations to the extent that such person re- 
ceives, possesses, uses, transfers, owns, or acquires ra- 
dioactive material in individual quantities each of which 
does not exceed the applicable quantity set forth in 
WAC 402-20-240, Schedule B. 

(ii) This subsection, WAC 402-20-190(2)(b), does 
not authorize the production, packaging or repackaging 
of radioactive material for purposes of commercial dis- 
tribution, or the incorporation of radioactive material 
into products intended for commercial distribution. 

(iii) No person may, for purposes of commercial dis- 
tribution, transfer radioactive material in the individual 
quantities set forth in WAC 402-20-240, Schedule B, 
knowing or having reason to believe that such quantities 
of radioactive material will be transferred to persons ex- 
empt under WAC 402-20—190(2)(b) or equivalent reg- 
ulations of the N.R.C. or any Agreement State, except 
in accordance with a specific license issued by the 
N.R.C., pursuant to Section 32.18 of 10 CFR Part 32 or 
by the Department pursuant tó WAC 402-20-076(2) 
which license states that the radioactive material may be 
transferred by the licensee to persons exempt under 
WAC 402-20-190(2)(b) or the equivalent regulations of 
the N.R.C. or any Agreement State. 

(c) Exempt Items. 

(i) Certain items containing radioactive material. Ex- 
cept for persons who apply radioactive material to, or 
persons who incorporate radioactive material into the 
following products, any person is exempt from these 
regulations to the extent that that person receives, pos- 
sesses, uses, transfers, owns, or acquires the following 
products:* 


NOTE: 


*Authority to transfer possession or control by the manufacturer, 
processor, or producer of any equipment, device, commodity, or other 
product containing source material or byproduct material whose sub- 
sequent possession, use, transfer, and disposal by all other persons who 
are exempted from regulatory requirements may be obtained only from 
the U.S. Nuclear Regulatory Commission, Washington, D.C. 20545. 
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(A) Timepieces or hands or dials containing not more 
than the following specified quantities of byproduct ma- 
terial and not exceeding the following specified levels of 
radiation: 

25 millicuries of tritium per timepiece, 

5 millicuries of tritium per hand, 

15 millicuries of tritium per dial (bezels when used 
shall be considered as part of the dial), 

100 microcuries of promethium-147 per watch or 
200 microcuries of promethium-147 per any 
other timepiece, 

20 microcuries of promethium-147 per watch 
hand or 40 microcuries of promethium-147 
per other timepiece hand, 

60 microcuries of promethium-147 per watch dial 
or 120 microcuries of promethium-147 per 
other timepiece dial (bezels when used shall 
be considered as part of the dial), 

The levels of radiation from hands and dials con- 

taining promethium—147 will not exceed, when 

measured through 50 milligrams per square centi- 
meter of absorber: 
for wrist watches, 0.1 millirad per hour at 1 
centimeter from any surface, | 
for pocket watches, 0.1 millirad per hour at 
1 centimeter from any surface, 
for any other timepiece, 0.2 millirad per 
hour at 10 centimeters from any 
| surface. 

(B) Lock illuminators containing not more than 15 
millicuries of tritium or not more than 2 millicuries of 
promethium-147 installed in automobile locks. The lev- 
els of radiation from each lock illuminator containing 
promethium-147 will not exceed 1 millirad per hour at 1 
centimeter from any surface when measured through 5 
milligrams per square centimeter of absorber. 

(C) Balances of precision containing not more than 1 
millicurie of tritium per balance or not more than 0.5 
millicurie of tritium per balance part. 

(D) Automobile shift quadrants containing not more 
than 25 millicuries of tritium. 

(E) Marine compasses containing not more than 750 
millicuries of tritium gas and other marine navigational 
instruments containing not more than 250 millicuries of 
tritium gas. 

(F) Thermostat dials and pointers containing not 
more than 25 millicuries of tritium per thermostat. 

(G) Electron tubes; provided, that each tube does not 
contain more than one of the following specified quanti- 
ties of byproduct material: 

(1) 150 millicuries of tritium per microwave receiver 
protector tube or 10 millicuries of tritium per any other 
electron tube; 

(2) 1 microcurie of cobalt-60; 

(3) 5 microcuries of nickel-63; 

(4) 30 microcuries of krypton-85; 

(5) 5 microcuries of cesium-137; 

(6) 30 microcuries of promethium-147; 

And provided further, that the levels of radiation from 
each electron tube containing byproduct material does 
not exceed | millirad per hour at 1 centimeter from any 
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surface when measured through 7 milligrams per square 
centimeter of absorber.* 


NOTE: 


*For purposes of this subdivision, "electron tubes" include spark gap 
tubes, power tubes, gas tubes including glow lamps, receiving tubes, 
microwave tubes, indicator tubes, pickup tubes, radiation detection 
tubes, and any other completely sealed tube that is designed to conduct 
or control electrical currents. 


(Н) Ionizing radiation measuring instruments con- 
taining, for purposes of internal calibration or standard- 
ization, a source of byproduct material not exceeding the 
applicable quantity set forth іп WAC 402-20-240, 
Schedule B. 

(ii) Self-luminous products containing tritium, 
krypton-85, or promethium-147. Except for persons 
who manufacture, process, or produce self-luminous 
products containing tritium, krypton-85, or prome- 
thium-147, any person is exempt from these regulations 
to the extent that such person receives, possesses, uses, 
transfers, owns, or acquires tritium, krypton-85 or pro- 
methium-147 in self-luminous products manufactured, 
processed, produced, imported, or transferred in accord- 
ance with a specific license issued by the N.R.C. pursu- 
ant to Section 32.22 of 10 CFR Part 32, which license 
authorizes the transfer of the product to persons who are 
exempt from regulatory requirements. The exemption in 
WAC 402-20-190(2)(c)(ii) does not apply to tritium, 
krypton-85, or promethium-147 used in products for 
frivolous purposes or in toys or adornments. 

(iii) Gas and aerosol detectors containing radioactive 
material. 

(A) Except for persons who manufacture, process, or 
produce gas and aerosol detectors containing radioactive 
material, any person is exempt from these regulations to 
the extent that such person receives, possesses, uses, 
transfers, owns, or acquires radioactive material in gas 
and aerosol detectors designed to protect life or property 
from fires and airborne hazards provided that detectors 
containing radioactive material shall have been manu- 
factured, imported, or transferred in accordance with a 
specific license issued by the N.R.C.* or an Agreement 
State, pursuant to Section 32.26 of 10 CFR Part 32, or 
equivalent, which authorizes the transfer of the detectors 
to persons who are exempt from regulatory 
requirements. 


NOTE: 


*Authority to transfer possession or control by the manufacturer, 
processor, or producer of any equipment, device, commodity, or other 
product containing source material or byproduct material whose sub- 
sequent possession, use, transfer and disposal by all other persons are 
exempted from regulatory requirements may be obtained only from the 
U.S. Nuclear Regulatory Commission, Washington, D.C. 20545. 


(B) Gas and aerosol detectors previously manufac- 
tured and distributed to general licensees in accordance 
with a specific license issued by an Agreement State 
shall be considered exempt under WAC 402-20- 
190(2)(c)(iii)(a), provided that the device is labeled in 
accordance with the specific license authorizing distri- 
bution of the general licensed device, and provided fur- 
ther that they meet the requirements of WAC 402-28- 
076(3) [402—20—076(3)]. 
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(iv) Resins containing scandium—46 and designed for 
sand consolidation in oil wells. Any person is exempt 
from these regulations to the extent that such person re- 
ceives, possesses, uses, transfers, owns or acquires syn- 
thetic plastic resins containing scandium-46 which are 
designed for sand consolidation in oil wells. Such resins 
shall have been manufactured or imported in accordance 
with a specific license issued by the N.R.C. or shall have 
been manufactured in accordance with the specifications 
contained in a specific license issued by the Department 
or any Agreement State to the manufacturer of such 
resins pursuant to licensing requirements equivalent to 
those in Sections 32.16 and 32.17 of 10 CFR Part 32 of 
the regulations of the Nuclear Regulatory Commission. 
This exemption does not authorize the manufacture of 
any resins containing scandium-46. [Order 1095, $ 402- 
20-190, filed 2/6/76; Order 708, 8 402-20-190, filed 
8/24/72; Order 1, 8 402-20-190, filed 7/2/71; Order 1, 
$ 402-20-190, filed 1/8/69; Rules (part), filed 
10/26/66.] 


WAC 402-20-200  Pre-licensing inspection. The 
Department may verify information contained in appli- 
cations and secure additional information deemed neces- 
sary to make a reasonable determination as to whether 
to issue a license and whether any special conditions 
should be attached thereto by visiting the facility or lo- 
cation where radioactive materials would be possessed or 
used, and by discussing details of proposed possession or 
use of the radioactive materials with the applicant or 
representatives designated by the applicant. Such visits 
may be made by the Department or its duly authorized 
representatives. [Order 1084, 8 402-20-200, filed 
1/14/76; Order 1, $ 402-20-200, filed 1/8/69; Rules 
(part), filed 10/26/66.] 


WAC 402-20-210  Reciprocal recognition of licens- 
es. (1) Subject to these regulations, any person who 
holds a specific license from the N.R.C. or any Agree- 
ment State, and issued by the agency having jurisdiction 
where the licensee maintains an office for directing the 
licensed activity and at which radiation safety records 
are normally maintained, is hereby granted a general li- 
cense to conduct the activities authorized in such licens- 
ing document within this State for a period not in excess 
of 180 days in any calendar year provided that: 

(a) The licensing document does not limit the activity 
authorized by such document to specified installations or 
locations; 

(b) The out-of-state licensee notifies the Department 
in writing at least three (3) days prior to engaging in 
such activity. Such notification shall indicate the loca- 
tion, period, and type of proposed possession and use 
within the State, and shall be accompanied by a copy of 
the pertinent licensing document. If, for a specific case, 
the three (3) day period would impose an undue hard- 
ship on the out—of-state licensee, the licensee may, upon 
application to the Department, obtain permission to pro- 
ceed sooner. The Department may waive the require- 


ment for filing additional written notifications during ` 
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the remainder of the calendar year following the receipt 
of the initial notification from a person engaging in ac- 
tivities under the general license provided in WAC 402— 
20-210. 

(с) The out-of-state licensee complies with all appli- 
cable regulations of the Department and with all the 
terms and conditions of the licensing document, except 
any such terms and conditions which may be inconsis- 
tent with applicable regulations of the Department; 

(d) The out-of-state licensee supplies such other in- 
formation as the Department may request; and 

(е) The out—of-state licensee shall not transfer or dis- 
pose of radioactive material possessed or used under the 
general license provided in this section except by transfer 
to a person: 

(i) specifically licensed by the Department or by the 
U.S. Nuclear Regulatory Commission or an Agreement 
State to receive such material, or 

(ii) exempt from the requirements for a license for 
such material under WAC 402—20-190(2)(a). 

(2) Notwithstanding the provisions of WAC 402-20- 
210(1) any person who holds a specific license issued by 
the U.S. Nuclear Regulatory Commission or an Agree- 
ment State authorizing the holder to manufacture, 
transfer, install, or service a device described in WAC 
402-20-040(2)(а) within the areas subject to the juris- 
diction of the licensing body is hereby granted a general 
license to install, transfer, demonstrate or service a de- 
vice in this State provided that: 

(a) Such person shall file a report with the Depart- 
ment within thirty (30) days after the end of each cal- 
endar quarter in which any device is transferred to or 
installed in this State. Each such report shall identify 
each general licensee to whom such device is transferred 
by name and address, the type of device transferred, and 
the quantity and type of radioactive material contained 
in the device; 

(b) The device has been manufactured, labeled, in- 
stalled, and serviced in accordance with applicable pro- 
visions of the specific license issued to such person by 
the U.S. Nuclear Regulatory Commission or an Agree- 
ment State; 

(c) Such person shall assure that any labels required 
to be affixed to the device under regulations of the au- 
thority which licensed manufacture of the device bear a 
statement that "Removal of this label is prohibited"; and 

(d) The holder of the specific license shall furnish to 
each general licensee to whom such device is transferred 
or on whose premises such device is installed a copy of 
the general license contained іп WAC 402-20-040(2). 

(3) The Department may withdraw, limit, or qualify 
its acceptance of any specific license or equivalent li- 
censing document issued by another agency, or any 
product distributed pursuant to such licensing document, 
upon determining that such action is necessary in order 
to prevent undue hazard to public health and safety or 
property. [Order 1084, $ 402-20-210, filed 1/14/76; 
Order 708, 8 402-20-210, filed 8/24/72; Order 1, 8 
402-20-210, filed 7/2/71; Order 1, 5 402-20-210, filed 
1/8/69; Rules (part), filed 10/26/66.] 
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WAC 402-20-220 Preparation of radioactive mate- 
rial for transport. (1) No licensee shall deliver any ra- 
dioactive material to a carrier* for transport unless: 


NOTE: 


*For the purpose of this regulation, a licensee who transports tlie li- 
censee's own material as a private carrier must comply with the same 
regulations which bind the carrier unless exempted under WAC 402- 
20-040(10) and is considered to have delivered such material to a car- 
rier for transport. 


(a) The licensee complies with the applicable require- 
ments of the regulations appropriate to the mode of 
transport of the U.S. Department of Transportation in- 
sofar as such regulations relate to the packing of radio- 
active material, and to the monitoring, marking and 
labeling of those packages; 

(b) The licensee has established procedures for open- 
ing and closing packages in which radioactive material is 
transported to provide safety and to assure that, prior to 
the delivery to a carrier for transport, each package is 
properly closed for transport; and 

(c) Prior to delivery of a package to a carrier for 
transport, the licensee shall assure that any special in- 
structions needed to safely open the package are sent to, 
or have been available to the consignee. 

(2) WAC 420-20-220(1) shall not apply to the 
transportation of licensed material, or to the delivery of 
licensed material to a carrier for transport, where such 
transportation is subject to the regulations of the U.S. 
Department of Transportation or the U.S. Postal Serv- 
ice. [Order 1084, 5 402-20-220, filed 1/14/76; Order 1, 
8 402-20-220, filed 1/8/69; Rules (part), filed 
10/26/66.] 


WAC 402-20-240 Schedule B, exempt quantis of 
radioactive materials. 


Radioactive Material Microcurie 
Antimony-122 (Sb 122) 100 
Antimony-124 (Sb 124) 10 
Antimony-125 (Sb 125) 10 
Arsenic-73 (As 73) 100 
Arsenic—74 (As 74) 10 
Arsenic—76 (As 76) 10 
Arsenic—77 (As 77) 100 
Barium-131 (Ba 131) 10 
Barium-133 (Ba 133) 10 
Barium-140 (Ba 140) 10 
Bismuth-210 (Bi 210) 4 
Bromine-82 (Br 82) 10 
Cadmium-109 (Cd 109) 10 
Cadmium-115m (Cd 115m) 10 
Cadmium-115 (Cd 115) 100 
Calcium-45 (Ca 45) 10 
Calcium-47 (Ca 47) 10 
Carbon-14 (C 14) 100 
Cerium-141 (Ce 141) 100 
Cerium-143 (Ce 143) 100 
Cerium-144 (Ce 144) 1 
Cesium-129 (Cs 129) 100 
Cesium-131 (Cs 131) 1,000 


402-20-240 


Radioactive Material Microcurie 
Cesium-134m (Cs 134m) 2100 
Cesium-134 (Cs 134) I 
Cesium-135 (Cs 135) 10 
Cesium-136 (Cs 136) 10 
Cesium-137 (Cs 137) 10 
Chlorine-36 (СІ 36) 10 
Chlorine-38 (СІ 38) 10 
Chromium-51 (Cr 51) 1,000 
Cobalt-57 (Co 57) 100 
Cobalt-58m (Co 58m) 10 
Cobalt-58 (Co 58) 10 
Cobalt-60 (Co 60) 1 
Copper-64 (Cu 64) 100 
Dysprosium-165 (Dy 165) 10 
Dysprosium-166 (Dy 166) 100 
Erbium-169 (Er 169) 100 
Erbium-171 (Er 171) 100 
Europium-152 (Eu 152) 9.2h 100 
Europium-152 (Eu 152) 13 yr 1 
Europium-154 (Eu 154) 1 
Europium-155 (Eu 155) 10 
Flourine-18 (F 18) 1,000 
Gadolinium-153 (Gd 153) 10 
Gadolinium-159 (Gd 159) 100 
Gallium-67 (Ga 67) 100 
Gallium-72 (Ga 72) 10 
Germanium-71 (Ge 71) 100 
Gold-198 (Au 198) 100 
Gold-199 (Au 199) 100 
Hafnium-181 (Hf 181) 10 
Holmium-166 (Ho 166) 100 
Hydrogen-3 (Н-3) 1,000 
Indium-111 (In 111) 100 
Indium-113m (In 113m) 100 
Indium-114m (In 114m) 10 
Indium-115m (In 115m) 100 
Indium-115 (In 115) 10 
Iodine-123 (І 123) 100 
Iodine-125 (I 125) 1 
Iodine-126 (I 126) 1 
Iodine-129 (I 129) 0.1 
Iodine-131 (T 131) 1 
Iodine-132 (I 132) 10 
Iodine-133 (I 133) 1 
Iodine-134 (I 134) 10 
Iodine-135 (I 135) 10 
Iridium-192 (Ir 192) 10 
Iridium-194 (Ir 194) 100 
Iron-52 (Fe 52) 10 
Iron-55 (Fe 55) 100 
Iron-59 (Fe 59) 10 
Krypton-85 (Kr 85) 100 
Krypton-87 (Kr 87) 10 
Lanthanum-140 (La 140) 10 
Lutetium-177 (Lu 177) 100 
Manganese-52 (Mn 52) 10 
Manganese-54 (Mn 54) 10 
Manganese—56 (Mn 56) 10: 
Mercury-197m (Hg 197m) 100 
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Radioactive Material Microcurie Radioactive Material Microcurie 
Mercury-197 (Hg 197) 100 Strontium-89 (Sr 89) 1 
Mercury-203 (Hg 203) 10 Strontium-90 (Sr 90) 0.1 
Molybdenum-99 (Mo 99) 100 Strontium-91 (Sr 91) 10 
Neodymium-147 (Nd 147) 100 Strontium—92 (Sr 92) 10 
Neodymium-149 (Nd 149) 100 Sulphur-35 (S 35) 100 
Nickel-59 (Ni 59) 100 Tantalum-182 (Ta 182) 10 
Nickel-63 (Ni 63) 10 Technetium—96 (Tc 96) 10 
Nickel-65 (Ni 65) 100 Technetium-97m (Tc 97m) 100 
Niobium—93m (Nb 93m) 10 Technetium-97 (Tc 97) 100 
Niobium-95 (Nb 95) 10 Technetium-99m (Tc 99m) 100 
Niobium-97 (Nb 97) 10 Technetium-99 (Tc 99) 10 
Osmium-185 (Os 185) 10 Tellurium-125m (Te 125m) 10 
Osmium-191m (Os 191m) 100 Tellurium-127m (Te 127m) 10 
Osmium-191 (Os 191) 100 Tellurium-127 (Te 127) 100 
Osmium-193 (Os 193) 100 Tellurium-129m (Te 129m) 10 
Palladium-103 (Pd 103) 100 Tellurium-129 (Te 129) 100 
Palladium-109 (Pd 109) 100 Tellurium-131m (Te 131m) 10 
Phosphorus-32 (P 32) 10 Tellurium-132 (Te 132) 10 
Platinum-191 (Pt 191) 100 Terbium-160 (Tb 160) 10 
Platinum-193m (Pt 193m) 100 Thallium-200 (ТІ 200) 100 
Platinum-193 (Pt 193) 100 Thallium-201 (Ті 201) 100 
Platinum-197m (Pt 197m) 100 Thallium—202 (ТІ 202) 100 
Platinum-197 (Pt 197) 100 Thallium—204 (ТІ 204) 10 
Polonium-210 (Po 210) 0.1 Thulium-170 (Tm 170) 10 
Potassium-42 (K 42) 10 Thulium-171 (Tm 171) 10 
Potassium—43 (К 43) 10 Tin-113 (Sn 113) 10 
Praseodymium-142 (Pr 142) 100 Tin-125 (Sn 125) 10 
Praseodymium-143 (Pr 143) 100 Tungsten-181 (W 181) 10 
Promethium-147 (Pm 147) 10 Tungsten-185 (W 185) 10 
Promethium-149 (Pm 149) 10 Tungsten-187 (W 187) 100 
Rhenium-186 (Re 186) 100 Vanadium-48 (V 48) 10 
Rhenium-188 (Re 188) 100 Xenon-131m (Xe 131m) 1,000 
Rhodium-103m (Rh 103m) 100 Xenon-133 (Xe 133) 100 
Rhodium-105 (Rh 105) 100 Xenon-135 (Xe 135) 100 
Rubidium-81 (Rb 81) 10 Ytterbium-175 (Yb 175) 100 
Rubidium-86 (Rb 86) 10 Yttrium-87 (Y 87) 10 
Rubidium-87 (Rb 87) 10 Yttrium-90 (Y 90) 10 
Ruthenium-97 (Ru 97) 100 Yttrium-91 (Y 91) 10 
Ruthenium-103 (Ru 103) 10 Yttrium-92 (Y 92) 100 
Ruthenium-105 (Ru 105) 10 Yttrium-93 (Y 93) 100 
Ruthenium-106 (Ru 106) 1 Zinc-65 (Zn 65) 10 
Samarium-151 (Sm 151) 10 Zinc-69m (Zn 69m) 100 
Samarium-153 (Sm 153) 100 Zinc-69 (Zn 69) 1,000 
Scandium-46 (Sc 46) 10 Zirconium-93 (Zr 93) 10 
Scandium-47 (Sc 47) 100 Zirconium-95 (Zr 95) 10 
Scandium-48 (Sc 48) 10 Zirconium-97 (Zr 97) 10 
Selenium-75 (Se 75) 10 Any radioactive material not listed above 
Silicon-31 (Si 31) 100 other than alpha emitting radioactive mate- 
Silver-105 (Ag 105) 10 rial 0.1 
Silver-110m (Ag 110m) 1 

Silver-111 (Ag 111) 100 [Order 1095, 8 402-20-240, filed 2/6/76; Order 708, 5 
Sodium-22 (Na 22) 10 402-20-240, filed 8/24/72; Order 1, § 402-20—240, 
Sodium-24 (Na 24) 10 filed 7/2/71; Order 1, 8 402-20-240, filed 1/8/69; 
Strontium-85 (Sr 85) 10 Rules (part), filed 10/26/66.] 
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WAC 402-20-250 Schedule C, exempt concentra- сова П 
. iqui 
tions. Column I and 
Gas con- solid 
КУ Е Element (пое centra— concen- 
Col І 4 number) tion tration 
соо Soli d Isotope uCi/ml! pCi/ml 
Element (atomic centra— concen- 
number) tion tration = 
Isotope uCi/ ml! uCi/ ml? yap : | x І 2» 
n— xX 
Mercury (80) Hg-197m 2x10? 
Antimony (51) Sb-122 3x107 Hg-197 3x10? 
Sb-124 2x107 Hg-203 2x107 
Sb-125 1x10? Molybdenum (42) Mo-99 2x10? 
Argon (18) Аг-37 1x10? Neodymium (60) Nd-147 6xi0* 
Аг-41 4x107 Nd-149 3x10? 
Arsenic (33) As-73 5x107 Nickel (28) Ni-65 1x10? 
Аѕ-74 5х107 Niobium 
pe P (Columbium) (41) Эрэ 1х1073 
8- x107 9x107 
Barium (56) хар | 2007, Osmium (76) Эв B 1102 
a- X s-191m 3x10^ 
Beryllium (4) Be-7 2x107 Os-191 2x107 
Bismuth (83) Bi-206 4x107 Os-193 6x10 
Bromine (35) Br-82 4х1077 3x10? Palladium (46) Pd-103 3x10? 
Cadmium (48) Cd-109 2x10? Pd-109 9x10 
Cd-115m 3x107 Phosphorus (15) Р-32 2х1 07 
Cd-115 3x107 Platinum (78) Pt-191 1x107 
Calcium (20) Ca-45 9х107 Pt-193m 1x107 
Ca-47 5x10 Pt-197m 1x10? 
Carbon (6) C-14 1х107% 8x10? Pt-197 1x10? 
Cerium (58) Ce-141 9x10 Polonium (84) Po-210 7x10 
Ce-143 4x107 Potassium (19) K-42 3x107 
Ce-144 1х107 Praseodymium (59)  Pr-142 3x10 
Cesium (55) Cs-131 2x10? Pr-143 5x107 
eur NR S Шу 
Chlorine (17) СІ-38 9x107 4x10 Radium (88) Ra-226 1x107 
Chromium (24) Cr-51 2x107 Ra-228 3x10" 
Cobalt (27) Co-57 5x10 Rhenium (75) Re-183 6x107 
Co-58 1х107 Re-186 9x107 
Co-60 5x10 Re-188 6x10 ^ 
Copper (29) Cu-64 3x10? Rhodium (45) Rh-103m 1x107 
Dysprosium (66) Dy-165 4x10? Rh-105 1x10? 
Dy-166 4x10" Rubidium Rb-86 7x10 
Erbium (68) ES nit, Ruthenium (44) EA n 
r— X u- X 
Europium (63) Eu-152 6x10 * Ru-105 1x107 
(Tr-9.2 h) Ru-106 1x107 [uu 
Eu-155 2x10? Samarium (62) Sm-153 8х107 22 
Fluorine (9) F-18 2x107$ 8x10 Scandium (21) Sc-46 4x107 Ёс 
Gadolinium (64) Gd-153 2x10 Sc-47 9x10 
Gd-159 8x10 Sc-48 3x10 
Gallium (31) Са-72 4x10 Selenium (34) Se-75 3x10? 
Germanium (32) Ge-71 2x10? Silicon (14) Si-31 9x10? 
Gold (79) Au-196 2х1073 Silver (47) Ag-105 1x10) 
Au-198 5х107 Ag-110m 3x107 
Au-199 2x107 Ар-111 4x107 
Hafnium (72) Hf-181 7x10 Sodium (11) Ма-24 2x107 
Hydrogen (1) H-3 5x10% 3x107 Strontium (38) Sr-85 1х107% 
Indium (49) In-113m 22 dxl07 Sr-89 1x107 
In-114m 2x10 4 Sr-91 7х107 
Iodine (53) 1-126 3x10? 2x10% Sr-92 7x10 
1-131 3x10? 2x10? Sulfur (16) S-35 9x10? 6х107 
1-132 8x107 6x107 Tantalum (73) Ta-182 4х107* 
E m 15112 Technetium (43) igo Ho 
= 9,4 X С-: X 
Iridium (77) Ir-190 2x107 Tellurium (52) Te-125m 2x107 
Ir-192 4x10 Te-127m 6x10 
Ir-194 3x107 Te-127 3x107 
Iron (26) Fe-55 8x10 Te-129m 3x10 
Fe-59 ; 6x10* Te-131m 6x10 4 
Krypton (36) Kr-85m 1x10” Te-132 3x107* 
Kr-85 3x10 Terbium (65) Tb-160 4х1074 
Lanthanum (57) La-140 2x107 Thallium (81) TI-200 4x107 
Lead (82) Pb-203 4x107 ТІ-201 3х107 
Lutetium (71) Lu-177 1x107 ТІ-202 1x10? 
Manganese (25) Mn-52 3x10 ТІ-204 1x10? 


402-20-250 
Column П 
Liquid 
Column I and 
Gas con- solid 
Element (atomic centra— concen— 
number) tion ! tration 2 
Isotope pCi/ml uCi/ml 
Thulium (69) Tm-170 5x10 
Tm-171 5x10? 
Tin (50) Sn-113 9х107% 
Sn-125 2x10 
Tungsten 
(Wolfram) (74) — W-181 4x10? 
W-187 7x10% 
Vanadium (23) V-48 3x10 
Xenon (54) Xe-131m 4x10 $ 
Xe-133 3x10 $ 
Xe-135 1x10% 
Ytterbium (70) Yb-175 1x10? 
Yttrium (39) Y-90 2x107* 
Y-91m 3x10? 
Y-91 3х107 
Y-92 6x10% 
Y-93 i 3х107 
Zinc (30) Zn-65 1x10? 
Zn-69m 7x10 
Zn-69 2x10? 
Zirconium (40) Zr-95 6x10~ 
Zr-97 2x10 
Beta and/or gamma emitting radio- 
active material not listed above with 
half-life less than 3 years. 1x1077 151079 


NOTES: 


‘Values are given in Column I only for those materials normally 
used as gases 
uCi/gm are for solids 


NOTE 1: Many radioisotopes disintegrate into isotopes 
which are also radioactive. In expressing the 
concentrations in Schedule A the activity 
stated is that of the parent isotope and takes 


into account the daughters. 


For purposes of WAC 402-20-190(2) where 
there is involved a combination of isotopes, 
the limit for the combination should be de- 
rived as follows: Determine for each isotope 
in the product the ratio between the concen- 
tration present in the product and the ex- 
empt concentration established in WAC 
402-20-250 Schedule C for the specific iso- 
tope when not in combination. The sum of 
such ratios may not exceed "1" (i.e., unity). 


EXAMPLE: 


NOTE 2: 


Concentration of Isotope А in Product 


Exempt concentration of Isotope A 
+ 


Concentration of Isotope B in Product 


Exempt concentration of Isotope B 


<l 


[Order 1095, $ 402—20—250, filed 2/6/76; Order 708, $ 
402-20-250, filed 8/24/72; Order 1, $ 402-20-250, 
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filed 7/2/71; Order 1, $ 402-20—250, filed 1/8/69; 
Rules (part), filed 10/26/66.] 


WAC 402-20-260 Schedule D, groups of medical 
uses of radioactive material. (1) Group I. Use of pre- 
pared radiopharmaceuticals for certain diagnostic stud- 
ies involving measurements of uptake, dilution, and 
excretion. This group does not include uses involving 
imaging and tumor localizations. 

(a) Iodine-131 as sodium iodide (Ма1-131) for mea- 
surement of thyroid uptake; 

(b) Iodine-125 as sodium iodide (Ма1-125) for mea- 
surement of thyroid uptake; 

(c) Iodine-131 as iodinated human serum albumin 
(IHSA) for determination of blood and blood plasma 
volume and for studies of cardiovascular function and 
protein turnover; 

(d) Iodine-125 as iodinated human serum albumin 
(IHSA) for determination of blood and blood plasma 
volume and for studies of cardiovascular function and 
protein turnover; 

(e) Iodine-131 as labeled rose bengal for liver func- 
tion studies; 

(f) Iodine-125 as labeled rose bengal for liver func- 
tion studies; 

(g) Iodine-131 as labeled fats or fatty acids for fat 
absorption studies; 

(h) Iodine-125 as labeled fats or fatty acids for fat 
absorption studies; 

(i) lodine-131 as labeled iodopyracet, sodium iodo- 
hippurate, sodium diatrizoate, diatrizoate 
methylglucamine, sodium  diprotrizoate, sodium 
acetrizoate, or sodium iothalamate for kidney function 
studies; 

(j) Iodine-125 as labeled iodopyracet, sodium iodo- 
hippurate, sodium diatrizoate, diatrizoate 
methyglucamine, sodium diprotrizoate, sodium 
acetrizoate, or sodium iothalamate for kidney function 
studies; 

(k) Cobalt-57 as labeled cyanocobalamin for intesti- 
nal absorption studies; 

(1) Cobalt-58 as labeled cyanocobalamin for intestinal 
absorption studies; 

(m) Cobalt-60 as labeled cyanocobalamin for intesti- 
nal absorption studies; 

(n) Chromium-51 as sodium chromate for determina- 
tion of red blood cell volume and studies of red blood 
cell survival time and gastrointestinal blood loss; 

(o) Chromium-51 as labeled human serum albumin 
for gastrointestinal protein loss studies; 

(p) Поп-59 as chloride, citrate, or sulfate for iron 
turnover studies; 

(q) Potassium—42 as chloride for potassium space 
determination; 

(r) Sodium-24 as chloride for sodium space 
determinations; 

(s) Technetium-99m as pertechnetate for blood flow 
studies; 

(t) Mercury as chlormerodrin for kidney function 
studies; 
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(u) Any radioactive material in a radiopharmaceutical 
and for a diagnostic use involving measurements of up- 
take, dilution, or excretion for which a "Notice of 
Claimed Investigational Exemption for a New Drug" 
(IND) has been accepted by the Food and Drug Ad- 
ministration (FDA) or for which an NDA is in effect. 

(2) Group П. Use of prepared radiopharmaceuticals 
for diagnostic studies involving imaging and tumor 
localizations. 

(a) lodine-131 as sodium iodide for thyroid imaging; 

(b) lodine-125 as sodium iodide for thyroid imaging; 

(c) Iodine-131 as iodinated human serum albumin 
(IHSA) for brain tumor localizations and cardiac 
imaging; 

(d) Iodine-131 as macroaggregated iodinated human 
serum albumin for lung imaging; 

(e) lodine-131 as colloidal (microaggregated) 
iodinated human serum albumin for liver imaging; 

(f) Iodine-131 as labeled rose bengal for liver 
imaging; 

(в) Iodine-131 as iodopyracet, sodium iodohippurate, 
sodium, diatrizoate, diatrizoate methylglucamine, sodi- 
um diprotrizoate, or sodium acetrizoate for kidney 
imaging; 

(h) Iodine-131 as sodium idoipamide for cardiac 
imaging; 

(i) Iodine-131 as iodinated human serum albumin 
(IHSA) for placenta localization; 

6) Chromium-51 as sodium chromate for spleen 
imaging; 

(k) Chromium-51 as labeled human serum albumin 
for placenta localization; 

(1) Gold-198 in colloidal form for liver imaging; 

(m) Mercury-197 as labeled chlormerodrin for kidney 
and brain imaging; 

(n) Mercury-203 as labeled chlormerodrin for brain 
imaging; 

(о) Selenium-75 as labeled selenomethionine for pan- 
creas imaging; 

(p) Strontium-85 as nitrate or chloride for bone im- 
aging in patients with suspected or diagnosed cancer; 

(а) Technetium-99m ав pertechnetate for brain 
imaging; 

(r) Technetium-99m as pertechnetate for thyroid 
imaging; 

(s) Technetium-99m as pertechnetate for salivary 
gland imaging; 

(t) Technetium—99m as pertechnetate for blood pool 
imaging, including placenta localization; 

(u) Technetium-99m as labeled sulfur colloid for liv- 
er, spleen, and bone marrow imaging; 

(v) Technetium-99m as labeled macroaggregated 
human serum albumin for lung imaging; 

(w) Any radioactive material in a 
radiopharmaceutical prepared from a reagent kit listed 
in paragraph (3)(c) of this section for a use listed in that 
paragraph; 

(x) Any radioactive material in a radiopharmaceutical 
and for a diagnostic use involving imaging for which a 
"Notice of Claimed Investigational Exemption for a 
New Drug" (IND) has been accepted by the Food and 
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Drug Administration (FDA) or for which an NDA is in 
effect. 

(3) Group III. Use of generators and reagent kits for 
the preparation and use of radiopharmaceuticals con- 
taining radioactive material for certain diagnostic uses. 

(а) Molybdenum-99/technetium-99m generators for 
the elution of technetium-99m as pertechnetate for: 

(1) Brain imaging; 

(ii) Thyroid imaging; 

(iii) Salivary gland imaging; 

(іу) Blood pool imaging including placenta 
localization; 

(v) Blood flow studies; 

(vi) Use with reagent kits for preparation and use of 
radiopharmaceuticals containing technetium—99m as 
provided in paragraphs (3)(c) and (d) of this section; 

(b) Technetium-99m as pertechnetate for use with 
reagent kits for preparation and use of radiopharmaceu- 
ticals containing technetium-99m as provided in para- 
graphs (3)(c) and (d) of this section; 

(c) Reagent kits for preparation of technetium-99m 
labeled: 

(i) Sulfur colloid for liver and spleen imaging; 

(ii) Iron-ascorbate-diethylenetriamine pentaacetic 
acid complex for kidney imaging; 

(iii) Diethylenetriamine pentaacetic acid (Sn) for kid- 
ney imaging and kidney function studies; 

(iv) Diethylenetriamine pentaacetic acid (Sn) for 
brain imaging; 

(v) Human serum albumin microspheres for lung 
imaging; 

(vi) Polyphosphates for bone imaging; 

(vii) Macroaggregated human serum albumin for lung 
imaging; 

(viii) Distannous etidronate complex for bone 
imaging; 

(ix) Stannous pyrophosphate for bone imaging. 

(d) Any generator or reagent kit for preparation and 
diagnostic use of a radiopharmaceutical containing ra- 
dioactive material for which generator or reagent kit a 
"Notice of Claimed Investigational Exemption for a 
New Drug" (IND) has been accepted by the Food and 
Drug Administration (FDA) or for which an NDA is in 
effect. 

(4) Group IV. Use of prepared radiopharmaceuticals 
for certain therapeutic uses that do not normally require 
hospitalization for purposes of radiation safety; 

(a) Iodine-131 as iodide for treatment of hyperthy- 
riodism and cardiac dysfunction; 

(b) Phosphorus-32 as soluble phosphate for treatment 
of polycythemia vera, leukemia and bone metastases; 

(c) Phosphorus—32 as colloidal chromic phosphate for 
intracavitary treatment of malignant effusions; 

(d) Any radioactive material in a radiopharmaceutical 
and a therapeutic use not normally requiring hospital- 
ization for purposes of radiation safety for which a 
"Notice of Claimed Investigational Exemption for a 
New Drug" (IND) has been accepted by the Food and 
Drug Administration (FDA) or for which an NDA is in 
effect. 
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(5) Group V. Use of prepared radiopharmaceuticals 
for certain therapeutic uses that normally require hospi- 
talization for purposes of radiation safety; 

(a) Gold—198 as colloid for intracavitary treatment of 
malignant effusions; 

(b) Iodine-131 as iodide for treatment of thyroid 
carcinoma; 

(c) Any radioactive material in a radiopharmaceutical 
and for a therapeutic use normally requiring hospital- 
ization for radiation safety reasons for which a "Notice 
of Claimed Investigational Exemption for a New Drug" 
(IND) has been accepted by the Food and Drug Ad- 
ministration (FDA) or for which an NDA is in effect. 

(6) Group VI. Use of sources and devices containing 
radioactive material for certain medical uses: 

(a) Americium—241 as a sealed source in a device for 
bone mineral analysis; 

(b) Cesium-137 encased in needles and applicator 
cells for topical, interstitial, and intracavitary treatment 
for cancer; 

(c) Cobalt-60 encased in needles and applicator cells 
for topical, interstitial, and intracavitary treatment of 
cancer; 

(d) Gold-198 as seeds for interstitial treatment of 
cancer; 

(e) lodine-125 as a sealed source in a device for bone 
mineral analysis; 

(f) Iridium-192 as seeds encased in nylon ribbon for 
interstitial treatment of cancer; 

(g) Strontium-90 sealed in an applicator for treat- 
ment of superficial eye conditions; 

(h) Iodine-125 as seeds for interstitial treatment of 
cancer. [Order 1084, § 402-20-260, filed 1/14/76; Or- 
der 708, 5 402-20-260, filed 8/24/72; Order 1, 8 402- 
20-260, filed 7/2/71; Order 1, $ 402-20-260, filed 
1/8/69; Rules (part), filed 10/26/66.] 


WAC 402-20-270 Schedule E, limits for broad li- 
censes. (See also WAC 402-20-073) 


Radioactive Col. I Col. II 
Material curies curies 
Antimony-122 1 0.01 
Antimony-124 1 0.01 
Antimony-125 1 0.01 
Arsenic-73 10 0.1 
Arsenic—74 1 0.01 
Arsenic—76 І 0.01 
Arsenic-77 10 0.1 
Barium-131 10 0.1 
Barium-140 1 0.01 
Beryllium-7 10 0.1 
Bismuth-210 0.1 0.001 
Bromine-82 10 0.1 
Cadmium-109 1 0.01 
Cadmium-115m 1 0.01 
Cadmium-115 10 0.1 
Calcium-45 1 0.01 
Calcium-47 10 0.1 
Carbon-14 100 1. 
Cerium-141 10 0.1 
Cerium-1 43 10 0.1 


[Title 402 WAC—p 36] 


Title 402 WAC: Radiation Control Agency 


Radioactive 
Material 


Cerium-144 
Cesium-131 
Cesium-134m 
Cesium-134 
Cesium-135 
Cesium-136 
Cesium-137 
Chlorine—36 
Chlorine—38 
Chromium-51 
Cobalt—57 
Cobalt-58m 
Cobalt—58 
Cobalt—-60 
Copper-64 
Dysprosium-165 
Dysprosium-166 
Erbium-169 
Erbium-171 
Europium-152 (9.2h) 
Europium-152 (13 y) 
Europium-154 
Europium-155 
Fluorine-18 
Gadolinium-1 53 
Gadolinium-159 
Gallium-72 
Germanium-71 
Gold-198 
Gold-199 
Hafnium-181 
Holmium-166 
Hydrogen-3 
Indium-113m 
Indium-114m 
Indium-115m 
Indium-115 ` 
Iodine-125 
Iodine-126 
Iodine-129 
Iodine-131 
Iodine-132 
Iodine-133 
Iodine-134 
Iodine-135 
Iridium-192 
Iridium-194 
Iron-55 

Ітоп-59 
Krypton-85 
Krypton-87 
Lanthanum-140 
Lutetium-177 
Manganese-52 
Manganese-54 
Manganese-56 
Mercury-197m 
Mercury-197 
Mercury-203 


Col. I 
curies 


0.1 
100 
100 

0.1 

1 

10 

0.1 


oo 
-- 


100 
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Col. П 
curies 
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Radioactive Col. I Col. II Radioactive Col. I Col. П са 
Material curies curies Material curies curies E 
Molybdenum-99 10 0.1 Technetium-97m 10 0.1 | 
Neodymium-147 10 0.1 Technetium-97 10 0.1 | 
Neodymium-149 10 0.1 Technetium-99m 100 l. | 
Nickel-59 10 0.1 Technetium-99 1 0.01 | 
Nickel-63 1 0.01 Tellurium-125m 1 0.01 
Nickel-65 10 0.1 Tellurium-127m 1 0.01 | 
Niobium-93m 1 0.01 Tellurium-127 10 01 . | 
Niobium-95 1 0.01 Tellurium-129m 1 0.01 | 
Niobium-97 100 l. Tellurium-129 100 1. | 
Osmium-185 1 0.01 Tellurium-131m 10 0.1 
Osmium-191m 100 l. Tellurium-132 1 0.01 
Osmium-191. 10 0.1 Terbium-160 1 0.01 
Osmium-193 10 0.1 Thallium-200 10 0.1 | 
Palladium-103 10 0.1 Thallium-201 10 0.1 | 
Palladium-109 10. 04 Thallium-202 10 0.1 | 
Phosphorus—32 1 0.01 Thallium-204 1 0.01 
Platinum-191 10 0.1 Thulium-170 1 0.01 
Platinum-193m 100 l. Thulium-171 І 0.01 
Platinum-193 10 0.1 Tin-113 1 0.01 | 
Platinum-197m 100 l. Tin-125 1 0.01 | 
Platinum-197 10 0.1 Tungsten-181 1 0.01 | 
Polonium-210 0.01 0.0001 Tungsten-185 1 0.01 | 
Роїазв1шт—42. 1 0.01 Tungsten-187 10 0.1 
Praseodymium--142 10 0.1 Vanadium-48 1 0.01 
Praseodymium-143 10 0.1 Xenon-131m 1,000 10. 
Promethium-147 1 0.01 Хепоп-133 100 1. | 
Promethium—149 10 0.1 Xenon-135 100 1. | 
Radium-226 0.01 0.0001 Ytterbium-175 10 0.1 | 
Rhenium-186 10 0.1 Yttrium-90 1 0.01 | 
Rhenium-188 10 0.1 Yttrium-91 1 0.01. | 
Rhodium-103m 1,000 10 Yttrium-92 10 0.1 | 
Rhodium-105 10 0.1 Yttrium-93 1 0.01 
Rubidium-86 l 0.01 Zinc-65 1 0.01 
Rubidium-87 | 0.01 Zinc-69m 10 0.1 | 
Ruthenium-97 100 1. Zinc-69 100 1. | 
Ruthenium-103 1 0.01 Zirconium-93 1 0.01 | 
Ruthenium-105 10 0.1 Zirconium-95 1 0.01 
Ruthenium-106 0.1 0.001 Zirconium-97 1 0.01 
Samarium-151 1 0.01 Any radioactive mate- 
Samarium-153 10 0.1 rial other than source 
Scandium—46 1 0.01 material, special nucle- | 
Scandium-47 10 0.1 ar material, or alpha | 
Scandium-48 1 0.01 emitting radioactive | 
SeleniumeTs | 0.01 material not listed | 
Silicon-31 10 0.1 above. 0,1 0.001 E 
Silver-105 | 0.01 [Order 1084, $ 402—20—270, filed 1/14/76.] E 
Silver-110m 0.1 0.001 pu 
Silver-111 10 0.1 | 
Sodium-22 0.1 0.001 E 
Sodium-24 l 0.01 Chapter 402-24 WAC | : 
Strontium-85m 1,000 10. STANDARDS FOR PROTECTION AGAINST | 
Strontium—85 1 0.01 RADIATION Ё 
Strontium-89 | 0.01 | 
Strontium-90 0.01 0.0001 WAC | 
Strontium-91 10 0.1 402—24-010, Purpose and scope. | 
Strontium—92 10 0.1 402-24-020 Radiation dose to individuals in restricted areas. 
Sulphur-35 10 0.1 402 24 030 оо a of radioac- 
Tantalum-182 1 0.01 tive materials in restricted areas. 
Technetium-96 10 0.1 402-24-035 Exposure of minors. 
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402-24-040 Permissible levels of radiation from external sources 
E. in unrestricted areas. 

402-24-050 ^ Concentration in effluents to unrestricted areas. 

402-24-060 Leak tests. 

402-24-070 Personnel monitoring. 

402-24-080 Orders requiring furnishing bioassay services. 

402-24-085 Surveys. 

402-24-090 Caution signs, labels, and signals. 

402-24-095 Exceptions from posting and labeling requirements. 

402-24-110 Instruction of personnel. 

402-24-120 Security and fire protection of stored radioactive 
material. 

402-24-125 Procedures for picking up, receiving, and opening 
packages. | 

402-24-130 Waste disposal, general requirement. 

402-24-135 Method of obtaining approval of proposed disposal 
procedures. 

402-24-140 Disposal by release into sanitary sewerage systems. 

402-24-150 Disposal by burial in soil. 

402-24-160 Disposal by incineration. 

402-24-170 Records of surveys, radiation monitoring, and 
disposal. 

402-24-180 Reports of theft or loss of radiation sources. 

402-24-190 ^ Notification of incidents. 

402-24-200 Reports of overexposures and excessive levels and 
concentrations. 

402-24-210 Vacating premises. 

402-24-215 Notifications and reports to individuals. 

402-24-220 | Appendix A — Concentrations in air and water above 

: natural background. 
402-24-230 Appendix B. 


DISPOSITION OF SECTIONS FORMERLY CODIFIED IN THIS 
CHAPTER 


Caution signs, signals and controls. [Order 708, § 402- 
24-100, filed 8/24/72; Order 1, $ 402-24-100, filed 
7/2/71; Order 1, $ 402-24-100, filed 1/8/69; Rules 


402-24-100 


(part), filed 10/26/66.] Repealed by Order 1095, filed 


2/6/76. 


WAC 402-24-010 Purpose and scope. This chapter 
establishes standards for protection against. radiation 
hazards. Except as otherwise specifically provided, this 
chapter applies to all licensees or registrants. Nothing in 
this chapter shall be interpreted as limiting the inten- 
tional exposure of patients to radiation for the purpose 
of medical diagnosis or therapy. The definitions con- 
tained in WAC 402-12-050 also apply to this chapter. 
Chapter 402-10 WAC, Statement of Philosophy, is di- 
rectly applicable to this chapter. [Order 1095, $ 402- 
24-010, filed 2/6/76; Order 1, 8 402-24-010, filed 
1/8/69; Rules (part), filed 10/26/66.] 


WAC 402-24-020 Radiation dose to individuals in 
restricted areas.* (1) Except as provided in WAC 402- 
24-020(2) no licensee or registrant shall possess, use, 
receive, or transfer sources of radiation in such a manner 
as to cause any individual in a restricted area to receive 
in any period of one calendar quarter from all sources of 
radiation in the licensee's or registrant's possession a 
dose in excess of the limits specified in the following 
table: 


Rem per Calendar Quarter 


Whole body; head and trunk; active 
blood-forming organs; lens of 


eyes; or ропаб8.................... 1:23 
Hands and forearms; feet and ankles...... 18.75 
Skin of whole body ............ Exe iet 7.5 
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NOTE: 


*For determining the doses specified in WAC 402-24-020 a dose 
from x- or gamma rays up to 10 MeV may be assumed to be equiva- 
lent to the exposure measured by a properly calibrated appropriate in- 
strument in air at or near the body surface in the region of the highest 
dose rate, 


(2) A licensee or registrant may permit an individual 
in a restricted area to receive a dose to the whole body 
greater than that permitted under WAC 402-24-020(1), 
provided that: 

(a) During any calendar quarter the dose to the whole 
body from sources of radiation in the licensee's or regis- 
trant's possession shall not exceed 3 rems; 

(b) The dose to the whole body, when added to the 
accumulated occupational dose to the whole body, shall 
not exceed 5(М--18) rems when "№" equals the individ- 
ual's age in years at the individual's last birthday; and 

(c) The licensee or registrant has determined the indi- 
vidual's accumulated occupational dose. to the whole 
body on Department Form RHF-4 or on a clear and 
legible record containing all the information required in 
that form and has otherwise complied with the require- ` 
ments of WAC 402-24-024. As used іп WAC 402-24- 
020(2) "dose to the whole body" shall be deemed to in- 
clude any dose to the whole body, gonads, active blood— 
forming organs, head and trunk, or lens of the eye. [Or- 
der 1095, 5 402-24-020, filed 2/6/76; Order 1, 8 402- 
24—020, filed 1/8/69; Rules (part), filed 10/26/66.] 


WAC 402-24-024 Determination of accumulated 
dose. (1) This section contains requirements which must 
be satisfied by licensees or registrants who propose, pur- 
suant to WAC 402-24-020(2) to permit individuals in a 
restricted area to receive exposure to radiation in excess 
of the limits specified in WAC 402-24-020(1). 

(2) Before permitting any individual in a restricted 
area to be exposed to radiation in excess of the limits 
specified іп WAC 402-24-020(1) each licensee or regis- 
trant shall: 

(a) Obtain a certificate on State of Washington Oc- 
cupational External Radiation Exposure. History (Form 
ЕНЕ-4) or on a clear and legible record containing all 
the information required in that form, signed by the in- 
dividual, showing each period of time after the individu- 
al attained the age of 18 in which the individual received 
an occupational dose of radiation; and 

(b) Calculate on Form RHF-4 in accordance with the 
instructions appearing therein, or on a clear and legible 
record containing all the information required in that 
form, the previously accumulated occupational dose re- 
ceived by the individual and the additional dose allowed 
for that individual under WAC 402-24-0200). 

(3) 

(a) In the preparation of Form КНЕ-4, or a clear and 
legible record containing all the information required in 
that form, the licensee or registrant shall make a rea- 
sonablé effort to obtain reports of the individual's previ- 
ously accumulated occupational dose. For each period 
for which the licensee or registrant obtains such reports, 
the dose shown in the report shall be used in. preparing 
the form. In any case where a licensee or registrant is 
unable to obtain reports of the individual's occupational 


Standards For Protection Against Radiation 


dose for a previous complete calendar quarter, it shall be 
assumed that the individual has received the occupation- 
al dose specified in whichever of the following columns 


apply: 


Part of Body Column 1' Column 2? 
Whole body, gonads, active 

blood—forming organs, head 

and trunk, lens of eye 3.75 1.25- 


NOTES: 


‘Assumed Dose іп Rems for Calendar Quarters Prior to January 1, 
1961 

?Assumed Dose іп Rems for Calendar Quarters Beginning on or Af- 
ter January 1, 1961 


(b) The licensee or registrant shall retain and preserve 
records used in preparing Form RHF-4. If calculation 
of the individual's accumulated occupational dose for all 
periods prior to January 1, 1961, yields a result higher 
than the applicable accumulated dose value for the indi- 
vidual as of that date, as specified in WAC 402-24- 
020(2)(b) the excess may be disregarded. [Order 1095, 
5 402-24-024, filed 2/6/76.] 


WAC 402-24-030: Exposure of individuals to con- 
centrations. of radioactive materials in restricted areas. 
(1) No licensee shall possess, use, receive, or transfer 
radioactive material in such a manner as to cause an in- 
dividual in a restricted area to be exposed to airborne 
radioactive material in an average concentration in ex- 
cess of the limits specified in. WAC 402-24-220, Ap- 
pendix A, Table 1. 'Expose, as used in this section 
means that the individual is present in an airborne con- 
centration. No allowance shall be made for the use of 
protective clothing or equipment, or particle size, except 
as authorized by the Department pursuant to WAC 
402-24-030(3). 

(2) The limits given іп WAC 402-24-220, Appendix 
A, Table 1 are based upon exposure to the concentra- 
tions specified for forty (40) hours in any period of seven 
(7) consecutive days. In any such period where the 
number of hours or of exposure is less than forty (40), 
the limits specified in the table may be increased pro- 
portionately. In any such period where the number of 
hours of exposure is greater than forty (40), limits spec- 
ified in the table shall be decreased proportionately. 

(3) | 

(a) Except as authorized by the Department pursuant 
to this paragraph, no allowance shall be made for parti- 
cle size or the use of protective clothing or equipment in 
determining whether an individual is exposed to an air- 
borne concentration in excess of the limits specified in 
WAC 402-24-220, Appendix A, Table 1. 

(b) The Department may authorize a licensee to ex- 
pose an individual in a restricted area to airborne con- 
centrations in excess of the limits specified in WAC 
402-24-220, Appendix A, Table 1, upon receipt of an 
application demonstrating that the concentration is 
composed in whole or in part of particles of such size 
that such particles are not respirable and that the indi- 
vidual will not inhale the concentrations in excess of the 
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limits established in WAC 402-24-220, Appendix А, 
Table 1. Each application under this subparagraph shall 
include an analysis of particle sizes in the concentrations 
and a description of the methods used in determining the 
particle sizes. 

(c) The Department may authorize a licensee to ex- 
pose an individual in a restricted area to airborne con- 
centrations in excess of the limits specified in WAC 
402-24-220, Appendix A, Table 1, upon receipt of an 
application demonstrating that the individual will wear 
appropriate protective equipment and that the individual 
will not inhale, ingest, or absorb quantities of radioactive 
material in excess of those which might otherwise be 
permitted under this part for individuals in restricted 
areas during a 40-hour week. Each application under 
this subparagraph shall contain the following 
information: 

(i) A description of the protective equipment to be 
employed, including the efficiency of the equipment for 
the material involved; 

(ii) Procedures for the fitting, maintenance, imd 
cleaning of the protective equipment; 

(iii) Procedures governing the use of the protective 
equipment, including supervisory procedures and length 
of time the equipment will be used by the individuals in 
each work week. The proposed periods for use of the 
equipment by any individual should not be of such du- 
ration as would discourage observance by the individual 
of the proposed procedures; and 

(iv) The average concentrations present іп the area 
occupied by individuals. [Order 1095, 8 402-24-030, 
filed 2/6/76; Order 1, 8 402-24-030, filed 1/8/69; 
Rules (part), filed 10/26/66.] 


WAC 402-24-035 Exposure of minors.* (1) No li- 
censee or registrant shall possess, use, or transfer sources 
of radiation in such a manner as to cause any individual 
within a restricted area, who is under 18 years of age, to 
receive in any period of one calendar quarter from all 
sources of radiation in such licensee's or registrant's 
possession a dose in excess of 10 percent of the limits 
specified in the table in WAC 402-24-020(1). 

(2) No licensee shall possess, use, or transfer radioac- 
tive material in such a manner as to cause any individual 
within a restricted area, who is under 18 years of age, to 
be exposed to airborne radioactive material in an aver- 
age concentration in excess of the limits specified in 
WAC 402-24-220, Appendix A, Table II, of this chap- 
ter. For purposes of this paragraph, concentrations may 
be averaged over periods not greater than a week. 

(3) The provisions of WAC 402-24-030(3) shall ap- 
ply to exposures subject to WAC 402-24-035(2). 


NOTE: 
*For determining the doses specified in this section, a dose from х- 
or gamma rays up to 10 MeV may be assumed to be equivalent to the 


exposure measured by a properly calibrated appropriate instrument in 
air at or near the body surface in the region of the highest dose rate. 


[Order 1095, 5 402-24-035, filed 2/6/76.] 
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WAC 402-24-040 Permissible levels of radiation 
from external sources in unrestricted areas.* 


NOTE: 


*It is the intent of this section to limit radiation levels so that it is 
unlikely that individuals in unrestricted areas would receive a dose to 
the whole body in excess of 0.5 rem in any one year. If in specific in- 
stances, it is determined by the department that this intent is not met, 
the Department may, pursuant to WAC 402-12-160, impose such ad- 
ditional requirements on the licensee or registrant as may be necessary 
to meet the intent. ` 


(1) Except as authorized by the Department pursuant 
to WAC 402-24—040(2), no licensee or registrant shall 
possess, use, or transfer sources of radiation in such a 
manner as to create in any unrestricted area from such 
sources of radiation in that person's possession: 

(a) Radiation levels which, if an individual were con- 
tinuously present in the area, could result in the individ- 
ual's receiving a dose in excess of 2 millirems in any 1 
hour; оғ: 

(b) Radiation levels which, if an individual were con- 
tinuously present in the area, could result in the individ- 
ual's receiving a dose in excess of 100 millirems in any 7 
consecutive days. 

(2) Any person may apply to the Department for pro- 
posed limits upon levels of radiation in unrestricted areas 
. in excess of those specified in WAC 402-24-040(1) re- 
sulting from the applicant's possession or use of sources 
of radiation. Such applications should include informa- 
tion as to anticipated average radiation levels and antic- 
ipated occupancy times for each unrestricted area 
involved. The Department will approve the proposed 
limits if the applicant demonstrates to the satisfaction of 
the Department that the proposed limits are not likely to 
cause any individual to receive a dose to the whole body 
in any period of one calendar year in excess of 0.5 rem. 
[Order 1095, 5 402-24—040, filed 2/6/76; Order 1, 8 
402-24-040, filed 1/8/69; Rules (part), filed 
10/26/66.] 


WAC 402-24-050 Concentration in effluents to un- 
restricted areas. (1) A licensee shall not possess, use, or 
transfer licensed material so as to release to an unre- 
stricted area radioactive material in concentrations 
which exceed the limits specified in WAC 402-24-220, 
Appendix A, Table II, except as authorized pursuant to 
WAC 402-24-050(2). For purposes of this section con- 
centrations may be averaged over a period not greater 
than one year. 

(2) An application for a license or amendment may 
include proposed limits higher than those specified in 
WAC 402-24-050(1). Тһе department will approve the 
proposed limits if the applicant demonstrates: 

(a) That the applicant has made a reasonable effort to 
minimize the radioactivity contained in effluents to un- 
restricted areas; and 

(b) That it is not likely that radioactive material dis- 
charged in the effluent would result in the exposure of 
an individual to concentrations of radioactive material in 
air or water exceeding the limits specified in WAC 402- 
24—220, Appendix A, Table II. 

(3) An application for higher limits pursuant to WAC 
402-24-050(2) shall include information demonstrating 
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that the applicant has made a reasonable effort to mini- 
mize the radioactivity discharged in effluents to unre- 
stricted areas, and shall include, as pertinent: 

(a) Information as to flow rates, total volume of ef- 
fluent, peak concentration of each radionuclide in the 
effluent, and concentration of each radionuclide in the 
effluent averaged over a period of one year at the point 
where the effluent leaves a stack, tube, pipe, or similar 
conduit; 

(b) A description of the properties of the effluents, 
including: 

(i) Chemical composition, 

(ii) Physical characteristics, including suspended sol- 
ids content in liquid effluents, and nature of gas or 
aerosol for air effluents, 

(iii) The hydrogen ion concentrations (pH) of liquid 
effluents, and 

(iv) The size range of particulates in effluents released 
into air; 

(c) A description of the anticipated human occupancy 
in the unrestricted area where the highest concentration 
of radioactive material from the effluent is expected, 
and, in the case of a river or stream, a description of 
water uses downstream from the point of release of the 
effluent; 

(d) Information as to the highest concentration of 
each radionuclide in an unrestricted area, including an- 
ticipated concentrations averaged over a period of one 
year: 

(i) In air at any point of human occupancy, or 

(ii) In water at points of use downstream from the 
point of release of the effluent; 

(e) The background concentration of radionuclides in 
the receiving river or stream prior to the release of liquid 
effluent; С 

(f) A description of the environmental monitoring 
equipment, including sensitivity of the system, and pro- 
cedures and calculations to determine concentrations of 
radionuclides in the unrestricted area and possible 
reconcentrations of radionuclides; and 

(g) A description of the waste treatment facilities and 
procedures used to reduce the concentration of radionu- 
clides in effluents prior to their release. 

(4) For the purposes of this section, the concentration 
limits in WAC 402-24-220, Appendix A, Table П of 
this part shall apply at the boundary of the restricted 
area. The concentration of radioactive material dis- 
charged through a stack, pipe or similar conduit may be 
determined with respect to the point where the material 
leaves the conduit. If the conduit discharges within the 
restricted area, the concentration at the boundary may 
be determined by applying appropriate factors for dilu- 
tion, dispersion, or decay between the point of discharge 
and the boundary. 

(5) In addition to limiting concentrations in effluent 
streams, the Department may limit quantities of radio- 
active material released in air or water during a speci- 
fied period of time if it appears that the daily intake of 
radioactive material from air, water, or food by a suit- 
able sample of an exposed population group, averaged 
over a period not exceeding one year, would otherwise 
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exceed the daily intake resulting from continuous expo- 
sure to air or water containing one-third (1/3) the con- 
centration of radioactive material specified in WAC 
402-24-220, Appendix A, Table II. 

(6) The provisions of this section do not apply to dis- 
posal of radioactive material into sanitary sewerage sys- 
tems, which is governed by WAC 402-24-140. [Order 
1095, $ 402-24-050, filed 2/6/76; Order 1, $ 402-24- 
050, filed 1/8/69; Rules (part), filed 10/26/66.] 


WAC 402-24-060 Leak tests. (1) Each sealed ra- 
dioactive source possessed under the provisions of a spe- 
cific license, other than hydrogen-3 (tritium), with a 
half-life greater than thirty days and in any form other 
than gas, shall be tested for leakage and/or contamina- 
tion prior to initial use and at intervals specified by the 
license. If there is reason to suspect that a sealed source 
might have been damaged, it shall be tested for leakage 
before further use. 

(2) Leak tests shall be capable of detecting the pres- 
ence of 0.005 microcurie of removable contamination. 
The results of leak tests made pursuant to WAC 402- 
24-060(1) shall be recorded in units of microcuries and 
shall be maintained for inspection by the Department. 
Any test conducted pursuant to subsection (1) which re- 
veals the presence of 0.005 microcurie or more of re- 
movable contamination shall be considered evidence that 
the sealed source is leaking. The licensee shall immedi- 
ately withdraw the source from use and shall cause it to 
be decontaminated and repaired or to be disposed of in 
accordance with WAC 402-20-170. If a sealed source 
shows evidence of leaking, a report shall be filed with 
the Department within five days of the test, describing 
the equipment involved, the test results, and the correc- 
tive action taken. Where sealed sources are permanently 
mounted in devices or equipment, tests for contamina- 
tion and leakage may be made by wiping appropriate 
accessible surfaces and measuring these wipes for trans- 
ferred contamination. [Order 1095, $ 402-24-060, filed 
2/6/76; Order 1, 8 402-24-060, filed 1/8/69; Rules 
(part), filed 10/26/66.] 


WAC 402-24-070 Personnel monitoring. (1) Each 
licensee or registrant shall supply appropriate personnel 
monitoring equipment to, and shall require the use of 
such equipment by: 

(a) Each individual who enters a restricted area under 
such circumstances that the individual receives, or is 
likely to receive, a dose in any calendar quarter in excess 
of 25 percent of the applicable value specified in WAC 
402-24-020(1). 

(b) Each individual under 18 years of age who enters 
а restricted area under such circumstances that the indi- 
vidual receives, or is likely to receive, a dose in any cal- 
endar quarter in excess of 5 percent of the applicable 
value specified in WAC 402-24-020(1). 

(c) Each individual who enters a high radiation area. 

(2) Exposure of a personnel monitoring device to de- 
ceptively indicate a dose delivered to an individual is 
prohibited. [Order 1095, § 402-24-070, filed 2/6/76; 
Order 708, $ 402-24-070, filed 8/24/72; Order 1, § 
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402-24-070, filed 
10/26/66.] 


1/8/69; Rules (part), filed 


WAC 402-24-080 Orders requiring furnishing bio- 
assay services. Where necessary or desirable in order to 
aid in determining the extent of an individual's exposure 
to concentrations of radioactive material, the Depart- 
ment may incorporate license provisions or issue an or- 
der requiring a licensee or registrant to make available 
to the individual appropriate bioassay services and to 
furnish a copy of the reports of such services to the De- 
partment. [Order 1095, 8 402-24-080, filed 2/6/76; 
Order 1, § 402-24-080, filed 1/8/69; Rules (part), filed 
10/26/66.] 


WAC 402-24-085 Surveys. Each licensee or regis- 
trant shall make or cause to be made such surveys as 
may be necessary for the licensee or registrant to estab- 
lish compliance with these regulations. Records of such 
surveys shall be preserved indefinitely or until the De- 
partment authorizes their disposal. [Order 1095, § 402- 
24—085, filed 2/6/76.] 


WAC 402-24-090 Caution signs, labels, and signals. 
(1) General. 

(a) Except as otherwise authorized by the Depart- 
ment, symbols prescribed by this section shall use the 
conventional radiation caution colors (magenta or purple 
on yellow background). The symbol prescribed by this 
section is the conventional three-blade design: Radiation 
Symbol 

(i) Cross-hatch area is to be magenta or purple. 

(ii) Background is to be yellow. 


\у 


jq! 
te Aes 1 


б? 
ONE d EQ 


(b) The conventional radiation symbol as described in 
WAC 402-24-090(1)(а) shall be used only for: 

(i) Instructing individuals to be cognizant of a poten- 
tial radiation hazard as prescribed in WAC 402-24- 
090(1)(c) through 402-24-090(1)(j). 

(ii) Indicating that information presented pertains to 
the topic of radiation. 
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(c) In addition to the contents of signs and labels pre- 
scribed in this section, a licensee or registrant may pro- 
vide on or near such signs and labels any additional 
information which may be appropriate in aiding individ- 
uals to minimize exposure to radiation. 

(d) Each radiation area shall be conspicuously posted 
with a sign or signs bearing the radiation caution symbol 
and the words: CAUTION* - RADIATION AREA. 


NOTE: 


*The word "DANGER" may be substituted for "CAUTION" оп 
signs required by subsections WAC 402-24-090(1)(4) through 402- 
24-090(1)(8). 


(e) High Radiation Areas. 

(i) Each high radiation area shall be conspicuously 
posted with a sign or signs bearing the radiation caution 
symbol and the words: CAUTION* ~ HIGH RADIA- 
TION AREA. 

(ii) Each entrance or access point to a high radiation 
агеа shall be: 

(A) equipped with a control device which shall cause 
the level of radiation to be reduced below that at which 
an individual might receive a dose of 100 millirems in 1 
hour upon entry into the area; or 

(B) equipped with a control device which shall ener- 
gize a conspicuous visible or audible alarm signal in such 
a manner that the individual entering the high radiation 
area and the licensee or a supervisor of the activity are 
made aware of the entry; or 

(C) maintained locked except during periods when 
access to the area is required, with positive control over 
each individual entry. 

(iii) The controls required by WAC 402-24- 
090(1)(e)(ii) shall be established in such a way that no 
individual will be prevented from leaving a high radia- 
tion area. | 
' (iv) In the case of a high radiation area established 
for a period of 30 days or less, direct surveillance to 
prevent unauthorized entry may be substituted for the 
controls required by WAC 402-24-090(1)(e) (ii). 

(v) Any licensee or registrant may apply to the De- 
partment for approval of methods not included in WAC 
402-24-090(1)(e)(ii) and (iv) for controlling access to 
high radiation areas. The Department will approve the 
proposed alternatives if the licensee or registrant de- 
monstrates that the alternative methods of control will 
prevent unauthorized entry into a high radiation area, 
and that the requirement of WAC 402-24-090(1)(e) (ii) 


. (f) Ане Radioactivity Areas. Each airborne rad- 
ioactivity area shall be conspicuously posted with a sign 
or signs bearing the radiation caution symbol and the 
words CAUTION* — AIRBORNE RADIOACTIVITY 
AREA. 

(g) Additional Requirements. 

(i) Each area or room in which any radioactive mate- 
rial,.other than natural uranium or thorium, is used or 
stored in an amount exceeding 10 times the quantity of 
radioactive. material specified in Appendix B of this part 
Shall be conspicuously posted with a sign or signs bear- 
ing the radiation caution symbol and the words: CAU- 
TION* — RADIOACTIVE MATERIAL. 
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(ii) Each area or room in which natural uranium or 
thorium is used or stored in an amount exceeding one 
hundred times the quantity specified in Appendix B of 
this part shall be conspicuously posted with a sign or 
signs bearing the radiation caution symbol and the 
words: CAUTION* — RADIOACTIVE MATERIAL. 

(h) Containers. 

(i) Except as provided in WAC 402-24-090, each 
container of radioactive material shall bear a durable, 
clearly visible label identifying the radioactive contents. 

(ii) A label required pursuant to WAC 402-24- 
090(1)(h)(i) shall bear the radiation caution symbol and 
the words: CAUTION* - RADIOACTIVE MATERI- 
AL. It shall also provide sufficient information to permit 
individuals handling or using the containers, or working 
in the vicinity thereof, to take precautions to avoid or 
minimize exposures. 

As appropriate, the information will include radiation 
levels, kinds of material, estimate of activity, date for 
which activity is estimated. 

(i) Where containers are used for storage, the labels 
required in this subdivision shall state also the quantities 
and kinds of radioactive materials in the containers and 
the date of measurement of the quantities. 

(j) All radiation machines shall be labeled in a man- 
ner which cautions individuals that radiation is produced 
when the machine is being operated. 

(2) Notwithstanding the provisions of WAC 402-24- 
090(1)(h), (i) labeling is not required: 

(a) For laboratory containers, such as beakers, flasks, 
and test tubes, used transiently in laboratory procedures 
when the person using such containers is present. For 
such containers a label identifying the radioactive con- 
tents is not required. 

(b) For containers that do not contain radioactive 
material in quantities greater than the applicable quan- 
tities listed in WAC 402-24-230, Appendix В. 

(c) For containers containing only natural uranium or 
thorium in quantities no greater than ten (10) times the 
applicable quantities listed in WAC 402-24-230, Ap- 
pendix B. 

(d) For containers that do not contain radioactive 
material in concentrations greater than the applicable 
concentrations listed in WAC 402-24-220, Column 2, 
Table I, Appendix A. 

(e) For containers when they are attended by an indi- 
vidual who takes the precautions necessary to prevent 
the exposure of any individual to radiation or radioactive 
material in excess of the limits established by the regu- 
lations in this part; 

(f) For containers when they are in transport and 
packaged and labeled in accordance with regulations 
published by the Department of Transportation; 

(g) For containers which are accessible only to indi- 
viduals authorized to handle or use them* or to work in 
the vicinity thereof, provided that the contents are iden- 
tified to such individuals by a readily available written 
record; 


NOTE: 


*For example, containers in locations such as water-filled canals, 
storage vaults, or hot ceils. 
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(h) For manufacturing and process equipment such as 
piping and tanks. [Order 1095, 8 402-24-090, filed 
2/6/76; Order 1, $ 402-24-090, filed 1/8/69; Rules 
(part), filed 10/26/66.] 


WAC 402-24-095 Exceptions from posting and la- 
beling requirements. Notwithstanding the provisions of 
WAC 402-24-090: 

(1) A room or area is not required to be posted with a 
caution sign because of the presence of a sealed source, 
provided the radiation level twelve (12) inches from the 
surface of the source container or housing does not ex- 
ceed five (5) millirem per hour. 

(2) Rooms or other areas in hospitals are not required 
to be posted with caution signs, and control of entrance 
or access thereto pursuant to WAC 402-24-090(1)(c) is 
not required, because of the presence of patients con- 
taining radioactive material provided that there are per- 
sonnel in attendance who will take the precautions 
necessary to prevent the exposure of any individual to 
radiation or radioactive material in excess of the limits 
established in the regulations in this chapter. 

(3) Caution signs are not required to be posted in ar- 
eas or rooms containing radioactive material for periods 
of less than eight (8) hours provided that: 

(a) the material is constantly attended during such 
periods by an individual who shall take the precautions 
necessary to prevent the exposure of any individual to 
radiation or radioactive material in excess of the limits 
established in this part, and 

(b) such area or room is subject to the licensee's or 
registrant's control. 

(4) A room or other area is not required to be posted 
with a caution sign, and control is not required for each 
entrance or access point to a room or other area which is 
a high radiation area solely because of the presence of 
radioactive material prepared for transport and pack- 
aged and labeled in accordance with regulations of the 
Department of Transportation. [Order 1095, 8 402-24- 
095, filed 2/6/76.] 


WAC 402-24-110 Instruction of personnel. Instruc- 
tions required for individuals working in or frequenting 
any portion of a restricted area are specified in WAC 
402-48-040. [Order 1095, 5 402-24-110, filed 2/6/76; 
Order 708, 8 402-24-110, filed 8/24/72; Order 1, 8 
402-24-110, filed 7/2/71; Order 1, 5 402-24-110, filed 
1/8/69; Rules (part), filed 10/26/66.] 


WAC 402-24-120 Security and fire protection of 
stored radioactive material. (1) Licensed materials stored 
in an unrestricted area shall be secured. from unautho- 
rized removal from the place of storage. 

(2) Licensed materials in an unrestricted area and not 
in storage shall be tended under the constant surveil- 
lance and immediate control of the licensee. [Order 
1095, § 402-24-120, filed 2/6/76; Order 1, 8 402-24- 
120, filed 1/8/69; Rules (part), filed 10/26/66.] 


WAC 402-24-125 Procedures for picking up, ге- 
ceiving, and opening packages. (1)(a) Bach licensee or 
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registrant who expects to receive a package containing 
quantities of radioactive material in excess of the Type 
A quantities specified in WAC 402-24-125(2) shall: 

(i) if the package is to be delivered to the licensee's or 
registrant's facility by the carrier, make arrangements to 
receive the package when it is offered for delivery by the 
carrier; or 

(ii) if the package is to be picked up by the licensee or 
registrant at the carrier's terminal, make arrangements 
to receive notification from the carrier of the arrival of 
the package, at the time of arrival. 

(b) Each licensee or registrant who picks up a pack- 
age of radioactive material from a carrier's terminal 
shall pick up the package expeditiously upon receipt of 
notification from the carrier of its arrival. 

(2)(а) Each licensee or registrant, upon receipt of а 
package of radioactive material, shall monitor the exter- 
nal surfaces of the package for radioactive contamina- 
tion caused by leakage of the radioactive contents, 
except: 

(i) Packages containing no more than the exempt 
quantity specified in the table in this subdivision; 

(ii) Packages containing no more than 10 millicuries 
of radioactive material consisting solely of tritium, car- 
bon-14, sulfur—35, or iodine-125; 

(iii) Packages containing only radioactive material as 
gases or in special form; 

(iv) Packages containing only radioactive material in 
other than liquid form (including Mo-99/Tc-99m gen- 
erators) and not exceeding the Type A quantity limit 
specified in the Table in this subdivision; and 

(v) Packages containing only radionuclides with half- 
lives of less than 30 days and a total quantity of no more 
than 100 millicuries. 

The monitoring shall be performed as soon as practi- 
cable after receipt, but no later than three hours after 
the package is received at the licensee's facility if re- 
ceived during the licensee's normal working hours, or 
eighteen hours if received after normal working hours. 

(b) If removable radioactive contamination in excess 
of 0.01 microcurie (22,200 disintegrations per minute) 
per 100 square centimeters of package surface is found 
on the external surfaces of the package, the licensee 
shall immediately notify the final delivering carrier and, 
by telephone and telegraph, the Department. 


TABLE OF EXEMPT AND TYPE A QUANTITIES 


Exempt Type A 
Transport Quantity Quantity 
Group* Limit (in Limit 
millicuries) (in curies) 
I 0.01 0.001 
II 0.1 0.050 
ПІ 1 3 
IV 1 20 
V 1 20 
УІ 1 1,000 
VII 25,000 1,000 
Special form* 1 20 
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NOTE: 


*The definitions of "transport group" and "special form" are speci- 
fied in WAC 402-12-210 and 402-12-200(2) respectively. 


(3)(a) Each licensee or registrant, upon receipt of a 
package containing quantities of radioactive material in 
excess of the Type A quantities specified in WAC 402- 
24—125(2), other than those transported by exclusive use 
vehicle, shall monitor the radiation levels external to the 
package. The package shall be monitored as soon practi- 
cable after receipt, but no later than three hours after 
the package is received at the licensee's facility if re- 
ceived during the licensee's normal working hours, or 18 
hours if received after normal working hours. 

(b) If radiation levels are found on the external sur- 
face of the package in excess of 200 millirem per hour, 
or at three feet from the external surface of the package 
in excess of 10 millirem per hour, the licensee or regis- 
trant shall immediately notify, by telephone and tele- 
graph, the final delivering carrier and the Department. 

(4) Each licensee or registrant shall establish and 
maintain procedures for safely opening packages in 
which radioactive material is received, and shall assure 
that such procedures are followed and that due consid- 
eration is given to special instructions for the type of 
package being opened. [Order 1095, 5 402-24-125, filed 
2/6/76.| 


WAC 402-24-130 Waste disposal, general require- 
ment. No licensee shall dispose of any radioactive mate- 
rial except: 

(1) By transfer to an authorized recipient as provided 
in chapter 402-20 WAC, or 

(2) As authorized pursuant to WAC 402-24-050, 
WAC 402-24-135, WAC 402-24-140, or WAC 402- 
24-150. [Order 1095, 8 402-24-130, filed 2/6/76; Or- 
der 1, $ 402-24-130, filed 1/8/69; Rules (part), filed 
10/26/66.] 


WAC 402-24-135 Method of obtaining approval of 
proposed disposal procedures. Any person may apply to 
the Department for approval of proposed procedures to 
dispose of radioactive material in a manner not other- 
wise authorized in this chapter. Each application shall 
contain a description of the radioactive material, includ- 
ing the quantities and kinds of radioactive material and 
levels of radioactivity involved, and the proposed manner 
and conditions of disposal. The application, where ap- 
propriate, should also include an analysis and evaluation 
of pertinent information as to the nature of the environ- 
ment, including topographical, geological, meteorologi- 
cal, and hydrological characteristics; usage of ground 
and surface waters in the general area; the nature and 
location of other potentially affected facilities; and pro- 
cedures to be observed to minimize the risk of unexpect- 
ed or hazardous exposures. 

The Department will not approve any application for 
a license to receive radioactive material from other per- 
sons for disposal on land not owned by a State or the 
Federal Government. [Order 1095, 8 402-24-135, filed 
2/6/76.] 
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WAC 402-24-140 Disposal by release into sanitary 
sewerage systems. No licensee shall discharge radioac- 
tive material into a sanitary sewerage system unless: 

(1) It is readily soluble or dispersible in water; 

(2) The quantity of any radioactive material released 
into the system by the licensee in any one day does not 


. exceed the larger of: 


(a) The quantity which, if diluted by the average daily 
quantity of sewage released into the sewer by the licens- 
ee, will result in an average concentration not greater 
than the limits specified in WAC 402-24-220, Appendix 
A, Table I, Column 2, or 

(b) Ten (10) times the quantity of such material 
specified in WAC 402-24-230, Appendix B of this part; 

(3) The quantity of any radioactive material released 
in any one month, if diluted by the average monthly 
quantity of water released by the licensee, will not result 
in an average concentration exceeding the limits speci- 
fied in WAC 402-24-220 Appendix A, Table I, Column 
2; and 

(4) The gross quantity of radioactive material released 
into the sewerage system by the licensee does not exceed 
one curie (1G) per year. 

Excreta from individuals undergoing medical diagno- 
sis or therapy with radioactive material shall be exempt 
from any limitations contained in this section, PRO- 
VIDED that the licensee provides for appropriate radio- 
logical monitoring whenever any waste line in the 
licensee's installation which may carry such excreta is 
opened. [Order 1095, 5 402-24-140, filed 2/6/76; Or- 
der 1, $ 402-24-140, filed 1/8/69; Rules (part), filed 
10/26/66.] 


WAC 402-24-150 Disposal by burial in soil. No li- 
censee shall dispose of radioactive material by burial in 
soil unless: 

(1) The total quantity of radioactive material buried 
at any one location and time does not exceed, at the time 
of burial, 1,000 times the amount specified in WAC 
402-24-230, Appendix В; 

(2) Burial is at a minimum of four (4) feet; and 

(3) Successive burials are separated by distances of at 
least six (6) feet and not more than 12 burials are made 
іп any year. [Order 1095, $ 402-24-150, filed 2/6/76; 
Order 1, $ 402-24—150, filed 1/8/69; Rules (part), filed 
10/26/66.] 


WAC 4402-24-160 Disposal by incineration. No li- 
censee shall incinerate radioactive material for the pur- 
pose of disposal or preparation for disposal except as 
specifically approved by the Department pursuant to 
WAC 402-24-050 and WAC 402-24-135. [Order 
1095, § 402-24-160, filed 2/6/76; Order 1, 8 402-24- 
160, filed 1/8/69; Rules (part), filed 10/26/66.] 


WAC 402-24-170 Records of surveys, radiation 
monitoring, and disposal. (1) Each licensee or registrant 
shall maintain records showing the radiation exposures 
of all individuals for whom personnel monitoring is re- 
quired under WAC 402-24-070. Such records shall be 
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kept on State of Washington Current Occupational Ex- 
ternal Radiation Exposure (Form RHE-5), in accord- 
ance with the instructions contained in that form, or on 
clear and legible records containing all the information 
required by Form ЕНЕ-5. The doses entered on the 
forms or records shall be for periods of time not exceed- 
ing one calendar quarter. 

(2) Each licensee or registrant shall maintain records 
in the same units used in this part, showing the results of 
surveys required by WAC 402-24-085 monitoring re- 
quired by WAC 402-24-125(2) and WAC 402-24- 
125(3), and disposals made under WAC 402-24-135 
through 402-24-150. 

(3) Records of individual exposure to radiation and to 
radioactive material which must be maintained pursuant 
to the provisions of WAC 402-24-170(1) and records of 
bioassays, including results of whole body counting ex- 
aminations made pursuant to WAC 402-24-080, shall 
be preserved indefinitely or until the Department au- 
thorizes their disposal. Records which must be main- 
tained pursuant to this part may be maintained in the 
form of microfilms. 

(4) The discontinuance of, or curtailment of, activities 
does not relieve the licensee or registrant of responsibili- 
ty for retaining all records required by this section. А li- 
censee or registrant may, however, request the 
Department to accept such records. The acceptance of 
the records by the Department relieves the licensee or 
registrant of subsequent responsibility only in respect to 
their preservation as required in this section. [Order 
1095, § 402-24-170, filed 2/6/76; Order 708, § 402— 
24-170, filed 8/24/72; Order 1, 8 402-24-170, filed 
7/2/71; Order 1, 8 402-24-170, filed 1/8/69; Rules 
(part), filed 10/26/66.] 


WAC 402-24-180 Reports of theft or loss of radia- 
tion sources. Each licensee and/or registrant shall report 
immediately by telephone and confirm promptly by let- 
ter to the State Department of Social and Health Ser- 
vices, Radiation Control Unit, Mail Stop 4-2, Olympia, 
Washington 98504, (Area Code 206) 753-3459, 753- 
3460, or 753—3461, the theft or loss as soon as such theft 
or loss becomes known to the licensee and/or registrant 
of: 

(1) Any radiation machine; or 

(2) Any quantity or radioactive material in excess of a 
quantity exempted under WAC 402-24-230, Appendix 
B, of these regulations. [Order 1095, § 402-24-180, 
filed 2/6/76; Order 708, 8 402-24-180, filed 8/24/72; 
Order 1, 5 402-24-180, filed 7/2/71; Order 1, 8 402- 
24-180, filed 1/8/69; Rules (part), filed 10/26/66.) 


WAC 402-24-190 Notification of incidents. (1) Im- 
mediate notification. Each licensee and/or registrant 
shall immediately notify the State Department of Social 
and Health Services, Radiation Control Unit, Mail Stop 
4-2, Olympia, Washington 98504, (Area Code 206) 
753-3459, 753-3460, or 753-3461, by telephone and 
confirming letter of any incident including any radiation 
source possessed by him and which may have caused or 
threatens to cause: 
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(а) А dose to the whole body of any individual of 25 
rems or more of radiation; a dose to the skin of the 
whole body of any individual of 150 rems or more of ra- 
diation; or a dose to the feet, ankles, hands, or forearms 
of any individual of 375 rems or more of radiation; or 

(b) The release of radioactive material in concentra- 
tions which, if averaged over a period of 24 hours, would 
exceed 5,000 times the limits specified for such materials 
in WAC 402-24-220, Appendix A, Table II; or 

(c) A loss of one working week or more of the opera- 
tion of any facilities affected; or 

(d) Damage to property in excess of $100,000. 

(2) Twenty-four hour notification. Bach licensee 
and/or registrant shall within twenty-four hours notify 
the State Department of Social and Health Services, 
Radiation Control Unit, Mail Stop 4-2, Olympia, 
Washington 98504, by telephone (Area Code 206) 753- 
3459, 753-3460, ог 753-3461, and confirming letter of 
any incident involving any radiation source possessed 


‘which may have caused or threatens to cause: 


(a) A dose to the whole body of any individual of 5 
rems or more of radiation; a dose to the skin of the 
whole body of any individual of 30 rems or more of ra- 
diation; or a dose to the feet, ankles, hands, or forearms 
of 75 rems or more of radiation; or 

(b) The release of radioactive material in concentra- 
tions which, if averaged over a period of 24 hours, would 
exceed 500 times the limits specified for such materials 
in WAC 402-24-220, Appendix A, Table II; or 

(c) A loss of one day or more of the operation of any 
facilities affected; or 

(d) Damage to property in excess of $1,000. [Order 
1095, $ 402-24-190, filed 2/6/76; Order 708, § 402- 
24-190, filed 8/24/72; Order 1, 8 402-24-190, filed 
7/2/71; Order 1, $ 402-24-190, filed 1/8/69; Rules 
(part), filed 10/26/66.] 


WAC 402-24-200 Reports of overexposures and ex- 
cessive levels and concentrations. (1) In addition to any 
notification required by WAC 402—24-190, each licens- 
ee or registrant shall make a report[,] in writing within 
30 days to the Department[,] of: 

(a) each exposure of an individual to radiation or 
concentrations of radioactive material in excess of any 
applicable limit as set forth in this part or as otherwise 
approved by the Department; 

(b) any incident for which notification is required by 
WAC 402-24-190; and 

(c) levels of radiation or concentrations of radioactive 
material (not involving excessive exposure of any indi- 
vidual) in an unrestricted area in excess of ten (10) 
times any applicable limit as set forth in this chapter or 
as otherwise approved by the Department. 

(2) Each report required by WAC 402-24-200(1) 
shall describe: 

(a) the extent of exposure of individuals to radiation 
or to radioactive material, including estimates of each 
individual's dose as required by WAC 402-24-200(3); 

(b) levels of radiation and concentrations of radioac- 
tive material involved; 

(c) the cause of exposure, levels or concentrations; and 
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(d) corrective steps taken or planned to assure against 
a recurrence. 

(3) Any report filed with the Department pursuant to 
this section shall include for each individual exposed the 
name, social security number, and date of birth, and an 
estimate of the individual's dose. [Order 1095, 8 402- 
24-200, filed 2/6/76; Order 708, 8 402-24-200, filed 
8/24/72; Order 1, § 402-24-200, filed 7/2/71; Order 1, 
$ 402-24-200, filed 1/8/69; Rules (part), filed 
10/26/66.] | 


WAC 402-24-210 Vacating premises. Each specific 
licensee shall, no less than 30 days before vacating or 
relinquishing possession or control of premises which 
may have been contaminated with radioactive material 
as a result of licensed activities, notify the Department 
in writing of intent to vacate. When deemed necessary 
by the Department, the licensee shall decontaminate the 
premises in such а manner as the Department may 
specify. [Order 1095, § 402-24-210, filed 2/6/76; Or- 
der 1, $ 402-24—210, filed 1/8/69; Rules (part), filed 
10/26/66.] 


WAC 402-24-215 Notifications and reports to indi- 
viduals. (1) Requirements for notification and reports to 
individuals of exposure to radiation or radioactive mate- 
rial are specified іп WAC 402-48-040 of these 
regulations. 

(2) When a licensee or registrant is required pursuant 
to WAC 402-24-200 to report to the Department any 
exposure of an individual to radiation from any source, 
the licensee or registrant shall also notify the individual. 


Such notice shall be transmitted at a time not later than © 


the transmittal to the Department, and shall comply 
with the provisions of WAC 402-48-040(1). [Order 
1095, 8 402-24-215, filed 2/6/76.] 


WAC 402-24-220 Appendix А - Concentrations in 
air and water above natural background. 


à Table I Table П 
Element Isotope Column 1 Column 2 Column 1 Column 2 
(atomic Air Water Air Water 
number) (uCi/ml) (uCi/ml) (uCi/ml) (uCi/ml) 
Actinium (89) Ас-227 82х1012 6x10? — 81014 — 2x107Ó 
13x10!) 9x10% 9x10 7? 3к1074 
Ас-228 S 8x10 7 3105 3107 91075 
12x108, 3x103 6x10? 9x107 
Americium (95) Аш-241 8 6x10 12. 1x10% — 2x10 P — 45109 
1 1х10710 gxio4 4х10712 3x10? 
Am-242mS 6х10712 1х1074 . 251072 4х1079 
І 3х10710 3x103 9х10712 — 9x10? 
Ат-242 S 4x10 4х10 1x10? 1х10* 
I5x10?, 4х10 2х1079. Ix10 4 
Am-243 S 6x10 12. 1x10 2x10 — 4x10 $ 
I1x1079 41040 4xi0 1? 3x10% 
Am-244 S 4x10 $ 1х1071 111077 5x10? 
I2x10? — 1x107 — 8x107 — 5x10? 
Antimony (51) Sb-122 S2x107 8х104 = 6x10? — 3x10? 
II1x107 — 851075 5x10? — 3x10 
Sb-124 S2x107 7x10 510770 2x10? 
12x10 7x10 7х10710 2х1075 
50-125 S 5х1077 3103 21011, 1х1074 
I3x10? 3x10? 9х10710 — 1x10 
Argon (18) Ar-37Sub&? 6x10 2. ——— x0 —_ 
Аг-41 Sub 2x10 $ 4x0? | —— 
Arsenic (33) Ав-73 S2x105 1x10? 7x10. — sx10* 
I4x107.— 1х1072 1xi0? 5х107* 
As-74 S3xl07  2xi0? 1х1075 5107 
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| Table 1 Table II 
Element Isotope Column 1 Column 2 Column 1 Column 2 
(atomic Air Water Air Water 
number) (uCi/ml) (uCi/ml) (uCi/ml) (uCi/ml) 
I1x107 2x10? — 4x10? — 5x10 
Аз-76 S 1х1077 6х1074 4107 2x10% 
11107 6103 3x107 2х1075 
Ав-77 858107 — 2x107 2x107 8х1075 
I4x107 2x10? — 1x10? — 8x10? 
Astatine (85) At-211 S 71079 5к105 2х10710 2х1076 
13х10%  2x107 ixi0? — 7x10? 
Barium (56) Ba-131 S 1х107% 5х1073 4x107 2x107* 
I4x107. 5x102 — 1x10? — 2x10 
Ва-140 S 1x107 8x10 4x10 2 3105 
14x10? — 7x10 1x10? — 2x107 
Berkelium (97) Вк-249 8 9х10710 2х10 2 3x10")! 6х1074 
Iix107  2x102 4х109 — 6x10" 
Вк-250 S 1х1077 6х107 5к1079 2x10 
11х107 6х107 4х107 2х10 
Beryllium (4) Ве7 56106 5x10? 2х1077 2x10? 
Tixl0® 5102 4x10 2x10? 
Bismuth (83) Bi-206  S2x107 1x10? 6x10? 4x10? 
I 1x107 1x102 — 5x10? — 4х1075 
Bi-207 S2x107 2x10? 6x10" 6x10? 
I 1х1078 2x10? 5х10710 6х105 
Ві-210 86109 1102 251040 4103 
16x10? 1х10 2х10710 4х107 
Ві-212 S 1х1077 1х1072 — 3x10? 4х1074 
12x107 1х10 7x10? 4х10 
Bromine (35) Вг-82 S 1x10 $ 8x10 4x10? 3x10 
I2x107 1x10? — 6х10 4х1077 
Cadmium (48) Cd-109 8 5х1078 551073 2x10? 23107 
1 7х1078 5510: 3310? — 2x10 
Cd-115m S 4x10 7 7x10 ^ Ix10 3х107 
I 4x1077 7x10 — 1x10? — 3x10 
С4-115 S2x107 1x103 8x05 — 3x10" 
I1 2x107 1x10 6х107 4x107 
Calcium (20) Ca-45 S3x10? 3x10 — 1x10? 91075 
I 1x107 Sx10 2 4х10 2x107 
Са-47 S2x107 1x10? 6х10 5х107 
12х10 1х10 6х10” 3х107 
Californium (98) СЕ-249 8 210712 1105 5х10:12 4x10 
11x100 7х10 3х10712 2х107 
Cf-250 S 5x10 j^ 4x10 2х10713 1x10 
1 1х10710 7x10 3x107}? 3x107 
СЇ-251 S2x101? 1x10% 6х10714 — 4x10 
І 1х10 P 8x10 3х10712 3х10 
СЇ-252 8 6х10712 2x10 2х10713 7х107 
13х10 " 251074 110717 7x10 
СЇ-253 5 8х10710 4x103 3х10711 1x10 
18х10:12 4x10? — 3x10 i 1x10 
СІ-254 5 5х10712 4х10 2x10}, 1x10 
15x10 17. 4x10 2x10 1x10 
Carbon (6) C-14 $ 4107 2х1072 1х107 8х107* 
(CO2) Sub? 5х107 15107 
Cerium (58) Се-141 840107 3x109 — 2x10? — 9x10? 
I 2x1077 3x10? 5x10") 9х1077 
Се-143 8 351077 1x10? — 9x10? — 4510: 
` I2x107 1x10 71079 4x10 
Со-144 5 11078 — 3x0 3x10 19 1х10 
1 6х1077 3х10 2x10? 1х10 
Cesium (55) Cs-131. 81105 7x102 4х1077 2x10? 
І 3к1079 3x10? 107 9x10% 
Cs-134m S 4x10 2х1071 151075 6х107 
I 6x10" 3х1072 2x10) 1x10 
Cs-134 5 4x10% 3x10% 1x10? 9x10 
21 1x107 11073 4х10710 4х10 
Cs-135 S 5x107 3х107 2х107 1х10 
Ї 9x107 7x10? 3x107 2x10 
Cs-136 841077 2x10 — 1x10? 9х10 
I 2x107 2x10, 6x10 5 6x107 
С8-137 86008 41073 2x10 7, 2x10 
11x10 1x10? 5х107109 4х107 
Chiorine (17) C36 S4x107 2x10? 1x10 — 8x07? 
I 2x107 21073 810719 6x10 
С1-38  S3x105 1x10? 9х10 4x10 
12x10 — 1x10 7x10? — 410 
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Table I Table II : Table I Table II 
Element Isotope Column 1 Column 2 Column 1 Column 2 Element Isotope Column 1 Column 2 Column 1 Column 2 
(atomic Air Water Air Water (atomic Air Water Air Water 
number) (uCi/ml) (pCi/ml) (uCi/ml) (uCi/ml) number) (uCi/ml) (uCi/ml) (uCi/ml) (uCi/ml) 
6 -6 -3 -8 -4 
Chromium (24)  Cr-51 081105 5107 4407) 2x103 Eu tA rA CM a 
12x10. 4102 — 8x10? 2х10- 
-6 E E -4 Hafnium (72) НЕ-181 S4x10? 2x0? 1x10? 7x10% 
Cobalt (27) Со-57 83х106 2х10 1х10 5x10 à à 9 » 
i 2107 1102 61079 410% IRIOS 2х10 3x10 7x10 
Co-58m 52510. 810, — 6x10. 3x10 Holmium (67) Ho-166 S2x107  9x10^ = 7x10? — 3x10? 
19x10 7 6010: — 3x0, — 2x10) 12x107  9x10^ — 6&0? — 3x10? 
Со-58 S 8x10 4х107, 3х107, 1х10 В 
15108 3005 2х10 95102 Hydrogen (1) H-3 855х106 1х107 2х107 3x10? 
Co-60 S$3x107 1003 1104, 510% ]5xl0* 1х107! 2x10 3x10? 
19x10 1x10? 3х107!09 3x107 Sub^ 2х107 4х107 
-6 -2 -8 -4 
Copper (29) Си-64 58210: 18103: — 7x10, 310, Indium (49) 11-113 58109 4102 3x107 — 1103 
I 1x10 6x10 4x10 2x10 I Tx1077 4x10 7 2x107 11072 
Curium (96) Ст-242 8 1х10710 7107 41012 2x10? Win XI. 3500 5 СЕ 
-10 -4 -12 -5 12х10 5x10 7x10 2x10? 
12x10". 7x10 6x10 2x10 эте Жог ШЕ сэ E 
2 -12 -4 -13 -6 In-115m S 2x10 1x10 8x10 4x10 
Cm-243 S 6x10 1x10 2x10 5x10 6 » Ё 
gi 04-5015 20 12108 1x02 — 6кі0 4x10 7 
-12 -4 13 -6 Іп-115 52х10 3x10 9x107 9x107 
Cm-244 8 9х10712 2104 3х10712 7107 104 E 5 
11х10710 8x07 31013: 3x107 тыр” UEM S EUST 42x10 
Сш-245 S 5к10 1x10 210, 410, Iodine (53) 1-125 85х09  4x102 8х10711 2x107 
1 1х10710 8x10 4х10 3х10 7 -3 -4 
-12 ar -13 6 I 2x10 6x10 6x10 2x10 
Cm-246 S 5x10 1x10 2x10 4x10 2 -9 -5 am 7 
10 e -12 -5 1-126 58х10 5x10 9x10 3x10 
1 1x10 8x10 4x10 3x10 -7 8 - -5 
12 4 -13 27 I 3x10 3x10 1x10 9x10 
Cm-247 S 5x10 1x10 21013 406 L12 82809 110 2x01! 60% 
11x10! 6x10 4х10712 — 2x107 -8 " -4 
-13 4 -14 -7 17х10 6х10 2х10 2x10 
Cm-248 S 6x10 1x10 2x10 4x10 Lip Seng? 10 -7 
a -13 -6 х10 6х10 1x10 3x10 
I 1x10 4x10 4х10772 151076 I3x107 2х10 1x10? 6х1075 
Cm-249 S 1x10% 6х10 4x10] 2x107 х -7 -6 
rni СФ Е aa 132 82007 2101 3х0 8х10 
х х х х 19107 503% 3x10. 251074 
Dysprosium (66) Dy-165 S 3х106 1х1072 9x107 4х1074 1-133 $ по) ici a ка 
12510596 1502 7x10? — 4x10 x10, — Ixl07 x х 
Dy-166 S2x107 1х102 8009 4102 1134 85107 4103 6409 | 2x10 
1 20107 18102 б” 4007 1135 807 x94 1009 44106 
es x x x X 
Einsteinium (99) Бв-253 S8x107l0 7x107 310]! 2407 I4x107 2x10 1х108 — 7x10? 
1 6х10:19 7x104 — 2x10! — 2x10 2 А " d 
Ев-254т S 5109 — 5404 2x10 0 2102 Iridium (77) П-190 S1x10 6010: — 4107. — 2x107 
с 16х10], 510% — 2079 — 2x107 Г 41075 510: — IxlO, 210), 
Ев-254 821071 4x0 — 61012 1107 1-192. $1x10 105: 4070 — 410: 
I 1x10 0 4x10 4х10 7 1x10 I 3x10 7 110% 9x10 , 4x10 5 
Es-255 S 5x10] 8х10 2x07 — 3x107 17-194 5 2107 1x10 8x10 3x105 
I4x1079 8х107* 1х1011 3х107 I2x107 — 9x10 ^ — 5x10? — 3х107 
Erbium (68) Er-169 S 6х1077 3x10? 2x107 9x10 Iron (26) Fe-55 S9x107.— (251402 3х108 8x10 
Г 41077 3103 1х0. 9х10 11х1076 7х1072 — 3x10 2x10? 
Ег-171 S7x10* 3x10 2x10. 1x107 Fe-59  S1x107 2х107 5x107 6x10 
1 6х1077 3x10? — 2x10? — 1х107 15x10? — 2x10 2x10? — 5х10 
Europium (63) Eu-152 S4x107 2x10? 110%: 6107 Krypton (36) Kr5m 20006 5 
(T,=9.2hrs) ў Sub^ 6x10 Е 1х10 ----- 
13107 2103 1103) — 6x105 Kr-85 Sub 1x10% — — 3407 ——— 
Eu-152 S x10? 2х10 4x10 8x10 Kr-87 Sub 1x10% --- 2405 -- 
(T,-13ym) 0, Ё "i n Kr-88 Sub 1x10% 2x10 
I2x105 21072 60010 8102 5 4 қ Е 
Еш-154 84109 6х104 10070 2х107 Lanthanum (57) La-140 S2x107 7х10 5x10? — 25107 
174109 6403 240, 2x10) 1 1х1077 — 7x10 4x10? — 2x10 
Eu-155 S 9x10? 6x10? 3x10? 2x10 T 2 E Е 
I 7x10 3 6х107 3x10 2x10 4 Lead (82) Pb-203 S 3x10 6 1x10 9x10 8 4x10 4 
I2x10 5. 1x10? — éx10?, — 4x10 
Fermium (100) Fm-254 S 6х1078 4х1073 2107 1x107 Pb-210 S 1х10710 4x10 4х10712 1x107 
178108 4103 2x10 5, 1x10 12510710 5х1075 8х10712 2x10 
Fm-255 8 2510: 1103 6x10") 3х107 РЬ-212 S2x10? 6x10 4 6х1010 — 2xi07 
Il1x105.— 1х1072 4x10 19— 3x107 T2xto® 5х10 7х10710 2x10 
Fm-256 S3x10? 3х10 110770: oxio7 : 5 P 
I 2x10? 3х107 6x10 !! 9x10 Lutetium (71) Lu-177 S 6x10 310% 2х107 1x10 
15x107 3x10? 2x10 1x10 
Ешогіпе (9) F-18 S 5х10% 2102 2x107 8x107 л 
13x10° 1x10? 9х10 — 5х10 Manganese (25) Ма-52 8 2x107 1x107 7x10) 3x10? 
Gadolinium (64) 64-153 S2x107 (6403 8009 2404 ——— p oo NE 
19105: 6x10 3x10 2x10 -8 
С 13107 2 Ё I4xl07 — 3x10 1x10 1x10 
d-159 5 5x10. 2х10 ae 8x10 Mn-56 88107 4x10 3x10 1x10 
I 4x10 2x10 х 8х10 I5x107 — 3x10? 2х107 1x10 
a -7 -3 -9 5 
Gallium (31) О" Mercury (80) Hg-197mS 7107 603 3105 2101 
18107 5003 — 3103 — 2x107 
Germanium (32) бе-1 S 1x107 5x107 4к1077 2x1072 Hg-197 815109 9103 | 410 3x107 
16x10 5102 2007 2x107 138108 19102 9х10 5x107 
Gold (79) Au-196 81х106 510? 4x10® 2107 шааж E аше о 
u- 1x07 — 3x10? — 4x10 1x107 
1 6х1077 4x10? — 2x10 1х1074 ? 
Au-198 S3x107 2x10 1100 5107 Molybdenum (42) Мо-99 S 7х107 53102. 3х108 2х10* 
12x107 1х10 8x10 5х107 12х1077 1х10 7x10 4x10 
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1 Table I Table П І Table I Table II 
Element Isotope Column 1 Column 2 Column 1 Column 2 Element Isotope Column 1 Column 2 Column 1 Column 2 
(atomic Air Water Air Water (atomic Air Water Air Water 
number) (uCi/ml) (uCi/ml) (uCi/ml) (шСі/ші) number) (uCi/ml) (uCi/ml) (uCi/ml) (uCi/ml) 
-12 -5 -14 27 
Е S 5 5 = 4х1 
Neodymium (60) — Nd-144 581071 2x102 — 3077? — 7x10 uad reo TM. PM О E 
I3x1019 2x10? — 1x10]! — 8x107 2 -7 = -8 -4 
e 23 -8 25 Ра-233 S 6x10 4х10 2x10 1x10 
Nd-147 S4x107 2х10 1x10 6x10 12407 3109 610? 1104 
I2x107 2103 8х109 64103 * 5 Қ 5 
Nd-149 5 2102 8103 — 610) 3x07 Radium (88) Ra-223 S 2109, 2x107 éxl071) 71077 
11109 8х1075 50% 3x10" 1251010 1x107 810712 4x107 
Neptunium (93) Np-237 8 410712 9x103 1510712 3x10 Beso ын аа цаг О ИЛЕ 
Lixo, 9х0, 410 3x103 Ra-226 5 3х10711 4107 3х10712 3х10% 
Np-239 S 8x10 7 4x10» 3x10 р 1х10 4 15x10}! 9х1074 2х10712 3x10? 
а 2 ARID Ra-228 8 7х10711 8x07 2х10712 3х107* 
Nickel (28) Ni-S9 5 5x07 6102 2103 2x10 14х107 7x10 1x10 3x10 
I8x107 6102 3x10 2х107 T E -8 
№-63 05864805 (8103 2х109 34103 FOREN (86) RR ас 119 
13x107 2x10 1x10 — 7x10 0223 7 5 
Ni-65 85 9107 403 3105  1xl07 peg S Ig ши 
І 5х1077  3x10^ — 2x10* — 1x10 Rhenium (75) Re-183 5 3105 2102 910% — 6xIO7 
Niobium (41) Nb-93m S 15107 1102 — 4x10? xio қыла КЕШУ aol oe pte cos 
Pon a. qM. MM, ЗА I2x107 1x10? 8x10? 5х107 
Ness 550. ЭО мы dui Ве-187 89х106 7x102 3x107 — 3x10? 
11510) 3003  3x107 1010: 15107 4102 2005 203 
ux x 02202210 28006 Re-188 5407  2x102 — lxi0? — 6x10 
I 5x10 : 3x10 2x10 9x10 : 12407 510% 60109 35105 
Osmium (76) xc Жэ CE NELLE Rhodium (45) Rh-103mS &x102 — 4x10! — 3x10$ — 1x10? 
110 xut. Е I610? 310! 28106 1x10? 
Pru Ml УЕ ласы) Rh-105 S8x107  4xl0? — 3x10? — 1x10 4 
LEE. ugs GIO m d 15х107 3x10? — 2x10? — 1х107 
Ов-191 81102 5107) 410, 210, А 5 
14107 500% 110% 25107, Rubidium (37) Rb-86 83107 25409 1x10? — 7x10? 
Оз-193 S 4x07  2x103 100% — 6x107 | I7x103 — 7x10 2х109 2x10 
І 3х107 2x107 — 9x07 — 5x07 ВЬ-87 S5xI07 (3403 2108 — 1104 
Palladium (46) Pd-100 81х106 110% 5к108 — 3x104 dS NER EL 
17х10 8x10. — 3x10, — 3xI07 Ruthenium (44) Ru-97 5828106 1102 8x10? 4104 
Pd-109 S 6x10 7 3x10 | 2x10 3 9x10 1 2х106 1х1072 6x10 ? 3x104 
І 4х107 2x10 1х10 7х10 Ru-103 S 5х1077 2х10:3 20% 8х107 
Phosphorus (15) Р-32  S7x102 50104 — 2x10? 2105 T810 чан эс COHEN SED: 
-8 -4 -9 -5 Ru-105 S 7x10 3x10 2x10 Ix10 
I 8x10 7x10 3x10 2x10 15107 3x10? x10 5 1x10% 
Platinum (78) Pt-191 58107 410% — 3103 1104 Ru-106 88108 4104 3103, 15103 
1607 3x05 2108 1101 І 6хі079 3х10 210710  1x107 
Pt-1 7x10" 102 2407 1x10 Я 
И ее Samarium (62) 5т-147 5 7х10711 2403 210712 61075 
рь-193 S 1x10 310% 41058 9х1074 13х10. 2x10, 910, 17х10. 
І 3x10 - 5x10 ^ 110, 25107, Sm-151 S 6x10 » 1x10 7 2x10 , 4x10 
Pt-197m $6х10% 3102 2x107 1101 11107 110, 500, 410 
I 5x107 3х107, 2x107, 9x10 j Sm-153 S 5x10 2x10 3 2x10, 8x107 
Р-197 580107 4109 — 3x107 — 1х107 14х10 — 2x10 1x10 8x10 
PES. gener SEMIS MM Scandium (21) Sc-46 582007 1403 8109, 44103 
Plutonium (94) Pu-238 82х1012 1х104 7х1014 5408 12103  1x103 8070 4x10 
13х10) 83107 1012 310% 8с-47 8607 3403 2108 — 9x07 
Pu-239 5 25108 110, 6101, 5х10, 1510,  3x10^ — 2x10, — 9xi0 
I 4x107) 8х1074 1107 3x107 Sc-48 S 2x10, 8x10, 6x10 о 3x107 
Ра-240 S2x1077 104 61074  5xl07 ‚ 11х107 8x0 5х10 3х10 
I 4x10" 8x10" 1x107 3х107 : -6 -3 -8 -4 
Ра-241 S9x107!! 7x109 — 3x10 2x10% Selenium (34) 88:13 : Зар, ХЭ 213 иа 
І 4108 4х1072 11072 1х0 5 х t 
Ри-242 5 210712 1109 60714 5х10% Silicon (14) 51-31 (86009 3002 2x07 94104 
I4x107! 9x105 — 1x10;  3x107 11106 6x10? 3х1078 — 2x10" 
Ри-243 8 251048 1x02 бх, 307% Р £ E 3 E 
12x10", 1x02 80%, 3х1074 Silver (47) Ав-105 860107 30109 2x10 1х1074 
Pu-244 S2xl0 1? 1x07 6х10719 4х107% 1803 3x07 3009 1010: 
I 3x10. 3x10 1x107 1x107 Ag-110mS 2x10 9x10 7x107 3x107 
-10 -5 ET 2 Ilx10? 9x10% 3x10 3x10% 
Polonium (84) Po-210 S 5x10 5 2107 25108, 7x10". Ав-111 S3x107 1x10? 1x10? — 4x10? 
І 2х107° 8x10* — 7x10 3х107 І 2х1077 1x10? 8x10? 4105 
Potassium (19) K-42 S 2x10 5 9х1077 710% 31074 Sodium (11) Ма-22 S2x107 1x10? 6х109 4x10? 
І 1х107  6x10^ 4х10 2x107 1 9x107 9x104 3х10-109 3x10% 
А " E -4 -9 -5 Ма-24 815109 6103 — 4x10? — 2x10 
xc d (дут В c S CM CAE E 107 8x10% — 5x10? — 3x10? 
Рг-143 5300, 110: 110, 5410, Strontium (38) Sr-85m 845105 2x10] 1106 — 7x103 
I2x107 110 6х10 5х10 13х105 2x10! 1106 7x107 
Promethium (61) Рт-147 S 6x10 — 6x03 — 2x10) — 2104 mide тата ДЕН o о of 
1107 6х1075 310. 240: Зээ io, ы аты ыр 
Pm-149 5 3107 1103 110, 4103 ЭУ ord 
| 12107 1109 4007 410 төк; Вб, 10, 3x10 
9 3 Т 4 .Sr-90 51х10 9 1х10 3 3x10 10 3х10 
Protactinium (91) Ра-230 S 210, 7х107, 6x10, 2x10, I 5x10 7 1107 2х10 410” 
1 8х107!0 75109: 3x10! 2107 Sr-931 84007 (251403 — 25108 7х107 
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І Table 1 Table II Table I Table H 
Element Isotope Column! Column 2 Column! Column 2 Element Isotope! Column | Column 2 Column 1 Column 2 E 
(atomic Air Water Air Water (atomic Air Water Air Water E 
number) (uCi/ml) (uCi/ml) (uCi/ml) (uCi/ml) number) (uCi/ml) (uCi/ml) (uCi/ml) (uCi/ml) d 
EH 
24 23 -9 -5 ! 
13107: 10: — 9xI0, — 5x10; 0-233 5 510710 99104 2x10 1! 3x10% | 
Sr-92 S 4x10 7 2x107 2x10 ; 7x107 1x10 719 9x10 4 4x10? 3x10? | 
1 3х107 2х10 110 6х10 U-234 87 610710 9x07 210711 — 3x107 Ej 
Sulfur (16) 5-35 83407 2403 9x0? — 6x107 xs Ч ло d ecu уы; 2) 
13x10 8х107 9х107 3х10 х x x Х x 
1 1х10710 8х104 410-12 3x107 
-8 -3 -9 -5 -10 -3 -11 ~: Ko 
Tantalum (73) Ta-182 840108 1x10} 1104, 403 U-236 8 6x10 1x10 2x10 3x10 E 
12x10 15105 7х10710 4107 ]1х10710 1x10 41017 3x107 | 
Technetium (43) Tc-96m 88109 4101 310% 1107? мар aT io ipl pov is] 
13x10 3x10, 110: 1х0 0-240 S2x107 1x10? — 8x10? — 3x10? | 
То-96 56х10 3x10 2x10 1x10 -3 -9 -5 | 
12х107 1102 8x10? 5102 115010 151037 т S 
То-97т S2x10$ 1х107 8х1079 41074 U-Natural S 1х107 1х107, 5x10 2 3x10 5 m 
I2x107 SKIO 5409 | 20104 К DOMOS OE d 
ИР ЕУ Vanadium (23) V-48 52807 9:104 6109 3003 
Tc-99m 5 4102 2101 110% 61072 D RE | RM EL Р | 
no» dm ЖИІ siog ӘНІ О ху || оқыма, , : | 
16108 510? 2x10? — 2x10^ " Fai 07 —— 4010 --- | 
6- т 1 
Tellurium (52) Te-125m S 4107 51073 1x10 2x107 Sub 1x105 | ——— 3x07 | ——— | 
1 1х1077 3x10? — 4x10? — IxlO Xe-133 
Те-127ө S 1107 2x103 . 5x10; — 6103 Sublxij? | ——— 3407 --- 
Tein 82408 8803 608 30104 шан x Агы = 
d 19107. Sio? 33105 2х10* ілі oe | 
те 129 5 81078 18103 38109 3107 i ни j3 2 -4 | 
6-129т 5 9х10 XI d x o хо. Ytterbium (70) Yb-175 S 7x10 3 3x10 - 2x10 1х10 4 
- ӨҢІ ЫН Bie jet ииз юй ne | 
е- X X X = 1 
-6 -2 27 -4 | 
14108 2x102 1х10 88108 Yttrium (39) Ү-90 sixilo? 6004 4х109 2x10? | 
Te-131m S 4x10 7 2x10 5 110” 6x107 115107 6x10 5 — 3x10? 2x10% | 
[iun dU EMO UOS Ү-91т S2x105 1x10! 8х107 3x10? | 
Те-132 S2x107 9х10 7к10 3x10 5 8! -7 -3 | 
tie S" 1005 ас 12x10 1101 — 6x10 3x10 | 
x x х Х Ү-91 54108 8107 1х1079 3x105 
Terbium (65) Tb-160 8 1х1077 1x10? 3x10? 4x10% 1310, 8x10, — 110, 3x10, 
. 13x10? 1x10% 1x10? 410° Ү-92 8410, 210: 1х0 6x10; 
А т 2 P 13107 2x10 1х108 6х107 
Thallium (81) TI-200 830108 1102 900% 4x10} Ү-93  S2x107 88104 6x10? 3х10° 
TI-201 Hr 9x10 Tuo 2104 111077 88104 5x30? 3х107 
- x х х xl ! 
I9x107 5103 3x03 — 2x107 Zinc (30) Zn-65 515107 3x10 4х109 1х10* | 
Т1-202 S8x107 4105 3000 — 1x107 1610? 5х1075 2х1079 2107 | 
12x10; 210; — 8x10, 7107 Zn-69m S 4x107 2x10? 1x10 5 — 7x10? | 
ТЬ-204 S 6x10, 3x10 7 21071, 1х107, 13x107 2x10? 1x10? — 6х107 E 
13x10" 2x10" — 9x0 ^ 610 Zn-69 87104 5002 20? 2103 E 
Thorium [(90)] Th-227 5 310710 sxio4 1х107!1 2x19 19x10 5107 3x10 2x10 E 
1 2х10710 5x10% 61012 2x10 E 2 9 -4 E 
Th-228 5 9х10:12 2xi0 ^ зх10:3 7x10 $ Zirconium (40) Zr-93 51х10 1 2x10 7^ 4x10 7 8x10 ІЗ 
lé 4510-4 2x10) 11075 I13x107 — 2x107 11072 8x107 
тһ-230 5 2х10712 58104 81074 2105 2-95 5140, 240, 4102 — 6xl0 
I 15107! 9х107; 3x10. 3x10? I 310 2107, 1х10 0 610; 
Th-231 Sixlo® 7x10? — 5x10? | 28107 21-97 8110, 510, 4108) 25107, | 
1 1xl0. 7:105 4x1077, 2x10 4 I9x107 5x10 3x107 2x107 : 
Тһ-232 S3x107!! 5x10% 1х10712 2х10 | 
1 310711 1х1073 1х10712 4х1077 Any single radionuclide not | 
Th-natural 8 6х10711 6x07 2х107 2x10 $ listed above with decay | 
16001 6x10; 2х10702 2x10j mode other than alpha | 
Th-234 5 6x10^ 5x107 2x107 2x107 emission or spontaneous fis- | 
13x108 5х10* 1x107 2x107 sion and with radioactive & | 
Thulium (69) Jab Soe 1x10 1x10 5x10 half-life less than 2 hours. Sub? 1x107 ——— xo ------ B 
m- X B 
5 3 -9 5 | 
I 3x10 1x10 1x10 5x10 Any single radionuclid t 1 
Тт-171 81107 1102 4109 510% fisted above with” decay | | 
I 2x10 1x10 8x10 5x10 mode other than alpha | | 
Тіп (50) Sn-113 840107 2403 1x105 — 9x10 emission or spontaneous fis- | 
-8 0? -9 -5 sion and with radioactive ! 
1 5х10 y 2x1 » 2x10 9 8x10 Я | 
Sn-125 8 1107 5x10 410? 2х1075 half-life greater than 2 2 5 ёл -6 
18x108 510^. 3x10? — 2x10? hours. 3x10 9x107 1x10 3x10 | 
Tungsten (74) W-181 S 21079 1x107 8x107 410% Any single radionuclide not | 
11107 1x02 — 4105 3510 listed above, which decays | 
W-185 S 8x10 ; 4107 3x10, 1х107 by alpha emission or sponta- | 
114107 3x103 — 4xl0$ 1107 neous fission. 610  4u07 2х107!4 axo | 
W-187 84107 205 2х0 710% A 
13x107 2x10? — 1x10? 6х107 a 
. « . | 
Uranium (92) 0-230 S3x1070 1104 1510:1, 55107 For purposes of these regulations, the designation 10- 3 
11x10" 1x10 4x10 5x10 гад! : : : 
U-233 8110719 8x10 307? x10 (number), indicates 10 raised to the minus (number) | 
107! 8x10% 9xi0  — 3x10? power.* Ы 
Ч 
1 
| 
1 
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NOTES: 
'Soluble (S); Insoluble (I). - 


2"Sub" means that values given are for submersion in a 
semispherical infinite cloud of airborne material. 


3For purposes of these regulations, it may be assumed that the 
daughter activity concentrations in the following table are equivalent 
to an air concentration of 10  microcuries of radon-222 per milliliter 
of air in equilibrium with the daughters Кад, RaB, Кас, and RaC': 


Alpha-Emitting Daughter Activity 
Collected Per Milliliter of Air 


Maximum Time 


Between Collec- : Total alpha 


.tion and disintegra— 
Measurement | ; tions per 
` (hours)? Microcuries/ml minute per ml 
0.5 72 x10? 0.16 
1.0 45 x10? 0.10 
2.0 L3 x10 - 0.028 
3.0 0.3 x10 0.0072 


“Тһе duration of sample collection and the duration of mea- 

surement should be sufficiently short compared to the time 
between collection and measurement, as not to have a sta- 
tistically significant effect upon the results. 


4For soluble mixtures of U-238, U-234 and 1)-235 in air.chemical 
toxicity. may be the limiting factor. If the percentage by weight (en- 
richment) of U—235 is less than 5, the concentration value for a 40- 
hour work week, Table I, is 0.2 milligrams uranium per cubic meter of 
air average. For any enrichment, the product of the average concen- 
tration and time of exposure during a 40-hour work week shall not 
exceed 8х1077 SA uCi-hr/ml, where SA is the specific activity of the 
uranium inhaled, The concentration value for Table II is 0.007 milli- 
grams uranium per cubic meter of air. The specific activity for natural 
uranium is 6.77Х107 curies рег gram U. The specific activity for oth- 
er mixtures of U-238, U-235 and U—234, if not known, shall be: 


SA» 3.6х1077 curies/gram U 
U-depleted 

SA = (0.4 + 0.38 E + 0.0034 E?) 1075 

oo E2072 


where E is the percentage by weight of U-235, expressed as 
percent. 


NOTE: In- any case where there is a mixture in air or 
water of more than one radionuclide, the lim- 
iting values for purposes of this Appendix 


should be determined as follows: 


l. If the identity and concentration of each 
radionuclide in the mixture are known, the 
limiting values should be derived as follows: 
Determine, for each radionuclide in the 
mixture, the ratio between the quantity 
present in the mixture and the limit other- 
wise established in Appendix "A" for the 
specific radionuclide when not in a mixture. 
The sum of such ratios for all the radionu- 
clides in the mixture may not exceed. "1" 
(i.e., "unity") | "m 
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If radionuclides a, b, and c are 
present in concentrations C,, C,, 
and C, and if the applicable 
MPC's are MPC, МРС,, and 
MPC, respectively, then the con- 
centrations shall be limited so that 
the following relationship exists: 


С, C, C, 
+ + < 1 
МРС, МРС, 


Example: 


MPC, 


2. If either the identity or the concentration of 
any radionuclide in the mixture is not 
known, the limiting values for purposes of 
Appendix "A" shall be: 


a. For purposes of Table I, Col. 


іы бете бауы ЫН 6x10" 

b. For purposes of Table I, Col. 
i coste er РЕМИ 4x107 

c. For purposes of Table II, 
СОЗА E ры etat. 2x10 

d. For purposes of Table II, 
СО DE EPEE AE 3x10* 


3. If any of the conditions specified below are 
met, the corresponding values specified be- 
low may be used in lieu of those specified in 
paragraph 2, above. 


a. If the identity of each radionuclide in 
the mixture is known but the. concen- 
tration of one or more of the radionu- 
clides in the mixture is not known, the 
concentration limit for the mixture is 
the limit specified in Appendix "A" for 
the radionuclide in the mixture having 
the lowest concentration limit; or 


b. If the identity of each radionuclide in 
the mixture is not known, but it is 
known that certain radionuclides spec- 
ified in Appendix "A" are not present 
in the mixture, the concentration limit 
for the mixture is the lowest concen- 
tration limit specified in Appendix "A" 
for any radionuclide which is not 
known to be absent from the mixture; 
ог 


c. Radionuclide 


Table I Table П 
Column 1 Column 2 Column 1 Column 2 
Air Water Air Water 


(uCi/ml) (шСі/ші) (uCi/ml) (uCi/ml) 


If it is known that Sr-90, 1-125, 
1-126, 1-129, 1-131, (1-133 Table 
II only), Pb-210, Ро-210, At- 
211, Ra-223, Ra-224, Ra-226, 
Ac-227, Ra-228, Th-230, Pa- 
231, Th-232, Th-nat, Cm-248, 
Cf-254, and Fm-256 are not 
present 9х1077 ——— suo $ 


Table I 


Standards For Protection Against Radiation 


Table П 


Column 1 Column 2 Column 1 Column 2 


Air 


(uCi/ml) (uCi/m) (шСі/ті) (uCi/ml) 


Water Air Water 


If it is known that Sr-90, 1-125, 
1-126, 1-129, (1-131, 1-133, Ta- 
ble П only), Pb-210, Ро-210, Ra- 
223, Ra-226, Ra-228, Ра-231, 
Th-nat, Cm-248, Cf-254, and 
Fm-256 are not present 


If it is known that Sr-90, 1-129 
(1-125, 1-126, 1-131, Table II 
only), Pb-210, Ra-226, Ra-228, 
Cm-248, and Cf-254 are not 
present 


If it is known that (1-129, Table 
П only), Ra-226, and Ra-228 are 


not present 


If it is known that alpha—emitters 
and Sr-90, 1-129, РЬ-210, Ас- 
227, Ва-228, Pa-230, Pu-241, 
and ВК-249 are not present 


If it is known that alpha—emitters 
and Pb-210, Ac-227, Ra-228, 
and Ри-241 are not present 


If it is known that alpha—emitters 
and Ас-227 аге not present 


If it is known that Ac-227, Th- 
230, Pa-231, Pu-238, Pu-239, 
Pu-240, Pu-242, Pu-244, Cm- 
248, Cf-249 and Cf-251 are not 
present ———— ——————————— 


3x10? 


3х107!0 


зх107" 


3107? 


6х1075 ——— — 2x10 f. 


ім LL 


4. If the mixture of radionuclides consists of 


uranium and its daughter products in ore 
dust prior to chemical processing of the 
uranium ore, the values specified below 
may be used in lieu of those determined in 
accordance with paragraph 1 above or those 
specified in paragraphs 2 and 3 above. 


a. For purposes of Table 1, Column 1, 
1х107% uCi/ml gross alpha activity; or 
5х 107” иСі/ ті natural uranium; or 75 
micrograms per cubic meter of air nat- 
ural uranium. 


b. For purposes of Table II, Column 1, 
3x10? wCi/ml gross alpha activity; 
2x10? uCi/ml natural uranium; or 3 
micrograms per cubic meter of air nat- 
ural uranium. 


. For purposes of this note, a radionuclide 


may be considered as not present in a mix- 
ture if (a) the ratio of the concentration of 
that radionuclide in the mixture (C,) to the 
concentration limit for that radionuclide 
specified in Table II of Appendix "A" 
(MPC,) does not exceed 1/10, (і.е., 
C,/MPC, < 1/10 and (b) the sum of such 
ratios for all radionuclides considered as not 
present in the mxiture [mixture] does not 


exceed 1/4 (i.e.; C,/MPC, + C,/MPC, + 


. x 1/4). 


[Order 1095, § 402-24-220, filed 2/6/76; Order 1, 8 


402-24-220, filed 
10/26/66.] 


1/8/69; Rules (part), filed 
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Reviser's note: The number designation 10-(number), indicating 10 
raised to the minus (number) power, has been changed in this copy so 
that a negative superscript number is used in its place. Original Copy: 


9х10-6. Codified Copy: 9x10 ^. 


WAC 402-24-230 Appendix B 


Material Microcuries 
Americium—241 0.01 
Antimony-122 100 
Antimony-124 10 
Antimony-125 10 
Arsenic-73 100 
Arsenic-74 10 
Arsenic-76 10 
Arsenic-77 100 
Barium-133 10 
Barium-140 10 
Bismuth-210 1 
Bromine-82 10 
Cadmium-109 10 
Cadmium-115m 10 
Cadmium-115 100 
Calcium-45 10 
Calcium-47 10 
Carbon-14 100 
Cerium-141 100 
Cerium-143 100 
Cerium-144 1 
Cesium-131 1,000 
Cesium-134m 100 
Cesium-134 1 
Cesium-135 10 
Cesium-136 10 
Cesium-137 10 
Chlorine-36 10 
Chlorine-38 10 
Chromium-51 1,000 
Cobalt—58m 10 
Cobalt—58 10 
Cobalt—60 1 
Copper-64 100 
Dysprosium-165 10 
Dysprosium-166 100 
Erbium-169 100 
Erbium-171 100 
Europium-152 (9.2 h) 100 
Europium-152 (13 yr) 1 
Europium-154 1: 
Europium-155 10 
Fluorine-18 1,000 ` 
Gadolinium-153 10 
Gadolinium—159 100 
Gallium-72 10 
Germanium-71 100 
Gold-198 100 
Gold-199 100 
Hafnium-181 10 
Holmium—166 100 
Hydrogen-3 1,000 : 
Indium-113m 100 
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Material 
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Microcuries 


Indium-114m 
Indium-115m 
Indium-115 
Iodine-125 
Iodine-126 
Iodine-129 
Iodine-131 
Iodine-132 
Iodine-133 
Iodine-134 
Iodine-135 
Iridium-192 
Iridium-194 
Iron-55 

Iron-59 
Krypton-85 
Krypton-87 
Lanthanum-140 
Lutetium-177 
Manganese-52 
Manganese-54 
Manganese-56 
Мегсигу-197т 
Mercury-197 
Mercury-203 
Molybdenum-99 
Neodymium-147 
Neodymium-149 
Nickel-59 
Nickel-63 
Nickel-65 
Niobium-93m 
Niobium-95 
Niobium-97 
Osmium-185 
Osmium-191m 
Osmium-191 
Osmium-193 
Palladium-103 
Palladium-109 
Phosphorus—32 
Platinum-191 
Platinum—193m 
Platinum-193 
Platinum-197m 
Platinum-197 
Plutonium-239 
Polonium-210 
Potassium—42 
Praseodymium-142 
Praseodymium-143 
Promethium-147 
Promethium-149 
Radium-226 
Rhenium-186 
Rhenium-188 
Rhodium-103m 
Rhodium-105 
Rubidium-86 
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10 
100 
10 


Material Microcuries 
Rubidium-87 10 
Ruthenium—97 100 
Ruthenium-103 10 
Ruthenium-105 10 
Ruthenium-106 1 
Samarium-151 10 
Samarium-153 100 
Scandium-46 10 
Scandium-47 100 
Scandium-48 10 
Selenium-75 10 
Silicon-31 100 
Silver-105 10 
Silver-110m 1 
Silver-111 100 
Sodium-24 10 
Strontium-85 10 
Strontium-89 1 
Strontium-90 0.1 
Strontium-91 10 
Strontium-92 10 
Sulphur-35 100 
Tantalum-182 10 
Technetium-96 10 
Technetium-97m 100 
Technetium—97 100 
Technetium-99m 100 
Technetium-99 10 
Tellurium-125m 10 
Tellurium-127m 10 
Tellurium-127 100 
Tellurium-129m 10 
Tellurium—129 100 
Tellurium-131m 10 
Tellurium-132 10 
Terbium-160 10 
Thallium-200 100 
Thallium-201 100 
Thallium-202 100 
Thallium-204 10 
Thorium (natural)! 100 
Thulium-170 10 
Thulium-171 10 
Tin-113 10 
Tin-125 10 
Tungsten-181 10 
Tungsten-185 10 
Tungsten-187 100 
Uranium (natural)? 100 
Uranium-233 0.01 
Uranium-234 — 

Uranium-235 0.01 
Vanadium-48 10 
Xenon-131m 1,000 
Xenon-133 100 
Xenon-135 100 
Ytterbium-175 100 
Yttrium-90 10 
Yttrium-91 10 
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Material Microcuries 
Yttrium—92 100 
Yttrium—93 100 
Zinc-65 10 
Zinc-69m 100 
Zinc-69 1,000 
Zirconium-93 10 
Zirconium-95 | 10 
Zirconium-97 10 
NOTES: 


! Based on alpha disintegration rate of Th-232, Тһ-230 and their 
daughter products. 
Based on alpha disintegration rate of U-238, U-234, and U-235. 


Material Microcuries 


Any alpha emitting radionuclide not listed 
above or mixtures of alpha emitters of un- 
known composition 0.01 
Any radionuclide other than alpha emitting 
radionuclides, not listed above or mixtures of 
beta emitters of unknown composition 0.1 


NOTE: For purposes of WAC 402-24-090, WAC 
402-24-140 and WAC 402-24-150, where 
there is involved a combination of isotopes in 
known amounts, the limit for the combination 
should be derived as follows: Determine, for 
each isotope in the combination, the ratio be- 
tween the quantity present in the combination 
and the limit otherwise established for the 
specific isotope when not in combination. The 
sum of such ratios for all the isotopes in the 
combination may not exceed "1" (ie., "uni- 
ty"). Example: For purposes of WAC 402- 
24-150, if a particular batch contains 20,000 
ШІСІ of Au-198 and 50,000 „Ci of C-14, it 
may also include not more than 300 „Ci of I- 
131. This limit was determined as follows: 


20,000 «Ci  Au-198/100,000 „С: + 
50,000 иСі  C-14/100,000 „Ci + 
300 «Ci 1-131/1,000 „Ci =1 


The denominator in each of the above ratios 
was obtained by multiplying the figure in the 
table by 1,000 as provided in WAC 402-24- 
150. 


[Order 1095, $ 402-24-230, filed 2/6/76; Order 708, 8 
402-24-230, filed 8/24/72; Order 1, 8 402-24-230, 
filed 7/2/71; Order 1, 8 402-24-230, filed 1/8/69; 
Rules (part), filed 10/26/66.] 


Chapter 402-28 WAC 
USE OF X-RAYS IN THE HEALING ARTS 


WAC 
402-28-010 Purpose and scope. 
402-28-020 Definitions. 


402-28-020 


402-28-031 General requirements Administrative controls. 

402-28-032 General requirements Plan review. 

402-28-035 General requirements for all diagnostic x-ray 
systems. 

402-28-040 Fluoroscopic x-ray systems. 

402-28-051 Radiographic systems other than fluoroscopic, dental 
intraoral, or veterinarian systems Beam 
limitation. 

402-28-052 Radiographic systems other than fluoroscopic, dental 
intraoral, or veterinary systems Radiation expo- 
sure control devices. 

402-28-053 Radiographic systems other than fluoroscopic, dental 
intraoral, or veterinary systems Source-to-skin 
or receptor distance. 

402-28-054 Radiographic systems other than fluoroscopic, dental 
intraoral, or veterinary systems Exposure 
reproductibility. 

402-28-055 Radiographic systems other than fluoroscopic, dental 
intraoral, or veterinary systems Standby radia- 
tion from capacitor energy storage equipment. 

402-28-080 Intraoral dental radiographic systems. 

402-28-090 Therapeutic x-ray installations. 

402-28-100 Special requirements for x-ray therapy equipment 
operated at potentials of sixty kVp and below. 

402-28-110 Veterinary medicine radiographic installations. 

402-28-120 Appendix А Information on radiation shielding 
required for plan reviews. 

402-28-130 | Appendix В Minimum design requirements for an 
x-ray machine operator's booth New installa- 
tions only. 

402-28-990 | Appendix C X-ray film developing guide- 
lines Time temperature chart. 


402-28-99001 Appendix D Good practices. 

402-28-99002 Appendix E——Performance standards for new 
and/or existing equipment. 

402-28-99003 Appendix F——- Determination of competency. 


DISPOSITION OF SECTIONS FORMERLY CODIFIED IN THIS 
CHAPTER : 


General provisions. [Order 708, 5 402-28-030, filed 
8/24/72; Order 1, 5 402-28-030, filed 7/2/71; Order 
1, 8 402-28-030, filed 1/8/69; Rules (part), filed 
10/26/66.] Repealed by Order 1084, filed 1/14/76. 
Later promulgation, see WAC 402-28-031, 402-28- 
032, 402-28-035. 

Radiographic installations other than dental and veter- 
inary medicine. [Order 1 $ 402-28-050, filed 1/8/69; 
Rules (part), filed 10/26/66.] Repealed by Order 
1084, filed 1/14/76. Later promulgation, see WAC 
402-28-051 through 402-28-055. 

Special requirements for mobile diagnostic radiograph- 
ic equipment. [Order 1, 5 402-28-060, filed 1/8/69; 
Rules (part), filed 10/26/66.] Repealed by Order 
1084, filed 1/14/76. 

Special requirements for chest photofluorographic in- 
stallations. (Order 1, 5 402-28-070, filed 1/8/69; 
Rules (part), filed 10/26/66.] Repealed by Order 
1084, filed 1/14/76. 


402-28-030 


402-28-050 


402-28-060 


402-28-070 


WAC 402-28-010 Purpose and scope. This chapter 
establishes requirements, for which a registrant is re- 
sponsible, for use of x-ray equipment by or under the 
supervision of an individual authorized by and licensed 
in accordance with State statutes to engage in the heal- 
ing arts or veterinary medicine. The provisions of this 
chapter are in addition to, and not in substitution for, 
other applicable provisions of these regulations. [Order 
1084, 8 402-28—010, filed 1/14/76; Order 1, $ 402-28- 
101 (codified as WAC 402-28-010), filed 1/8/69; 
Rules (part), filed 10/26/66.] 

WAC 402-28-020 Definitions. As used in this 
chapter, the following definitions apply: 
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(1) "Accessible surface" means the external surface of 
the enclosure or housing provided by the manufacturer. 

(2) "Added filter" means the filter added to the in- 
herent filtration. 

(3) "Aluminum equivalent" means the thickness of 
aluminum (type 1100 alloy) affording the same attenua- 
tion, under specified conditions, as the material in ques- 
tion. (The nominal chemical composition of type 1100 
aluminum alloy is 99.00 percent minimum aluminum, 
0.12 percent copper). 

(4) "Assembler" means any person engaged in the 
business of assembling, replacing, or installing one or 
more components into an x-ray system or subsystem. 

(5) "Attenuation block" means a block or stack, hav- 
ing dimensions 20 cm by 20 cm by 3.8 cm, of type 1100 
aluminum alloy or other materials having equivalent 
attenuation. 

(6) "Automatic exposure control" means a device 
which automatically controls one or more technique fac- 
tors in order to obtain at a preselected location(s) a re- 
quired quantity of radiation (see also "Phototimer"). 

(7) "Barrier" (see "Protective barrier"). 

(8) "Beam axis" means a line from the source through 
the centers of the x-ray fields. 

(9) "Beam-limiting device" means a device which 
provides a means to restrict the dimensions of the x-ray 
field. 

(10) "Certified components" means components of 
x-ray systems which have been certified by the manu- 
facturer as meeting the requirements of the federal per- 
formance standard for x—ray equipment. 

(11) "Certified system" means any x-ray system 
which has one or more certified component(s). 

(12) "Changeable filters" means any filter, exclusive 
of inherent filtration, which can be removed from the 
useful beam through any electronic, mechanical or 
physical process. 

(13) "Coefficient of variation (C)" means the ratio of 
the standard deviation to the mean value of a population 
of observations. It is estimated using the following 
equation: 


(ау 2 1/2 
п-1 


| e 


where 

s = Estimated standard deviation of the population. 
X = Mean value of observations in sample. 

Ху = its observation in sample. 

n = Number of observations in sample. 


(14) "Contact therapy system" means that the x-ray 
tube port is put in contact with or within 5 centimeters 
of, the surface being treated. 

(15) "Control panel" means that part of the x-ray 
control upon which are mounted the switches, knobs, 
pushbuttons, and other hardware necessary for manually 
setting the technique factors. 
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(16) "Cooling curve" means the graphical relationship 
between heat units stored and cooling time. 

(17) "Dead-man switch" means a switch so con- 
structed that a circuit closing contact can be maintained 
only by continuous pressure on the switch by the 
operator. 

(18) "Density (D)" (as used in conjunction with im- 
age receptors) means the logarithm to the base 10 of the 
ratio of the incident to the transmitted luminous flux. 


I incident 
D = log" 


I transmitted 
Where I is luminous flux. 


(19) "Department" means the Department of Social 
and Health Services which has been designated as the 
State Radiation Control Agency. 

(20) "Diagnostic source assembly" means the tube 
housing assembly with a beam-limiting device attached. 

(21) "Diagnostic x—ray system" means an x-ray sys- 
tem designed for irradiation of any part of the human 
body for the purpose of recording or visualization for di- 
agnostic purposes. 

(22) "Direct scattered radiation" means that scattered 
radiation which has been deviated in direction only by 
materials irradiated by the useful beam (See also "Scat- 
tered radiation"). 

(23) "Entrance exposure rate" means the roentgens 
per unit time at the point where the center of the useful 
beam enters the patient. 

(24) "Equipment" (See "X-ray equipment"). 

(25) *" Exposure" means the quotient of dQ by dm 
where dQ is the absolute value of the total charge of the 
ions of one sign produced in air when all the electrons 
(negatrons and positrons) liberated by photons in a vol- 
ume element of air having mass dm are completely 
stopped in air. (The special unit of exposure is the 
roentgen.) 


NOTE: 


*When the word, exposure, is used in this part to mean one or more 
irradiations of a person for a healing arts purpose, or in a more general 
sense, it will not be underlined [italicized]. 


(26) "Field emission equipment" means equipment 
which uses an x-ray tube in which electron emission 
from the cathode is due solely to the action of an electric 
field. 

(27) "Filter" means material placed in the useful 
beam to absorb preferentially selected radiations. 

(28) "Fluoroscopic imaging assembly" means a com- 
ponent which comprises a reception system in which 
x-ray photons produce a fluoroscopic image. It includes 
equipment housings, electrical interlocks if.any, the pri- 
mary protective barrier, and structural material provid- 
ing linkage between the image receptor and the 
diagnostic source assembly. 

(29) "General purpose radiographic x-ray system" 
means any radiographic x-ray system, which by design, 
is not limited to radiographic examination of specific 
anatomical regions. 

(30) "Gonad shield" means a protective barrier for 
the testes or ovaries. 
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(31) "Half-value layer (HVL)" means the thickness 
of specified material which attenuates the beam of radi- 
ation to an extent such that the exposure rate is reduced 
to one-half of its original value. In this definition the 
contribution of all scattered radiation, other than any 
which might be present initially in the beam concerned, 
is deemed to be excluded. 

(32) "Image intensifier" means a device consisting of 
an image intensifier tube installed in its housing which 
instantaneously converts an x-ray pattern into a light 
image of higher energy density. 

(33) "Image receptor" means any device, such as a 
fluorescent screen or radiographic film, which trans- 
forms incident x-ray photons either into a visible image 
or into another form which can be made into a visible 
image by further transformations. 

(34) "Inherent filtration" means the filtration perma- 
nently in the useful beam; it includes the window of the 
x-ray tube and any permanent tube or source enclosure. 

(35) "Interlock" means a device for precluding access 
to an area of radiation hazard whether by preventing 
entry or by automatically removing the hazard. 

(36) "Kilovolts peak (kVp)' (See "Peak tube 
potential"). 

(37) "kWs" means kilowatt second which is equal to 
the product of peak kilovolts, amperes, and seconds or 
10? X kV. X mA. X sec. 

(38) "Lead equivalent" means the thickness of lead 
affording the same attenuation, under specified condi- 
tions, as the material in question. 

(39) "Leakage radiation" means radiation emanating 
from the diagnostic or therapeutic source assembly ex- 
cept for: 

(а) the useful beam апа 

(b) radiation produced when the exposure switch or 
timer is not activated. 

(40) "Leakage technique factors" means the tech- 
nique factors associated with the tube housing assembly 
which are used in measuring leakage radiation. They are 
defined as follows: 

(a) for capacitor energy storage equipment, the maxi- 
mum rated number of exposures in an hour for operation 
at the maximum rated peak tube potential with the 
quantity of charge per exposure being 10 millicoulombs 
(10mAs) or the minimum obtainable from the unit, 
whichever is larger. 

(b) for field emission equipment rated for pulsed op- 
eration, the maximum rated number of x-ray pulses in 
an hour for operation at the maximum rated peak tube 
potential. 

(c) for all other equipment, the maximum rated con- 
tinuous tube current for the maximum rated peak tube 
potential. 

(41) "Light field" means that area of the intersection 
of the light beam from the beam-limiting device and one 
of the set of planes parallel to and including the plane of 
the image receptor, whose perimeter is the locus of 
points at which the illumination is one-fourth of the 
maximum in the intersection. 

(42) "Line pair" means an object in which parallel 
wires or strips are placed so that the space between each 
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wire or strip is equal to the width of the wire or strip. А 
line pair is one space and a strip or wire. 

(43) "Line-voltage regulation" means the difference 
between the no-load and the load line potentials ex- 
pressed as a percent of the load line potential; that is, 


Percent 
line-voltage = 100 (V,-V,)/V, 
regulation 


where: 
Vin) = No-load line potential 
Vay = Load line potential 


(44) "Maximum line current" means the root mean 
squared current in the supply line of an x-ray machine 
operating at its maximum rating. 

(45) "Mobile equipment" (See "X-ray equipment"). 

(46) "Peak tube potential" means the maximum value 
of the potential difference across the x-ray tube during 
an exposure. 

(47) "Phototimer" — means a method for controlling 
radiation exposures to image receptors by the amount of 
radiation which reaches a radiation monitoring 
device(s). The radiation monitoring device(s) is part of 
an electronic circuit which controls the duration of time 
the tube is activated (See also "Automatic exposure 
control"). 

(48) "Portable equipment" (See "X-ray equipment"). 

(49) "Position indicating device (PID)" means a de- 
vice on dental x-ray equipment used to indicate the 
beam position and to establish a definite source-surface 
(skin) distance. It may or may not incorporate or serve 
as а beam-limiting device. 

(50) "Primary protective barrier" (See "Protective 
barrier"). 

(51) "Protective apron" means an apron made of ra- 
diation absorbing materials, used to reduce radiation 
exposure. 

(52) "Protective barrier" means a barrier of radiation 
absorbing material(s) used to reduce radiation exposure. 

(a) "Primary protective barrier" means the material, 
excluding filters, placed in the useful beam, for protec- 
tion purposes, to reduce the radiation exposure. 

(b) "Secondary protective barrier" means a barrier 
sufficient to attenuate the stray radiation to the required 
degree. 

(53) "Protective glove" means a glove made of radia- 
tion absorbing materials used to reduce radiation 
exposure. 

(54) "Qualified expert" means an individual who has 
demonstrated to the satisfaction of the Department pos- 
session of knowledge and training to measure ionizing 
radiation, to evaluate safety techniques, and to advise 
regarding radiation protection needs. 

(55) "Radiograph" means an image receptor on which 
the image is created directly or indirectly by an x-ray 
pattern and results in a permanent record. 

(56) "Radiographic imaging system" means any sys- 
tem whereby a permanent or semi-permanent image is 
recorded on an image receptor by the action of ionizing 
radiation. 

(57) "Rating" means the operating limits as specified 
by the component manufacturer. 
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(58) "Recording" means producing a permanent form 
of an image resulting from x-ray photons (e.g., film, 
video tape). 

(59) "Registrant," as used in this part, means any 
person who owns or possesses and administratively con- 
trols an x-ray system which is used to deliberately ex- 
pose humans or animals, to the useful beam of the 
system and is required by the provisions in chapters 
402-12 and 402-16 WAC to register with this 
Department. 

(60) "Repair person (service person)" means an indi- 
vidual who maintains an х-гау system, not limited to a 
manufacturer, assembler or user. 

(61) "Response time" means the time required for an 
instrument system to reach 90 percent of its final read- 
ing when the radiation—sensitive volume of the instru- 
ment system is exposed to a step change in radiation flux 
from zero sufficient to provide a steady state midscale 
reading. 

(62) "Scattered radiation" means radiation that, dur- 
ing passage through matter, has been deviated in direc- 
tion (See also "Direct scattered radiation"). 

(63) "Secondary protective barrier" (see "Protective 
barrier"). 

(64) "Shutter" means a device, generally of lead, 
fixed to an x-ray tube housing to intercept the useful 
beam. 

(65) "SID" (see "Source-image receptor distance"). 

(66) "Source" means the focal spot of the х-гау tube. 

(67) "Source-image receptor distance (SID)" means 
the distance from the source to the center of the input 
surface of the image receptor. 

(68) "Spot film" means a radiograph which is made 
during a fluoroscopic examination to permanently record 
conditions which exist during that fluoroscopic 
procedure. 

(69) "Stationary 
equipment"). 

(70) "Stray radiation" means the sum of leakage and 
scattered radiation. 

(71) "Technique factors" means the conditions of op- 
eration. They are specified as follows: 

(a) For capacitor energy storage equipment, peak tube 
potential in kV and quantity of charge in mAs. 

(b) For field emission equipment rated for pulsed op- 
eration, peak tube potential in kV and number of x-ray 
pulses. 

(c) For all other equipment, peak tube potential in kV 
and: 

(i) either tube current in mA and exposure time in 
seconds, 

(ii) or the product of tube current and exposure time 
in mAs. 

(72) "Therapeutic-type protective tube housing" 
means the tube housing with tube installed and it in- 
cludes high voltage and/or filament transformers and 
other appropriate elements when they are contained 
within that housing. 

(73) "Tube" means an x-ray tube, unless otherwise 
specified. 

(74) "Tube housing assembly" means the tube hous- 
ing with tube installed. It includes high-voltage and/or 


equipment" (See "X-ray 
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filament transformers and other appropriate elements 
when they are contained within the tube housing. 

(75) "Tube rating chart' means the set of curves 
which specify the rated limits of operation of the tube in 
terms of the technique factors. 

(76) "Useful beam" means the radiation which passes 
through the tube housing port and the aperture of the 
beam-limiting device when the exposure switch or timer 
is activated. 

(77) "Variable-aperture beam-limiting device" means 
a beam-limiting device which has capacity for stepless 
adjustment of the x—ray field size at a given SID. 

(78) "Visible area" means that portion of the input 
surface of the image receptor over which incident x-ray 
photons produce a visible image. 

(79) "X-ray control" means a device which controls 
input power to the х-тау high-voltage generator and/or 
the x-ray tube. It includes equipment which controls the 
technique factors of an x-ray exposure. 

(80) "X-ray equipment" means an x-ray system, 
subsystem, or component thereof. 

(a) 'Mobile' means x-ray equipment mounted on a 
permanent base with wheels and/or casters for moving 
while completely assembled. 

(b) 'Portable' means x-ray equipment designed to be 
hand-carried. 

(c) 'Stationary' means x-ray equipment which is in- 
stalled in a fixed location. 

(d) "Transportable' means x-ray equipment installed 
in a vehicle or trailer. 

(81) "X-ray field" means that area of the intersection 
of the useful beam and any one of the set of planes par- 
allel to and including the plane of the image receptor, 
whose perimeter is the locus of points at which the ex- 
posure rate is one-fourth of the maximum in the 
intersection. 

(82) "X-ray high-voltage generator" means a device 
which transforms electrical energy from the potential 
supplied by the x-ray control to the tube operating po- 
tential. The device may also include means for trans- 
forming alternating current to direct current, filament 
transformers for the x-ray tube(s), high-voltage switch- 
es, electrical protective devices, and other appropriate 
elements. 

(83) "X-ray system" means an assemblage of compo- 
nents for the controlled production of x-rays. It includes 
minimally an x-ray high-voltage generator, an x-ray 
control, a tube housing assembly, a beam-limiting de- 
vice, and the necessary supporting structures. Additional 
components which function with the system are consid- 
ered integral parts of the system. 

(84) "X-ray subsystem" means any combination of 
two or more components of an x-ray system for which 
there are requirements specified in this part. 

(85) "X-ray tube" means any electron tube which is 
designed for the conversion of electrical energy into 
x-ray energy. [Order 1084, 8 402-28-020, filed 
1/14/76; Order 1, $ 402-28-020, filed 1/8/69; Rules 
(part), filed 10/26/66.] 


WAC 402-28-031 General requirements Ad- 
ministrative controls. (1) No person shall make, sell, 
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lease, transfer, lend or install x-ray or fluoroscopic 
equipment or the accessories used in connection with 
such equipment unless such accessories and equipment, 
when properly placed in operation and properly used, 
will meet the requirements of these regulations. 

(2) The registrant shall be responsible for directing 
the operation of the x-ray machines which have been 
registered with the Department. The registrant or regis- 
trant's agent shall assure that the following provisions 
are met in the operation of the x-ray machine(s): 

(a) An x-ray machine which does not meet the provi- 
sions of these regulations shall not be operated for diag- 
nostic or therapeutic purposes, if so directed by the 
Department. 

(b) Individuals who will be operating the x-ray 
equipment shall be adequately instructed in the safe op- 
erating procedures and should be able to demonstrate 
competence, upon request from the Department, in the 
correct use of the equipment. 

(c) In the vicinity of each x—ray system's control panel 
a chart shall be provided, which specifies for most ex- 
aminations which are performed by that system a listing 
of information, including but not limited to the follow- 
ing, for each projection within that examination: 

(i) Patient's anatomical size versus technique factors 
to be utilized, 

(ii) Type of and size of the film or film-screen com- 
bination to be used, 

(iii) Type of grid to be used if any, and focal distance, 

(iv) Source to image receptor distance to be used, and 

(v) Type and location of placement of gonad shielding 
to be used. 

(d) Safety procedures and rules shall be provided to 
each individual operating x-ray equipment including any 
restrictions of the operating technique required for the 
safe operation of the particular x-ray system. The oper- 
ator should be able to demonstrate familiarity with these 
rules. 

(e) Except for patients who cannot be moved out of 
the room, only the staff and ancillary personnel required 
for the medical procedure or training shall be.in the 
room during the radiographic exposure. Other than the 
patient being examined: 

(i) All individuals shall be positioned such that no 
part of the body including the extremities not protected 
by 0.5 mm lead equivalent, will be struck by the useful 
beam. 

(ii) Staff and ancillary personnel shall be protected 
from the direct scatter radiation by protective aprons or 
whole body protective barriers of not less than 0.25 mm 
lead equivalent. 

(ii) Patients who cannot be removed from the room 
shall be protected from the direct scatter radiation by 
whole body protective barriers of 0.25 mm lead equiva- 
lent or shall be so positioned that the nearest portion of 
the body is at least 2 meters from both the tube head 
and the nearest edge of the image receptor. 

(iv) When a portion of the body of any staff or ancil- 
lary personnel is potentially subjected to stray radiation 
which could result in that individual receiving one quar- 
ter of the maximum permissible dose as defined in WAC 
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402-24-020 of these regulations, additional protective 
devices may be required by the Department. 

(f) Gonad shielding of not less than 0.25 mm lead 
equivalent shall be used for patients who have not passed 
the reproductive age during radiographic procedures in 
which the gonads are in the direct (useful) beam, except 
for cases in which this would interfere with the diagnos- 
tic procedure. 

(g) Persons shall not be exposed to the useful beam 
except for healing arts purposes, each exposure of which 
has been authorized by a licensed practitioner of the 
healing arts. This provision specifically prohibits delib- 
erate exposure for the following purposes: 

(i) Exposure of an individual for training, demonstra- 
tion or other purposes unless there are also healing arts 
requirements and proper prescription has been provided. 

(ii) Exposure of an individual for the purpose of heal- 
ing arts screening without prior written approval of the 
Department. (Screening means an exposure of a person 
without a prior examination by a licensed practitioner.) 

(h) When a patient or film must be provided with 
auxiliary support during a radiation exposure: 

(i) Mechanical holding devices shall be used when the 
technique permits. The safety rules, required by WAC 
402-28-020, shall list individual projections where hold- 
ing devices cannot be utilized; 

(ii) Written safety procedures, as required by WAC 
402-28-031(2)(4), shall indicate the requirements for 
selecting a holder and the procedure the holder shall 
follow; 

(iii) The human holder shall be protected as required 
by WAC 402-28-031(2)(e)(i), except during intraoral 
exposure. 

(iv) No person shall be used routinely to hold film or 
patients; 

(v) In those cases where the patient must hold the 
film, except during intraoral examinations, any portion 
of the body other than the area of clinical interest struck 
by the useful beam shall be protected by not less than 
0.2 mm lead equivalent material; 

(vi) Such holding shall be permitted only in very un- 
usual and rare situations. 

(i) Personnel Monitoring. All persons who are associ- 
ated with the operation of an x-ray system are subject to 
the occupational exposure limits and the requirements 
for the determination of the doses which are stated in 
WAC 402-24-024. [Order 1084, 8 402-28-031, filed 
1/14/76. Formerly WAC 402-28-030 (part).] 


WAC 402-28-032 General requirements Plan 
review. (1) Prior to construction, the floor plans and 
equipment arrangement of all installations (new or mod- 
ifications of existing installations) utilizing x-rays for 
diagnostic or therapeutic purposes shall be submitted to 
a qualified expert for determination of shielding require- 
ments and submitted to the Department for subsequent 
review. Review shall not imply approval. 

The required information is denoted in Appendices A 
and B of chapter 402-28 WAC. 
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(2) The review of such plans shall not preclude the 
requirement of additional modifications should a subse- 
quent analysis of operating conditions indicate the possi- 
bility of an individual receiving a dose in excess of the 
limits prescribed in WAC 402-24-020, WAC 402-24- 
035, and WAC 402-24-040. [Order 1084, 8 402-28- 
032, filed 1/14/76. Formerly WAC 402-28-030 (part).] 


WAC 402-28-035 General requirements for all di- 
agnostic x-ray systems. In addition to other require- 
ments of this chapter, all diagnostic x-ray systems shall 
meet the following requirements: 

(1) Warning label. The control panel containing the 
main power switch shall bear the warning statement, 
legible and accessible to view: "WARNING: This x-ray 
unit may be dangerous to patient and operator unless 
safe exposure factors and operating instructions are 
observed." 

(2) Battery charge indicator. On battery-powered 
generators, visual means shall be provided on the control 
panel to indicate whether the battery is in a state of 
charge adequate for proper operation. 

(3) Leakage radiation from the diagnostic source as- 
sembly. The leakage radiation from the diagnostic 
source assembly measured at a distance of 1 meter in 
any direction from the source shall not exceed 100 milli- 
roentgens in | hour when the x-ray tube is operated at 
its leakage technique factors. 

(4) Radiation from components other than the diag- 
nostic source assembly. The radiation emitted by a com- 
ponent other than the diagnostic source assembly shall 
not exceed 2 milliroentgens in 1 hour at 5 centimeters 
from any accessible surface of the component when it is 
operated in an assembled x-ray system under any con- 
ditions for which it was designed. 

(5) Beam quality 

(a) The half-value layer (HVL) of the useful beam 
for a given x-ray tube potential shall not be less than the 
values shown in WAC 402-28-035, Table I. If it is nec- 
essary to determine such half-value layer at an x-ray 
tube potential which is not listed in linear interpolation 
or extrapolation may be made. 


WAC 402-28-035 TABLE I 


Design Measured Half-value 
operating potential layer (milli- 
range (kilovolts meters of 
(kilovolts peak) peak) aluminum 
equivalent) 
Below 50————— 30 0.3 
40 0.4 
49 0.5 
50 to 70 ————— 50 1.2 
60 1.3 
70 1.5 
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Design Measured Half-value 
operating potential layer (milli 

range (kilovolts meters of 
(kilovolts peak) peak) aluminum 
equivalent) 

Above 70 —————- 7] 2.1 

80 2.3 

90 2.5 

100 2.7 

110 3.0 

120 3.2 

130 3.5 

140 3.8 

150 4.1 


(b) The above HVL criteria will be considered to have 
been met if it can be demonstrated that the aluminum 
equivalent of the total filtration in the primary beam is 
not less than that shown in WAC 402-28-035 Table II. 


WAC 402-28-035 TABLE II 


Filtration Required vs. Operating Voltage 
Total Filtration 


Operating (inherent plus added) 
Voltage (kV p) (millimeters aluminum 

equivalent) 
Below 50 0.5 millimeters 
50 to 70 1.5 millimeters 
Above 70 2.5 millimeters 


(c) Beryllium window tubes have a minimum of 0.5 
mm aluminum equivalent filtration permanently mount- 
ed in the useful beam. 

(d) For capacitor energy storage equipment, compli- 
ance shall be determined with the maximum quantity of 
charge per exposure. 

(e) The required minimal aluminum equivalent filtra- 
tion shall include the filtration contributed by all mate- 
rials which are always present between the focal spot of 
the tube and the patient. (e.g., a tabletop when the tube 
is mounted "under the table" and inherent filtration of 
the tube) 

(6) Multiple tubes. Where two or more radiographic 
tubes are controlled by one exposure switch, the tube or 
tubes which have been selected shall be clearly indicated 
prior to initiation of the exposure. 

(7) Mechanical support of tube head. The tube hous- 
ing assembly supports shall be adjusted such that the 
tube housing assembly will remain stable during an ex- 
posure unless the tube housing movement is a designed 
function of the x-ray system. 

(8) Technique indicators 

(a) The technique factors to be used during an expo- 
sure shall be indicated before the exposure begins, ex- 
cept when automatic exposure controls are used, in 
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which case the technique factors which are set prior to 
the exposure shall be indicated. 

(b) On equipment having fixed technique factors, the 
requirement, in WAC 402-28-035(8)(а) may be met by 
permanent markings. Indication of technique factors 
shall be visible from the operator's position except in the 
case of spot films made by the fluoroscopist. [Order 
1084, $ 402-28-035, filed. 1/14/76. Formerly WAC 
402-28-030 (part).] 


WAC 402-28-040  Fluoroscopic x-ray systems. All 
fluoroscopic x-ray systems shall meet the following 
requirements: 

(1) Limitation of useful beam. 

(a) The fluoroscopic tube shall not produce x-rays 
unless the primary barrier is in position to intercept the 
entire useful beam at all times. 

(b) The entire cross section of the useful beam shall 
be intercepted by the primary protective barrier of the 
fluoroscopic image assembly at any SID. 

(c) Nonimage-intensified fluoroscopy and spot film- 
ing. The x-ray field produced by nonimage-intensified 
fluoroscopic equipment shall not extend beyond the en- 
tire visible area of the image receptor. This requirement 
applies to field size during both fluoroscopic procedures 
and spot-filming procedures. 

(2) Activation of the fluoroscopic tube. X-ray pro- 
duction in the fluoroscopic mode shall be controlled by a 
device which requires continuous pressure by the 
fluoroscopist for the entire time of any exposure. When 
recording serial fluoroscopic images, the fluoroscopist 
shall be able to terminate the х-гау exposure(s) at any 
time, but means may be provided to permit completion 
of any single exposure of the series in process. 

(3) Entrance exposure rate allowable limits. 

(a) The exposure measured at the point where the 
center of the useful beam enters the patient should be as 
low as practicable and shall not exceed ten (10) 
roentgens per minute, except during recording of fluoro- 
scopic images or when provided with optional high level 
control. 

(b) When provided with optional high level control, 
the equipment shall not be operable at any combination 
of tube potential and current which will result in an ex- 
posure rate in excess of 5 roentgens per minute at the 
point where the center of the useful beam enters the pa- 
tient unless the high level control is activated. 

(1) Special means of activation of high level controls, 
such as additional pressure applied continuously by the 
operator, shall be required to avoid accidental use. 

(ii) A continuous signal audible to the fluoroscopist 
shall indicate that the high level control is being 
employed. 

(c) Measuring compliance of entrance exposure rate 
limits. Compliance with WAC 402-28-040(3) shall be 
determined as follows: 

(i) Movable grids and compression devices shall be 
removed from the useful beam during the measurement. 

(ii) If the source is below the table, exposure rate 
shall be measured 1 centimeter above the tabletop or 
cradle. 
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(iii) If the source is above the table, the exposure rate 
shall be measured at 30 centimeters above the tabletop 
with the end of the beam-limiting device or spacer posi- 
tioned as closely as possible to the point of measurement. 

(iv) In a C-arm type of fluoroscope, the exposure rate 
shall be measured 30 centimeters from the input surface 
of the fluoroscopic imaging assembly. 

(d) Periodic measurement of entrance exposure rate 
limits. 

(i) Periodic measurements of the exposure rate shall 
be made. Ап adequate period for such measurements 
shall be annually or after any maintenance of the system 
which might affect the exposure rate. 

(ii) Results of these measurements shall be available 
where any fluoroscopist may have ready access to them 
while using that fluoroscope. Results of the measure- 
ments shall include the maximum possible R/minute, as 
well as the physical factors used to determine all data; 
the name of the person performing the measurements; 
and the date the measurements were performed. 

(11) Use of monitoring devices (e.g. commercially 
available film badges, thermoluminescent dosimeters, or 
low energy dosimeters) may be used to perform the test, 
provided the measurements are made as noted in the 
following subdivision WAC 402-28-040(3)(d)(iv). 

(vi) Conditions of measurement. 

(A) the measurement shall be made under the condi- 
tions that satisfy the requirements of WAC 402-28- 
040(3) (a) (iii). 

(B) the kVp shall be the peak kV that the x-ray sys- 
tem is capable of producing; 

(C) the high level control, if present, shall not be 
activated; 

(D) the x-ray system(s) that incorporates automatic 
exposure control (automatic brightness control, etc.) 
shall have sufficient material (e.g. lead or lead equiva- 
lence) placed in the useful beam to produce the maxi- 
mum milliamperage of the x-ray system; and 

(E) X-ray system(s) that do not incorporate auto- 
matic exposure control shall utilize the maximum 
milliamperage of the x-ray system. Materials (e.g. an 
attenuation block) may be placed in the useful beam to 
protect the imaging system. 

(4) Required lead equivalent of barrier. The required 
lead equivalent of the barrier shall not be less than 1.5 
millimeters for one hundred kVp; shall not be less than 
1.8 millimeters for 125 kVp; or shall not be less than 2.0 
millimeters for 150 kVp. 

(5) Indication of potential and current. During fluo- 
roscopy and cinefluorography, x-ray tube potential and 
current shall be continuously indicated. 

(6) Source-skin distance. The source to skin distance 
shall not be less than: 

(a) 38 centimeters on stationary fluoroscopes manu- 
factured after the effective date of this regulation, 

(b) 35.5 centimeters on stationary fluoroscopes which 
are in operation prior to the effective date of these 
regulations, 

(c) 30 centimeters on all mobile fluoroscopes, and 
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(d) 20 centimeters for image intensified fluoroscopes 
used for specific surgical application. The users opera- 
ting manual must provide precautionary measures to be 
adhered to during the use of this device. 

(7) Fluoroscopic timer. | 

(a) Means shall be provided to preset the cumulative 
on-time of the fluoroscopic tube. The maximum cumu- 
lative time of the timing device shall not exceed 5 min- 
utes without resetting. 

(b) A signal audible to the fluoroscopist shall indicate 
the completion of any preset cumulative on-time. Such 
signal shall continue to sound while x-rays are produced 
until the timing device is reset. 

(8) Mobile fluoroscopes. In addition to the other re- 
quirements of WAC 402-28-040: 

(a) In the absence of a table top, a cone or spacer 
frame shall limit the target-to-skin distance to not less 
than twelve inches. 

(b) Image intensification shall always be provided. 
Conventional fluoroscopic screens shall not be used. 

(c) It shall be impossible to operate a machine when 
the collimating cone or diaphragm is not in place. 

(9) Control of scattered radiation. 

(a) Fluoroscopic table designs when combined with 
procedures utilized shall be such that no unprotected 
part of any staff or ancillary person's body shall be ex- 
posed to unattenuated scattered radiation which origi- 
nates from under the table. The attenuation required 
shall be not less than 0.25 mm lead equivalent. 

(b) Equipment configuration when combined with 
procedures shall be such that no portion of any staff or 
ancillary person's body, except the extremities, shall be 
exposed to the unattenuated scattered radiation emanat- 
ing from above the table top unless the individual 

(i) is at least 120 cm from the center of the useful 
beam, or 

(ii) the radiation has passed through not less than 
0.25 mm lead equivalent material (e.g., drapes, Bucky— 
slot cover-sliding or folding panel, or self supporting 
curtains) in addition to any lead equivalency provided by 
the protective apron referred to in WAC 402-28- 
031(2)(e). 

(ш) Exceptions to WAC 402-28-040(9)(b) may be 
made in some special procedures where a sterile field 
will not permit the use of the normal protective barriers. 
Where the use of prefitted sterilized covers for the bar- 
riers is practical, the Department shall not permit such 
exception. [Order 1084, 8 402-28-040, filed 1/14/76; 
Order 1, 8 402-28-040, filed 1/8/69; Rules (part), filed 
10/26/66. 


WAC 402-28-051  Radiographic systems other than 
fluoroscopic, dental intraoral, or veterinarian sys- 
tems Beam limitation. The useful beam shall be lim- 
ited to the area of clinical interest and show evidence of 
collimation. This shall be deemed to have been met if a 
positive beam limiting device has been utilized or if evi- 
dence of collimation is shown on at least three sides or 
three corners of the film, (for example, projections on 
the shutters of the collimator, cone cutting at the corners 
or a border at the film's edge.) 
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(1) General purpose stationary and mobile x-ray 
systems. 

(a) There shall be provided a means for stepless ad- 
justment of the size of the x-ray field: The minimum 
field size at a SID of 100 centimeters shall be equal to 
or less than 5 by 5 centimeters. 

(b) Means shall be provided for visually defining the 
perimeter of the x—ray field. The total misalignment of 
the edges of the visually defined field with the respective 
edges of the x-ray field along either the length or width 
of the visually defined field shall not exceed 2 percent (5 
percent for equipment manufactured prior to September 
1974) of the distance from the source to the center of 
the visually defined field when the surface upon which it 
appears is perpendicular to the axis of the x-ray beam. 

(2) In addition to the requirements of WAC 402-28- 
051(1) above all stationary x-ray systems shall meet the 
following requirements: 

(a) Means shall be provided to indicate when the axis 
of the x-ray beam is perpendicular to the plane of the 
image receptor, to align the center of the x—ray field 
with respect to the center of the image receptor to within 
2 percent (5 percent for equipment manufactured prior 
to September 1974) of the SID, and to indicate the SID 
to within 2 percent (5 percent for equipment manufac- 
tured prior to September, 1974); | 

(b) The beam-limiting device shall numerically indi- 
cate the field size in the plane of the image receptor to 
which it is adjusted; 

(c) Indication of field size dimensions and SID's shall 
be specified in inches and/or centimeters and shall be 
such that aperture adjustments result in x-ray field di- 
mensions in the plane of the image receptor which cor- 
respond to those of the image receptor to within 2 
percent (5 percent for equipment manufactured prior to 
September 1974) of the SID when the beam axis is per- 
pendicular to the plane of the image receptor. 

(3) Radiographic equipment designed for only one 
image receptor size at a fixed SID shall be provided with 
means to limit the field at the plane of the image recep- 
tor to dimensions no greater than those of the image re- 
ceptor, and to align the center of the x-ray field with the 
center of the image receptor to within 2 percent of the 
SID. 

(4) Special Purpose X-ray Systems. 

(a) These systems shall be provided with means to 
limit the x-ray field in the plane of the image receptor 
so that such field does not exceed each dimension of the 
image receptor by more than 2 percent (5 percent for 
equipment manufactured prior to September 1974) of 
the SID when the axis of the x-ray beam is perpendicu- 
lar to the plane of the image receptor. | 

(b) These systems shall be provided with means to 
align the center of the x—ray field with the center of the 
image receptor to within 2 percent (5 percent for equip- 
ment manufactured prior to September 1974) of the 
SID. 

(c) The above WAC 402-28-051(4)(а) and WAC 
402-28-051(4)(5) may be met with a system that meets 
the requirements for a general purpose x—ray system as 
specified in WAC 402-28-051(1) or, when alignment 
means are also provided, may be met with either: 
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(1) An assortment of removable, fixed-aperture, 
beam-limiting devices sufficient to meet the requirement 
for each combination of image receptor size and SID for 
which the unit is designed (each such device shall have 
clear and permanent markings to indicate the image re- 
ceptor size and SID for which it is designed); or 

(ii) A beam-limiting device having multiple fixed ap- 
ertures sufficient to meet the requirement for each com- 
bination of image receptor size and SID for which the 
unit is designed. Permanent, clearly legible markings 
shall indicate the image receptor size and SID for which 
each aperture is designed and shall indicate which aper- 
ture is in position for use. [Order 1084, $ 402—28-051, 
filed 1/14/76. Formerly WAC 402-28-050 (part).] 


WAC 402-28-052 Radiographic systems other than 
fluoroscopic, dental intraoral, or veterinary systems 
Radiation exposure control devices. (1) Timers. Means 
shall be provided to terminate the exposure at a preset 
time interval, preset product of current and time, a pre- 
set number of pulses, or a preset radiation exposure to 
the image receptor. In addition, it shall be impossible to 
make an exposure when the timer is set to a zero or off 
position if either position is provided. 

(2) X-ray control (exposure switch): 

(a) A control which shall be the equivalent of a dead- 
man switch, shall be incorporated into each x-ray sys- 
tem such that an exposure can be terminated at any 
time except for: 

(i) Exposure of one-half second or less, or 

(ii) During serial radiography when means shall be 
provided to permit completion of any single exposure of 
the series in process. 

(b) А dead-man type of exposure switch shall be pro- 
vided and so arranged that it cannot conveniently be op- 
erated outside a shielded area. This x-ray control shall 
provide visual indication observable at or from the oper- 
ator's protected position whenever x-rays are produced. 
A signal audible to the operator may also indicate that 
the exposure has terminated. | 

(3) Automatic exposure controls (phototimers). When 
an automatic exposure control is provided: 

(a) Indication shall be made on the control panel 
when this mode of operation is selected; 

(b) When the x-ray tube potential is equal to or 
greater than 50 kVp, the minimum exposure time for 
field emission equipment rated for pulsed operation shall 
be equal to or less than the interval equivalent to two 
pulses; 

(c) The minimum exposure time for all equipment 
other than that specified in WAC 402—-28-052(3)(b) 
shall be equal to or less than 1/60 second or a time in- 
terval required to deliver 5 mAs, whichever is greater; 

(d) A visible signal shall indicate when an exposure 
has been terminated at the limits described in WAC 
402-28-052(3)(4) of this subparagraph, and manual re- 
setting shall be required before further automatically 
timed exposures can be made. 

(4) Reproducibility. When four timer tests are per- 
formed, at identical timer settings the average time pe- 
riod (T) shall be greater than five times the maximum 
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period Tyna) less the minimum period Тү. T shall be 
equal to or less than 0.5 seconds. 


T >5 [T (max) э; TG] 


[Order 1084, § 402-28-052, filed 1/14/76. Formerly 
WAC 402-28-050 (part).] 


WAC 402-28-053 Radiographic systems other than 
fluoroscopic, dental intraoral, or veterinary systems——— 
Source-to-skin or receptor distance. (1) Limitation. АП 
radiographic systems shall be provided with a durable, 
securely fastened means to limit the source-to-skin dis- 
tance to not less than 30 centimeters. This can be met 
when the collimator or cone provides the required limits. 

(2) Source to receptor distance measuring device. All 
radiographic systems shall be provided with a device or 
reference, other than a collimator light localizer which 
will indicate reference, or measure the selected source to 
receptor distance to within 2.5 centimeters. [Order 1084, 
5 402-28-053, filed 1/14/76. Formerly WAC 402-28- 
050 (part).] 


WAC 402-28-054 Radiographic systems other than 
fluoroscopic, dental intraoral, or veterinary systems—— 
Exposure reproductibility. The exposure produced shall 
be reproducible to within the following criteria: 

When all technique factors are held constant, the co- 
efficient of variation shall not exceed 0.10. This shall be 
deemed to have been met if when four exposures at 
identical technique factors are made that the value of 
the average exposure E(with bar over it) is greater than 
five times the maximumexposure, Emax, minus the min- 
imumexposure, Eq. 


E > 5 [E max) = Ёс)! 


[Order 1084, 8 402-28-054, filed 1/14/76. Formerly 
WAC 402-28-050 (part).] 


WAC 402-28-055 Radiographic systems other than 
fluoroscopic, dental intraoral, or veterinary systems—— 
Standby radiation from capacitor energy storage equip- 
ment. Radiation emitted from the x-ray tube when the 
exposure switch or timer is not activated shall not exceed 
a rate of 2 milliroentgens per hour at 5 centimeters from 
any accessible surface of the diagnostic source assembly, 
with the beam-limiting device fully open. [Order 1084, 
8 402-28-055, filed 1/14/76. Formerly WAC 402-28- 
050 (part).] 


WAC 402-28-080 Intraoral dental radiographic 
systems. In addition to the provisions of WAC 402-28- 
031, WAC 402-28-032, and WAC 402-28-035 the re- 
quirements of this section apply to x-ray equipment and 
associated facilities used for dental radiography. Criteria 
for extraoral dental radiographic systems are covered in 
WAC 402-28-051, WAC 402-28-052, and WAC 402- 
28-053. 

(1) Source-to-skin distance (SSD). X-ray systems 
designed for use with an intraoral image receptor shall 
be provided with means to limit source-to-skin distance 
to not less than: 
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. (a).18 centimeters if operable above 50 kilovolts peak, 
or | 

(b) 10 centimeters if not operable above 50 kilovolts 
peak. 

(2) Field limitation 

(a) Radiographic: systems designed for use with an 
intraoral image receptor shall be provided with means to 
limit the x-ray beam such that: 

(1) If the minimum source—to-skin distance (SSD) is 


18 centimeters or more, the x-ray field, at the minimum 


SSD; shall be containable in a circle having a diameter 
of no more than 7 centimeters; апа” 

(0) If the minimum SSD is less than 18 centimeters, 
the x-ray field, at the minimum SSD, shall be 


containable in a circle having a diameter of no more 


than 6 centimeters. 
(b) An open ended position indicating device shall Бе 
used. The shielding shall be equivalent to that required 


for the diagnostic sourcé assembly (WAC 402-28- 


035(3)). . 

(3) Timers. Means shall be provided to terminate the 
exposure at a preset time interval, preset product of cur- 
rent and time, a preset number of pulses, or a preset ra- 
diation exposure to the image receptor. In addition, 

(a) Termination of exposure shall cause automatic re- 
setting of the timer to its initial setting or to zero. 

(b) It shall not be possible to make an exposure when 
the timer is set to a zero or off position if either position 
is provided. | 

(с) Reproducibility. When four timer tests taken at 
identical timer settings are performed the average time 
period (T(with bar over it)) shall be greater than five 
times the maximum period (Tma) less the minimum 
period (Temin). T(with bar over it) shall be less than or 
equal to 5 seconds. 


T > 5 ГТ (max) к Tin] 


(4) X-Ray control exposure switch) 
(a) A control, which shall be the equivalent of a 


dead—man switch, shall be incorporated into each x-ray 


system such that an exposure can be terminated at any 
time, except for exposures of one-half second or less. 

. (b) Each x-ray control shall be located in such a way 
as to meet the following criterion: 

(i) For stationary x-ray systems it shall be required 
that the control switch be permanently mounted in a 
protected area (e.g., corridor outside the room) so that 
the operator is required to remain in that protected area 
during the entire exposure. This requirement pertains 
only to new installations. . 

(c) For a new installation or a relocation of an exist- 
ing installation the x-ray control shall provide visual in- 
dication observable at or from the operator's protected 
position whenever x-rays are produced. In addition, а 
signal audible to the operator shall indicate that the ex- 
posure has terminated. 

(5) Exposure reproductibility. The exposure produced 
shall be reproducible to within the following criteria: 

"When all technique factors are held constant, the со- 
efficient of variation shall not exceed 0.10. This shall be 
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deemed to have been met if when four exposures at 
identical technique factors are made that the value of 
the average exposure (E(with bar over it)) is greater 
than five times the maximum exposure (Emay minus 
the minimum exposure E (min). Д 


Е > [Ema ин Eq] 


(6) Operating controls. 

(a) Patient and film holding devices shall be used 
when the techniques permit. The safety rules, required 
by WAC 402-28-031(2) (d) shall list individual projec- 
tions where holding devices cannot be utilized. . 

(b) Neither the tube housing nor the position indicat- 
ing device shall be hand held during an exposure. 

(c) The x-ray system shall be arranged and operated 
in such a manner that the useful beam at the patient's 
skin does not exceed the dimensions specified in WAC 
402-28-080(2) (a). 

(d) Dental fluoroscopy without image intensification 
shall be prohibited. [Order 1084, 8 402-28-080, filed 
1/14/76; Order 1, $ 402-28-080, filed 1/8/69; Rules 
(part), filed 10/26/66.] 


WAC 402-28-090 Therapeutic x-ray installations. 
(1) Equipment | 

(a) The protective tube housing shall be of therapeutic 
type. 

(b) Permanent diaphragms or cones used for 
collimating the useful beam shall afford the same degree 
of protection as the tube housing. Adjustable or remov- 
able beam-defining diaphragms or cones shall transmit 
not more than five (5) percent of the useful beani at the 
maximum kilovoltage and with maximum treatment 
filter. 

(c) Filters shall be secured in place to prevent them 
from dropping out during treatment. The filter slot shall 
be so constructed that the radiation escaping through it 
does. not exceed one (1) roentgen per hour at one (1) 
meter, or, if the radiation from the slot is accessible to 
the patient, thirty (30) roentgens per hour at five centi- 
meters from the external opening. 

(d) Each removable filter shall be marked with its 
thickness and material. 

(e) A filter indication system shall be used' on all 
therapy machines using changeable filters. It shall be 
designed so as to permit easy recognition of any added 
filter in place. 

(б) The x-ray tube shall be so mounted that it cannot 
turn or slide with respect to the housing aperture. 

(g) Means shall be provided to immobilize the tube 
housing during stationary portal treatment. 

(h) A device (e.g., an automatic timer, exposure meter 
or dose meter) shall be provided to terminate the expo- 
sure after a preset time interval or preset exposure or 
dose limit. Means shall be provided for the operator to 
terminate the exposure at any time. 

(i) Equipment utilizing shutters to control the useful 
beam shall have a shutter position indicator on the con- 
trol panel. 

(j) The control panel shall include a device (usually a 
milliammeter) which will give positive indication of the 


Use of x- Rays in The Healing Arts 


production of x-rays whenever the x-ray tube is 
energized. 

(2) Structural shielding. 

(a) All walls, floors, and ceilings that can be struck by 
the useful beam shall be provided with primary barriers. 

(b) АП walls, floors, and ceilings that, because of re- 
strictions in the orientation of the useful beam, cannot 
be struck by the useful beam shall be provided with sec- 
ondary barriers. 

(c) With equipment operating at voltages above one 
hundred twenty-five (125) kVp, the required barriers 
shall be an integral part of the building. 

(d) With equipment operating above one hundred and 
fifty (150) kVp, the control panel shall be within a pro- 
tective booth equipped with an interlocked door, or lo- 
cated outside the treatment room. 

(e) Interlocks shall be provided for x-ray therapy 
equipment capable of operating above 150 kVp so that, 
when any door of the treatment room is opened, either 
the machine will shut off automatically or the radiation 
level within the room will be reduced to an average of 
not more than two milliroentgens per hour and a maxi- 
mum of ten milliroentgens per hour at a distance of one 
(1) meter in any direction from the target. After such 
shutoff or reduction in output, it shall be possible to re- 
store the machine to full operation only from the control 
panel. 

(f) Windows, mirror systems, or closed-circuit televi- 
sion viewing screens shall be provided to permit continu- 
ous observation of the patient during irradiation and 
shall be so located that the operator may see the patient 
and the control panel from the same position. 

(g) Provision shall be made for oral communication 
with the patient from the control room. 

(h) Treatment. rooms to which access is possible 
through more than one entrance shall be provided with 
flashing warning lights in a readily observable position 
near the outside of all access doors, which will indicate 
when the useful beam is "on." 

(3) Operating procedures. 

(a) All new facilities, and existing facilities not previ- 
ously surveyed, shall have a protection survey made by, 
or under the direction of a qualified expert. This shall 
also be done after any change in the facility which might 
produce a radiation hazard. The expert shall report his 
findings in writing to the person in charge of the facility 
and a copy of this report shall be transmitted to the 
Department, 

(b) The facility shall be operated in compliance with 
any limitations indicated by the protection survey. 

(c) When a patient must be held in position for radi- 
ation therapy, mechanical supporting or restraining de- 


vices shall be used. The patient shall not be held by an 


individual during irradiation. 

(d) The output of each therapeutic x-ray machine 
shall be calibrated by, or under the direction of, a quali- 
fied expert. The calibration shall be repeated after any 
change in or replacement of components of the x-ray 
generating equipment which could cause a change in 
x-ray output. Check calibrations shall be made at least 
once a year thereafter. Records of calibration shall be 
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maintained by the registrant. [Order 1084, 8 402-28- 
090, filed 1/14/76; Order 1, 8 402-28-090, filed 
1/8/69; Rules (part), filed 10/26/66.] 29 


WAC 402-28-100 Special requirements for x-ray 
therapy equipment operated at potentials of sixty kVp 
and below. (1) Equipment. All provisions of WAC 402- 
28—090(1) apply except that the leakage radiation 5 cm 
from the surface of the tube housing shall not exceed 0.1 
roentgen per hour. 

(2) Operating procedures. 

(a) Automatic timers shall be. stowed which will 
permit accurate presetting and termination о exposures 
as short as one second. 

(b) In the therapeutic application of бы сені соп- 
structed with beryllium or other low-filtration windows, 
the registrant shall insure that the unfiltered radiation 
reaches only the рагі intended and that the useful beam 
is blocked at all times except when actually being used. 

(c) Machines having an output of more than 1,000 
roentgens per minute at any accessible place shall not be 
left unattended without the power being shut off at the 
main disconnect switch in addition to the control panel 
switch. 

(d) The tube shall not be hand-held during Nadia: 
Эр [Order 1084, 8 402-28-100, filed 1/14/76; Order 

1, § 402-28-100, filed 1/8/69; Rules (part), filed 
10/26/66.] 


WAC 402-28-110 Veterinary medicine radiographic 
installations. (1) Equipment. 

(a) The protective tube housing shall be of diagnostic 
type. 

(b) Diaphragms or cones shall be provided for 
collimating the useful beam to the area of clinical inter- 
est and shall provide the same degree of protection as is 
required of the housing. 

(c) The total filtration permanently in the useful 
beam shall not be less than 0.5 millimeters aluminum 
equivalent for machines operating up to 50 kVp, 1.5 
millimeters aluminum equivalent for. machines operating 
between 50-70 kVp, and 2.5 millimeters aluminum 
equivalent for machines operating above 70 kVp. 

(d) A device shall be provided to terminate the expo- 
sure after a preset time or exposure. 

(e) A dead—man type of exposure switch shall be pro- 
vided, together with an electrical cord of sufficient 
length, so that the operator can stand out of the useful 
beam and at least six (6) feet from the animal during all 
X-ray exposures. 

(2) Structural shielding. All wall, ceiling, and floor 
areas shall be equivalent to or provided with applicable 
protective barriers as required in WAC 402-28-032(1). 

(3) Operating procedures. 

(a) The operator shall stand well away from the use- 
ful beam and the animal during radiographic exposures. 

(b) In any application in which the operator is not lo- 
cated behind a protective barrier, clothing consisting of a 
protective apron having a lead-equivalent. of not less 
than 0.5 millimeters shall be worn by the operator and 
any other individuals in the room during exposures. 
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(c) No individual other than the operator shall be in 
the x-ray room while exposures are being made unless 
such individual's assistance is required. 

(d) When an animal must be held in position during 
radiography, mechanical supporting or restraining de- 
vices should be used. If the animal must be held by an 
individual, that individual shall be protected with appro- 
priate shielding devices, such as protective gloves and 
apron, and that individual shall be so positioned that no 
part of that individual's body will be struck by the useful 
beam. The requirements of WAC 402-24-070, PER- 
SONNEL MONITORING, and WAC 402-28- 
031(2)(h)(iv). apply to such individuals. [Order 1084, $ 
402-28-110, filed 1/14/76; Order 1, $ 402-28-110, 
filed 1/8/69; Rules (part), filed 10/26/66.] 


WAC 402-28-120 Appendix A Information on 
radiation shielding required for plan reviews. In order for 
the Department to provide an evaluation, technical ad- 
vice and official review on shielding requirements for a 
radiation installation, the following information is 
needed. 

(1) The plans should show, as a minimum, the 
following: 

(a) The normal location of the radiation producing 
equipment's radiation port; the port's travel and traverse 
limits; general direction(s) of the radiation beam; loca- 
tions of any windows; the location of the operator's 
booth; and the location of the equipment's control 
console. 

(b) Structural composition and thickness of all walls, 
doors, partitions, floor, and ceiling of the room(s) 
concerned. 

(c) Height, floor to floor, of the room(s) concerned. 

(d) The type of occupancy of all adjacent areas inclu- 
sive of space above and below the room(s) concerned. If 
there is an exterior wall, show distance to the closest ex- 
isting occupied area(s). 

(e) The make and model of the radiation producing 
equipment including the maximum energy output (for 
x-ray machines this is the kilovolt peak potential). 

(f) The type of examination(s) or treatment(s) which 
will be performed with the equipment (e.g., dental, 
orthodontal, chest, gastrointestinal, fluoroscopic, podia- 
try, fixed therapy, rotational therapy, etc.). 

(2) Information on the anticipated workload used in 
shielding calculations will be provided to the 
Department. 

(3) If the services of a qualified radiation expert have 
been utilized, a copy of this expert's report shall be sub- 
mitted with the plans. This report must show all basic 
assumptions (i.e., workload, occupancy and use factors, 
distance, etc.) used to determine the shielding require- 
ments. [Order 1084, § 402-28-120, filed 1/14/76.) 


WAC 402-28-130 Appendix B Minimum design 
requirements for an x-ray machine operator's booth 
New installations only. (1) Space requirements: 

(a) The operator shall be allotted not less than 7.5 
square feet of unobstructed floor space in the booth. 
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(i) The minimum space as indicated above may be 
any geometric configuration with no dimension of less 
than 2 feet. 

(ii) The space shall be allotted excluding any encum- 
brance by the console, such as overhang or cables, or 
other similar encroachments. 

(iii) An extension of a straight line drawn between 
any joint on the edge of the booth shielding and (a) a 
point one foot horizontally beyond the nearest vertical 
edge of the chest cassette holder or (b) any corner of the 
examination table shall not impinge on the unobstructed 
space. 

(iv) The booth walls shall be at least 7 feet high and 
shall be permanently fixed to the floor or other structure 
as may be necessary. 

(v) When a door or movable panel is used as an inte- 
gral part of the booth structure, it must have a permis- 
sive device which will prevent an exposure when the door 
or panel is not closed (this type of booth structure is not 
recommended). 

(2) Switch placement: 

(a) The operator's switch for the radiographic ma- 
chine shall be fixed within the booth and: 

(i) Shall be at least 40 inches from any open edge of 
the booth wall which is proximal to the examining table. 

(ii) Shall allow the operator to use the majority of the 
available viewing windows. 

(3) Viewing system requirements: 

(a) Each booth shall have at least one viewing device 
which will: 

(i) Be so placed that the operator can view the patient 
during any exposure, and 

(ii) The device shall be so placed that the operator 
can have full view of any occupant of the room and 
should be so placed that the operator can view any entry 
into the room. If any door, which allows access to the 
room, cannot be seen from the booth, then that door 
must have a permissive device controlling the exposure 
which will prevent the exposure if the door is not closed. 

(b) When the viewing system is a window, the follow- 
ing requirements also apply: 

(i) It shall have a visible area of at least 1 square foot. 

(ii) The distance between the proximal edge of the 
window and the open edge of the booth shall not be less 
than 18 inches. 

(iii) The glass shall have at least the same lead equiv- 
alence as that required in the booth's wall in which it is 
to be mounted. 

(c) When the viewing system is by mirrors, the 
mirror(s) shall be so located as to accomplish the gener- 
al requirements as in (a) above. 

(d) When the viewing system is by electronic means 
(e.g. TV etc.): 

(i) The camera shall be so located as to accomplish 
the general requirements in (a) above, and 

(ii) There shall be an alternate viewing system as a 
back up for electronic failure. [Order 1084, § 402-28- 
130, filed 1/14/76.] 


WAC 402-28-990 Appendix C X-ray film de- 
veloping guidelines Time temperature chart. AP- 
PENDIX C—X-ray Film Developing Guidelines—Time 
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Temperature Chart. This appendix is included for con- 
venience and information and is not intended to be a 
regulation. 


Minimum Developing 
Times 
(Minutes) 


Thermometer Readings 
(Degrees) 
С Е 


27 — 80 
79 
78 
77 
24 — 76 
75 
74 
73 
22 272 
71 
70 
69 
20 - 68 
67 
66 
65 
18 - 64 
63 
62 
61 
16 - 60 
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It is recommended that: 

(1) Processing of film. All films shall be processed in 
such a fashion as to achieve adequate sensitometric per- 
formance. This criterion shall be adjudged to have been 
met if either of the following items can be met. 

(a) Film manufacturers published recommendations 
as regards time and temperature are followed, or 

(b) Each film shall be developed in accord with the 
time-temperature chart. 

(2) Manual processing of film. 

(а) Where film is developed manually, a system shall 
be available which consists of at least one three-sec- 
tional tank made of mechanically rigid, corrosion resist- 
ant material (each section of which shall be constructed 
50 as to retain its solution separation from the other two) 
and has the overall temperature controlling capability of 
maintaining each solution such that the temperature of 
each solution will always fall within the range of 16 de- 
grees C to 27 degrees С (60-80 degrees Е). 

(b) Devices shall be available which will: 

(i) Give the actual temperature of the developer and 

(ii) Give an audible or visible signal, after a preset 
time (in minutes of duration). 

(c) Chemical-film processing control. 

(i) Chemicals shall be mixed in accord with the 
chemical manufacturer's recommendations. 

(ii) Developer replenisher shall be periodically added 
to the developer tank based on the area of the films 
which have been developed (e.g. 1 liter per 3100 in’ of 
film or in accord with the recommendations of the 
chemical manufacturer). Solution may be removed from 
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the tank to permit the addition of an adequate volume of 
replenisher. 

(iii) All processing chemicals shall be completely re- 
placed at least every 3 months. 

(iv) At the time of the complete processing chemical 
change, a film shall be exposed to a density of approxi- 
mately one, with one-half of the film being protected 
from the exposure. After full development, it will be 
maintained in the darkroom or vicinity and at the be- 
ginning of each work day at least one test film or film 
strip (exposed under techniques identical with those used 
for the original test film) shall be compared with the 
original test film to evaluate the adequacy of developing 
results and base fog level. 

(3) Automatic processors and other closed processing 
systems. 

(a) Preventive maintenance shall be performed on the 
unit, except for extended periods of non-use, on a fre- 
quency basis which is not less than that schedule recom- 
mended by the manufacturer. In the event that. no 
schedule is available from the manufacturer a mainte- 
nance schedule shall be established which will preserve 
good film quality. 

(b) After a full cleansing of the processor a film shall 
be exposed to a density of approximately one, with one 
half of the film protected from exposure. It will be de- 
veloped and then kept near the unit and daily at least 
one test film (exposed under techniques identical with 
those for the original test film) shall be compared with 
the original test film to evaluate the adequacy of the 
unit's developing capability and base fog level. 

(4) Darkrooms. 

(a) Darkrooms shall be constructed so that film being 
processed, handled, or stored will be exposed only to 
light which has passed through a safelight filter. 

(b) The radiance and spectral emission of the 
safelight (bulb and filter combination) shall be such that 
film shall not be "fogged" above the base level when ex- 
posed for 1 minute at a distance of about 120 centime- 
ters from the lamp(s). Film manufacturer's 
recommendations for a safelight and its placement shall 
be adjudged to meet this criterion. [Order 1084, Appen- 
dix C (codified as WAC 402-28-990), filed 1/14/76.) 


WAC 402-28-99001 Appendix D———Good practic- 
es. APPENDIX D—Good Practices. The following are 
included in this handbook of regulations as suggested 
good practices and are not intended to be a regulation. 
The topics presented in these good practices may, how- 
ever, become incorporated into the Washington Admin- 
istrative Code at a future date. 

(1) Procedures and auxiliary equipment designed to 
minimize patient and personnel exposure commensurate 
with the needed diagnostic information should be uti- 
lized. This is interpreted to include but not limited to: 

(a) The speed of film or screen and film combinations 
should be the fastest speed consistent with the diagnostic 
objective of the examinations. 

(b) The radiation exposure to the patient should be 
the minimum exposure required to produce images of 
good diagnostic quality. 
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(c) Portable or mobile equipment should be used only 
for examinations where it is impractical to transfer the 
patient(s) to a stationary radiographic installation. 

(2) Information and maintenance record and associat- 
ed information. The registrant should maintain at least 
the following information for each x-ray machine: 

(a) Maximum rating of technique factors. 

(b) Model numbers of all certifiable components. 

(c) Aluminum equivalent filtration of the useful 
beam, including any routine variation. 

(d) Tube rating charts and cooling curves. 

(e) Record of surveys, calibrations, maintenance, 
modifications (from the original schematics and draw- 
ings) performed on the x-ray machine after the effective 
date of these regulations, along with the names of per- 
sons who performed the service. 

(f) A scale drawing of the room in which a stationary 
x-ray system is located. The drawing should denote the 
type of materials and their thickness (or lead equiva- 
lence) provided by each barrier of the room (walls, ceil- 
ings, floors, doors, windows). The drawing should also 
denote the type of occupancy of adjacent areas to in- 
clude above and below the x-ray room of concern (e.g., 
hallways, offices, parking lots, and toilets). Estimates of 
the frequency of such occupancy shall also be noted on 
the drawing. 

(g) A copy of all correspondence with this Depart- 
ment regarding that x-ray machine. 

(3) Patient log. Each facility should keep a patient log 
which will indicate the following information as a 
minimum: 

(a) Identification of the patient, including name, fa- 
cility identification number or social security number, 
age, and sex. 

(b) Date of x-ray examination. 

(c) Examination or treatment given by routine or local 
title as denoted on the technique chart required in WAC 
402-28-031(2)(с). 

(d) Any deviation from the standard procedure or 
technique (including all repeat exposures) as denoted in 
the technique chart required in WAC 402-28- 
031(2)(c). 

(e) When applicable, the x—ray system used. 

(f) Name or cross index of individuals who performed 
the exam. 

(4) Human holder log. А record shall be made of the 
examination and shall include the name of the human 
holder, date of the examination, number of exposures 
and technique factors utilized for the exposure(s); 

(5) Personnel monitoring devices. 

(a) When protective clothing or devices are worn on 
portions of the body and a monitoring device(s) is re- 
quired, at least one such device shall be utilized as 
follows: 

(i) When an apron is worn, the monitoring device 
shall be worn at the collar outside of the apron. 

(ii) The dose to the whole body based on the maxi- 
mum dose attributed to any one critical organ (which 
are the gonads, the blood forming organs, head and 
trunk, or lens of the eye) shall be recorded in the reports 
required by WAC 402-24—020. If more than one device 
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is used and a record is made of the data, each dose shall 
be identified with the area where the device was worn on 
the body. 

(b) Exposure of a personnel monitoring device to de- 
ceptively indicate a dose delivered to an individual is 
prohibited. [Order 1084, Appendix D (codified as WAC 
402-28-99001), filed 1/14/76.] 


WAC 402-28-99002 Appendix E Performance 
standards for new and/or existing equipment. APPEN- 
DIX E—Performance Standards for New and/or Exist- 
ing Equipment. The following standards are included in 
this Handbook of Regulations because x-ray equipment 
manufactured after August 1974 will comply with these 
federal standards. These standards are not presently in- 
corporated into the Washington Administrative Code 
(Title 402 WAC) and are not intended to be a regula- 
tion. However, these standards may become incorporat- 
ed into Title 402 WAC at a future date. 

(1) General requirements for all diagnostic x-ray 
systems. 

(a) Filtration controls. For x-ray systems which have 
variable kVp and variable filtration for the useful beam, 
a device shall link the kVp selector with the filter(s) and 
will prevent an exposure unless the minimum required 
amount of filtration is in the useful beam for the given 
kVp which has been selected. 

(b) Multiple tubes. Where two or more radiographic 
tubes are controlled by one exposure switch, the tube or 
tubes which have been selected shall be clearly indicated 
prior to initiation of the exposure. This indication shall 
be both on the x-ray control and at or near the tube 
housing assembly which has been selected. 

(2) Fluoroscopic x-ray systems. 

(a) Minimum field size. Means shall be provided by 
stepless adjustment to reduce the x-ray field size to 5 by 
5 centimeters or less at the maximum SID. 

(b) Image-intensified fluoroscopy and spot filming 

(i) During fluoroscopic or spot-filming procedures, 
neither the length nor the width of the x—ray field in the 
plane of the image receptor shall exceed the visible area 
of the image receptor by more than 3 percent of the 
SID. The sum of the excess length and the excess width 
shall be no greater than 4 percent of the SID. 

(п) Compliance shall be determined with the beam 
axis perpendicular to the image receptor. For rectangu- 
lar x-ray fields used with circular image reception, the 
error in alignment shall be determined along the length 
and width dimensions of the x-ray field which pass 
through the center of the visible area of the image 
receptor. 

(c) Spot-film device — certified equipment only. In 
addition to other requirements of this section: 

(i) Means shall be provided between the source and 
the patient for adjustment of the x-ray field size in the 
plane of the film to the size of that portion of the film 
which has been selected on the spot—film selector. Such 
adjustment shall be automatically accomplished except 
when the x-ray field size in the plane of the film is 
smaller than that of the selected portion of the film. 

(ii) It shall be possible to adjust the x—ray field size in 
the plane of the film to a size smaller than the selected 
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position of the film. The minimum at the greatest SID, 
shall be equal to or less than 5 by 5 centimeters. 

Gii) The center of the x-ray field in the plane of the 
film shall be aligned with the center of the selected por- 
tion of the film to within 2 percent of the SID. 

(d) Additional requirements — certified equipment 
only. Certified equipment which does not incorporate an 
automatic exposure control (e.g. automatic brightness 
control or ionization chamber control) shall not be oper- 
able at any combination of tube potential and current 
which will result in an exposure rate in excess of 5 
roentgens per minute at the point where the center of 
beam enters the patient except during recording of fluo- 
roscopic images or when provided with an optional high 
level control. 

(3) Radiographic systems other than fluoroscopic, 
dental intraoral, or veterinarian systems. 

(a) Radiation exposure control devices — timers. 
Means shall be provided to terminate the exposure at a 
preset time interval, a preset product of current and 
time, a preset number of pulses, or a preset radiation 
exposure to the image receptor. In addition, 

(i) Termination of exposure shall cause automatic re- 
setting of the timer to its initial setting or to zero. 

(ii) It shall not be possible to make an exposure when 
the timer is set to a zero or off position if either position 
is provided. 

(iii) Bach x-ray control shall be located in such a way 
as to meet the following criteria: 

(А) For stationary x-ray systems it shall be required 
that the control be permanently mounted in a protected 
area so that the operator is required to remain in that 
protected area during the entire exposure (See Appendix 
B) or, 

(B) For mobile and portable x-ray systems which are 
used for greater than one week in one location (one 
room or suite) shall meet the requirements of Appendix 
E, 4(a)(iii)(a) above. 

(C) For mobile and portable X-ray systems which are 
used for more than 1 hour and less than 1 week at one 
location (one room, or suite) shall meet the requirement 
of Appendix E, 4(a)(iii)(B) or be provided with a 6.5 
foot high protective barrier which is placed at least 6 
feet from the tube housing assembly and at least 6 feet 
from the patient. 

(D) For mobile and portable X-ray systems which are 
used to make an exposure(s) of only one patient at the 
use location shall meet the requirement of Appendix E, 
4(a)(iii)(B) or (C) or to be provided with a method of 
control which will permit the operator to be at least 12 
feet from the tube head assembly during an exposure. 

(b) Additional requirements applicable to certified 
systems only. Diagnostic x-ray systems incorporating 
one or more certified component(s) shall be required to 
comply with the following requirement(s) which relate 
to that certified component in addition to other applica- 
ble requirements of these regulations: 

(i) Reproducibility. The following requirement shall 
apply when the equipment is operated on an adequate 
power supply as specified by the manufacturer in ac- 
cordance with the requirements of applicable federal 
standards. 
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(ii) Coefficient of variation. For any specific combi- 
nation of selected technique factors, the estimated coef- 
ficient of variation of radiation exposures shall be no 
greater than 0.05. 

(ii) Linearity. The following requirement applies when 
the equipment allows a choice of x-ray tube current set- 
tings and is operated on a power supply as specified by 
the manufacturer in accordance with the requirements 
of applicable federal standards for any fixed x-ray tube 
potential within the range of 40 percent to 100 percent 
of the maximum rated. 

(iv) Average exposure ratios. The average ratios of 
exposure to the indicated milliampere-seconds product 
(mR/mAs) obtained at any two consecutive tube current 
settings shall not differ by more than 0.10 times their 
sum. This is: 

X, 2 X, 8010 (X; + X) 
where X, (with bar over it) and X, (with bar over it) 
are the average mR/mAs values obtained at each of two 
consecutive tube current settings. 

(v) Accuracy. Deviation of technique factors from in- 
dicated values shall not exceed the limits provided for 
that system by its manufacturer. 

(vi) Beam limitation for stationary and mobile general 
purpose x-ray systems. 

(A) When a light localizer is used to defined the 
x-ray field, it shall provide an average illumination of 
not less than 160 lux (15 footcandles) at 100 centimeters 
or at the maximum SID, whichever is less. The average 
illumination shall be based upon measurements made in 
the approximate center of each quadrant of the light 
field. 

(B) The edge of the light field at 100 centimeters or 
at the maximum SID, whichever is less, shall have a 
contrast ratio, corrected for ambient lighting, of not less 
than 4 in the case of beam-limiting devices designed for 
use on stationary equipment, and a contrast ratio of not 
less than 3 in the case of beam-limiting devices designed 
for use on mobile equipment. The contrast ratio is de- 
fined as 1,/1, where I, is the illumination 3 millimeters 
from the edge of the light field toward the center of the 
field; and І, is the illumination 3 millimeters from the 
edge of the light field away from the center of the field. 
Compliance shall be determined with a measuring aper- 
ture (diameter) of 1 millimeter. 

(vii) Beam limitation for portable x-ray systems shall 
meet the additional field limitation requirements of Ap- 
pendix E, 4(b)(vi). 

(viii) Field limitation and alignment on stationary 
general purpose x-ray systems. 

(A) Means shall be provided for positive beam limita- 
tion which will, at the SID for which the device is de- 
signed, either cause automatic adjustment of the x-ray 
field in the plane of the image receptor to the image re- 
ceptor size within 5 seconds after insertion of the image 
receptor or, if adjustment is accomplished automatically 
in a time interval greater than 5 seconds or is manual, 
will prevent production of x-rays until such adjustment 
is completed. At SID's at which the device is not in- 
tended to operate, the device shall prevent the produc- 
tion of x-rays. 
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(B) The x-ray field size in the plane of the image re- 
ceptor, whether automatically or manually adjusted, 
shall be such that neither the length nor the width of the 
x-ray field differs from that of the image receptor by 
greater than 3 percent of the SID and that the sum of 
the length and width differences without regard to sign 
be no greater than 4 percent of the SID when the 
equipment indicates that the beam axis is perpendicular 
to the plane of the image receptor. 

(C) The radiographic system shall be capable of op- 
eration, at the discretion of the operator, such that the 
field size at the image receptor can be adjusted to a size 
smaller than the image receptor. The minimum field size 
at a distance of 100 centimeters shall be equal to or less 
than 5 by 5 centimeters. Return to positive beam limita- 
tion as defined in (A) and (B) of this paragraph shall 
occur upon a change in image receptor. 

(D) Positive beam limitation may be bypassed when 
radiography is conducted which does not use the cassette 
tray or permanently mounted vertical cassette holder, or 
when either the beam axis or table angulation is not 
within 10 degrees of the horizontal or vertical during 
any part of the exposure, or during stereoscopic radiog- 
raphy. If the bypass mode is provided, return to positive 
beam limitation shall be automatic. 

(E) A capability may be provided for overriding posi- 
tive beam limitation in the event of system failure or to 
perform special procedures which cannot be performed 
in the positive mode. If so provided, a key shall be re- 
quired to override the positive mode. It shall be impossi- 
ble to remove the key while the positive mode is 
overridden. 

(4) Intraoral dental radiography systems. 

(a) Additional requirements applicable to certified 
systems only. Only diagnostic x-ray systems incorporat- 
ing one or more certified component(s) shall be required 
to comply with the following requirement(s) which re- 
late to that certified component in addition to other ap- 
plicable requirements of these regulations. 

(i) Reproducibility. The following requirement shall 
apply when the equipment is operated on an adequate 
power supply as specified by the manufacturer. 

(ii) Coefficient of variation. For any specific combi- 
nation of selected technique factors, the estimated coef- 
ficient of variation of radiation exposures shall be no 
greater than 0.05. 

(її) Linearity. The following requirement applies 
when the equipment allows a choice of x-ray tube cur- 
rent settings and is operated on a power supply as speci- 
fied by the manufacturer in accordance with the 
requirements of applicable federal standards for any 
fixed x-ray tube potential within the range of 40 percent 
to 100 percent of the maximum rated. 

(iv) Average exposure ratios. The average ratios of 
exposure to the indicated milliampere-seconds product 
(mR/mAs) obtained at any two consecutive tube current 
settings shall not differ by more than 0.10 times their 
sum. This is: 


X, - X, =0.10 (X, + X) 
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where X, (with bar over it) and X, (with bar over it) 
are the average mR /mAs values obtained at each of two 
consecutive tube current settings. 

(v) Accuracy. Deviation of technique factors from in- 
dicated values shall not exceed the limits provided for 
that system by its manufacturer. 

(b) For mobile and portable x-ray systems which are: 

(1) used for greater than 1 week in 1 location (1 room 
or suite) shall meet the requirements of Appendix E, 
4(a) (ii1) (A). 

(ii) used for more than 1 hour and less than 1 week at 
1 location (1 room, or suite) shall meet the requirements 
of Appendix E, 4(a)(iii)(B) or to be provided with a 6.5 
foot high protective barrier which is placed at least 6 
feet from the tube housing assembly and at least 6 feet 
from the patient. 

(iii) used to make an exposure(s) of only 1 patient at 
the use location shall meet the requirement of Appendix 
E, 4(a)(iii)(B) or (C) or be provided with a method of 
control which will permit the operator to be at least 12 
feet from the tube head assembly during an exposure. 

(5) Therapeutic x-ray installations. 

(a) A filter indication system shall be used on all 
therapy machines using changeable filters. It shall be 
designed so as to permit easy recognition of any added 
filter in place. It shall indicate, from the control panel, 
the presence or absence of any filter. [Order 1084, Ap- 
pendix E (codified аз WAC 402-28-99002), filed 
1/14/76.] 


WAC 402-28-99003 Appendix F Determination 
of competency. APPENDIX F— Determination of Com- 
petency. The following are areas in which the Depart- 
ment of Social and Health Services considers it 
important that an individual develop expertise for the 
competent operation of x-ray equipment. 

(1) Familiarization with equipment. 

(a) identification of controls. 

(b) function of each control. 

(c) suggested settings for routine examinations. 

(2) Radiation protection. 

(a) collimation 

(b) filtration 

(c) gonad shielding 

(d) restriction of x-ray tube radiation to the image 
receptor. 

(e) personnel protection. 

(f) grids 

(3) Film processing. 

(a) film speed as relates to patient exposure. 

(b) film processing parameters. 

(4) Emergency procedures. 

(a) termination of exposure in event of automatic 
timing device failure. 

The American Society of Radiologic Technologists is 
in the process of developing a proficiency test. [Order 
1084, Appendix F (codified as WAC 402-28-99003), 
filed 1/14/76.] 
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USE OF SEALED RADIOACTIVE SOURCES IN 
THE HEALING ARTS 


WAC 

402-32-010 Scope. 

402-32-020 Interstitial, intracavitary and superficial applications. 
402-32-030 Teletherapy. 


WAC 402-32-010 Scope. The provisions of this 
chapter apply to all licensees who use sealed sources in 
the healing arts and are in addition to, and not in sub- 
stitution for, other applicable provisions of these regula- 
tions. [Order 1084, 5 402-32-010, filed 1/14/76; Order 
1, 8 402-32-010, filed 1/8/69; Rules (part), filed 
10/26/66.] 


WAC 402-32-020 Interstitial, intracavitary and su- 
perficial applications. (1) Accountability, storage and 
transit. 

(a) Except as otherwise specifically authorized by the 
Department, each licensee shall provide accountability of 
sealed sources and shall keep a record of the issue and 
return of all sealed sources. A physical inventory shall be 
made at least every three (3) months and a written 
record of the inventory maintained. 

(b) When not in use, sealed sources and applicators 
containing sealed sources shall be kept in a protective 
enclosure of such material and wall thickness as may be 
necessary to assure compliance with the provisions of 
WAC 402-24-020, WAC 402-24-035, WAC 402-24- 
040. 

(2) Testing 
contamination. 

(а) All sealed sources with a half-life greater than 
thirty days and in any form other than gas shall be test- 
ed for leakage and/or contamination prior to initial use 
and at intervals not to exceed six (6) months. If there is 
reason to suspect that a sealed source might have been 
damaged, or might be leaking, it shall be tested for 
leakage before further use. 

(b) Leak tests shall be capable of detecting the pres- 
ence of 0.005 microcuries of radioactive material on the 
test sample or, in the case of radium, the escape of ra- 
don at rate of 0:001 microcuries per 24 hours. Any test 
conducted pursuant to WAC 402-32-020(2)(a) which 
reveals the presence of 0.005 microcurie of more of re- 
movable contamination or, in the case of radium, the es- 
cape of radon at the rate of 0.001 microcurie or more 
per 24 hours shall be considered evidence that the sealed 
source is leaking. The licensee shall immediately with- 
draw the source from use and shall cause it to be decon- 
taminated and repaired or to be disposed of in 
accordance with applicable provisions of chapter 402-24 
WAC. 

(c) Leak test results shall be recorded in units of mi- 
crocuries and maintained for inspection by the 
Department. 

(3) Radiation surveys. 

(a) The maximum radiation level at a distance of one 
meter from the patient in whom brachytherapy sources 
have been inserted shall be determined by measurement 
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or calculation and preferably by both. This radiation 
level shall be entered on the patient's chart and other 
signs as required under WAC 402-32-020(4). 

(b) The radiation levels in the patient's room and the 
surrounding area shall be determined, recorded, and 
maintained for inspection by the Department. 

(4) Signs and records. 

(а) In addition to the requirements of WAC 402-24- 
090, the bed, cubicle, or room of the hospital brachy- 
therapy patient shall be marked with a sign indicating 
the presence of brachytherapy sources. This sign shall 
incorporate the radiation symbol and specify the radio- 
nuclide, the activity, date, and the individual(s) to con- 
tact for radiation safety instructions. The sign is not 
required provided the exception in WAC 402-24-095(2) 
is met. 

(b) The following information shall be included in the 
patient's chart: 

(1) The radionuclide administered, number of sources, 
activity in millicuries and time and date of 
administration; 

(ii) The exposure rate at 1 meter, the time the deter- 
mination was made, and by whom; 

(iii) The radiation symbol; and 

(iv) The precautionary instructions necessary to as- 
sure that the exposure of individuals does not exceed 
that permitted under WAC 402-24-020. [Order 1084, 8 
402-32-020, filed 1/14/76; Order 1, 8 402-32-020, 
filed 1/8/69; Rules (part), filed 10/26/66.) 


WAC 402-32-030 Teletherapy. (1) Equipment. 

(a) The housing shall be so constructed that, at one 
(1) meter from the source, the maximum exposure rate 
does not exceed ten (10) milliroentgens per hour when 
the beam control mechanism is in the "off" position. The 
average exposure rate measured at a representative 
number of points about the housing, each one (1) meter 
from the source, shall not exceed two (2) milliroentgens 
per hour. 

(b) For teletherapy equipment installed after the ef- 
fective date of these regulations, the leakage radiation 
measured at one (1) meter from the source when the 
beam control mechanism is in the "on" position shall not 
exceed one (1) roentgen per hour or 0.1 percent of the 
useful beam exposure rate. 

(c) Adjustable or removable beam-defining dia- 
phragms shall allow transmission of not more than five 
(5) percent of the useful beam exposure rate. 

(d) The beam control mechanism shall be of a positive 
design capable of acting in any orientation of the hous- 
ing for which it is designed to be used. In addition to an 
automatic closing device, the mechanism shall be de- 
signed so that it can be manually returned to the "off" 
position with a minimum risk of exposure. 

(e) The closing device shall be so designed as to return 
automatically to the "off" position in the event of any 
breakdown or interruption of the activating force and 
shall stay in the "off" position until activated from the 
control panel. 

(f) When any door to the treatment room is opened, 
the beam control mechanism shall automatically and 
rapidly restore the unit to the "off" position and cause it 
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to remain there until the unit is reactivated from the 
control panel. 

(g) There shall be at the housing and at the control 
panel a warning device that plainly indicates whether the 
beam is on or off. 

(h) The equipment shall be provided with a locking 
device to prevent unauthorized use. 

. (i) The control panel shall be provided with a timer 
that automatically terminates the exposure after a pre— 
set time. 

(j) Provision shall be made to permit continuous ob- 
servation of patients during irradiation. 

(2) Operation. No individual who is occupationally 
exposed to radiation shall be in the treatment room dur- 
ing irradiation unless that individual is the patient. No 
other individual shall be there except when it is clinically 
necessary. 

(3) Testing for leakage and contamination. Telethera- 
py sources shall be tested for leakage and contamination 
in accordance with the procedures described in WAC 
402—32-020(2). Tests of leakage may be made by wip- 
ing accessible surfaces of the housing port or collimator 
while the source is in the "off" position and measuring 
these wipes for transferred contamination. [Order 1084, 
8 402-32-030, filed 1/14/76; Order 1, 8 402-32-030, 
filed 1/8/69; Rules (part), filed 10/26/66.] 


Chapter 402-36 WAC 


SPECIAL REQUIREMENTS FOR INDUSTRIAL 
RADIOGRAPHIC OPERATIONS 


WAC 


402-36-010 Purpose. 

402-36-020 ^ Scope. 

402-36-025 Definitions. 

402-36-030 ^ Equipment control. 

402-36-040 Locking of radiographic exposure devices. 

402-36-050 Storage precautions. 

402-36-060 Radiation survey instruments. 

402-36-070 Leak testing, repair, tagging, opening, modification, 
and replacement of sealed sources. 

402-36-080 Quarterly inventory. 

402-36-090 Utilization logs. 

402-36-095 Inspection and maintenance of radiographic exposure 
devices and storage containers. 

402-36-100 Limitations Personal radiation safety require- 
ments for radiographers and radiographers' 
assistants 

402-36-110 Operating and emergency procedures. 

402-36-120 Personnel monitoring control. 

402-36-130 Security Precautionary procedures in radiograph- 
ic operations. 

402-36-140 Posting. 

402-36-150 Radiation surveys and survey records. 

402-36-155 Special requirements for radiography employing radi- 
ation machines. 

402-36-160 ^ Appendix A. 


WAC 402-36-010 Purpose. The regulations in this 
chapter establish radiation safety requirements for per- 
sons utilizing sources of radiation for industrial radiog- 
raphy. The requirements of this part are in addition to 
and not in substitution for the other requirements of 
these regulations. [Order 1084, § 402-36-010, filed 
1/14/76; Order 1, § 402-36-010, filed 1/8/69; Rules 
(part), filed 10/26/66.] 
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WAC 402-36-020 Scope. The regulations in this 
chapter apply to all licensees or registrants who use 
sources of radiation for industrial radiography; provided, 
however, that nothing in this part shall apply to the use 
of sources of radiation in the healing arts. [Order 1084, 
8 402-36-020, filed 1/14/76; Order 1, $ 402-36-020, 
filed 1/8/69; Rules (part), filed 10/26/66.] 


WAC 402-36-025 Definitions. As used in this part: 

(1) "Radiographer" means any individual who per- 
forms or who, in attendance at the site where sources of 
radiation are being used, personally supervises industrial 
radiographic operations and who is responsible to the li- 
censee or registrant for assuring compliance with the re- 
quirements of these regulations and all license 
conditions. 

(2) "Radiographer's assistant" means any individual 
who, under the personal supervision of a radiographer, 
uses sources of radiation, related handling tools, or sur- 
vey instruments in industrial radiography. 

(3) "Radiographic exposure device" means any in- 
strument containing a sealed source fastened or con- 
tained therein, in which the sealed source or shielding 
thereof may be moved, or otherwise changed, from a 
shielded to unshielded position for purposes of making a 
radiographic exposure. 

(4) "Industrial radiography" means the examination 
of the macroscopic structure of materials by nondestruc- 
tive methods utilizing sources of radiation. 

(5) 'Storage container" means a device in which 
sealed sources are transported or stored. 

(6) "Cabinet radiography using radiation machines" 
means industrial radiography using radiation machines, 
which is conducted in an enclosed, interlocked cabinet, 
such that the radiation machine will not operate unless 
all openings are securely closed, and which cabinet is so 
shielded that every location on the exterior meets condi- 
tions for an unrestricted area as specified іп WAC 402- 
24—040. 

(7) "Shielded room radiography using radiation ma- 
chines" means industrial radiography using radiation 
machines, which is conducted in an enclosed room, the 
interior of which is not occupied during radiographic 
operations, which is so shielded that every location on 
the exterior meets conditions for an unrestricted area as 
specified in chapter 402-24 WAC and the only access to 
which is through openings which are interlocked so that 
the radiation machine will not operate unless all open- 
ings are securely closed. [Order 1084, 8 402-36-025, 
filed 1/14/76.] 


WAC 402-36-030 Equipment control. Limits on 
levels of radiation for radiographic exposure devices and 
storage containers. Radiographic exposure devices mea- 
suring less than four inches from the sealed source stor- 
age position to any exterior surface of the device shall 
have no radiation level in excess of fifty milliroentgens 
per hour at six inches from any exterior surface of the 
device. Radiographic exposure devices measuring a min- 
imum of four inches from the sealed source storage po- 
sition to any exterior surface of the device, and all 
storage containers for sealed sources or outer containers 
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for radiographic exposure devices, shall have no radia- 
tion level in excess of two hundred milliroentgens per 
hour at any exterior surface, and ten milliroentgens per 
hour at one meter from any exterior surface. The radia- 
tion levels specified are with the sealed source in the 
shielded (i.e., "off") position. [Order 1084, 5 402-36- 
030, filed 1/14/76; Order 1, § 402-36-030, filed 
1/8/69; Rules (part), filed 10/26/66.] . 


WAC 402-36-040 Locking of radiographic exposure 
devices. Each source of radiation shall be provided with 
а lock or outerlocked container designed to prevent un- 
authorized or accidental production of radiation or re- 
moval or exposure of a sealed source and shall be kept 
locked at all times except when under the direct surveil- 
lance of a radiographer or radiographer's assistant, or as 
may be otherwise authorized pursuant to WAC 402-36- 
130. Each storage container likewise shall be provided 
with a lock and kept locked when containing sealed 
sources except when the container is under the direct 
surveillance of a radiographer or radiographer's assist- 
ant. [Order 1084, $ 402-36-040, filed 1/14/76; Order 
1, 8 402-36-040, filed 1/8/69; Rules (part), filed 
10/26/66.] 


WAC 402-36-050 Storage precautions. Locked 
radiographic exposure devices, storage containers and 
radiation machines shall be physically secured to prevent 
tampering or removal by unauthorized personnel. [Order 
1084, 5 402-36-050, filed 1/14/76; Order 1, $ 402-36- 
050, filed 1/8/69; Rules (part), filed 10/26/66.) 


WAC 402-36-060 Radiation survey instruments. 
The licensee or registrant shall maintain sufficient cali- 
brated and operable radiation survey instruments to 
make physical radiation surveys as required by this part 
and chapter 402-24 WAC. Each radiation survey in- 
strument shall be calibrated at intervals not to exceed 
three (3) months and after each instrument servicing 
and a record maintained of the latest date of calibration. 
Instrumentation required by this section shall have a 
range such that two milliroentgens per hour through one 
roentgen per hour can be measured. [Order 1084, § 
402-36-060, filed 1/14/76; Order 1, § 402-36-060, 
filed 1/8/69; Rules (part), filed 10/26/66.] 


WAC 402-36-070 Leak testing, repair, tagging, 
opening, modification, and replacement of sealed sources. 
(1) The replacement of any sealed source fastened to or 
contained in a radiographic exposure device and leak 
testing, repair, tagging, opening, or any other modifica- 
tion of any sealed source shall be performed only by 
persons specifically authorized to do so by the Depart- 
ment, the U.S. Nuclear Regulatory Commission, or any 
Agreement State. 

(2) Each sealed source shall be tested for leakage at 
intervals not to exceed 6 months. In the absence of a 
certificate from a transferor that a test has been made 
within the 6 month period prior to the transfer, the 
sealed source shall not be put into use until tested. 
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(3) The leak test shall be capable of detecting the 
presence of 0.005 microcurie of removable contamina- 
tion on the sealed source. An acceptable leak test for 
sealed sources in the possession of a radiography licensee 
would be to test at the nearest accessible point to the 
sealed source storage position, or other appropriate mea- 
suring point, by a procedure to be approved pursuant to 
WAC 402-20-070(5)(e). Records of leak test results 
shall be kept in units of microcuries and maintained for 
inspection by the Department. 

(4) Any test conducted pursuant to paragraphs (2) 
and (3) of this section which reveals the presence of 
0.005 microcurie or more of removable radioactive ma- 
terial shall be considered evidence that the sealed source 
is leaking. The licensee shall immediately withdraw the 
equipment involved from use and shall cause it to be de- 
contaminated and repaired or to be disposed of, in ac- 
cordance with regulations of the Department. Within 5 
days after obtaining results of the test, the licensee shall 
file a report with the Department describing the equip- 
ment involved, the test results, and the corrective action 
taken. 

(5) A sealed source which is not fastened to or con- 
tained in a radiographic exposure device shall have per- 
manently attached to it a durable tag at least one (1) 
inch square bearing the prescribed radiation caution 
symbol in conventional colors magenta or purple on a 
yellow background, and at least the instructions: "Dan- 
ger — Radioactive Material - Do Not Handle — Notify 
Civil Authorities if Found." [Order 1084, 8 402-36-070, 
filed 1/14/76; Order 1, $ 402-36-070, filed 1/8/69; 
Rules (part), filed 10/26/66.] 


WAC 402-36-080 Quarterly inventory. Each licens- 
ee shall conduct a quarterly physical inventory to ac- 
count for all sealed sources received or possessed. The 
records of the inventories shall be maintained for in- 
spection by the Department and shall include the quan- 
tities and kinds of radioactive material, the location of 
sealed sources, and the date of the inventory. [Order 
1084, § 402-36-080, filed 1/14/76; Order 1, § 402-36- 
080, filed 1/8/69; Rules (part), filed 10/26/66.] 


WAC 402-36-090 Utilization logs. (1) Each licens- 
ee and/or registrant shall maintain current logs, which 
shall be kept available for inspection by the department, 
at the address specified in the license showing for each 
radiation source the following information: 

(a) A description (or make and model number) of 
each radiation source or storage container in which the 
sealed source is located: 

(b) The identity of the radiographer to whom as- 
signed; and | 

(c) Locations where used and dates of use. 

(2) The requirements of subsection (1) shall not apply 
in industrial radiography utilizing radiation machines in 
enclosed interlocked cabinets or rooms which are not oc- 
cupied during radiographic operations, which are 


.equipped with interlocks such that the radiation machine 


will not operate unless all openings are securely closed 
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and which is so shielded that every location on the exte- 
rior meets conditions for a restricted area, as specified in 
WAC 402-24-040. 

(3) A separately identified utilization log is not re- 
quired if the equivalent information is available in re- 
cords of the licensee or registrant. [Order 1084, § 402- 
36-090, filed 1/14/76; Order 1, 8 402-36-090, filed 
1/8/69; Rules (part), filed 10/26/66.] 


WAC 402-36-095 Inspection and maintenance . of 
radiographic exposure devices and storage containers. 
The licensee shall conduct a program for inspection and 
maintenance of radiographic exposure devices and stor- 
age containers to assure proper functioning of compo- 
nents important to safety. [Order 1084, 8 402-36-095, 
filed 1/14/76.] 


WAC 402-36-100 Limitations Personal radia- 
tion safety requirements for radiographers and radiogra- 
phers' assistants (1) No licensee or registrant shall 
permit any individual to act as a radiographer as defined 
in this chapter until such individual: 

(a) Has been instructed in the subjects outlined in 
WAC 402-36-160 and shall have demonstrated under- 
standing thereof; 

(b) Has received copies of and instruction in the reg- 
ulations contained in this part and the applicable sec- 
tions of appropriate license(s), and the licensee's or 
registrant'S operating and emergency procedures, and 
shall have demonstrated understanding thereof; and 

(c) Has demonstrated competence to use the source of 
radiation, related handling tools, and survey instruments 
which will be employed in the individual's assignment. 

(2) No licensee or registrant shall permit any individ- 
ual to act as a radiographer's assistant as defined in this 
part until such individual: 

(a) Has received copies of and instruction in the li- 
censee's or registrant's operating and emergency proce- 
dures, and shall have demonstrated understanding 
thereof; and 

(b) Has demonstrated competence to use under the 
personal supervision of the radiographer the sources of 
radiation, related handling tools, and radiation survey 
instruments which will be employed in the individual's 
assignment. [Order 1084, 5 402-36-100, filed 1/14/76; 
Order 1, 5 402-36-100, filed 1/8/69; Rules (part), filed 
10/26/66.] 


WAC 402-36-110 Operating and emergency proce- 
dures. The licensee's or registrant's operating and emer- 
gency procedures shall include instructions in at least the 
following: 

(1) The handling and use of sources of radiation to be 
employed such that no individual is likely to be exposed 
to radiation doses in excess of the limits established in 
chapter 402-24 WAC Standards for Protection Against 
Radiation; | 

(2). Methods and occasions for conducting radiation 
Surveys; 

(3) Methods for controlling access to radiographic 
areas; 
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(4) Methods and occasions for locking and securing 
sources of radiation; 

(5) Personnel monitoring and the use of personnel 
monitoring equipment; 

(6) Transportation to field locations, including pack- 
ing of sources of radiation in the vehicles, posting of ve- 
hicles, and control of sources of radiation duririg 
transportation; 

(7) Minimizing exposure of individuals in the event of 
an accident; 

(8) The procedure for notifying proper personnel in 
the event of an accident; 

(9) Maintenance of records; and 

(10) The inspection and maintenance of radiographic 
exposure devices and storage containers. [Order 1084, 8 
402-36-110, filed 1/14/76; Order 708, $ 402-36-110, 
filed 8/24/72; Order 1, $ 402—36-110, filed 7/2/71; 
Order 1, $ 402-36-110, filed 1/8/69; Rules (part), filed 
10/26/66.] 


WAC 402-36-120 Personnel monitoring control. (1) 
No licensee or registrant shall permit any individual to 
act as a radiographer or as a radiographer's assistant 
unless, at all times during radiographic operations, each 
such individual shall wear a film or TLD badge and ei- 
ther a pocket dosimeter or pocket chamber. Pocket do- 
simeters and pocket chambers shall be capable of 
measuring doses from zero to at least 200 milliroentgens. 
A film or TLD badge shall be assigned to and worn by 
only one individual. 

(2) Pocket dosimeters and pocket chambers shall be 
read and doses recorded daily. A film or TLD badge 
shall be immediately processed if a pocket chamber or 
pocket dosimeter is discharged beyond its range. The 
film or TLD badge reports received from the film or 
TLD badge processor and records of pocket dosimeter 
and pocket chamber reádings shall be paired for in- 
spection by the Department. 

(3) The requirements for use of pocket ЗОВ or 
pocket chamber shall not apply in industrial radiography 
utilizing radiation machines in enclosed interlocked cab- 
inets or rooms which are not occupied during radio- 
graphic operations, which are equipped with interlocks 
such that the radiation machine will not operate unless 
all openings are securely closed and which are so shield- 
ed that every location on the exterior meets conditions 
for an uncontrolled area, as specified in WAC 402-24- 
040. [Order 1084, § 402-36-120, filed 1/14/76; Order 
1, $ 402-36-120, filed 1/8/69; Rules (part), filed 
10/26/66.] 


WAC 402-36-130 Security Precautionary pro- 
cedures in radiographic operations. During each radio- 
graphic operation, the radiographer or radiographer's 
assistant shall maintain a direct surveillance of the oper- 
ation to protect against unauthorized entry into a high 
radiation area, as defined in chapter 402-12 WAC 
except: 

(1) where the high radiation area is equipped with a 
control device or alarm system as described in WAC 
402—24-090(1)(e)(ii) or 
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(2) where the high radiation area is locked to protect 
against unauthorized or accidental entry. [Order 1084, 5 
402-36-130, filed 1/14/76; Order 1, § 402-36-130, 
filed 1/8/69; Rules (part), filed 10/26/66.] 


WAC 402-36-140 Posting. Notwithstanding any 
provisions in paragraph WAC 402-24-095 areas in 
which radiography is being performed shall be conspicu- 
ously posted as required by WAC 402-24-090. [Order 
1084, $ 402-36-140, filed 1/14/76; Order 1, $ 402-36- 
140, filed 1/8/69; Rules (part), filed 10/26/66.] 


WAC 402-36-150 Radiation surveys and survey re- 
cords. (1) No radiographic operation shall be conducted 
unless calibrated and operable radiation survey instru- 
mentation as described in WAC 402-36-060 is available 
and used at each site where radiographic exposures are 
made. 

(2) A physical radiation survey shall be made after 
each radiographic exposure utilizing radiographic expo- 
sure devices or sealed sources of radioactive material to 
determine that the sealed source has been returned to its 
shielded condition. 

(3) A physical radiation survey shall be made to de- 
termine that each sealed source is in its shielded condi- 
tion prior to securing the radiographic exposure device 
or storage container as specified іп WAC 402-36-040. 

(4) Records shall be kept of the surveys required by 
paragraph (3) of this section and maintained for inspec- 
tion by the Department. [Order 1084, $ 402-36-150, 
filed 1/14/76; Order 1, $ 402-36-150, filed 1/8/69; 
Rules (part), filed 10/26/66.] 


WAC 402-36-155 Special requirements for radiog- 
raphy employing radiation machines. (1) Cabinet radiog- 
raphy. Cabinet radiography using radiation machines, as 
defined in WAC 402-36-025(6) shall be exempt from 
other requirements of chapter 402-36 WAC; however, 
no registrant shall permit any individual to operate a 
cabinet radiography unit until such individual has re- 
ceived a copy of, and instruction in, and demonstrated 
an understanding of operating procedures for the unit, 
and has demonstrated competence in its use. 

(2) Shielded room radiography. Shielded room radi- 
ography using radiation machines, as defined WAC 
402-36-25-(7) [402-36-025(7)], shall be exempt from 
other requirements of chapter 402-36 WAC, however, 

(a) No registrant shall permit any individual to oper- 
ate a radiation machine for shielded room radiography 
until such individual has received a copy of, and instruc- 
tion in, and demonstrated an understanding of operating 
procedures for the unit, and has demonstrated compe- 
tence in its use. 

(b) Each registrant shall supply appropriate personnel 
monitoring equipment to, and shall require the use of 
such equipment by, every individual who operates, who 
makes "setups", or who performs maintenance on a ra- 
diation machine for shielded room radiography. 

(c) A physical radiation survey shall be conducted to 
determine that the radiation machine is "off" prior to 
each entry into the shielded room. Such surveys shall be 
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made with a radiation measuring instrument which is 
capable of measuring radiation of the energies and at 
the exposure rates to be encountered, which is in good 
working order, and (i) which has been properly calibra- 
ted within the preceding three months or following the 
last instrument servicing, whichever is later; or (ii) 
which shall consist of an alarming ratemeter. — — 

(3) Other radiography using radiation machines. Oth- 
er radiography using radiation machines shall be exempt 
from Sections WAC 402-36-030, WAC 402-36-050, 
WAC 402-36-070, WAC 402-36-080, and WAC 402- 
36-150; however, 

(a) A physical radiation survey shall be conducted to 
determine that the radiation machine is "off" prior to 
each entry into the radiographic exposure area. Such 
surveys shall be made with a radiation measuring in- 
strument capable of measuring radiation of the energies 
and at the exposure rates to be encountered, which is in 
good working order, and which has been properly cali- 
brated within the preceding three months or following 
the last instrument servicing, whichever is later. Survey 
results and records of boundary locations shall be main- 
tained and kept available for inspection. 

(b) Mobile or portable radiation machines shall be 
physically secured to prevent removal by unauthorized 
personnel. [Order 1084, $ 402-36-155, filed 1/14/76.) 


WAC 402-36-160 Appendix A Minimum sub- 
jects to be covered in training radiographers. (1) Funda- 
mentals of radiation safety 

(a) Characteristics of gamma and x radiation. 

(b) units of radiation dose (mrem) and quantity of 
radioactivity (curie). 

(c) hazards of excessive exposure of radiation. 

(d) levels of radiation from sources of radiation. 

(e) methods of controlling radiation dose. 

(i) working time. 

(ii) working distances. 

(iii) shielding. 

(2) Radiation detection instrumentation to be used. 

(a) use of radiation survey instruments. 

(1) operation. 

(ii) calibration. 

(iii) limitations. 

(b) survey techniques. 

(c) use of personnel monitoring equipment. 

(i) film badges. 

(ii) pocket dosimeters. 

(iii) pocket chambers. 

(3) Radiographic equipment to be used. 

(a) remote handling equipment. 

(b) radiographic exposure devices and sealed sources. 

(c) storage containers. 

(d) operation and control of x-ray equipment. 

(4) The requirements of pertinent federal and state 
regulations. 

(5) The licensee's or registrant's written operating and 
emergency procedures. [Order 1084, 8 420-36-160, 
filed 1/14/76; Order 1, 8 402-36-160, filed 1/8/69; 
Rules (part), filed 10/26/66.] 
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RADIATION SAFETY REQUIREMENTS FOR 
ANALYTICAL X-RAY EQUIPMENT 


WAC . 


402-40-010 Purpose and scope. 
402—40—020 Definitions. 

402-40-030 Equipment requirements. 
402-40-040 Facility requirements. 
402--40-050 Operating requirements. 
402-40-060 Personnel requirements. 


WAC 402-40-010 Purpose and scope. This chapter 
provides special requirements for analytical x-ray equip- 
ment. The requirements of this chapter are in addition 
to, and not in substitution for, applicable requirements 
in other chapters of these regulations. [Order 1084, 8 
402-40-010, filed 1/14/76.] 


: WAC 402-40-020. Definitions. (1) "Analytical x- 
ray equipment" means equipment used for x-ray dif- 
fraction or fluorescence analysis. 

(2) "Analytical x-ray system" means a group of local 
and remote components utilizing x-rays to determine the 
elemental composition or to examine the microstructure 
of materials. Local components include those that are 
struck by x-rays such as radiation source housings, port 
and shutter assemblies, collimators, sample holders, 
cameras, goniometers, detectors and shielding. Remote 
components include power supplies, transformers, ampli- 
fiers, readout devices, and control panels. 

(3) "Fail-safe characteristics" mean a design feature 
which causes beam port shutters to close, or otherwise 
prevents emergence of the primary beam, upon the fail- 
ure of a safety or warning device. 

(4) "Normal operating procedures" mean operating 
procedures for conditions suitable for analytical purposes 
with shielding and barriers in place. These do not in- 
clude maintenance but do include routine alignment 
procedures. Routine and emergency radiation safety 
considerations are part of these procedures. 

(5) "Open-beam configuration" шеапв ап analytical 
x-ray system in which an individual could accidentally 
place some part of his body in the primary beam path 
during normal operation. 

(6) "Primary beam" means ionizing radiation which 
passes through an aperture of the source housing by a 
direct path from the x—ray tube or a radioactive source 
located in the radiation source housing. [Order 1084, 8 
402-40-020, filed 1/14/76.] à; 


WAC 402-40-030 Equipment requirements. (1) 
Safety device. A device which prevents the entry of any 
portion of an individual's body into the primary x-ray 
beam path or which causes the beam to be shut off upon 
entry into its path shall be provided on all open-beam 
configurations. A registrant or licensee may apply to the 
department for an exemption from the requirement of a 
safety device. Such application shall include: | 

(а) A description of the various safety devices that 
have been evaluated. 

(b) The reason each of these devices cannot be used. 
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(c) A description of the alternative methods that will 
be employed to minimize the possibility of an accidental 
exposure, including procedures to assure that operators 
and others in the area will be informed of the absence of 
safety devices. 

(2) Warning devices. Open-beam configurations shall 
be provided with a readily discernible indication of: 

(a) X-ray tube status (ON-OFF) located near the 
radiation source housing, if the primary beam is con- 
trolled in this manner; and/or 

(b) Shutter status (OPEN-CLOSED) located near 
each port on the radiation source housing, if the primary 
beam is controlled in this manner. 

(c) Warning devices shall be labeled so that their 
purpose is easily identified. On new equipment installed 
after January 1, 1976, warning devices should have fail- 
safe characteristics. 

(3) Ports. Unused ports on radiation source housings 
shall be secured in the closed position in a manner which 
will prevent casual opening. 

(4) Labeling. All analytical x-ray equipment shall be 
labeled with a readily discernible sign or signs bearing 
the radiation symbol and the words: 

(a) "CAUTION - HIGH INTENSITY X-RAY 
BEAM," or words having a similar intent, on the x—ray 
source housing; and 

(0) "CAUTION RADIATION - THIS EQUIP- 
MENT PRODUCES RADIATION WHEN ENER- 
GIZED," or words having a similar intent, near any 
switch that energizes an x-ray tube if the radiation 
source is an x-ray tube; or 

(с) "CAUTION - RADIOACTIVE MATERIAL," 
or words having a similar intent, on the source housing if 
the radiation source is a radionuclide. 

(5) Shutters. Оп new equipment. employing open- 
beam configurations installed after January 1, 1976, 
each port on the radiation source. housing should be 
equipped with a shutter that. cannot be opened unless a 
collimator or a coupling has been connected to the port. 

(6) Warning lights. An easily visible warning light la- 
beled with the words "X-RAY ON," or words having a 
similar intent, shall be located: 

(a) near any switch that energizes an х-тау tube and 
shall be illuminated only when the tube is energized; or 

(b) in the case of a radioactive source, near any 
switch that opens a housing shutter, and shall be illumi- 
nated only when the shutter is open. 

(c) On equipment installed after January 1, 1976, 
warning lights should have fail-safe characteristics. 

(7) Radiation source housing. Each x-ray tube hous- 
ing shall be so constructed that with all shutters closed 
the leakage radiation measured at a distance of 5 cm 
from its surface is not capable of producing a dose in 
excess of 2.5 mrem in one hour at any specified tube 
rating. If radioactive sources are used, corresponding 
dose limits shall not exceed 2.5 per hour. 

(8) Generator cabinet. Each x-ray generator shall be 
supplied with.a protective cabinet which limits leakage 
radiation measured at a distance of 5 cm from its sur- 
face such that it is not capable of producing a dose in 
excess of 0.25 mrem in one hour. [Order 1084, 8 402- 
40-030, filed 1/14/76.] 
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WAC 402-40-040 Facility requirements. (1) Radia- 
tion levels. The local components of an analytical x-ray 
system shall be located and arranged and shall include 
sufficient shielding or access control such that no radia- 
tion levels exist in any area surrounding the local com- 
ponent group which could result in a dose to an 
individual present therein in excess of the dose limits 
given in WAC 402-24-040 of these regulations. For 
systems utilizing x-ray tubes, these levels shall be met at 
any specified tube rating. 

(2) Surveys. Radiation surveys, as required by WAC 
402-24-085 of all analytical x-ray systems, sufficient to 
show compliance with WAC 402-40-040(1) shall be 
performed: 

(a) Upon installation of the equipment; 

(b) Following any change in the initial arrangement, 
number, or type of local components in the system; 

(c) Following any maintenance requiring the disas- 
sembly or removal of a local component in the system; 

(d) During the performance of maintenance and 
alignment procedures if the procedures require the pres- 
ence of a primary x-ray beam when any local compo- 
nent in the system is disassembled or removed; and 

(e) Any time a visual inspection of the local compo- 
nents in the system reveals an abnormal condition. 

(f) Whenever personnel monitoring devices show a 
significant increase over the previous monitoring period 
or the readings are approaching 1/10 of the limit speci- 
fied in WAC 402-24-020. 

(g) Radiation survey measurements shall not be re- 
quired if a registrant or licensee can demonstrate com- 
pliance to the satisfaction of the Department with WAC 
402-40-040(1) in some other manner. 

(3) Posting. Each area or room containing analytical 
x-ray equipment shall be conspicuously posted with a 
sign or signs bearing the radiation symbol and the words 
"CAUTION - X-RAY EQUIPMENT," ог words hav- 
ing a similar intent. [Order 1084, 8 402-40-040, filed 
1/14/76.] 


WAC 402-40-050 Operating requirements. (1) Pro- 
сейигез. Normal operating procedures shall be written 
and available to all-analytical x-ray equipment workers. 
No person shall be permitted to operate analytical x-ray 
equipment in any manner other. than that specified in 
the procedures unless such person has obtained written 
approval of the radiation safety officer. 

(2) Bypassing. No person shall bypass a safety device 
unless such person has obtained the approval of the ra- 
diation safety officer. When a.safety device has been 
bypassed, a readily discernible sign bearing the words 
"SAFETY DEVICE NOT WORKING," or words hav- 
ing a similar intent, shall be placed on. the radiation 
source housing. The requirements set. forth. in WAC 
402-40-030(1) shall also be met. [Order 1084, 8 402- 
40-050, filed 1/14/76.] 


WAC 402-40-060 Personnel requirements. (1) In- 
struction. No person shall be permitted to operate or 
maintain analytical x-ray equipment unless such person 
has received instruction in and demonstrated competence 
as to: 
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(a) Identification of radiation hazards associated with 
the use of the equipment; 

(b) Significance of the various radiation warning and 
safety devices incorporated into the equipment, or the 
reasons they have not been installed on certain pieces of 
equipment and the extra precautions required in such 
Cases; 

(c) Proper operating procedures for the equipment; 

(d) Symptoms of an acute localized exposure; and 

(e) Proper procedures for reporting an actual or sus- 
pected exposure. 

(2) Personnel monitoring. Finger or wrist dosimetric 
devices shall be provided to and shall be used by: 

(а) Analytical x-ray equipment workers using systems 
having an open-beam configuration and not equipped 
with a safety device; and 

(b) Personnel maintaining analytical x-ray equipment 
if the maintenance procedures require the presence of a 
primary x-ray beam when any local component in the 
analytical x-ray system is disassembled or removed. 

(c) Reported dose values shall not be used for the 
purpose of determining compliance with WAC 402-24- 
020 of these regulations unless evaluated by a qualified 
expert. [Order 1084, § 402-40-060, filed 1/14/76.) 


Chapter 402-44 WAC 


RADIATION SAFETY REQUIREMENTS FOR 
PARTICLE ACCELERATORS 


WAC 

402-44-010 Purpose and scope. 

402-44-020 Registration requirements. 

402-44-030 General requirements for the issuance of a registra- 
tion for particle accelerators. 

402-44-040 Human use of particle accelerators. 

402-44-050 General provisions. 

402-44-060 Limitations. 

402-44-070 Shielding and safety design requirements. 

402--44-080 Particle accelerator controls and interlock systems: 

402-44-090 Warning devices. ; 

402-44-100 Operating procedures. 

402-44-110 Radiation monitoring requirements. 

402-44-120 Ventilation systems. 


WAC 402-44-010 Purpose and scope. (1) This 
chapter establishes procedures for the registration and 
the use of particle accelerators. 

(2) In addition to the requirements of this chapter, all 
registrants are subject to the requirements of chapters 
402-12, 402-16, 402-24, and 402-48 WAC. Registrants 
engaged in industrial radiographic operations are subject 
to the requirements of chapter 402-36 WAC and regis- 
trants engaged in the healing arts are subject to the re- 
quirements of chapter 402-28 WAC and/or chapter 
402-32 WAC of these regulations. Registrants engaged 
in the production of radioactive material are subject to 
the requirements of chapter 402-20 WAC. [Order 1084, 
§ 402-44—010, filed 1/14/76.) 


WAC 402-44-020 Registration requirements. No 
person shall receive, possess, use, transfer, own, or ac- 
quire a particle accelerator except as authorized in a 
registration issued pursuant to these regulations: or as 
otherwise próvided for in these regulations. The general 
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procedures for registration of particle accelerator facili- 
ties are included in chapter 402-16 WAC of these regu- 
lations. [Order 1084, 8 402-44-020, filed 1/14/76.] 


WAC 402-44-030 General requirements for the is- 
suance of a registration for particle accelerators. (Refer 
to chapter 402-16 WAC). In addition to the require- 
ment of chapter 402-16 WAC a registration application 
for use of a particle accelerator will be approved only if 
the Department determines that: 

(1) The applicant is qualified by reason of training 
and experience to use the accelerator in question for the 
purpose requested in accordance with this chapter and 
chapters 402-24 and 402-48 WAC in such a manner as 
to minimize danger to public health and safety or 
property; 

(2) The applicant's proposed equipment, facilities, op- 
erating and emergency procedures are adequate to pro- 
tect health and minimize danger to public health and 
safety or property; 

(3) The issuance of the registration will not be inimi- 
cal to the health and safety of the public, and the appli- 
cant satisfies any applicable special requirement in 
WAC 402-44-040. 

(4) The applicant has appointed a radiation safety 
officer; 

(5) The applicant and/or the staff has substantial ex- 
perience in the use of particle accelerators for the in- 
tended uses; 

(6) The applicant has established a radiation safety 
committee to approve, in advance, proposals for uses of 
particle accelerators, whenever deemed necessary by the 
department, and 

(7) The applicant has an adequate training program 
for particle accelerator operators. [Order 1084, 5 402- 
44—030, filed 1/14/76.] 


WAC 402-44-040 Human use of particle 
accelerators, In addition to the requirements set forth in 
chapter 402-16 WAC a registration for use of a particle 
accelerator in the healing arts will be issued only if: 

(1) Whenever deemed necessary by the department, 
the applicant has appointed a medical committee of at 
least three members to evaluate all proposals for re- 
search, diagnostic, and therapeutic use of a particle ac- 
celerator. Membership of the committee should include 
physicians expert in internal medicine, hematology, 
therapeutic radiology, and a person experienced in depth 
dose calculations and protection against radiation; 

(2) The individuals designated on the application as 
the users have substantial training and experience in 
deep therapy techniques or in the use of particle 
accelerators to treat humans; and 

(3) The individual designated on the application as 
the user must be a physician. [Order 1084, 8 402-44- 
040, filed 1/14/76.] 


WAC 402-44-050 General provisions. (1) This sec- 
tion establishes radiation safety requirements for the use 
of particle accelerators. The provisions of this section are 
in addition to, and not in substitution for, other applica- 
ble provisions of the regulations. 
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(2) The registrant shall be responsible for assuring 
that all requirements of this part are met. [Order 1084, 
5 402-44-050, filed 1/14/76.] 


WAC 402-44-060 Limitations. (1) No registrant 
shall permit any person to act as a particle accelerator 
operator until such person: 

(a) Has been instructed in radiation safety and shall 
have demonstrated an understanding thereof; 

(b) Has received copies of and instruction in this part 
and the applicable requirements of chapters 402-24 and 
402-48 WAC, pertinent registration conditions and the 
registrant's operating and emergency procedures, and 
shall have demonstrated understanding thereof; and 

(c) Has demonstrated competence to use the particle 
accelerator, related equipment, and survey instruments 
which will be employed in the individual's assignment. 

(2) Either the radiation safety committee or the radi- 
ation safety officer shall have the authority to terminate 
the operations at a particle accelerator facility if such 
action is deemed necessary to protect health and mini- 
mize danger to public health and safety or property. 
[Order 1084, 5 402-44-060, filed 1/14/76.] 


WAC 402-44-070  Shielding and safety design re- 
quirements. (1) A qualified expert, specifically accepted 
by the department shall be consulted in the design of a 
particle accelerator installation and called upon to per- 
form a radiation survey when the accelerator is first ca- 
pable of producing radiation. 

(2) Each particle accelerator installation shall be pro- 
vided with such primary and/or secondary barriers as 
are necessary to assure compliance with WAC 402-24- 
020 and WAC 402-24-040. [Order 1084, 5 402-44- 
070, filed 1/14/76.] 


WAC 402-44-080 Particle accelerator controls and 
interlock systems. (1) Instrumentation, readouts and 
controls on the particle accelerator control console shall 
be clearly identified and easily discernible. 

(2) АШ entrances into a target room or other high ra- 
diation area shall be provided with interlocks that shut 
down the machine under conditions of barrier 
penetration. 

(3) When an interlock system has been tripped, it 
shall only be possible to resume operation of the accel- 
erator by manually resetting controls at the position 
where the interlock has been tripped, and lastly at the 
main control console. 

(4) Each safety interlock shall be on a circuit which 
shall allow its operation independently of all other safety 
interlocks. 

(5) All safety interlocks shall be fail safe, i.e., de- 
signed so that any defect or component failure in the in- 
terlock system prevents operation of the accelerator. 

(6) A "scram" button or other emergency power cut- 
off switch shall be located and easily identifiable in all 
high radiation areas. Such a cutoff switch shall include a 
manual reset so that the accelerator cannot be restarted 
from the accelerator control console without resetting 
the cutoff switch. [Order 1084, 8 402-44-080, filed 
1/14/76.] 


Radiological Working Conditions 


WAC 402-44-090 Warning devices. (1) All loca- 
.tions designated as high radiation areas (except inside 
treatment rooms designed for human exposure) and en- 
trances to all locations designated as high radiation ar- 
eas shall be equipped with easily observable flashing or 
rotating warning lights that operate when, and only 
when, radiation is being produced. 

(2) Except in facilities designed for human exposure, 
each high radiation area shall have an audible warning 
device which shall be activated for 15 seconds prior to 
the possible creation of such high radiation area. Such 
warning device shall be clearly discernible in all high 
radiation areas and all radiation areas. 

(3) Barriers, temporary or otherwise, and pathways 
leading to high radiation areas shall be identified in ac- 
cordance with WAC 402-24-090. [Order 1084, 8 402- 
44—090, filed 1/14/76.] 


WAC 402-44-100 Operating procedures. (1) Parti- 
cle accelerators, when not in operation, shall be secured 
to prevent unauthorized use. 

(2) Only a switch on the accelerator control console 
shall be routinely used to turn the accelerator beam off 
and on. The safety interlock system shall not Be used to 
turn off the accelerator beam except in an emergency. 

(3) АП safety and warning devices, including inter- 
locks, shall be checked for proper operability at intervals 
not to exceed three months and after maintenance on 
such safety and warning devices. Results of such tests 
shall be maintained for inspection at the accelerator 
facility. 

(4) Electrical circuit diagrams of the accelerator, and 
the associated interlock systems, shall be kept current 
and maintained for inspection by the department and 
available to the operator at each accelerator facility. 

(5) If, for any reason, it is necessary to intentionally 
bypass a safety interlock or interlocks, such action shall 
be: 

(a) Authorized by the radiation safety committee 
and/or radiation safety officer; 

(b) Recorded in а permanent log and a notice posted 
at the accelerator control console; and 

(c) Terminated as soon as possible. 

(d) A copy of the current operating and the emergen- 
cy procedures shall be maintained at the accelerator 
control panel. [Order 1084, 8 402-44-100, filed 
1/14/76.] 


WAC 402-44-110 Radiation monitoring require- 
ments. (1) There shall be available at each particle ac- 
celerator facility, appropriate portable monitoring 
equipment which is operable and has been calibrated for 
the appropriate radiations being produced at the facility. 
Such equipment shall be tested for proper operation dai- 
ly and calibrated at intervals not to exceed one year, and 
after each servicing and repair. 

(2) A radiation protection survey shall be performed 
and documented by a qualified expért specifically ap- 
proved by the Department when changes have been 
made in shielding, operation, equipment, or occupancy 
of adjacent areas. 
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(3) Radiation levels in all high radiation areas shall be 
continuously monitored. The monitoring devices shall be 
electrically independent of the accelerator control and 
interlock systems and capable of providing a remote and 
local readout with visual and/or audible alarms at both 
the control panel and at entrance to high radiation ar- 
eas, and other appropriate locations, so that people en- 
tering or present become aware of the existence of the 
hazard. 

(4) All area monitors shall be calibrated quarterly. 

(5) Whenever applicable, periodic surveys shall be 
made to determine the amount of airborne particulate 
radioactivity present in areas of airborne hazards. 

(6) Whenever applicable, periodic smear surveys shall 
be made to determine the degree of contamination in 
target and other pertinent areas. 

(7) All area surveys shall be made in accordance with 
the written procedures established by a qualified expert, 
or the radiation safety officer of the particle accelerator 
facility. 

(8) Records of all radiation protection surveys, cali- 
bration results, instrumentation tests, and smear results 
shall be kept current and on file at each accelerator fa- 
cility. [Order 1084, 8 402-44-110, filed 1/14/76.] 


WAC 402-44-120 Ventilation systems. (1) Ade- 
quate ventilation shall be provided in areas where air- 
borne radioactivity may be produced. 

(2) A registrant as required by WAC 402-24-050 
shall not vent, release or otherwise discharge airborne 
radioactive material to an uncontrolled area which ex- 
ceed the limits specified in WAC 402-24-220 Appendix 
A — Table II, except as authorized pursuant to WAC 
402-24-135 or WAC 402-24-050(2). For purposes of 
this paragraph, concentrations may be averaged over a 
period not greater than one year. Every reasonable effort 
should be made to maintain releases of radioactive ma- 
terial to uncontrolled areas, as far below these limits as 
practicable. [Order 1084, 8 402-44-120, filed 1/14/76.] 


Chapter 402-48 WAC 


NOTICES, INSTRUCTIONS AND REPORTS TO 
WORKERS BY LICENSEES ОК REGISTRANTS—— 


INSPECTIONS 
WAC 
402-48-010 Purpose and scope. 
402-48-020 Posting of notices to workers. 
402-48-030 Instructions to workers. 
402-48-040 Notifications and reports to individuals. 
402-48-050 Presence of representatives of licensees or registrants 

and workers during inspection. 

402-48—060 Consultation with workers during inspections. 
402-48-070 Requests by workers for inspections. 
402-48-080 Inspections not warranted Informal review. 


WAC 402-48-010 Purpose and scope. This chapter 
establishes requirements for notices, instructions and re- 
ports by licensees or registrants to individuals engaged in 
work under a license or registration and options avail- 
able to such individuals in connection with Department 
inspections of licensees or registrants to ascertain com- 
pliance with the provisions of the Act and regulations, 
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orders and licenses issued thereunder regarding radio- 
logical working conditions. The regulations in this chap- 
ter apply to all persons who receive, possess, use, own or 
transfer material licensed by or registered with the de- 
partment pursuant to the regulations in chapters 402-16 
and 402-20 WAC. The definitions contained in WAC 
402-12-050 also apply to this chapter. [Order 1084, 8 
402-48-010, filed 1/14/76.] 


WAC 402-48-020 Posting of notices to workers. (1) 
Each licensee or registrant shall post current copies of 
the following documents: 

(a) The regulations in this chapter and in chapter 
402-24 WAC; 

(b) The license, certificate of registration, conditions 
or documents incorporated into the license by reference 
and amendments thereto; 

(c) The operating procedures applicable to work under 
the license or registration; 

(d) Any notice of violation involving radiological 
working conditions, proposed imposition of civil penalty, 
or order issued pursuant to chapter 402-12 WAC, any 
response from the licensee or registrant. 

(2) If posting of a document specified in WAC 402- 
48—020(1)(a), (b), (c), or (d) is not practicable, the li- 
censee or registrant may post a notice which describes 
the document and states where it may be examined. 

(3) Department Form ЕНЕ-3 "Notice to Employ- 
ees", shall be posted by each licensee or registrant wher- 
ever individuals work in or frequent any portion of a 
restricted area. 

(4) Documents, notices or forms posted pursuant to 
this section shall appear in a sufficient number of places 
to permit individuals engaged in work under the license 
or registration to observe them on the way to or from 
any particular work location to which the document ap- 
plies, shall be conspicuous, and shall be replaced if de- 
faced or altered. 

(5) Department documents posted pursuant to WAC 
402-48-020(1)(d) shall be posted within two (2) work- 
ing days after receipt of the documents from the De- 
partment; the licensee's or registrant's response, if any, 
shall be posted within two (2) working days after dis- 
patch from the licensee or registrant. Such documents 
shall remain posted for a minimum of five (5) working 
days or until action correcting the violation has been 
completed, whichever is later. [Order 1084, 8 402-48- 
020, filed 1/14/76.] 


WAC 402-48-030 Instructions to workers. All indi- 
viduals working in or frequenting any portion of a re- 
stricted area shall be kept informed of the storage, 
transfer, or use of radioactive materials or of radiation 
in such portions of the restricted area; shall be instructed 
in the health protection problems associated with expo- 
sure to such radioactive materials or radiation, including 
biological risks to embryos or fetuses*, in precautions or 
procedures to minimize exposure, and in the purposes 
and functions of protective devices employed; shall be 
instructed in, and instructed to observe, to the extent 
within the worker's control, the applicable provisions of 


[Title 402 WAC—p 78] 


Title 402 WAC: Radiation Control Арепсу 


department regulations and licenses for the protection of 
personnel from exposures to radiation or radioactive 
materials occurring in such areas; shall be instructed of 
their responsibility to report promptly to the licensee any 
condition which may lead to or cause a violation of de- 
partment regulations and licenses or unnecessary expo- 
sure to radiation or to radioactive material; shall be 
instructed in the appropriate response to warnings made 
in the event of any unusual occurrence or malfunction 
that may involve exposure to radiation or radioactive 
material; and shall be advised as to the radiation expo- 
sure reports which workers may request pursuant to 
WAC 402-48-040. The extent of these instructions shall 
be commensurate with potential radiological health pro- 
tection problems in the restricted area. 


NOTE: 


*Information pertaining to the biological risks to embryos or fetuses 
is contained in APPENDIX I, State of Washington Radiation Control 
Manual. 


[Order 1084, 5 402-48-030, filed 1/14/76.] 


WAC 402-48-040 Notifications and reports to indi- 
viduals. (1) Radiation exposure data for an individual 
and the results of any measurements, analyses, and cal- 
culations of radioactive material deposited or retained in 
the body of an individual shall be reported to the indi- 
vidual as specified in this section. The information re- 
ported shall include data and results obtained pursuant 
to Department regulations, orders or license conditions, 
as shown in records maintained by the licensee or regis- 
trant pursuant to Department regulations. Each notifi- 
cation and report shall be in writing; include 
appropriate identifying data such as the name of the li- 
censee or registrant, the name of the individual, and the 
individual's social security number; include the individu- 
al's exposure information; and contain the following 
statement: "This report is furnished to you under the 
provisions of the Washington State Department of So- 
cial and Health Services Radiation Control Unit, Rules 
and Regulations for Radiation Protection. You should 
preserve this report for further reference." 

(2) At the request of any worker, each licensee or 
registrant shall advise such worker annually of the 
worker's exposure to radiation or radioactive material as 
shown in records maintained by the licensee or registrant 
pursuant to WAC 402-24-170(1) and (3). 

(3) At the request of a worker formerly engaged in 
work controlled by the licensee or the registrant, each 
licensee or registrant shall furnish to the worker a report 
of the worker's exposure to radiation or radioactive ma- 
terial. Such report shall be furnished within 30 days 
from the time the request is made, or within 30 days af- 
ter the exposure of the individual has been determined 
by the licensee or registrant, whichever is later; shall 
cover, within the period of time specified in the request, 
each calendar quarter in which the worker's activities 
involved exposure to radiation from radioactive material 
licensed by, or radiation machines registered with the 
Department; and shall include the dates and locations of 
work under the license or registration in which the 
worker participated during this period. 


Radiological Working Conditions 


(4) When a licensee or registrant is required pursuant 
to WAC 402-24—200 to report to the Department any 
exposure of an individual to radiation or radioactive ma- 
terial, the licensee or the registant [registrant] shall also 
provide the individual a report on the individual's expo- 
sure data included therein. Such reports shall be trans- 
mitted at a time not later than the transmittal to the 
Department. [Order 1084, 8 402-48-040, filed 
1/14/76. 


WAC 402-48-050 Presence of represeritatives of li- 
censees or registrants and workers during inspection. (1) 
Each licensee or registrant shall afford to the Depart- 
ment at all reasonable times opportunity to inspect ma- 
terials, machines, activities, facilities, premises, and 
records pursuant to these regulations. 

(2) During an inspection, Department inspectors may 
consult privately with workers as specified in WAC 402- 
48-060. The licensee or registrant may accompany De- 
partment inspectors during other phases of an 
inspection. 

(3) If, at the time of inspection, an individual has 
been authorized by the workers to represent them during 
Department inspections, the licensee or registrant shall 
notify the inspectors of such authorization and shall give 
the workers' representative an opportunity to accompany 
the inspectors during the inspection of physical working 
conditions. | 

(4) Each workers' representative shall be routinely 
engaged in work under control of the licensee or regis- 
trant and shall have received instructions as specified in 
WAC 402-48-030. 

(5) Different representatives of licensees or registrants 
and workers may accompany the inspectors during dif- 
ferent phases of an inspection if there is no resulting in- 
terference with the conduct of the inspection. However, 
only one workers' representative at a time may accom- 
pany the inspectors. 

(6) With the approval of the licensee or registrant and 
the workers' representative an individual who is not rou- 
tinely engaged in work under control of the licensee or 
registrant, for example, a consultant to the licensee or 
registrant or to the workers' representative, shall be af- 
forded the opportunity to accompany Department in- 
spectors during the inspection of physical working 
conditions. 

(7) Notwithstanding the other provisions of this sec- 
tion, Department inspectors are authorized to refuse to 
permit accompaniment by any individual who deliber- 
ately interferes with a fair and orderly inspection. With 
regard to any area containing proprietary information, 
the workers' representative for that area shall be an in- 
dividual previously authorized by the licensee or regis- 
trant to enter that area. [Order 1084, 5 402-48-050, 
filed 1/14/76.] 


WAC 402-48-060 Consultation with workers during 
inspections. (1) Department inspectors may consult pri- 
vately with workers concerning matters of occupational 
radiation protection arid other matters related to appli- 
cable provisions of Department regulations and licenses 
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to the extent the inspectors deem necessary for the con- 
duct of an effective and thorough inspection. 

(2) During the course of an inspection any worker 
may bring privately to the attention of the inspectors, 
either orally or in writing, any past or present condition 
which the worker has reason to believe may have con- 
tributed to or caused any violation of the Act, these reg- 
ulations, or license condition, or any unnecessary 
exposure of an individual to radiation from licensed ra- 
dioactive material or a registered radiation machine un- 
der the licensee's or registrant's control. Any such notice 
in writing shall comply with the requirements of WAC 
402-48-070(1). 

(3) The provisions of WAC 402-48-060(2) shall not 
be interpreted as authorization to disregard instructions 
pursuant to WAC 402-48-030. [Order 1084, 8 402-48- 
060, filed 1/14/76.] 


WAC 402-48-070 Requests by workers for inspec- 
tions. (1) Any worker or representative of workers who 
believes that a violation of the Act, of these regulations, 
or of license conditions exists or has occurred in work 
under a license or registration with regard to radiologi- 
cal working conditions in which the worker is engaged, 
may request an inspection by giving notice of the alleged 
violation to the Washington State Department of Social 
and Health Services, Radiation Control Unit. Any such 
notice shall be in writing, shall set forth the specific 
grounds for the notice, and shall be signed by the worker 
or representative of the workers. А copy shall be provid- 
ed to the licensee or registrant by the Radiation Control 
Unit no later than at the time of inspection except that, 
upon the request of the worker giving such notice, his 
name and the name of individuals referred to therein 
shall not appear in such copy or on any record pub- 
lished, released, or made available by the Department, 
except for good cause shown. 

(2) If, upon receipt of such notice, the inspector for 
the Radiation Control Unit determines that the com- 
plaint meets the requirements set forth in WAC 402- 
48-070(1), and that there are reasonable grounds to be- 
lieve that the alleged violation exists or has occurred, the 
inspector shall cause an inspection to be made as soon as 
practicable, to determine if such alleged violation exists 
or has occurred. Inspections pursuant to this section 
need not be limited to matters referred to in the 
complaint. 

(3) No licensee or registrant shall discharge or in any 
manner discriminate against any worker because such 
worker has filed any complaint or instituted or caused to 
be instituted any proceeding under these regulations or 
has testified or is about to testify in any such proceeding 
or because of the exercise by such worker on behalf of 
the worker or other workers of any option afforded by 
this chapter. [Order 1084, § 402-48-070, filed 
1/14/76.] 


WAC 402-48-080 [Inspections not warranted 
Informal review. (1) If the Department of Social and 
Health Services, Radiation Control Unit determines, 
with respect to a complaint under WAC 402-48-070 
that an inspection is not warranted because there are no 
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reasonable grounds to believe that a violation exists or 
has occurred, the Radiation Control Unit shall notify the 
complainant in writing of such determination. 

(a) If the complaint resulted from activities concern- 
ing naturally occurring, accelerator produced, radioac- 
tive materials and/or radiation producing machines: The 
complainant may obtain review of such determination by 
submitting a written statement of position to the Super- 
visor, Industrial Safety and Health, P.O. Box 207, 
Olympia, Washington 98504. Such request for informal 
review will be processed according to the provisions of 
WAC 296-350-460 and the provisions of the Interagen- 
cy Agreement between the Department of Labor and 
Industries and the Department of Social and Health 
Services, Radiation Control Unit, if any. 

(b) If the complaint resulted from activities concern- 
ing byproduct material, source material, and/or special 
nuclear material: The complainant may obtain review of 
such determination by submitting a written statement of 
position with the Department of Social and Health Ser- 
vices, Health Services Division, who will provide the li- 
censee or registrant with a copy of such statement by 
certified mail, excluding, at the request of the complain- 
ant, the name of the complainant. The licensee or regis- 
trant may submit an opposing written statement of 
position with the Department of Social and Health Ser- 
vices, Health Services Division, who will provide the 
complainant with a copy of such statement by certified 
mail. Upon the request of the complainant, the Depart- 
ment of Social and Health Services, Health Services Di- 
vision, may hold an informal conference in which the 
complainant and the licensee or registrant may orally 
present their views. An informal conference may also be 
held at the request of the licensee or registrant, but dis- 
closure of the identity of the complainant will be made 
only following receipt of written authorization from the 
complainant. After considering all written or oral views 
presented, the Department of Social and Health Ser- 
vices, Health Services Division, shall affirm, modify, or 
reverse the determination of the Radiation Control Unit 
and furnish the complainant and the licensee or regis- 
trant a written notification of the decision and the rea- 
son therefor. 

(2) If the Radiation Control Unit determines that an 
inspection is not warranted because the requirements of 
WAC 402-48-070(1) have not been met, it shall notify 
the complainant in writing of such determination. Such 
determination shall be without prejudice to the filing of 
a new complaint meeting the requirements of WAC 
402-48-070(1). [Order 1084, § 402-48-080, filed 
1/14/76.] 


Chapter 402-52 WAC 


STABILIZATION OF URANIUM AND/OR 
THORIUM MILL TAILING PILES 


WAC 

402-52-010 Uranium and thorium mill tailing piles and 
ponds Control. 

402-52-020 Inactive mills Stabilization procedures. 
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WAC 402-52-010 Uranium and thorium mill tailing 
piles and ponds Control. All uranium and thorium 
mill tailing piles and ponds shall be controlled in the 
following manner: 

(1) Access to the pile area shall be controlled by the 
operator or owner and properly posted. 

(2) The pile shall be maintained in such a manner 
that hazardous erosion of, or environmental hazard 
from, radioactive materials does not occur. 

(3) New tailing piles shall be (a) located in areas of 
low population; (b) removed from wet or dry water 
courses unless adequate provisions are made for prevent- 
ing surface гип-о water from entering or eroding em- 
bankments; (c) sufficiently removed from permanent 
water courses to avoid contamination in event of flood- 
ing or failure of embankments; (d) sufficiently removed 
from water supplies to avoid seepage or contamination; 
and (e) surrounded by a fence of sufficient size and 
strength to prevent animals from gaining entry. 

(4) Tailings should be stabilized as much as practica- 
bly achievable during operation to preclude off-site haz- 
ards and to minimize the extent of final stabilization. 

(5) All plans for stabilization of mill tailings shall be 
submitted to the Department for review prior to con- 
struction. The Department may, however, require fur- 
ther controls at a future date after approval of such 
plans. 

(6) The operator or owner shall cause regular moni- 
toring of the mill tailings, and adjacent ground and sur- 
face waters to be made. 

(7) The owner of the tailing pile site shall give the 
Department written notice thirty (30) days in advance of 
any contemplated transfer of right, title or interest in the 
site by deed, lease, or other conveyance. The written no- 
tice shall contain the name and address of the proposed 
purchaser or transferee. Prior written approval of the 
Department shall be obtained before the surface area of 
the land shall be put to use and it shall have been deter- 
mined that the radiation dosage to the public resulting 
from the proposed use does not exceed 0.5 rem per year 
to the whole body. 

(8) With the exception of use at a mill or for reproc- 
essing at the site or another location, prior written ap- 
proval of the Department must be obtained before any 
tailings material is removed from any active or inactive 
mill. 

(9) The Department may waive individual require- 
ments in regard to stabilization or utilization of tailings 
material if it can be shown that they are unnecessary or 
impracticable in specific areas. [Order 1095, § 402-52- 
010, filed 2/6/76.] 


WAC 402-52-020 Inactive mills Stabilization 
procedures. All uranium mill tailing piles and ponds 
from inactive mills shall be stabilized in the following 
manner: 

(1) Ponds shall be drained and covered with materials 
that prevent wind erosion. Water drained from the ponds 
shall be disposed of in compliance with WAC 402-24- 
220, Appendix A, Table Ц, Col. 2. 

(2) Taking into consideration the types of materials at 
each site, piles shall be leveled and graded so that there 


Forms 


is, insofar as possible, a gradual slope to ensure that 
there shall be no low places on the pile where water 
might collect. Side slopes shall be stabilized by riprap, 
dikes, reduction of grades, vegetation, or any other 
method or combination of methods that will ensure 
stabilization. 

(3) If pile edges are adjacent to a river, creek gulch or 
other watercourse that might reasonably be expected to 
erode the edges during periods of high water, the ex- 
posed slopes shall be stabilized and the edges shall be 
diked and riprapped sufficiently to prevent erosion of the 
pile. 

(4) Drainage ditches shall be provided around the pile 
edges sufficient to prevent surface runoff water from 
neighboring land from reaching and eroding the pile. 

(5) The pile shall be stabilized against wind and water 
erosion. The method of stabilization may consist of veg- 
etation or a cover of soil, soil containing rock or stone, 
rock or stone, cement or concrete products, petroleum 
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products, or any other soil stabilization material pres- 
ently recognized or which may be recognized in the fu- 
ture, or any combination of the foregoing as may be 
required for proper protection from wind, or water 
erosion. ' 

(6) Where vegetation is used for pile stabilization, 
sufficient topsoil shall be placed to prevent plant uptake 
of the radioactive materials contained in the pile. 

(7) The requirements of WAC 402-52-010 shall also 
be met. [Order 1095, § 402-52-020, filed 2/6/76.] 


Chapter 402-990 WAC 


FORMS——APPLICATIONS FOR RADIOACTIVE 
: MATERIAL LICENSE 


Reviser's note: Forms set forth within this chapter were filed by the 
then Department of Health on January 8, 1969, entitled "Instructions 
for preparation of Application for radioactive material license", 
(Forms RHF-1, ЕНЕ-2, ЕНЕ-3, ЕНЕ-4, RHF-5, ЕНЕ-14-1, 
ЕНЕ-14-2). 
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STATE OF WASHINGTON 


INSTRUCTIONS FOR PREPARATION OF 
APPLICATION FOR RADIOACTIVE MATERIAL LICENSE 
Forms RHF-1 and RHF-2 


GENERAL INFORMATION 


An applicant for a “Radioactive Material License" should 
complete Form RHF-1 in detail. The applicant should endeavor 
to cover his entire radioisotope program with one application, if 
possible. However, separate applications should be submitted 
for medical teletherapy and gamma irradiators. Supplemental 
Sheets may be appended when necessary to provide complete 
information. Item 16 must be completed on all applications. 


Submission of an incomplete application will often result in 
delay in issuance of the license because of the correspondence 


necessary to obtain information requested, om the application. 


The Form RHF-2 should also be completed each time a 
medical request is made for a human use of radioisotopes. Two 
copies of the completed Form RHF 1 (and RHF-2 if a medical 
application) should be sent to the Washington State Department 
of Health, Radiation Control Agency, Smith Tower, Seattle, 
Washington 98104. One copy should be retained for the 
applicant's file. 


COMPLETE EVERY ITEM — LEAVE NO BLANKS 
EXPLANATION OF FORM RHF-1 


Item No. 


1 (а) The "applicant" is the organization or person legally 
responsible for possession and use of the radioactive 
material specified in the application. 

(b) Indicate other address(es) at which radioactive 
material will be used if different from that listed in 


1 (a). A post office box number is not acceptable. 


15-2 


The "department" is the department or similar subdivision 
where the radioactive material will be used. 


e 


Self-explanatory. 


ны 


The "individual user" is the person experienced in use 
and safe handling of radioisotopes. If the application is 
for “human use,” the individual user must be a physician 
licensed by the State of Washington to dispense drugs in 
the practice of medicine and have extensive experience 
for each proposed clinical use. 


ол 


Self-explanatory. 


e 


(а) List by name each radioisotope de-ired, such as 
“Carbon 14," “Cobalt 60," etc. 

(b) List chemical and/or physical form for each radio- 
isotope and the quantity of each which the applicant 
desires to possess at any one time. If more than one 


/ 


" 
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chemical or physical form of а particular radioisotope is 
desired, a separate possession limit should be stated for 
each form. For example, an applicant desiring to use 
two chemical forms of Iodine 131 must specify both 
forms and a possesison limit for each form. Example: 


Iodine 131 Iodide 10 millicuries 
Iodine 131 Iodinated Human 1 millicurie 
Serum Albumin 
Krypton 85 Gas 1000 millicuries 


If the radioactive material is to be obtained as a sealed 
source(s), specify the manufacturer, model number, and 
amount of activity in each sealed source, Example: 
Cobalt 60 3 Sealed Sources, 100 mci 300 millicuries 
each (Iso Corp. Model 
Z-54) 
State the use of each radioactive material and chemical 
form specified in Item 6 (a) and (b). If the radioisotope 
is for “human use," do not complete this item; complete 
Form RHF-2-Supplement A—Human Use. 


-1 


These items must be compléted for each individual 
named in Item 4. If more than one individual is listed 
in Item 4, clearly key the name of each individual to his 
experience. 


10-16 Self-explanatory. 


Forms 
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EXPLANATION OF FORM RHF-2-SUPPLEMENT A—HUMAN USE 


Item No. 


ка 


Self-explanatory. 


t 


Self-explanatory. 


w 


State Regulations provide that the using physician have 
substantial experience in the proposed use, the handling 
and administration of radioisotopes and, where ap- 
plicable, the clinical management of radioactive patients. 
The physician must furnish suitable evidence of such 
experience with his application. Supplement A—Human 
Use—Page 3 is provided for conveniently presenting 
these details. 

Name or describé each clinical use for each radioisotope 
and chemical form administered. List radiological pro- 
tection procedures to be followed in sufficient detail to 
permit a realistic evaluation of the potential radiological 
hazards. 


> 


5 (a) Dosage for treatment of patients will depend upon 
the clinical judgment of the responsible physician; the 
State is only interested in the proposed dosage range. 
(b) For experimental programs or new and unusual 
uses, the maximum single dose of radiomaterial to be 
administered should be included and the approximate 
number and frequency of such doses. Rationale for 
unusually high dosages should be presented. The pro- 
posed use should be outlined in detail demonstrating 
that radiological health safety to the patient will not be 
jeopardized. If the use duplicates, or is based on, a use 
reported in the technical literature, an abstract of such 
а report or article and a brief statement as to how such 
use will be followed or modified will suffice. 


6 Radioisotopes furnished by AEC facilities are pharma- 
ceutically UNREFINED. Ап applicant should include 
information regarding processing or standardization 
procedure if radioactive material will not be obtained in 
precalibrated form for oral administration or precali- 
brated and sterilized form for parenteral administration. 


7 Self-explanatory. 


8 (a) Give the name and address(es) of the hospital(s) 

which will admit your patients that have been admin- 
istered radioisotopes. 
(b) Submit a copy of the radiological protection in- 
structions furnished to the hospital personnel regarding 
the care of patients to whom radioisotopes have Been 
administered, Attach also a list of radiation instruments 
you will make available to the hospital. 


9 (a), (b) To be completed by using physician. 


10,11,1t is recommended that these items be complcted by 
12 the applicant physician’s preceptor in the medica] use of 


radioisotopes. Тһе preceptoring physician is usually the 
chairman of the medical isotopes committce of the 
institution where clinical experience was acquired. How- 
ever, the preceptor may be a staff physician experienced 
in the clinical use of radioisotopes under whom the using 
physician’s radioisotope training and experience was 
acquired. If possible, the using physician’s entire clinical 
radioisotope experience should be included. Additional 
comments may be presented in the space provided on 
page 4, 


NorE.—For Medical-Institutional Type Program 


1 List the names, medical specialties, and radioisotope 
experience, if any, of each member of the local isotope 
committee. 


2 State the procedures the local isotope committce will use 
to control the procurement and to approve uses of 
radioisotopes at the institution. 


3. Submit a copy of instructions given to nurses who will 
care for patienis containing radioactive material. 


4 Submit a copy of radiological protection rules and 


procedures given to individuals using radioisotopes at 
the institution. 
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Chapter 402-990 Title 402 WAC: Radiation Control Agency 


Form RHF-1 Page 1 


Washington State Department of Health 
APPLICATION FOR RADIOACTIVE MATERIAL LICENSE 


INSTRUCTIONS—Complete Items 1 through 16.if this is an initial application. If application is for renewal of 
a license, complete only Items 1 through " and indicate new information or changes in the program as requested 
in Items 8 through 15. Use supplemental sheets where necessary. Item 16 must be completed on all applications. 
Mail two copies to: Washington State Department of Health, Radiation Control Section, Smith Tower, Seattle, 
Washington 98104. Upon approval of this application, the applicant will receive a State of Washington 
Radioactive Material License, issued in accordance with the general requirements contained in Washington 


State Department of Health, Radiation Control Regulations and the Washington Nuclear Energy and Radiation 
Control Act, Chapter 70.98 RCW. 


NEW APPLICATION П AMENDMENT TO LICENSE [7] RENEWAL Г] 


1. (а) NAME AND STREET ADDRESS OF APPLICANT. 


| (b) STREET ADDRESS(ES) AT WHICH RADIOACTIVE 
(Institution, firm, hospital, person, etc.) 


MATERIAL WILL BE USED. (If different from 1 (a).) 


2. DEPARTMENT TO USE RADIOACTIVE MATERIAL. . PREVIOUS LICENSE NUMBER(S). (If this is an applica- 


tion for renewal of a license, please indicate and give 
number.) 


4. INDIVIDUAL USER(S). (Name and title of individual(s) 
who will use or directly supervise use of radioactive 
materials. Give training and experience in Items 8 and 9.) 


. RADIATION PROTECTION OFFICER (Name of person 
designated as radiation protection officer if other than 
individual user. Attach resume of his training and ex- 
perience as in Items 8 and 9). 


6. (а) RADIOACTIVE MATERIAL. (Elements and mass 


(b) CHEMICAL AND/OR PHYSICAL FORM AND MAXI- 
number of each.) 


MUM QUANTITY OF EACH CHEMICAL AND/OR 
PHYSICAL FORM THAT YOU WILL POSSESS AT 
ANY ONE TIME. (If sealed source(s), also state name 
of manufacturer, model number, number of sources and 
maximum activity per source.) 


7 


DESCRIBE PURPOSE FOR WHICH RADIOACTIVE MATERIAL WILL BE USED. (If radioactive material is for “human 
use,” Supplement A (Form RHF-2) must be completed in lieu of this item. If radioactive material is in the form of sealed 
sources, include the make and model number of the storage container and/or device in which the source will be stored 
and/or used.) Attach extra sheets if necessary. 
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Form RHF-1 Page Two 


TRAINING AND EXPERIENCE OF EACH INDIVIDUAL NAMED IN ITEM 4 (Use supplemental sheets if necessary). 


WHERE DURATION OF ON THE JOB 
TRAINED TRAINING (Circle answer) 
EFI 


FORMAL COURSE 
(Circle answer) 


8. TYPE OF TRAINING 


а. Principles and practices of radiation 
protection 


b. Radioactivity measurement 
standardization and monitoring 
techniques and instruments 


€. Mathematics and calculations basic to the 
use and measurement of radioactivity 


d. Biological effects of radiation 


9. EXPERIENCE WITH RADIATION (Actual use of radioisotopes or equivalent experience). 
$ 


ISOTOPE TYPE OF USE 


MAXIMUM AMOUNT WHERE EXPERIENCE WAS GAINED DURATION OF EXPERIENCE 


10.. RADIATION DETECTION INSTRUMENTS (Use supplemental sheets if necessary). 


TYPE OF INSTRUMENTS 
(Include make and model! number of each) 


MBER RADIATION 


му SENSITIVITY 
AVAILABLE DETECTED 


Use (Monitoring 
RANGE (mr/hr) Surveying 


, Measur: ng) 


11. METHOD, FREQUENCY, AND STANDARDS USED IN CALIBRATING INSTRUMENTS LISTED ABOVE. 


12. FILM BADGES, DOSIMETERS, AND BIO-ASSAY PROCEDURES USED (For film badges, specify method of calibrating 
and processing, or name of supplier). 


INFORMATION TO BE SUBMITTED ON ADDITIONAL SHEETS 


13. FACILITIES AND EQUIPMENT. Describe laboratory facilities and remote handling equipment, storage containers, shielding, 
fume hoods, etc. Explanatory sketch of facility is attached (Circle answer). Yes No 


14. RADIATION PROTECTION PROGRAM. Describe {һе radiation protection program including control measures. If application 
covers sealed sources, submit leak testing procedures where applicable, name, training, and experience of person to perform 
leak tests and arrangements for performing initial radiation survey, servicing, maintenance and repair of the source. 


15. WASTE DISPOSAL. If a commercial waste dispósal service is employed, specify name of company. Otherwise, submit detailed 
description of methods which will be used for disposing of radioactive wastes and estimates of the type and amount of activity 
jnvolved. 


CERTIFICATE 


(This item must be completed by applicant) 


16. THE APPLICANT AND ANY OFFICIAL EXECUTING THIS CERTIFICATE ON BEHALF OF THE APPLICANT NAMED 
IN ITEM 1, CERTIFY THAT THIS APPLICATION IS PREPARED IN CONFORMITY WITH WASHINGTON STATE 
DEPARTMENT OF HEALTH RADIATION CONTROL REGULATIONS AND THAT ALL INFORMATION CONTAINED 
HEREIN, INCLUDING ANY SUPPLEMENTS ATTACHED HERETO, IS TRUE AND CORRECT TO THE BEST OF OUR 
KNOWLEDGE AND BELIEF. 


Applicant named in Jtem 1 


Date.... 


Title of certifying officlal authorized to act on behalf of the applicant 
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Chapter 402-990 Title 402 WAC: Radiation Control Agency 


Form RHF-2 Page 1 


Washington State Department of Health 


APPLICATION FOR RADIOACTIVE MATERIAL LICENSE 
Supplement: A—Human Use 


If radioactive material is for “human use" (internal administration of radioactive material or the radiation therefrom to human 
beings), complete this supplement and attach to the application for radioactive material license. 


1. (a) USING PHYSICIAN'S NAME (b) NAME AND ADDRESS OF APPLICANT (If different from 1 (a)) 


2, THE USING PHYSICIAN INDICATED ABOVE IS LICENSED TO DISPENSE DRUGS IN THE PRACTICE 
OF MEDICINE BY THE STATE OF WASHINGTON. Circle Answer YES NO 


3. A STATEMENT OF USING PHYSICIAN'S CLINICAL RADIOISOTOPE EXPERIENCE (PAGE 3 OF THIS 
SUPPLEMENT) IS SUBMITTED IN SUPPORT OF THIS APPLICATION.. IF ANSWER IS NO, USE PAGE N 
2 OF THIS SUPPLEMENT TO EXPLAIN OR REFER TO OTHER APPLICATION OR RELATED DOCU- YES x 
MENTS ON WHICH THIS INFORMATION APPEARS. ^ Circle Answer 


PROPOSED DIAGNOSIS OR TREATMENT 
4. (а) DESCRIBE PURPOSE FOR WHICH RADIOACTIVE MATERIAL WILL BE USED INCLUDING SPECIFIC CONDITIONS 
OR DISEASES TO BE DIAGNOSED OR TREATED (Use page 2 if necessary): 


(b) CHEMICAL FORM ADMINISTERED: 


(с) DESCRIBE PROCEDURES WHICH WILL BE OBSERVED TO MINIMIZE HAZARD FROM HANDLING, STORAGE, AND 
DISPOSAL OF THE RADIOACTIVE MATERIAL: 


(d) DESCRIPTION AND SKETCHES OF SPECIAL DEVICES TO BE USED FOR ADMINISTERING RADIOACTIVE 
MATERIAL TO HUMAN BEINGS ARE: 


(1) ATTACHED (Literature References Will Suffice). e Circle Answer 


(2) ON FILE WITH WASHINGTON STATE DEPARTMENT OF HEALTH. 


REFER TO SPECIFIC DOCUMENT NO. Circle Answer 


5. PROPOSED DOSAGE SCHEDULE А 

(a) In millicuries for internally administered radioactive material other than discrete fixed Sources; and in roentgens or rads, 

as appropriate, for internal or external irradiation from discrete fixed sources (gold seeds, cobalt needles, etc.) state 
Separately for each condition or disease (use page 2 if necessary): 


(b) INVESTIGATIVE PROPOSAL FOR EXPERIMENTAL, NEW OR UNUSUAL HUMAN USES IS ATTACHED. (Attachment 
should include outline of conditions to be evaluated, including data from animal studies and/or abstract of - 
literature reference if any, number and type of patients (i.e. age group, moribund, etc.)). Circle Answer YES NO 
6. IF RADIOACTIVE MATERIAL WILL NOT BE OBTAINED IN PRECALIBRATED FORM FOR ORAL ADMINISTRATION 


OR IN PRECALIBRATED AND STERILIZED FORM FOR PARENTERAL ADMINISTRATION, DESCRIBE IDENTIFICATION, 
PROCESSING, AND STANDARDIZATION PROCEDURES: | 


8. (a) THE APPLICANT HAS COMPLETED ARRANGEMENTS FOR A HOSPITAL TO ADMIT RADIOACTIVE 


7. THE PROPOSED USE OF RADIOACTIVE MATERIAL HAS BEEN, OR WILL BE, APPROVED BY THE 
MEDICAL ISOTOPE COMMITTEE, Circle Answer | YES | NO 
HOSPITAL FACILITIES FOR INDIVIDUAL PRACTICE USE ONLY 
Д YES 
PATIENTS WHENEVER ADVISABLE. Circle Answer ЕН 
(b) A COPY OF INSTRUCTIONS TO BE FURNISHED ТО THE HOSPITAL AS TO RADIOLOGICAL SAFETY 
PRECAUTIONS TO BE TAKEN AND AVAILABLE RADIATION INSTRUMENTATION IS ATTACHED.| YES 
Circle Answer 


(over) 
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Form RHF-2 Page 2 
Washington State Department of Health 


APPLICATION FOR RADIOACTIVE MATERIAL LICENSE | 


Supplement A—Human Use (cont.)- 


This page may be completed by the physician's preceptor (if any) in the medical use of radioisotopes. When the information is not 
furnished by the preceptor, the name and present address of the preceptor (if any) should be shown in Item 12 below. 


9. (а) USING PHYSICIAN'S NAME (b) NAME AND ADDRESS OF APPLICANT (if different from 9 (a)) 


10. CLINICAL TRAINING AND EXPERIENCE OF PHYSICIAN WHO WILL USE RADIOACTIVE MATERIAL 


C) D) 
(A) (B) ( | 
NUMBER OF TYPE OF PARTICIPATION FOR ALL CASES : 
ISOTOPE CONDITION(S) DIAGNOSED OR TREATED CASES IN COLUMN D (Circle applicable numbers of | 
items in accordance with key set forth below) | 
1-131 Diagnosis of thyroid function | 1 | 3 | 
| 


Treatment of hyperthyroidism 


Treatment of thyroid cancer | 


Treatment of cardiac conditions 


Brain tumor localization 
Blood determinations 


Others: | 
P-32 Treatment of polycythemia and leukemia | 
Soluble Brain tumor localization | 


Treatment of bone metastases 
Others: 


Ed 
aa 
ae 
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P-32 Treatment of prostatic cancer 


CrPO, Treatment of cervical cancer 


Treatment of pleural effusions and/or ascites 


Others: 


Au-198 Treatment of prostatic cancer 
Colloid Treatment of cervical cancer 
Treatment of pleural effusions and/or ascites 
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Others: 
Cr-51 Blood determinations | 
Others: | 
Other Radium 226 | 
Isotopes | 
Key to above numbers (column D) Active Participation and Discussion | 


1. Examination of patients to determine suitability for radioisotope diagnosis and/or treatment and recommendations on 
dosage to be prescribed. 


2. Collaboration in calibration and administration of dosages including related measurements and plotting of data. 

3. Active period of training and experience of sufficient duration to permit followup of patients through treatment and 
posttreatment period including reevaluation as to effectiveness and complications. 

4, Study and discussion of case histories to establish most efficacious diagnostic and/or therapeutic techniques for this 
radioisotope use. | 


11. TOTAL NUMBER OF HOURS OF PARTICIPATION IN CLINICAL TRAINING... hours. 


12. THE TRAINING AND EXPERIENCE INDICATED ABOVE WAS OBTAINED UNDER THE SUPERVISION OR GUIDANCE OF 


(Name of physician [preceptor]) (Institution) (Signature of preceptor) 
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Form RHF-2 Page 3 


Washington State Department of Health 
APPLICATION FOR RADIGACTIVE MATERIAL LICENSE 
Supplement A—Human Use (cont.) 


This page may be used for providing additional information. Please cross reference specific items. 
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STATE OF WASHINGTON 


NOTICE TO EMPLOYEES 


STANDARDS FOR PROTECTION AGAINST RADIATION 


In the Radiation Control Regulations, the Department of Health Has Established Standards for Your 
Protection Against Radiation Hazards. 


YOUR EMPLOYER'S RESPONSIBILITY 
Your employer is required to: 


1. Apply these regulations to work involving sources 
of radiation, 


2. Post or otherwise make available to you a copy of 
the Department of Health regulations, licenses, and 
operating procedures which apply to work you are 
engaged in, and explain their provisions to you. 

YOUR RESPONSIBILITY AS A WORKER 


You should familiarize yourself with those provisions of 
the Department of Health regulations, and the operating 
procedures which apply to the work you are engaged 
in. You should observe their provisions for your own 
protection and protection of your co-workers. 

WHAT IS COVERED BY THESE REGULATIONS 


1. Limits on exposure fo radiation and radioactive 
material in controlled and uncontrolled areas; 


Measures to be taken after accidental exposure; 
Personnel monitoring, surveys and equipment; 
Caution signs, labels, and safety interlock equipment; 


Exposure records and reports; and 


oO (о m 


Related matters. 


REPORTS ON YOUR RADIATION EXPOSURE 
HISTORY 


1. The Department of Health regulations require that 
your employer give you a written report if you 
receive an exposure in excess of any applicable 
limit as set forth in the regulations or in the license. 
The basic limits for exposure to employees are set 
forth in RH 4.2*and RH 4.3*of the regulations. These 
sections specify limits on exposure to radiation and 
exposure to concentrations of radioactive material 


ow codified As 
Wat" 25337 020 and WAC 402 24-030 
2. iy Sou work where personnel monitoring is required, 


and if you request information on your radiation 
exposures, 


(a) Your employer must give you a written 
report, upon termination of your employ- 
ment, of your radiation exposures, and 


(b) Your employer must advise you annually of 
your exposure to radiation. 
INSPECTIONS 


All licensed or registered activities are subject to 
inspection by the Department of Health or its duly 
authorized representatives. 


INQUIRIES 


Inquiries dealing with the matters outlined above can 
be sent to the Department of Health, Radiation Control 
Agency, 1510 Smith Tower, Seattle, Washington 98104. 


POSTING REQUIREMENT 


Copies of this notice must be posted in a sufficient number of places where 
employees are employed in activities licensed or registered pursuant to 
parts II and III, by the Department of Health, to permit employees 
working in or frequenting any portion of a controlled area to observe a 


copy on the way to or from such area. 
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Form RHF-4 
STATE OF WASHINGTON 


OCCUPATIONAL EXTERNAL RADIATION EXPOSURE HISTORY 
IDENTIFICATION 


1. NAME (Print— Last, first and middle) 2. SOCIAL SECURITY No. 


8. DATE OF BIRTH (Month, day, year) 4. AGE IN FULL YEARS (N) 


OCCUPATIONAL DOSE—PREVIOUS HISTORY 


8, PREVIOUS. EMPLOYMENT INVOLVING 


— P PREVIOUS DOSE HISTORY 
RADIATION X AUDI E ЭЛГЭЭР ^ (From—to) 7, EXPOSURE PERIOD | 5 WHOLE BODY | 9. INSERT ONE: 
(REM) Record or Calculated 


10, REMARKS 11, ACCUMULATED OCCUPATIONAL DOSE 
TOTAL 


12, CALCULATIONS—Permissible Accumulated Occupational Dose 18. CERTIFICATION: I certify that the exposure history listed 


Whole Body: in Columns 5, 6, and 7 is correct and complete to tho best of 
my knowledge and belief. 
(A) Permissible Accumulated Occupational Dose 5(М-18). REM 


(B) Total Accumulated Occupational Dose (From Item 11). — —— — REM Employec's Signature Date 


(C) Permissible Occupational Dose on Reserve. REM 


14. Name and Address of Licenscé or Registrant, 


FOR INSTRUCTIONS—SEE OVER 
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INSTRUCTIONS FOR PREPARATION OF FORM RHF-4 


This form or a clcar and legible record containing all the informa- 
tion required on this form must be completed by each licensee or 
registrant for cach individual whom he proposes to expose to radiation 
dose іп exccss of 1.25 rem/calendar quarter, 


Identification 
Item 1. Sclf-explanatory. 


Item 2, Self-explanatory except that, if individual has no social 
security number, the word “none” shall be inserted. 


Item 8. Self-explanatory. 


Item 4. Enter the age in full years, This is called “№” when 
used in calculating the permissible accumulated occu- 
pational dose, “N” is the age in years of the individual 
at his last birthday. 


Occupational Dose 


Item 5, List the name and address of each previous employer 
where occupational exposure to radiation was received, 
For periods of self-employment, insert the word “self- 
employed." Start with the most recent employer and 
work back. 


Item 6, Give the dates of employment. 


Item 7. List periods during which occupational exposure to 
radiation occurred, 


Item 8, List the dose recorded for each period of exposure from 
records of previous occupational exposure of the indi- 
vidual as calculated, 

Dose to the whole body shall be deemed to include any 
dose to the whole body, gonads, active blood-forming 
organs, head and trunk, or lens of eye. 

In any case where a licensee or registrant is unable to 
obtain a report of the individual's occupational exposure 
for periods when such individual was exposed to radi- 
ation it shall be assumed that such individual has re- 
ceived an exposure to the following occupational dose: 


l. If prior to January 1, 1961 
8.75 rem/calendar quarter; ог! 


2, If after January 1, 1961 
1,95 rem/calendar quarter. 


Calculated Dose 


Item 9. 


Item 10. 


After cach entry in Item 8 indicate in Item 9 whether 
dose is obtained from records or calculated, 


Self-explanatory. 


Total Accumulated Occupational Dose 


Item 11. 


The total for the whole body is obtained by summa- 
tion of all values in Item 8. 


Calculations ! 


Item 12, 


Certification 
Item 13. 


Item 14. 


The lifetime accumulated occupational dose for each 
individual and the permissible occupational dose in re- 
serve are obtained by carrying out the following steps: 
The value for “М” should be taken from Item 4. Suh- 
tract 18 from “N” and multiply the difference by 5 
rem (For example, John Smith, is age 32; N = 82, 
5(82 — 18) = 70 rem.) and enter under (A). Enter 
total exposure to date from Item 11 opposite (В). Sub- 
tract (B) from (A) and enter the difference opposite 
(C). The value in (C) represents the dose to the whole 
body to which that individual-can be exposed as long 
as the dose in any calendar quarter docs not exceed 
8 rems, This value for permissible occupational dose 
on reserve is to be carried forward to Form RHF-5, Item 6. 


Upon completion of the report, {һе employee must 
certify that the infonnation in Columns 5, 6, and 7 
is accurate and complete to the best of his. knowledge. 
The date is the date of his signature. 


Self-explanatory. 


1. If calculation of the individual's total accumulated occupational dose for all periods prior to January 1, 1961, under Item 8 yields a result higher than 5CN-18) 
for the individual as of that date; the excess may be disregarded. For this calculation, М should be tho individual's age in years at his last birthday prior to 


January 1, 1961. 
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Form RHF-5 
STATE OF WASHINGTON 
CURRENT OCCUPATIONAL EXTERNAL RADIATION EXPOSURE 
IDENTIFICATION 
d. NAME (Print—Last, first and middle) i 2. SOCIAL SECURITY No. d 1 


8. DATE OF BIRTH (Month, day, year) 4. AGE IN FULL YEARS (N) 


OCCUPATIONAL DOSE 


5. DOSE RECORDED FOR: Specify whole body; skin of | 6. Permissible occupational dose оп | 7. METHOD OF MONITORING 


whole body; or hands and forearms, feet and ankles. reserve at beginning of period (e.g, Film Badge — FB; Pocket 
covered by this sheet. Chamber—PC; Calculations—Calc. ) 
GAMMA... BETA... 
NEUTRONS X-RAY 
8. PERIOD OF EXPOSURE DOSE FOR THE PERIOD (rem) 18. Running total for 
(From—to) 9. Х ог GAMMA! 10. ВЕТА | 11. NEUTRON | 12. TOTAL a с 


LIFETIME ACCUMULATED DOSE (REM) 


14, Previous Total 15. Total Dose This Sheet | 16, Total Accum, Occup. | 17. Perm, Асс, Occup. 18. Perm. Occup. Dose. 
Dose Dose 5(N-18) Rem on Res. 


19. Name and Address of Licensee or Registrant, 


FOR INSTRUCTIONS—SEE BACK 
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Page 2 


INSTRUCTIONS FOR PREPARATION OF FORM RHE-5 


The preparation and safekeeping of this form or a clear and legible 
record containing all the information required on this form is re- 
quired, as a current record of occupational external radiation ex- 
posures for each individual for whom personnel monitoring is re- 
quired. Note that a separate copy of this form is to be used when 
recording external exposure to the whole body; skin of the whole 
body; or hands and forearms and feet and ankles, 


Listed below by item are instructions and additional information 
directly pertinent to completing this form. 


Identification 
Item 1. Self-explanatory. 


Item 2. Self-explanatory except that, if individual has no social 
security number, the word "none" shall be inserted, 


Jtem 3. Self-explanatory. 


Item 4, Enter the age in full years. This is called “М” when 
used in calculating the permissible accumulated occu- 
pational dose, “М” is the age in years of the individual 
at his last birthday. 


Occupational Dose 


ltem 5. Separate form must be used when recording exposure 
to whole body; skin of whole body; hands and forearms, 
fect and ankles—Specify which exposure is being re- 
corded in Jtem 5. 


If an individual receives an occupational dose to the 
skin of the whole body from radiation of half-value 
layer less than 5 cm. of soft tissue, the dose to the skin 
of the whole body should be recorded on a separate 
form, unless the dose to the skin of the whole body as 
indicated by personnel monitoring devices has been in- 
cluded as dose to the whole body on a form maintained 
for recording whole body exposures. 


If an individual receives a radiation dose to the hands 
and forearms, or feet and ankles, the dose to those 
portions of the body should be recorded on separate 
forms unless the dose to those parts of the body as 
indicated by personnel monitoring devices have been 
included as doses to the whole body on a form main- 
tained for recording whole body exposure. 


Dose to the whole body shall be deemed to include any 
dose to the whole body, gonads, active blood-forming 
organs, head and trunk, or lens of eye. 


Jtem 6. The permissible occupational dose on reserve is taken 
from previous records of exposure recorded by the 
licensee or registrant (i.e., Пет 18 of a previous Form 
ЕНЕ-5; or Item 12 of Form RHF-4 if the individual's 
exposure during the employment with tbe licensee or 
registrant begins with this record). 


Item 7. Indicate the method used for monitoring the individual's 
exposure to each type of radiation to which he is ex- 


Now codified as WAC 402-16-060(3) 
**Now codified as WAC 402-24-020(1) 


Item 8. 


Items 9, 
10 and 


и. 


Item 12. 


Item 18. 


posed in the course of his duties, Abbreviations may 


be used. 


The period of exposure should specify the day the meas- 
urement of that exposure was initiated and tho day on 
which it was terminated. For example, a film badge 
issued Monday morning, August 4, 1958, and picked up 
Friday, August 15, 1958, would be indicated 8/4/58— 
8/15/58. 


Self-explanatory. The values are to be given in rem. 
АП measurements are to be interpreted in the best 
method known and in accordance with 1.6.3.* Where 
calculations are made to determine dose, a copy of 
such calculations is to be maintained in conjunction with 
this record. In any case where the dose for a calendar 
quarter is less than 10% of the value specified in 4.2.1, 
the phrase “Jess than 10%” may be entered in lieu of a 
numerical value. 


Add the values under Items 9, 10 and 11 for each 
period of exposure and record the total. In calculating 
the "Total' any entry "less than 10%” may be dis- 
regarded. 


The running total is to be maintained on the basis of 
calendar quarters, 


Lifetime Accumulated Dose (Whole Body) 


NorE: If the licensee chooses to keep the individual's exposure 
below that permitted in 4.2.1, Items 14 through 18 need 
not be completed. However, in that case the total whole 
body dose for each calendar quarter recorded in Item 13 
should not exceed 1.25 rem. 


If an individual is exposed under the provisions of 4.2.2, complete 
Items 14 through 18 at the end of each calendar quarter and 
when the sheet is filled. Values in Item 13, when in the middle 
of a calendar quarter, and values in Item 18, must be brought 
forward to next sheet for each individual. 


Item 14. Enter the previous total accumulated dose from previous 


Item 
Item 


Item 


Item 


Item 


18. 


dose records for the individual (e.g., Item 16 if Form 
RHF-5 or Item 11 if Form RHF-4). 


Enter the sum of all totals under Item 12. 
Add Item 14 and Item 15 and enter that sum. 


Obtain the permissible accumulated occupational dose 
in rem for the whole body. Use the value for “М” from 
Item 4. Subtract 18 from “М” and multiply the differ- 
ence by 5 rem (е, g., John Smith, age 32; 5(32 — 18) = 
70 rem). 

Determine the permissible occupational dose on reserve 
by subtracting Item 16 from Item 17. Тһе permissible 
occupational dose on reserve is that portion of the per- 
missible lifetime accumulated dose for the individual 
remaining at the end of the period covered by this sheet. 


Self-explanatory. 
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RHF-14-1 


STATE OF WASHINGTON Page 1 of 


RADIOACTIVE MATERIALS LICENSE 


Pursuant to the Nuclear Energy and Radiation Control Act, RCW 70.98, and the Radiation Control Regulations, Part IIL,* 
and in reliance on statements and representations heretofore made by the licenseee designated below, a license is hereby issued 
authorizing such licensee to transfer, receive, possess and use the radioactive material(s) designated below; and to use such 
radioactive materials for the purpose(s) and at the place(s) designated below. This license is subject to all applicable rules, 


[°йШапопвз, and orders now or hereafter in effect of the State Department of Health and to any conditions specified below. 
* Now codified as Chapter 402-20 WAC. 


TEM Pages 


Licensee 3. License number 


4. Expiration date 


1. Name 
2. Address 5. Reference number 
6. Radioactive materials 7. Chemical and/or physical form 8. Maximum quantity licensee may 
(element and mass number) Possess at any one time 
CONDITIONS 


9. Authorized use. (Unless otherwise specified, the authorized place of use is the licensee's address stated in Item 2 above.) 


Date «a cen tli ааа Mes 25 FOR THE STATE DEPARTMENT OF HEALTH 
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RHF-14-2 
Page... Of. нны Pages 
Е STATE ОЕ WASHINGTON 
RADIOACTIVE MATERIALS LICENSE 
License Number... sl 
| 
| 
| 
| 
| 
| 
| 
| 
FOR THE STATE DEPARTMENT OF HEALTH 
jer C ———————À ВУ —— H—— e квн арун 
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